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Preface 


Reader Background 


This text is intended for use in a classroom course on analysis and application 
of analog electronic circuits in biomedical engineering taken by junior or 
senior undergraduate students specializing in biomedical engineering. It will 
also serve as a reference book for biophysics and medical students interested 
in the topics. Readers are assumed to have had introductory core courses 
up to the junior level in engineering mathematics, including complex alge- 
bra, calculus, and introductory differential equations. They also should have 
taken an introductory course in electronic circuits and devices. As a result 
of taking these courses, readers should be familiar with systems block dia- 
grams and the concepts of frequency response and transfer functions; they 
should be able to solve simple linear ordinary differential equations and 
perform basic manipulations in linear algebra. It is also important to have 
an understanding of the working principles of the various basic solid-state 
devices (diodes, bipolar junction transistors, and field-effect transistors) used 
in electronic circuits in biomedical applications. 


Rationale 


The interdisciplinary field of biomedical engineering is demanding in that 
it requires its followers to know and master not only certain engineering 
skills (electronics, materials, mechanical, photonic), but also a diversity of 
material in the biological sciences (anatomy, biochemistry, molecular biology, 
genomics, physiology, etc.). This text was written to aid undergraduate bio- 
medical engineering students by helping them to understand the basic ana- 
log electronic circuits used in signal conditioning in biomedical 
instrumentation. Because many bioelectric signals are in the microvolt range, 
noise from electrodes, amplifiers, and the environment is often significant 
compared to the signal level. This text introduces the basic mathematical 
tools used to describe noise and how it propagates through linear systems. 
It also describes at a basic level how signal-to-noise ratio can be improved 
by signal averaging and linear filtering. 


vii 
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Bandwidths associated with endogenous (natural) biomedical signals 
range from dc (e.g., hormone concentrations or dc potentials on the body 
surface) to hundreds of kilohertz (bat ultrasound). Exogenous signals asso- 
ciated with certain noninvasive imaging modalities (e.g., ultrasound, MRI) 
can reach into the tens of megahertz. Throughout the text, op amps are 
shown to be the keystone of modern analog signal conditioning system 
design. This text illustrates how op amps can be used to build instrumenta- 
tion amplifiers, isolation amplifiers, active filters, and many other systems 
and subsystems used in biomedical instrumentation. 

The text was written based on the author’s experience in teaching courses 
in electronic devices and circuits, electronic circuits and applications, and 
biomedical instrumentation for over 35 years in the electrical and computer 
engineering department at the University of Connecticut, as well as on his 
personal research in biomedical instrumentation. 


Description of the Chapters 


Analysis and Application of Analog Electronic Circuits in Biomedical Engineering 
is organized into 12 chapters, an index, and a reference section. Extensive 
examples in the chapters are based on electronic circuit problems in biomed- 
ical engineering. 


In Chapter 1, Sources and Properties of Biomedical Signals, the sources of 
bioelectric phenomena in nerves and muscles are described. The 
general characteristics of biomedical signals are set forth and we 
examine the general properties of physiological systems, including 
nonlinearity and nonstationarity. 


In Chapter 2, Models for Semiconductor Devices Used in Analog Electronic 
Systems, we describe the mid- and high-frequency models used for 
analysis of pn junction diodes, BJTs, and FETs in electronic circuits. 
The high-frequency behavior of basic one- and two-transistor am- 
plifiers is treated and the Miller effect is introduced. This chapter 
also describes the properties of photodiodes, photoconductors, 
LEDs, and laser diodes. 


In Chapter 3, The Differential Amplifier, this important analog electronic 
circuit architecture is analyzed for BJT and FET DAs. Mid- and high- 
frequency behavior is treated, as well as the factors that lead to a 
desirable high common-mode rejection ratio. DAs are shown to be 
essential subcircuits in all op amps, comparators, and instrumenta- 
tion amplifiers. 
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In Chapter 4, General Properties of Electronic Single-Loop Feedback Systems, 
we introduce the four basic kinds of electronic feedback (positive/ 
negative voltage feedback and positive/negative current feedback) 
and describe how they affect linear amplifier performance. 


Chapter 5, Feedback, Frequency Response, and Amplifier Stability, presents 
Bode plots and the root-locus technique as design tools and means 
of predicting closed-loop system stability. The effects of negative 
voltage and current feedback, as well as positive voltage feedback, 
onan amplifier’s gain and bandwidth, and input and output imped- 
ance are described. The design of certain “linear” oscillators is treated. 


In Chapter 6, Operational Amplifiers, we examine the properties of the 
ideal op amp and how its model can be used in quick pencil-and- 
paper circuit analysis of various op amp circuits. Circuit models for 
various types of practical op amps are described, including current 
feedback op amps. Gain-bandwidth products are shown to differ for 
different op amp types and circuits. Analog voltage comparators are 
introduced and practical circuit examples are given. The final sub- 
section illustrates some applications of op amps in biomedical 
instrumentation. 


In Chapter 7, Analog Active Filters, we illustrate three major architectures 
easily used to design for op amp-based active filters. These include 
the Sallen and Key quadratic AF, the one- and two-loop biquad AF, 
and the GIC-based AF. Voltage and digitally tunable AF designs are 
described and examples are given; AF applications are discussed. 


In Chapter 8, Instrumentation and Medical Isolation Amplifiers, we describe 
the general properties of instrumentation amplifiers (IAs) and some 
of the circuit architectures used in their design. Medical isolation 
amplifiers (MIAs) are shown to be necessary to protect patients from 
electrical shock hazard during bioelectric measurements. All MIAs 
provide extreme galvanic isolation between the patient and the mon- 
itoring station. We illustrate several MIA architectures, including a 
novel direct sensing system that uses the giant magnetoresistive 
effect. Also described are the current safety standards for MIAs. 


In Chapter 9, Noise and the Design of Low-Noise Amplifiers for Biomedical 
Applications, descriptors of random noise, such as the probability 
density function; the auto- and cross-correlation functions; and the 
auto- and cross-power density spectra, are introduced and their 
properties discussed. Sources of random noise in active and passive 
components are presented and we show how noise propagates sta- 
tistically through LT] filters. Noise factor, noise figure, and signal- 
to-noise ratio are shown to be useful measures of a signal condition- 
ing system’s noisiness. Noise in cascaded amplifier stages, DAs, and 
feedback amplifiers is treated. Examples of noise-limited signal 
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resolution calculations are given. Factors affecting the design of low- 
noise amplifiers and a list of low-noise amplifiers are presented. 


Digital Interfaces, Chapter 10, details these particular interfaces, as well 
as derivation of aliasing and the sampling theorem. Analog-to-dig- 
ital and digital-to-analog converters are described. Hold circuits and 
quantization noise are also treated. 


In Chapter 11, Modulation and Demodulation of Bioelectric Signals, we 
illustrate the basics of modulation schemes used in instrumentation 
and biotelemetry systems. Analysis is conducted on AM; single- 
sideband AM (SSBAM); double-sideband suppressed carrier (DSBSC) 
AM; angle modulation including phase and frequency modulation 
(FM); narrow-band FM; delta modulation; and integral pulse fre- 
quency modulation (IPFM) systems, as well as on means for their 
demodulation. 


In Chapter 12, Examples of Special Analog Circuits and Systems in Biomed- 
ical Instrumentation, we describe and analyze circuits and systems 
important in biomedical and other branches of instrumentation. 
These include the phase-sensitive rectifier; phase detector circuits; 
voltage- and current-controlled oscillators, including VFCs and 
VPCs, phase-locked loops, and applications; true RMS converters; 
IC thermometers; and four examples of complex measurement sys- 
tems developed by the author. 


In addition, the comprehensive references at the end of the book contain 
entries from periodicals, the World Wide Web, and additional texts. 


Features 


Some of the unique contents of this text are: 


e Section 2.6 in Chapter 2 describes the properties of photonic sensors 
and emitters, including PIN and avalanche photodiodes, and pho- 
toconductors. Signal conditioning circuits for these sensors are given 
and analyzed. This section also describes the properties of LEDs and 
laser diodes, as well as the circuits required to power them. 


e Chapter 8 gives a thorough treatment of the design of instrumenta- 
tion amplifiers and medical isolation amplifiers. Also described in 
detail are current safety standards for MIAs. 

e Acomprehensive treatment of noise in analog signal conditioning 
systems is given in Chapter 9. 
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e Chapter 10 on digital interfaces examines the designs of many types 
of ADCs and DACs and introduces aliasing and quantization noise 
as possible costs for going to or from analog or digital domains. 


e Chapter 11 illustrates the use of phase-locked loops to generate or 
demodulate angle-modulated signals, including phase and fre- 
quency modulation as well as AM and DSBSCM signals. 

e Chapter 12 describes an applications-oriented collection of analog 
circuit “building blocks,” including: phase-sensitive rectifiers; phase 
detectors; phase-locked loops; VCOs and ICOs, including VFCs and 
VPCs; true RMS converters; IC thermometers; and examples of com- 
plex biomedical instrument systems designed by the author that use 
op amps extensively. 

e Many illustrative examples from medical electronics are given in the 
chapters. 

¢ Home problems that accompany each chapter (except Chapter 1, 
Chapter 8, and Chapter 12) stress biomedical electronic applications. 


Robert B. Northrop 
Chaplin, Connecticut 
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Robert B. Northrop was born in White Plains, New York in 1935. After 
graduating from Staples High School in Westport, Connecticut, he majored 
in electrical engineering at MIT, graduating with a bachelor’s degree in 1956. 
At the University of Connecticut, he received a master’s degree in control 
engineering in 1958. As the result of a long-standing interest in physiology, 
he entered a Ph.D. program at UCONN in physiology, doing research on the 
neuromuscular physiology of molluscan catch muscles. He received his 
Ph.D. in 1964. 

In 1963, Dr. Northrop rejoined the UCONN electrical engineering depart- 
ment as a lecturer and was hired as an assistant professor of electrical 
engineering in 1964. In collaboration with his Ph.D. advisor, Dr. Edward G. 
Boettiger, he secured a 5-year training grant in 1965 from NIGMS (NIH) and 
started one of the first interdisciplinary biomedical engineering graduate 
training programs in New England. UCONN currently awards M.S. and 
Ph.D. degrees in this field of study. 

Throughout his career, Dr. Northrop’s areas of research have been broad 
and interdisciplinary and have centered around biomedical engineering. He 
has conducted sponsored research on the neurophysiology of insect and frog 
vision and devised theoretical models for visual neural signal processing. 
He also performed sponsored research on electrofishing and, in collaboration 
with Northeast Utilities, developed effective working systems for fish guid- 
ance and control in hydroelectric plant waterways on the Connecticut River 
using underwater electric fields. 

Still another area of Dr. Northrop’s sponsored research has been in the 
design and simulation of nonlinear adaptive digital controllers to regulate 
in vivo drug concentrations or physiological parameters such as pain, blood 
pressure, or blood glucose in diabetics. An outgrowth of this research led to 
his development of mathematical models for the dynamics of the human 
immune system, which were used to investigate theoretical therapies for 
autoimmune diseases, cancer, and HIV infection. 

Biomedical instrumentation has also been an active research area: an NIH 
grant supported Dr. Northrop’s studies on use of the ocular pulse to detect 
obstructions in the carotid arteries. Minute pulsations of the cornea from 
arterial circulation in the eyeball were sensed using a no-touch, phase-locked 
ultrasound technique. Ocular pulse waveforms were shown to be related to 
cerebral blood flow in rabbits and humans. 

Most recently, he has been addressing the problem of noninvasive blood 
glucose measurement for diabetics. Starting with a Phase I SBIR grant, 
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Dr. Northrop developed a means of estimating blood glucose by reflecting 
a beam of polarized light off the front surface of the lens of the eye and 
measuring the very small optical rotation resulting from glucose in the 
aqueous humor that, in turn, is proportional to blood glucose. As an offshoot 
of techniques developed in micropolarimetry, he developed a magnetic sam- 
ple chamber for glucose measurement in biotechnology applications; the 
water solvent was used as the Faraday optical medium. 

Dr. Northrop has written six textbooks that address analog electronic cir- 
cuits; instrumentation and measurements; physiological control systems; 
neural modeling; signals and systems analysis in biomedical engineering 
and instrumentation; and measurements in noninvasive medical diagnosis. 
He was a member of the electrical and computer engineering faculty at 
UCONN until his retirement in 1997; throughout this time, he was program 
director of the biomedical engineering graduate program. As Emeritus Pro- 
fessor, he still teaches courses in biomedical engineering, writes texts, sails, 
and travels. He lives in Chaplin, Connecticut, with his wife, cat, and smooth 
fox terrier. 
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1 


Sources and Properties of Biomedical Signals 


1.1 Introduction 


Before describing and analyzing the electronic circuits, amplifiers, and filters 
required to condition the signals found in clinical medicine and biomedical 
research, it is appropriate to describe the sources and properties of these 
signals (ie., their bandwidths, distribution of amplitudes, and noisiness). 
Broadly speaking, biomedical signals can be subdivided into two major 
classes: (1) endogenous signals that arise from natural physiological pro- 
cesses and are measured within or on living creatures (e.g., ECG; EEG; 
respiratory rate; temperature; blood glucose; etc.) and (2) exogenous signals 
applied from without (generally noninvasively) to measure internal structures 
and parameters. These include but are not limited to ultrasound (imaging 
and Doppler); x-rays; monochromatic light (e.g., two wave lengths used in 
transcutaneous pulse oximeters); fluorescence from fluorophore-tagged cells 
and molecules stimulated with blue or near UV light; optical coherence 
tomography (OCT); laser Doppler velocimetry (LDV) used to measure blood 
velocity; and applied magnetic fields used in NMR). Other examples of 
exogenous signals can be found in the text by Northrop (2002). 

The following section examines the properties of endogenous bioelectric 
signals used in medical diagnosis, care, and research. 


1.2 Sources of Endogenous Bioelectric Signals 


The sources of nearly all bioelectric signals are transient changes in the 
transmembrane potential observed in all living cells. In particular, bioelectric 
signals arise from the time-varying transmembrane potentials seen in nerve 
cells (neuron action potentials and generator potentials) and in muscle cells, 
including the heart. The electrochemical basis for transmembrane potentials 
in living cells lies in two phenomena: (1) cell membranes are semipermeable, 
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i.e., they have different transmembrane conductances and permeabilities for 
different ions and molecules (e.g., Na*, K*, Ca**, Cl-, glucose, proteins, etc.) 
and (2) cell membranes contain ion pumps driven by metabolic energy (e.g., 
ATP). The ion pumps actively transport ions and molecules across cell mem- 
branes against energy barriers set up by the transmembrane potential and/or 
concentration gradients between the inside and outside of the cell. In the 
steady state, ions continually leak into a cell (e.g., Na*) or out of a cell (e.g., 
K*) and ongoing ion pumping restores the steady-state concentrations. 

In squid giant axons, the steady-state, internal concentrations are [Na*], = 
50 mM, [K*], = 400 mM, [Cl], = 52 mM. The steady-state external concentra- 
tions (in extracellular fluid) are [Na*], = 440 mM, [K*], = 20 mM, [CI], = 
560 mM, and [A-]; = 385 mM (Kandel et al., 1991). [A-] is the equivalent 
concentration of large, impermeable protein anions in the cytosol. Ion con- 
centration data exist for the neurons and muscles of a variety of invertebrate 
and vertebrate species (Kandel et al., 1991; West, 1985; Katz, 1966). 

The steady-state transmembrane potential can be modeled by the Gold- 
man-—Hodgkin-Katz equation (Guyton, 1991): 


V RT il [Na*], Ea et [K*], Fs +[cr], For (1.1) 


mE TEN aT Rao AL) 2 HCE Py 


where T is the Kelvin temperature; R is the MKS gas constant (8.314 J/mol K); 
F is the Faraday number, 96,500 Cb/mol; and Px is the permeability for ion 
species, X. The resting transmembrane potential of neurons, V,,,, varies with 
species, neuron type, ionic environment, and temperature; it can range from 
60 to 90 mV (inside negative with respect to outside). Muscle fibers, too, 
have a transmembrane potential of approximately 80 < V,,,, < 95 mV, inside 


negative. 


mo 


( 


1.3 Nerve Action Potentials 


Nerve action potentials (APs) are in general the result of transient changes 
in specific ionic conductances and permeabilities induced electrically (or 
chemically by neurotransmitters) in the nerve cell membrane. In excitable 
neuron membranes, an increase in sodium permeability leads to a depolar- 
ization of the transmembrane potential (i-e., sodium ions flow rapidly into 
the neuron down a concentration gradient and electric field). The inrush of 
Na* causes the V,,, to go positive, which is a depolarization. 

When the excitable nerve membrane voltage reaches a depolarization 
threshold on the order of a few millivolts, the permeability events that lead 
to a propagating action potential or nerve spike occur. First, there is a further, 
“all-or-nothing,” large transient increase in sodium permeability causing a 
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strong transient inrush of Na* ions. This inrush causes a large, fast depolar- 
ization so that V,, actually goes positive by tens of millivolts, generally in 
less than a millisecond. Immediately, permeability to K* ions also increases, 
but at a slower rate, which causes an outward J,+, making V,,, decrease from 
its positive peak to its negative resting value after a slight, transient under- 
shoot (hyperpolarization). The total duration of the positive nerve action 
potential spike is on the order of 2 MS. 

Once initiated, an action potential propagates down a neuron’s axon at a 
velocity that depends on a number of physical and chemical factors, includ- 
ing the diameter of the axon. One of the earliest mathematical models for 
nerve impulse generation was given by Hodgkin and Huxley in 1952. The 
H-H model now appears to be somewhat oversimplified with its description 
of a single type of potassium channel, but is still valid and a useful model 
to teach about the dynamics of nerve impulse generation. Figure 1.1 illus- 
trates the result of a computer simulation of the H-H model using Simnon™ 
(Northrop, 2001). Shown are the transmembrane voltage, the time-varying 
conductances for Na*, K*, and “leakage anions.” Readers interested in pur- 
suing the molecular and ionic details of neurophysiology should consult 
Kandel et al. (1991); West (1985); Guyton (1991); and Northrop (2001). 


50 5 


100 T T T ii T 
0 2 4 6 8 10 
>axes v-90 45 
>simu-mark 


FIGURE 1.1 

Results of a Simnon™ simulation of the Hodgkin—Huxley 1952 mathematical model for nerve 
action potential generation. Traces: (1) J, (uA/cm?). (2) v,,(t) (transmembrane potential). (3) ¢x(t, 
V,,) mS/cm?. (4) gna(t, V,,) mS/cm. (5) Que = &x + Gna + GL mS/cm’. (6) J;,, wA/cm?. (Northrop, 
R.B. 2001. Introduction to Dynamic Modeling of Neuro-Sensory Systems. CRC Press, Boca Raton, FL.) 
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Most neurons in the vertebrate CNS are too small to record their trans- 
membrane potentials with glass micropipette electrodes directly. However, 
their action potentials can be recorded over long periods of time with extra- 
cellular, metal microelectrodes whose uninsulated tips are in the neuropile 
within several microns of axons or cell bodies. Action potentials from periph- 
eral nerve bundles can be recorded with simple platinum hook electrodes, 
saline-filled suction electrodes, or saline-wetted wick electrodes coupled to 
silver-silver chloride electrodes. All extracellular recording techniques suffer 
from the problem that the electrodes pick up nerve spikes from active, 
adjacent, or neighboring neurons. This neural background noise is added to 
the desired unit’s signal and, unfortunately, has the same bandwidth as the 
desired unit’s spikes. In dissected peripheral nerve fibers, it may be possible 
to isolate single axons with hook, suction, or wick electrodes, thus greatly 
improving the recording SNR. 

Because the nerve action potential is a traveling wave, it can be shown 
that an external electrode in close proximity to the outside surface of an axon 
will respond to the passage of the AP with an electric potential waveform 
that is in effect the second derivative of the transmembrane spike waveform 
(Plonsey, 1969) as shown in Figure 1.2. (The intracellular AP, V,,,, is to scale, 
but its derivatives are not to scale.) The triphasic (second derivative) wave- 
form of the AP recorded at a point near the axon comes from the fact that 
the AP is traveling along the axon with velocity, v. As the AP approaches 
the electrode, a weak, net outward J,+ causes a low positive voltage peak. 
When the AP has moved opposite the electrode, the electrode responds to 
the strong inward flow of Jy, with a large negative voltage peak. Then, as 
the AP passes the electrode, its potential again goes positive from the outward 
Jx+ in the recovery phase of the AP. (The (—) terminal of the amplifier is 
connected to a Ag | AgCl reference electrode electrically far from the recorded 
neuron.) 

In the author’s experience, using fine platinum-—iridium extracellular 
microelectrodes, which were glass insulated down to 6 to 12 um of their 
conical tips, made it possible to record from single units in insect optic lobes 
and protocerebrum and frog tectum, with major spike amplitudes ranging 
from —50 to -500 uV. Midband gain for signal conditioning was 10‘ and signal 
conditioning bandwidth was 100 to 3 x 10° Hz (Northrop and Guignon, 1970). 

Nerve APs recorded through the neuron membrane (in the cell body, base 
of dendrites, or axon) using glass micropipette electrodes can be approxi- 
mately 100 mV or more peak to peak. A capacity-neutralized electrometer 
headstage used to couple the high-resistance microelectrode generally has a 
gain of 2 or 3; the second stage may gain from 5 to 30, so the overall gain 
can range from 10 to 90. Bandwidth is from dc to 3 to 5 kHz. The direct 
coupling is required because interest is usually in the neuron’s resting poten- 
tial, V,,,, or slow changes in V,, caused by incoming excitatory or inhibitory 
signals. If V,,,, is not of interest, then it is technically simpler and less noisy 
to use external microelectrodes and band-pass filtering (e.g., 100 to 3 kHz). 
More gain will be required with external electrodes, however. 
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FIGURE 1.2 
A nerve action potential and its first and second time derivatives (derivatives not to scale). 


1.4 Muscle Action Potentials 


1.4.1. Introduction 


An important bioelectric signal that has diagnostic significance for many 
neuromuscular diseases is the electromyogram (EMG), which can be 
recorded from the skin surface with electrodes identical to those used for 
electrocardiography, although in some cases, the electrodes have smaller 
areas than those used for ECG (<1 mm?). To record from single motor units 
(SMUs) or even individual muscle fibers (several of which comprise an 
SMU), needle electrodes that pierce the skin into the body of a superficial 
muscle can also be used. (This semi-invasive method obviously requires 
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sterile technique.) EMG recording is used to diagnose some causes of muscle 
weakness or paralysis, muscle or motor problems such as tremor or twitch- 
ing, motor nerve damage from injury or osteoarthritis, and pathologies 
affecting motor end plates. 


1.4.2 The Origin of EMGs 


There are several types of muscle in the body, e.g., striated, cardiac, and 
smooth. Striated muscle in mammals can be further subdivided into fast and 
slow muscles (Guyton, 1991). Fast muscles are used for fast movements; they 
include the two gastrocnemii, laryngeal muscles, extraocular muscles, etc. 
Slow muscles are used for postural control against gravity and include the 
soleus; abdominal, back, and neck muscles; etc. EMG recording is generally 
carried out on both types of skeletal muscles. It can also be done on less 
superficial muscles such as the extraocular muscles that move the eyeballs, 
the eyelid muscles, and the muscles that work the larynx. 

A particular striated muscle is innervated by a group of motor neurons 
that have origin at a certain level in the spinal cord. In the spinal cord, motor 
neurons receive excitatory and inhibitory inputs from motor control neurons 
from the CNS, as well as excitatory and inhibitory inputs from local feedback 
neurons from muscle spindles (responding to muscle length, x, and dx/dt), 
Golgi tendon organs (responding to muscle tension), and Renshaw feedback 
cells (Northrop, 1999; Guyton, 1991). Individual motor neuron axons con- 
trolling the contraction of a particular striated muscle innervate small groups 
of muscle fibers in the muscle called a single motor unit (SMU). Many SMUs 
comprise the entire muscle. The synaptic connections between the terminal 
branches of a single motor neuron axon and its SMU fibers are called motor 
end plates (MEPs). MEPs are chemical synapses in which the neurotransmit- 
ter, acetylcholine (ACh), is released presynaptically and then diffuses across 
the synaptic cleft or gap to ACh receptors on the subsynaptic membrane. 

When a motor neuron action potential arrives at an MEP, it triggers the 
exocytosis or emptying of about 300 presynaptic vesicles containing ACh. 
(Approximately 3 x 10° vesicles are in the terminals of a single MEP; each 
vesicle is about 40 nm in diameter.) Some 10’ to 5 x 10° molecules of ACh 
are needed to trigger a muscle action potential (Katz, 1966). The ACh diffuses 
across the 20 to 30 nm synaptic cleft in approximately 0.5 MS; here some 
ACh molecules combine with receptor sites on the protein subunits forming 
the subsynaptic, ion-gating channels. Five high molecular weight protein 
subunits form each ion channel. ACh binding to the protein subunits triggers 
a dilation of the channel to approximately 0.65 nm. The dilated channels 
allow Na* ions to pass inward; however, Cl is repelled by the fixed negative 
charges on the mouth of the channel. 

Thus, the subsynaptic membrane is depolarized by the inward Jy, (i.e., its 
transmembrane potential goes positive from the approximately —85 mV rest- 
ing potential), triggering a muscle action potential. The local subsynaptic 
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FIGURE 1.3 
A typical single-fiber muscle action potential recorded intracellularly at the motor end 
plate and 2 mm along the fiber. 


transmembrane potential can go to as much as +50 mV, forming an end plate 
potential (EPP) spike fused to the muscle action potential it triggers with a 
duration of approximately 8 MS, much longer than a nerve action potential. 
The ACh in the cleft and bound to the receptors is rapidly broken down 
(hydrolized) by the enzyme cholinesterase resident in the cleft, and its molec- 
ular components are recycled. A small amount of ACh also escapes the cleft 
by diffusion and is hydrolyzed as well. 

Once the postsynaptic membrane under the MEP depolarizes in a super- 
threshold end plate potential spike, a muscle action potential is generated 
that propagates along the surface membrane of the muscle fiber, the sarco- 
lemma. It is the muscle action potential that triggers muscle fiber contraction 
and force generation. Typical muscle action potentials, recorded intracellu- 
larly at the MEP and at a point 2 mm from the initiating MEP, are shown in 
Figure 1.3. A skeletal muscle fiber action potential propagates at 3 to 5 m/sec; 
its duration is 2 to 15 msec, depending on the muscle, and it swings from a 
resting value of approximately —85 mV to a peak of approximately +30 mV. 
At the skin surface, it appears as a triphasic spike of 20- to 2000-uV peak 
amplitude (Guyton, 1991). 

To ensure that all of the deep contractile apparatus in the center of the 
muscle fiber is stimulated to contract at the same time and with equal 
strength, many transverse, radially directed tubules penetrate the center of 
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the fiber along its length. These T-tubules are open to the extracellular fluid 
space, as is the surface of the fiber, and they are connected to the surface 
membrane at both ends. The T-tubules conduct the muscle action potential 
into the interior of the fiber in many locations along its length. 

Running longitudinally around the outsides of the contractile myofibrils 
that make up the fiber are networks of tubules called the sarcoplasmic retic- 
ulum (SR). Note that the terminal cisternae of the SR butt against the mem- 
brane of the T-tubes. When the muscle action potential penetrates along the 
T-tubes, the depolarization triggers the cisternae to release calcium ions into 
the space surrounding the myofibrils’ contractile proteins. The Ca** binds 
to the protein troponin C, which triggers contraction by the actin and myosin 
proteins. (The molecular biophysics of the actual contraction process will 
not be discussed here.) 

Asynchronous stimulation of all of the motor neurons innervating a muscle 
produces what is called a muscle twitch; i.e., the tension initially falls a slight 
amount, rises abruptly, and then falls more slowly to zero again. Sustained 
muscle contraction is caused by a steady (average) rate of (asynchronous) 
motoneuron firing. When the firing ceases, the muscle relaxes. 

Muscle relaxation is actually an active process. Calcium ion pumps located 
in the membranes of the SR longitudinal tubules actively transfer Ca*+ from 
outside the tubules to inside the SR system. The lack of Ca** in proximity 
to troponin C allows relaxation to occur. In resting muscle, the concentration, 
[Ca**], is about 10 M in the myofibrillar fluid (Guyton, 1991). In a twitch, 
[Ca**] rises to approximately 2 x 10° M and, in a tetanic stimulation, [Ca**] 
is about 2 x 10+ M. The Ca** released by a single motor nerve impulse is 
taken up by the SR pumps to restore the resting [Ca**] level in about 50 msec. 

Just as in the case of the sodium pumps in nerve cell membrane, the 
muscles’ Ca** pumps require metabolic energy to operate; adenosine tri- 
phosphate (ATP) is cleaved to the diphosphate to release the energy needed 
to drive the Ca** pumps. The pumps can concentrate the Ca** to approxi- 
mately 10° M inside the SR. Inside the SR tubules and cisternae, the Ca** is 
stored in readily available ionic form, and as a protein chelate, bound to a 
protein, calsequestrin. 

So far, the events associated with a single muscle fiber have been described. 
As noted earlier, small groups of fibers innervated by a single motoneuron 
fiber are called a single motor unit (SMU). In muscles used for fine actions, 
such as those operating the fingers or tongue, fewer muscle fibers, or, equiv- 
alently, more motoneuron fibers per total number of muscle fibers, are in a 
motor unit. For example, the laryngeal muscles used for speech have only 
two or three fibers per SMU, while large muscles used for gross motions, 
such as the gastrocnemius, can have several hundred fibers per SMU (Guyton, 
1991). To make fine movements, only a few motoneurons fire out of the total 
number innervating the muscle and these do not fire synchronously. Their 
firing phase is made random in order to produce smooth contraction. At 
maximum tetanic stimulation, the mean frequency on the motoneurons is 
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higher, but the phases are still random to reduce the duty cycle of individual 
SMUs. It is this asynchronicity that makes strong EMGs look like noise on 
a CRT display. 


1.4.3 EMG Amplifiers 


The amplifiers used for clinical EMG recording must meet the same stringent 
specifications for low-leakage currents as do ECG, EEG, and other amplifiers 
used to measure human body potentials (see Chapter 8). EMG amplifier 
gains are typically X1000 and their bandwidths reflect the transient nature 
of the SMU action potentials. An EMG amplifier is generally reactively 
coupled, with low and high —3-dB frequencies of 100 and 3 kHz, respectively. 
With an amplifier having variable low and high —3-dB frequencies, one 
generally starts with a wide-pass bandwidth, e.g., 50 to 10 kHz, and grad- 
ually restricts it until individual EMG spikes just begin to round up and 
change shape. Such an ad hoc adjusted bandwidth will give a better output 
signal-to-noise ratio than one that is too wide or too narrow. 

EMGs can be viewed in the time domain (most useful when single fibers 
or SMUs are being recorded), in the frequency domain (the FFT is taken from 
an entire, surface-recorded EMG burst under standard conditions), or in the 
time-frequency (TF) domain (see Section 3.2.3 of Northrop, 2002). In the 
latter case, the TF display shows the frequencies in the EMG burst as a 
function of time. In general, higher frequency content in the TF display 
indicates that more SMUs are being activated at a higher rate (Hannaford 
and Lehman, 1986). TF analysis can show how agonist—antagonist muscle 
pairs are controlled to perform a specific motor task. 

Still another way to characterize EMG activity in the time domain is to 
pass the EMG through a true RMS (TRMS) conversion circuit, such as an 
AD637 IC. The output of the TRMS circuit is a smoothed, positive voltage 
proportional to the square root of the time average of x(t). The time aver- 
aging is done by a single time-constant, low-pass filter. For another time 
domain display modality, the EMG signal can be full wave rectified and low- 
pass filtered to smooth it. 


1.5 The Electrocardiogram 
1.5.1 Introduction 


One of the most important electrophysiological measurements in medical 
diagnosis and patient care is that of the electrocardiogram (ECG or EKG). 
Because the heart is an organ essentially made of muscle, every time it 
contracts during the cardiac pumping cycle, it generates a spatio-temporal 
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electric field coupled through the anatomically complex volume conductor 
of the thorax and abdomen to the skin, where a spatio-temporal potential 
difference can be measured. The amplitude and waveshape of the ECG 
depends on where the measuring electrode pair is located on the skin surface. 

Before electronic amplification was invented, Willem Einthoven measured 
the ECG in 1901 using a magnetic string galvanometer. The galvanometer 
was connected to the patient by two wires connected to two carbon rods 
immersed in two jars of saline solution in which the patient placed either 
two hands or a hand and a leg (Northrop, 2002). With the advent of electronic 
amplification in 1928, it was quickly discovered that many interesting features 
of the ECG could be revealed by using different electrode placements (e.g., 
AV and precordial leads, and the Frank vector cardiography lead system) 
(see Chapter 10 through Chapter 12 in Guyton, 1991; Section 4.6 in Webster, 
1992; and Section 4.4 in Northrop, 2002). 

Figure 1.4 illustrates schematically the important pacemaker, cardiac muscle 
and conduction bundle transmembrane potentials in the normal human 
heart and their relation to the classic, Lead III ECG wave. Note that, following 
atrial contraction, excitation is conducted to the AV node and then to the 
ventricles by a complex network of specialized muscle cells forming the 
conduction bundle system. Propagation delay through the bundles and 
Purkinje fibers allows the ventricles to contract after the atrial contraction 
has had time to fill them with blood. The ORS spike in the ECG is seen to 
be associated with the rapid rate of depolarization of ventricular muscle just 
preceding its contraction. The P wave is caused by atrial depolarization and 
the T wave is associated with ventricular muscle repolarization. 


1.5.2 ECG Amplifiers 


Wherever recorded, the ECG ORS spike can range from a 400-U1'V to 2.5-mV 
peak. Its amplitude depends on the recording site and the patient’s body 
type; thus the gain required for ECG amplification is approximately 10°. ECG 
amplifiers are reactively coupled with standardized —3-dB corner frequencies 
at 0.05 and 100 Hz. If ECG bandwidth were not standardized, ECG inter- 
pretation would be difficult and confusing. Most ECG amplifiers allow the 
operator to switch in a 60-Hz notch filter to attenuate 60-Hz interference that 
can appear at the output in spite of differential amplification. The notch filter 
causes little distortion of the raw ECG output signal. 

A further requirement of all ECG amplifiers is that they have galvanic 
isolation (see Chapter 8), which is required to protect the patient from electro- 
shock accidents. Galvanic isolation places a very high impedance between 
the patient, the ECG electrodes, and ECG amplifier input ground, and the 
ECG amplifier output and output ground. This limits any current that might 
flow through the patient to the single microamps if the patient accidentally 
makes contact with the power mains while connected to the ECG system 
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FIGURE 1.4 

Schematic cut-away of a mammalian heart showing the SA and AV node pacemakers, 
as well as intracellular action potentials from different locations in the heart. Bottom 
trace is a typical lead III skin surface-recorded ECG waveform. 


and otherwise not grounded. Other biopotential amplifiers used in a clinical 
or research setting with humans, such as for measurement of EEG, EMG, 
ERG, ECoG, etc., must also have galvanic isolation. 


1.6 Other Biopotentials 


1.6.1. Introduction 


Many other biopotentials are measured for research and clinical purposes. 
These include the electroencephalogram (EEG); electroretinogram (ERG); 
electrooculogram (EOG); and electrocochleogram (ECoG) (Northrop, 2002). 
All of these signals are low amplitude (hundreds of microvolts at peak) and 
contain primarily low frequencies (0.01 to 100 Hz). 
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1.6.2 EEGs 


The electroencephalogram is used to diagnose brain injuries and brain 
tumors noninvasively, as well as in neuropsychology research. Electroenceph- 
alograms are generally recorded from the scalp, which means the underlying, 
cortical brain electrical activity must pass through the pia and dura mater 
membranes, cerebrospinal fluid, skull, and scalp. Considerable attenuation 
and spatial averaging occurs due to these structures relative to the electrical 
activity, which can be recorded directly from the brain’s surface with wick 
electrodes. The largest EEG potentials recorded on the scalp are approxi- 
mately 150 uV at peak. In an attempt to localize sites of EEG activity on the 
brain’s surface, multiple electrode EEG recordings are made from the scalp. 
The standard 10 to 20 EEG electrode array uses 19 electrodes; some electrode 
arrays used in brain research use 128 electrodes (Northrop, 2002). 

EEGs have traditionally been divided into four frequency bands: 


e Delta waves have the largest amplitudes and lowest frequencies 
(<3.5 Hz); they occur in adults in deep sleep. 


e Theta waves are large-amplitude, low-frequency voltages (3.5 to 
7.5 Hz) and are seen in sleep in adults and in prepubescent children. 


e The spectra of alpha waves lie between 7.5 and 13 Hz and their 
amplitudes range from 20 to 200 uV. Alpha waves are recorded from 
adults who are conscious but relaxed with the eyes closed. Alpha 
activity disappears when the eyes are open and the subject focuses 
on a task. Alpha waves are best recorded from posterior lateral 
portions of the scalp. 


e Beta waves are defined for frequencies from 13 to 50 Hz and are 
most easily found in the parietal and frontal regions of the scalp. 
Beta waves are subdivided into types I and II: type I disappears and 
type II appears during intense mental activity (Webster, 1992). 


EEG amplifiers must work with low-frequency, low amplitude signals; 
consequently, they must be low noise types with low 1/f noise spectrums. 
EEG amplifiers can be reactively coupled; their —3-dB frequencies should be 
about 0.2 and 100 Hz. Amplifier midband gain needs to be on the order of 
10* to 10°. 

EEG measurement also includes evoked cortical potentials used in exper- 
imental brain research. A patient is presented with a periodic stimulus, which 
can be auditory (a click or tone), visual (a flash of light or a tachistoscopically 
presented picture), tactile (a pin prick), or some other transient sensory 
modality. Following each stimulus, a transient EEG response is added to the 
ongoing EEG activity. Very often this evoked response cannot be seen on a 
monitor with the naked eye. Because the pass band of the evoked response 
is the same as the interfering or masking EEG activity, linear filtering does 
not help in extracting transient response. Thus, signal averaging must be used 
to bring forth the desired evoked transient from the unrelated, accompanying 
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noise (Northrop, 2002, 2003). Evoked transient electrical response can be 
recovered by averaging even when the input SNR to the averager is as low 
as —60 dB. 


1.6.3 Other Body Surface Potentials 


The electrooculogram (EOG), electroretinogram (ERG), and electrocochleo- 
gram (ECoG) are transient, low-amplitude, low-bandwidth potentials 
recorded for diagnostic and research purposes (Northrop, 2002). Each tran- 
sient waveform is generally accompanied by unwanted, uncorrelated noise 
from EMGs and from the electrodes. The EOG is the largest of these three 
potentials, with a peak on the order of single millivolt. Thus, an ECG amplifier 
can be used with a 0.05 to 100 Hz —3-dB bandwidth and gain of 10°. Averaging 
is generally not required. 

The ERG, on the other hand, has a peak amplitude on the order of hundreds 
of microvolts and accompanying noise makes signal averaging expeditious. 
The ERG preamplifier generally has a band pass of 0.3 to 300 Hz, a gain of 
between 10° and 104, and an input impedance of at least 10 MQ. 

The electrocochleogram is the lowest amplitude transient, with a peak of 
only approximately 6 uV and waveform features of <1 uV. Signal averaging 
must be used to resolve the ECoG evoked transient. The signal conditioning 
amplifier has a midband gain of 10* and —3-dB frequencies of 5 and 3 kHz. 
The ECoG amplifier band pass is defined by 12 dB/octave (two-pole) filters. 


1.7 Discussion 


The preceding descriptions indicate that the frequency content of endoge- 
nous signals from the body ranges from near dc to about 3 kHz. These signals 
are accompanied by noise, which means that linear filtering to improve the 
SNR,,, can often help. Some signals, such as ECoG and evoked brain cortical 
transients, require signal averaging for meaningful resolution. Endogenous 
signal peak amplitudes range from over 100 mV for nerve and muscle 
transmembrane potentials recorded with glass micropipette electrodes to 
less than a microvolt for evoked cortical transients recorded on the scalp. 


1.8 Electrical Properties of Bioelectrodes 


To record biopotentials, an interface is needed between the electron-conduct- 
ing copper wires connected to signal conditioning amplifiers and the 
ion-conducting, “wet” environment of living animals. Electrodes form this 
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interface. Some of the many kinds of electrodes are better than others in 
terms of low noise and ease of use. Early ECG electrodes were nondisposable, 
nickel-silver-plated copper, or stainless steel disks hard-wired to the ampli- 
fier input leads. Although conductive gel was used, this type of electrode 
had inherently high low-frequency noise due to the complex redox reactions 
taking place at the metal electrode surfaces. Still, acceptable ECG and EMG 
signals could be recorded. 

Present practice in measuring ECG and EMG signals from the skin surface 
is to use disposable sticky patch electrodes. Patch electrodes use a silver | silver 
chloride interface to a conductive gel containing Na*, K*, and Cl ions. The 
gel makes direct, wet contact with the skin. Adhesive for the skin is found 
in a ring surrounding the electrolyte and AgCl. The copper wire makes 
contact with the Ag metal backing of the electrode, generally with a snap 
connector. More recently, skin electrodes have used Ag|AgCl deposited in 
a thin layer on an approximately 2.5-cm square of thin plastic film. The 
conductive gel and adhesive are combined in a layer all over the AgC] film. 
Contact with this inexpensive electrode is made with a miniature metal 
alligator clip on one raised corner. 

Silver chloride is used with skin patch electrodes and many other types 
because the dc half-cell potential of the Ag | AgCl electrode depends on the 
logarithm of the concentration of chloride ions (Webster, 1992). Because the 
AgCl is in direct contact with the coupling gel, which has a high concentra- 
tion of Cl ions, the dc half-cell potential of the electrode remains fairly stable 
and has a low impedance, thus low thermal noise. 

Figure 1.5 illustrates the electrical characteristics of a pair of Ag|AgCl 
electrodes facing each other. The impedance measured as a function of fre- 
quency, [2 Z.(f) | suggests that each electrode can be modeled by a parallel 
R-C circuit in series with a resistance. Analysis of the impedance magnitude 
in this figure reveals that Ro = 65 Q, R; = 1935 Q, and C; = 0.274 uF for one 
electrode. The skin also adds a parallel R-C circuit to the electrode’s equiv- 
alent circuit. 

In general, it is desirable for the electrode Z to be as small as possible. Both 
resistors in the electrode model make thermal (white) noise. At low frequencies 
where the capacitive reactance is > 1935 Q, one electrode’s root noise spectrum 
is /4RT 2000 = 5.76 nV RMS/VHz — the same order of magnitude as an 
amplifier’s equivalent short-circuit input noise. If the gel dries out during 
prolonged use, the Z,, will rise, as will the white noise from its real part. 

Another type of electrode used in neurophysiological research is the saline- 
filled, glass micropipette electrode used for recording transmembrane poten- 
tials in neurons and muscle fibers. Because the tips of these electrodes are 
drawn down to diameters of a fraction of a micron before filling, their 
resistances when filled can range from approximately 20 to 10° MQ, depend- 
ing on the tip geometry, the filling medium, and the surround medium in 
which the tip is placed. Because of their high series resistances, glass micro- 
pipette electrodes create three major problems not seen with other types of 
bioelectrodes: 
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FIGURE 1.5 

(A) Impedance magnitude measurement circuit for a pair of face-to-face, silver-silver 
chloride skin surface electrodes. (B) Typical impedance magnitude for the pair of elec- 
trodes in series. (C) Linear equivalent circuit for one electrode. 


1. Because of their high series resistances, they must be used with 
special signal conditioning amplifiers called electrometer amplifiers, 
which have ultra-low, input dc bias currents. Electrometer input bias 
currents are on the order of 10 fA (10 A) and their input resistances 
are approximately 10% Q. 

2. Glass micropipette electrodes make an awesome amount of Johnson 
noise. For example, a 200 MQ electrode at 300 K, with a noise band- 
width of 3 kHz, makes [4kTX 2x 108 x3 x 10° = 99.68 UV RMS of 
noise. 
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FIGURE 1.6 

Schematic cross section (not to scale) of an electrolyte-filled, glass micropipette electrode 
inserted into the cytoplasm of a cell. Ag|AgCl electrodes are used to interface recording 
wires (generally Cu) with the electrolytes. 


3. The tips of glass micropipette electrodes have significant distributed 
capacitance between the electrolyte inside and the electrolyte outside 
the tip (see Figure 1.6), which makes them behave like distributed- 
parameter low-pass filters, as shown in Figure 1.7(A). 


This figure also illustrates the equivalent circuits of the Ag | AgCl coupling 
electrodes, the cell membrane, and the microelectrode tip spreading resis- 
tance and tip EMF. The distributed resistance of the internal electrolyte in 
the tip, R,;,, plus the tip spreading resistance, R,., plus the cell membrane’s 
resistance, 1/G,, are orders of magnitude larger than the impedances asso- 
ciated with the AgCl coupling electrodes. Thus, they can be lumped together 
as a single R, and the distributed tip capacitance can be represented by a 
single, lumped C, in the simplified R-C LPF of Figure 1.7(B). V;,;, is the 
bioelectric EMF across the cell membrane in the vicinity of the microelectrode 
tip. The break frequency of the B circuit is simply f, = 1/(2nR,C,) Hz. 
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FIGURE 1.7 

(A) Equivalent circuit of an intracellular glass microelectrode in a cell, including the 
equivalent circuits of the Ag|AgCl electrodes. Note the dc half-cell potentials of the 
electrodes and at the microelectrode’s tip. The tip of the microelectrode is modeled by 
a lumped-parameter, nonuniform, R-C transmission line. (B) For practical purposes, the 
ac equivalent circuit of the glass micropipette electrode is generally reduced to a simple 
R-C low-pass filter. 


Typical values of circuit parameters are Ry =2~x 10° Q, Cy =1x10"¥F 
Thus f, = 796 Hz. This is too low a break frequency to reproduce a nerve 
action potential faithfully, which requires at least a dc to 3-kHz bandwidth. 
To obtain the desired bandwidth, capacitance neutralization is used (capac- 
itance neutralization is described in Section 4.5.2 of Chapter 4). As shown 
in Section 9.8.4 in Chapter 9, capacitance neutralization adds excess noise to 
the amplifier output. 


1.9 Exogenous Bioelectric Signals 


The preceding sections have shown that endogenous bioelectric signals are 
invariably small, ranging from single microvolts to over 100 mV. Their band- 
widths range from dc to perhaps 10 kHz at the most. Signals such as ECG 
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and EEG require approximately 0.1 to 100 Hz. Exogenous signals on the 
other hand, can involve modalities such as ultrasound, which can use fre- 
quencies from hundreds of kilohertz to tens of megahertz, depending on the 
application. Ultrasound can be continuous wave (CW) sinusoidal, sinusoidal 
pulses, or wavelets. The purpose here is not to discuss the details of how 
ultrasound is generated, received, or processed, but rather to comment on 
the frequencies and signal levels of the received ultrasound. 

Reflected ultrasound is picked up by a piezoelectric transducer or trans- 
ducer array that converts the mechanical sound pressure waves at the skin 
surface to electrical currents or voltages. Concern for damaging tissues with 
the transmitted ultrasound intensity (cells destroyed by heating or cavita- 
tion) means that input sound intensity must be kept low enough to be safe 
for living tissues, organs, fetuses, etc., yet high enough to give a good output 
signal SNR from the reflected sound energy impinging on the receiving 
transducer. Many ultrasound transducers are used at ultrasound frequencies 
below their mechanical resonance. 

In this region of operation, the transducer has an equivalent circuit 
described by Figure 1.8. C, is the capacitance of the transducer, which of 
course depends on thickness, dielectric constant of its material, and area of 
the metal film electrodes; C, is generally on the order of hundreds of pico- 
farads. G, is the leakage conductance of the piezomaterial and also depends 
on the material and its dimensions. Expect G, on the order of 10° S. The 
coaxial cable connecting the transducer to the charge amplifier has some 
shunt capacitance, C,, which depends on cable length and insulating mate- 
rial; it will be on the order of approximately 30 pF/m. Similarly, the cable 
has some leakage conductance, G,, which again is length and material depen- 
dent; G, will be about 10-" S. Finally, the input conductance and capacitance 
of the electrometer op amp are about G; = 10°" S and C; = 3 pF. 

The circuit of Figure 1.8 is a charge amplifier, which effectively replaces 
(C, + C, + C)) and (G, + G, + G,) with C, and G; in parallel with the trans- 
ducer’s Norton current source. Thus the low-frequency behavior of the sys- 
tem is not set by the poorly defined (C, + C, + C;) and (G, + G, + G;) but 
rather by the designer-specified components G, and C;. (Analysis of the 
circuit is carried out in detail in Section 6.6.3 of Chapter 6.) Note that the 
Norton current source, i,, is proportional to the rate of change of the ultra- 
sound pressure waves impingent on the bottom of the transducer. The con- 
stant d has the dimensions of coulombs/newton. The charge displaced inside 
the transducer is given by q = d F. The Norton current is simply i, = g =d F = 
d PA. If the op amp is assumed to be ideal, then the summing junction is at 
0 V and, by Ohm’s law, the op amp’s output voltage is 


V,= dAsP(s) (1.2) 
sC, +G, 


© 2004 by CRC Press LLC 


Sources and Properties of Biomedical Signals 19 


(Metal film electrodes) 


LLL 
A 


Tissue 


Ultrasound gel 


Skin 


Pi 


FIGURE 1.8 

Top: Cross-sectional schematic of a piezoelectric transducer on the skin surface. The gel 
is used for acoustic impedance matching to improve acoustic signal capture efficiency. 
P, is the sound pressure of the signal being sensed. Bottom: Equivalent circuit of the 
piezosensor and a charge amplifier. See text for analysis. 


Written as a transfer function, this is 


V dAsR 
2.(s)= 5 (1.3) 
P sC,R,+1 
At mid-frequencies, the gain is: 
V dA 
—2(s\)—"*" volt 1 1.4 
7 (s) C, volt/pasca (1.4) 


The area A is in m?. The parameter d varies considerably between piezo- 
materials and also depends on the direction of cut in natural crystals such 
as quartz, Rochelle salt, and ammonium dihydrogen phosphate. For example, 
d for X-cut quartz crystals is 2.25 x 10° Cb/N and d for barium titanate is 
approximately 160 x 10°? Cb/N. 

Now consider the mid-frequency output of the charge amplifier when using 
a lead—zirconate—titanate (LZT) transducer having d = 140 x 10-? Cb/N, given 
a sound pressure of 1 dyne/cm? = 0.1 Pa; A = 1 cm? = 10 m?; and C; = 100 pF. 
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y —PAd _ 01x 10+ x 140 x 10°? 
a 100 x 10°? 


=14uV (1.5) 


Thus, received voltage levels in piezoelectric ultrasonic systems are very 
low. Considerable low-noise amplification is required and band-pass filtering 
is necessary to improve signal-to-noise ratio. Not included in the preceding 
analysis is the high-frequency response of the charge amplifier, which is 
certainly important when conditioning low-level ultrasonic signals in the 
range of megahertz. (See Section 6.6.3 in Chapter 6 for high-frequency anal- 
ysis of the charge amplifier.) 


1.10 Chapter Summary 


This chapter has stressed that endogenous biomedical signals, whether elec- 
trical such as the ECG or EEG, or physical quantities such as blood pressure 
or temperature, vary relatively slowly; their signal bandwidths are generally 
from dc to several hundred Hertz and, in the case of nerve spikes or EMGs, 
may require up to 2 to 4 kHz at the high end. All bioelectric signals are 
noisy — that is, they are recorded in the company of broadband noise arising 
from nearby physiological sources; in many cases (e.g., EEG, ERG, EOG, and 
ECoG), they are in the microvolt range and must compete with amplifier 
noise. In the case of a skin-surface EMG, the recorded signals are the spa- 
tio-temporal summation of many thousand individual sources underlying 
the electrodes, i.e. many muscle fibers asynchronously generating action 
potentials as they contract to do mechanical work. In the case of the scalp- 
recorded EEG, many millions of cortical neurons signal by spiking or by 
slow depolarization as the brain works, generating a spatio—temporally 
summed potential between pairs of scalp electrodes. 

On the other hand, the electrical activity from the heart is spatially local- 
ized. The synchronous spread of depolarization of cardiac muscle during 
the cardiac cycle generates a relatively strong signal on the skin surface, in 
spite of the large volume conductor volume through which the ECG electric 
field must spread. Figure 1.9 illustrates the approximate extreme ranges of 
peak signal amplitudes and the approximate range of frequencies required 
to condition EOG, EEG, ECG, and EMG signals. Note that the waveforms 
that contain spikes or sharp peak transients (ECG and EMG) require a higher 
bandwidth to characterize. 

Exogenous biomedical instrumentation signals, such as diagnostic and 
Doppler ultrasound and signals from MRI systems, were shown to require 
bandwidths into the tens of megahertz and higher. Amplifiers required for 
conditioning such exogenous signals must have high gain bandwidth prod- 
ucts (f;), and high slew rates (1), as well as low noise. 
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Approximate RMS spectra of four classes of bioelectric signals. Peak expected RMS signal is 
plotted vs. extreme range of frequencies characterizing the signal. 
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Models for Semiconductor Devices Used 
in Analog Electronic Systems 


2.1 Introduction 


This chapter will describe the properties and characteristics of the semicon- 
ductor components of analog integrated circuits (AICs). These include 
diodes, bipolar junction transistors (BJTs), and various types of field-effect 
transistors (FETs). Biomedical engineers probably will never be called upon 
to design circuits with or use discrete transistors, with the possible exception 
of power transistors. Instead, modern analog electronic systems use inte- 
grated circuits. To appreciate the behavior and limitations of ICs, however, 
it is necessary to understand the fundamental behavior of their semiconduc- 
tor components. (The actual design of ICs is beyond the scope of this text.) 
One of the most ubiquitous analog ICs is the operational amplifier (op amp); 
op amps are used in many signal conditioning applications, including dif- 
ferential amplifiers; instrumentation amplifiers; active filters; true RMS con- 
verters; precision rectifiers; track-and-hold circuits; etc. Other commonly 
encountered ICs in biomedical engineering are dc voltage regulators, tem- 
perature sensors, phase-lock loops, synchronous rectifiers, analog multipli- 
ers, dc-to-de converters, medical isolation amplifiers, analog-to-digital 
converters (ADCs), digital-to-analog converters (DACs), etc. 

Specifically, the following sections will examine the salient circuit charac- 
teristics of pn junction diodes, light-emitting diodes (LEDs), laser diodes 
(LADs), npn and pnp small-signal BJTs, junction field-effect transistors 
(JFETs), and n- and p-MOSFETs. Large-signal and mid- and high-frequency 
small-signal models will be considered. The mid- and high-frequency behav- 
ior of IC “building blocks” that use two transistors will also be analyzed. 
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2.2 pn Junction Diodes 
2.2.1 Introduction 


There are several uses for pn junction diodes as discrete components and in 
ICs. As stand-alone components, power diodes are used to rectify ac to 
produce dc in power supplies. They are also used with inductive components 
such as relay coils, motor coils, and loudspeaker windings to clamp inductive 
voltage switching transients to prevent them from destroying the switching 
transistors. Small, discrete pn diodes are also used in op amp precision 
rectifier circuits, peak detectors, sample-and-hold circuits, logarithmic ampli- 
fiers, and exponential amplifiers. Diodes are used in IC designs for temperature 
compensation, to make current mirrors, and for dc level shifting (in the 
avalanche mode) (Millman, 1979). 


2.2.2 The pn Diode’s Volt-Ampere Curve 


Figure 2.1 illustrates the static volt-ampere curve of a typical silicon pn signal 
diode (as opposed to power rectifier diode). Note the three major regions in 
the curve: (1) the forward conduction region in the first quadrant, the (2) 
blocking region, and the (3) avalanche breakdown (or zener) region in the 
third quadrant. The volt-ampere behavior of a diode’s forward and blocking 
regions can be approximated with the well-known approximate mathemat- 
ical model: 


ip = 1,5 [exp@p/ Vr) 1] (2.1) 


Up is the dc voltage across the diode, V; = kT'/q, where T is the Kelvin 
temperature of the junction; q is the electron charge magnitude (1.6 
10- Cb); kis Boltzmann’s constant (1.38 10 *J/K);and_ is a bugger factor 
between 1 and 2 used to fit the diode curve to experimental data. 2 for 
silicon diodes; I,, is the reverse saturation current (on the order of A for 
signal diodes). I,, is a strong increasing function of temperature and is taken 
to be non-negative. At 25°C, V; = 0.0257 V. The crudeness of the model can 
be appreciated in the blocking region where the exponential argument is 
large and negative, soip _I,,. In reality, there is a strong ohmic (leakage) 
component to the reverse ip, so the approximation,ip  I,,+ Up/ ,is more 
realistic for vp < 0. has the dimensions of resistance (ohms). 

Avalanche occurs under reverse-biased conditions when minority carriers 
conducting the reverse ip gain enough kinetic energy by accelerating in the 
strong electric field and, through collisions with the substrate atoms’ electrons, 
create new electron-hole pairs. These new carriers in turn are accelerated in 
the high E-field and cause still more carriers to be formed. This avalanche 
process can be modeled by the empirical equation: 
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FIGURE 2.1 

(A) “Layer cake” cross section of a silicon pn junction diode. (B) Diode symbol. (C) Typical I-V 

curve for a small-signal, Si diode, showing avalanche (zener) breakdown at reverse bias, vp = 
Vz. 


a (2.2) 


1 |e,/¥.)" 


The exponent, n, can range from 3 to 6 and vp lies between 0 and V,. 
Depending on how the pn junction is doped (the density of donor atoms in 
the n material and acceptor atoms in the p material), V, can range from 
approximately 3.2 to over 100 V. 

Diodes operated in their avalanche regions can be used as voltage sources 
or references, and for dc voltage level shifting. Figure 2.2 illustrates an 
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Use of an avalanche (zener) diode as a DC voltage source for R,. The diode’s zener resistance 
is neglected. 


avalanche dc voltage source circuit. The tantalum filter capacitor is used to 
lower the source impedance of the avalanche supply at high frequencies. 
From Ohm’s law: 


I, = V,/R, (2.3) 
Is = 1, + 1, (2.4) 
(V, V,) 


R,=(Vs_Vz)/Is= 1,+V,/R, (2.5) 


Every avalanche (zener) diode has a preferred operating point, (Vz, Iz), 
given by the manufacturer, at which its dynamic impedance is low and 
power dissipation is safe. Thus in Equation 2.5 Vz and I; are known and R;, 
is known (or I, at Vz), enabling one to find the required series R;. The required 
power dissipated in R, is simply Pp, =(V; Vz)?/Rs = I.? Rg watts. 

Excluding the avalanche region, the dc characteristics of a pn junction 
diode can be modeled by an ideal diode (ID) model, shown in Figure 2.3(A). 
For the ideal diode, ip = 0 for vp < 0, and vp = 0 for ip > 0. Figure 2.3(B) 
shows that, by adding a reverse-biasing voltage source, V;, model diode 
volt-ampere curve can be shifted to the right by V;. The model is made yet 
more real by adding the series resistance, Rr, in the conduction path, as 
shown in Figure 2.3(C). In Figure 2.3(D), a leakage conductance is added in 
parallel with the model of C to model reverse diode leakage. 

The ideal diode and its variations are useful for pencil-and-paper circuit 
analysis. Detailed simulation of electronic circuits containing diodes is done 
with electronic circuit analysis programs (ECAPs) such as PSPICE and Micro- 
Cap, which handle the nonlinearity algebraically as well as compute the 
diode’s voltage-dependent shunt capacitance. 
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FIGURE 2.3 
Various I-V models for junction diodes, excluding avalanche behavior. (A) Ideal diode. (B) Ideal 


diode in series with fixed forward voltage drop. (C) Ideal diode in series with fixed forward 
voltage drop and forward resistance. (D) Ideal diode in series with fixed forward voltage drop 
and forward resistance, and reverse leakage resistance. 
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2.2.3 High-Frequency Behavior of Diodes 


A fundamental limitation to the high-frequency performance of pn semicon- 
ductor diodes is their voltage-dependent, small-signal junction capacitance. 
The junction capacitance mechanism is different for forward conduction 
(vp > 0) and reverse bias conditions (vp, < 0). 

As demonstrated earlier, when a diode is dc reverse-biased, a very small 
(nA) reverse leakage current flows, part of which is due to the thermal 
(random) generation of hole-electron pairs in the depletion region of the 
device. The depletion region is a volume around the junction in the p- and 
n-doped semiconductor sides that is free of mobile carriers (holes and elec- 
trons, respectively). The electric field from the negative vp causes the carriers 
to move away from the junction, creating what is essentially a layer of charge- 
free intrinsic semiconductor around the junction. The more negative vp is, 
the stronger the electric field and the larger the depletion region. The charge- 
free depletion region behaves like a leaky dielectric in a parallel-plate capac- 
itor. The capacitor’s “plates” are the dense conductive semicon region where 
majority carriers still exist and conductivity is high. Recall that the capaci- 
tance of a simple parallel-plate capacitor is given by: 


C= a ° farads (2.6) 


where __ is the dielectric constant of silicon; A is the area of the diode junction 
in m?; and d is the effective “plate” separation in m. Note that the effective 
d increases aS Vp goes more negative and the electric field increases at the 
junction. Thus C, decreases as vp goes more negative and is maximum at 
Up = 0. Diode depletion capacitance can be modeled by the function: 


C, (2) 7 ae, farads, for v, <0 (2.7) 
D 0 


where C,(0) is the value of the depletion capacitance at vp = 0 and__, is the 
contact potential of the pn junction determined by the carrier doping densi- 
ties at the junction and their gradients. , ranges from 0.2 to 0.9 V, and is in 
the neighborhood of 0.75 V at room temperature for a typical silicon small- 
signal diode. The exponent, n, ranges from 0.33 to 3, depending on the 
doping profile near the pn junction; n = 0.5 for an abrupt (symmetrical step) 
junction. For depletion, vp < 0 in Equation 2.7. Note that, as vp goes positive 
and approaches ,, C; approaches e . Clearly, Equation 2.7 is intended to 
model diode capacitance for Vz < Up < 0. Typical values for C,(0) are in the 
range of tens of picofarads. A typical reverse-biased, pn diode’s junction 
capacitance vs. Up is shown in Figure 2.4. A detailed analysis of pn junction 
behavior can be found in Millman (1979), Yang (1988), or Gray and Meyer 
(1984). 
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Vp <0 


FIGURE 2.4 
How the equivalent junction capacitance of a pn diode varies with vp. C,; is mostly depletion 
capacitance (see text) and C, is due to stored minority carriers associated with forward conduction. 


A forward-biased diode’s pn junction is characterized by a large, current- 
dependent diffusion or charge storage capacitance, which involves an 
entirely different mechanism from depletion capacitance. Under forward 
bias conditions, minority carriers are injected across the junction, where they 
quickly recombine. That is, electrons are injected into the p-side from the 
n-side and holes are injected into the n-side from the p-side. The mean 
lifetime of electrons in the p-side is _,, and of holes in the n-side, ,. These 
injected minority carriers represent a stored charge, Q,, around the junction. 
By definition, the small-signal diffusion capacitance can be written for a 
symmetrical junction where = ,= 


p n 
. j I_exp|v,,, /V, 
G dQ, diy g, erro) 6 P| va/ 7) farads forv, >0 CD (2.8) 
dv, dv, V,. V, 


where g, is the small-signal conductance of the forward-biased diode at its 
dc operating (Q) point; ¢; = dip/dup at Q. ie., g, = d[I,, exP(Vp/ V)I/dvp\g = 
I; €XP(po/ Vr)/( Vr) = tpg/ Vr siemens. If the diode junction doping is 
asymmetrical, it can be shown (Nanavati, 1975) that the diffusion capacitance 
is given by: 

1 


Cy = (lone itp, ») farads (2.9) 


T 


The diode forward current is broken into the electron and hole injection 
currents. For example, calculate the diffusion capacitance of a silicon diode 
with a symmetrically doped step junction at 300 K, forward-biased with ipg = 
10 mA. Take =1 5s, =2. 


c u1E6 15-2 
> 2 0.026 


=0.192 F (2.10) 
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This is a relatively enormous small-signal capacitance that appears in 
parallel with the diode model. The capacitance, Cp, affects the speed at which 
the diode can turn off. However, the forward-biased diode has the time 
constant: 


1 =Cp/8,=1.92 E-7/(1E-2/(2 0.026)) 1 s (2.11) 


which is basically the mean minority carrier lifetime, . Thus, Cp has little 
effect on mid-frequency, small-signal performance, but the stored charge 
does affect the time to stop conducting when vp goes step negative. 

Figure 2.5 illustrates the current, voltage, and excess minority charge wave- 
forms in the n-material for a pn junction diode in which a step of forward 
voltage is followed by a step of reverse voltage. Note that Vp remains at the 
forward value following switching to V, until all the excess minority carriers 
have been discharged from Cp. Then Vp Vz and depletion capacitance 
dominates the junction behavior. The storage time is on the order of nano- 
seconds for most small-signal Si, pn diodes. 


2.2.4 Schottky Diodes 


The Schottky barrier diode (SBD), also called a hot carrier diode, consists of a 
rectifying, metal insulator-semiconductor (MIS) junction. SBDs actually pre- 
date pn junction diodes by about 50 years. The first detectors in early crystal 
set radios were “cat’s whisker” diodes, in which a fine lead wire made 
contact with a metallic mineral crystal, such as galena, silicon, or germanium. 
Such cat’s whisker detectors were, in fact, primitive SBDs. Because their 
rectifier characteristics were not reproducible, cat’s whisker SBDs were only 
suited for early radio experimenters and were replaced by pn junction diodes 
in the 1950s. 

The presence of a very thin, insulating interfacial oxide layer from 0.5 to 
1.5 nm thick between the metal and the semicon makes a modern SBD 
different from an ordinary ohmic, metal-semiconductor connection. Figure 2.6 
shows the static I-V characteristics of a pn diode and an SBD. Note that the 
SBD has a lower cut-in voltage (approximately 0.3 V) than the pn diode 
(approximately 0.55 V) as well as about 1000 times the reverse leakage 
current (0.1. Avs. 1 nA), which does not saturate. A schematic cross section 
of an SBD (after Boylstead and Nashelsky, 1987) is shown on the figure. 

The SBD is a majority carrier device; a pnD is a minority carrier device. In 
order for a pnD to block reverse current, the stored minority carriers must 
be swept out of the junction by the reverse electric field. This discharging 
limits the turn-off time to microseconds. On the other hand, the SBD has no 
minority carrier storage and can switch off in tens of nanoseconds, meaning 
the SBD can rectify currents in the hundreds of megahertz. Figure 2.7 shows 
a high-frequency SSM for the SBD when conducting. Note that the SS forward 
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FIGURE 2.5 

Schematic showing the effect of switching a diode from vp = 0, ip = 0, to forward conduction. 
With V; applied, vp quickly rises to the steady-state forward drop, vps;_0.7 V, and the XS 
minority carriers build up to a charge, Q,. When the applied voltage is switched to V,, a finite 
time is required for Q, to be dissipated before the diode can block current. During this storage 
time, Vp remains at Upgs. 


resistance, r,, and the junction capacitance, C,, are dependent on ip and vp, 
respectively. Hewlett-Packard hot carrier diodes of the 5082-2300 series have 
reverse currents of approximately 50 to 100 nA at v, = 10 V, and C, = 0.3 
pFatvp= 10V. 

Besides high-frequency rectification and detection, SBDs can be used to 
speed up transistor switching in logic gates. Figure 2.8 illustrates a SBD 
placed in parallel with the pn base-to-collector diode in an npn BJT. In normal 
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The static I-V curves of a Schottky barrier diode and a pn junction diode. 
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C,(0) = 1pF 6 a= 26/ip 


FIGURE 2.7 
(A) Symbol for SDB (not to be confused with that for the zener diode). (B) High-frequency 
equivalent circuit for a SBD. 


linear operation, the C-B junction is reverse-biased. When the transistor is 
saturated, the B—E and the C-B junctions are forward-biased. Without the 
SBD, there is large minority charge storage in the C-B junction. With the 
SBD, much of the excess base current will flow through the SBD, preventing 
large excess charge storage in the C—B junction and allowing the BJT to turn 
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SBD 


FIGURE 2.8 
Use of an SBD to make a Schottky transistor. The SBD prevents XS stored charge in the BJT’s 
C-B junction. 


off much more quickly (Yang, 1988). SBD thin film technology is also used 
in the fabrication of certain MOS transistors (Nanavati, 1975). 


2.3 Mid-Frequency Models for BJT Behavior 
2.3.1 Introduction 


Most BJTs found on ICs are silicon pnp or npn. (Other fabrication materials, 
such as gallium arsenide, exist but will not be treated here.) A heuristic view 
of BJTs is shown by the “layer cake” models shown in Figure 2.9(B). BJTs 
are generally viewed as current-controlled current sources in their “linear” 
operating regions. As in the case of pn diodes, the large-signal, dc behavior 
of these three terminal devices will first be examined. Figure 2.9(C) illustrates 
typical volt-ampere curves for a small-signal (as opposed to power) npn BJT. 

For purposes of dc biasing and crude circuit calculations on paper, an npn 
BJT in its active region can be represented by the simple circuit shown in 
Figure 2.10(A). The voltage drop of the forward-biased B—E junction is rep- 
resented by Vpz9 on the order of 0.6 V. The de collector current is approxi- 
mated by the current-controlled current source (CCCS) with gain ,. ,is the 
transistor’s nominal (forward) dc current gain. Figure 2.10(B) illustrates the 
dc model for the transistor when it is saturated. Saturation occurs for i, > 
ic/ 4, i.e., for high base currents. In saturation, the B—E and C-B junctions 
are forward-biased, producing a V¢z,, that can range from approximately 
0.2 to 0.8 V for high collector currents. The collector-emitter saturation curve 
can be approximated by the simple Thevenin circuit shown: 1.4, = 0UcE/Oic 
at the operating point on the saturation curve; V¢z,,, is used to make the 
model fit the published curves. 
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FIGURE 2.9 

(A) Symbol for an npn BJT. (B) “Layer cake” cross section of a forward-biased npn BJT. The 
cross-hatched layer represents the depletion region of the normally reverse-biased C-B junction. 
(C) Collector-base I-V curves as a function of i, for the npn BJT. (D) Base-emitter I-V curve at 
constant Vcr. The B—-E junction is normally forward biased. 


When a pnp BJT’s large-signal behavior is considered, the actual de currents 
leave the base and collector nodes and enter the emitter node. Consequently, 
in the ic = f(g, ig) and ip = Y(UpgeE, Uce) Curves shown in Figure 2.11, all currents 
and voltages are taken as negative (with respect to the directions and signs 
of the npn BJT). Figure 2.10(C) and Figure 2.10(D) illustrate the dc biasing 
models for a pnp BJT. Note that the sign of the CCCS is not changed; a 
negative I, times a positive yields a negative I, as intended. 

Figure 2.12 illustrates how the dc biasing model of Figure 2.10(A) is used 
to set an npn transistor’s operating point in its active region. As an example, 
the required base-biasing resistor, Rz, given the transistor’s ,, and the 
desired Q-point (I¢g, Vceg) for the device will be found, as well as the 
necessary R- and R;. Vcc and the requirement that Vegg = Vec/2 and V; = 
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FIGURE 2.10 

(A) Simple dc biasing model for an npn BJT in its forward linear operating region (see text for 
examples). (B) de biasing model for an npn BJT in forward saturation. (C) Simple dc biasing 
model for a pnp BJT in its forward linear operating region. (D) dc biasing model for a pnp BJT 
in forward saturation. 


0.5 V are given. Pick numbers: V-c = 12 V at the Q-point, Vozg = 6 V, and 
the desired I.g=1mA. ,=80 and V3; = 0.5 V. It is known that V. = V; + 
Vorg = 6.5 V; thus the voltage across R- is 5.5 V. From Ohm’s law, R- = 
5.5/0.001 =5.5k . Furthermore, Tz9 = co/ , = 0.001/80 = 12.5 Aand V, = 
Veeq + Ve = 1 V,80 Rg = (12 —1)/12.5 = 880 k_ . Note that the emitter current 
isI,=( +1); =I,(1+1/ ). Thus, R; = 0.5/(1 + 1/80) = 494 


2.3.2 Mid-Frequency Small-Signal Models for BJTs 


To find the voltage amplification factor or gain of a simple npn BJT amplifier, 
we use what is called a two-port, mid-frequency, small-signal model (MFSSM) for 
the transistor. The MFSSM also allows calculation of the amplifier’s input and 
output resistances. The most common MFSSM for BJTs is the common-emitter 
h-parameter model shown in Figure 2.13. The two-input -parameters define 
a Thevenin input circuit between the base and emitter, and the output h- 
parameter pair defines a Norton equivalent circuit between the collector and 
emitter. The input resistance, li,,, is derived operationally from the slope of the 
nonlinear I; =f(V pp, Voz) curves at the Q-point, as shown in Figure 2.11. That is: 


h,, = —BE Ohms (2.12) 


i 
B Q,V,,.=const. 
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Top: a large-scale plot of a typical BJT’s i¢ vs. vce curves. The Q point is the transistor’s quiescent 
operating point. The small-signal conductance looking into the collector-emitter nodes is ap- 
proximated by g, = ic/ Ucg siemens. The small-signal collector current gain is = ic/ ig. 
Bottom: the iz vs. Ugg curve at the Q point. The small-signal resistance looking into the BJT’s 
base is 1, = Ug¢/ i, ohms. 
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FIGURE 2.12 
Model for dc biasing of an npn BJT with collector, base, and emitter resistors. See text for analysis. 


FIGURE 2.13 

Top: an npn BJT viewed as a two-port circuit. Bottom: the linear, common-emitter, two-port, 
small-signal, h-parameter model for the BJT operating around some Q in its linear region. Note 
that the input circuit is a Thevenin model and the output is a Norton model. 
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h,, is the gain of a voltage-controlled voltage source (VCVS), which models 
how the base voltage is modulated by changes in v,, In other terms, H,, is 
the open-circuit reverse transfer voltage gain. 


je = Une (2.13) 


co) 
CE Q,ig=const. 


For most pencil-and-paper transistor gain calculations using the C-E SMF- 
SSM, h,, is set to zero because it (1) has a second-order contribution to 
calculations and (2) simplifies calculations. For the collector-base Norton 
model, li,, is the output conductance that results from the ic = f (Uz, iz) curves 


having a finite upward slope. Figure 2.11 shows that h,, is given by: 


i eet 


UcE 


siemens (2.14) 


Q,ig=const. 


Finally, the forward, current-controlled current source gain, Hyer is found: 


4, =e 


ts 


(2.15) 


Q,V,.=const. 


hy. is also called the transistor’s 

One question that invariably arises concerns the MFSSM to be used when 
a grounded emitter pnp transistor is considered. The answer is simple: the 
same model as for an npn BJT. Whether a BJT is npn or pnp affects the dc 
biasing of the transistors, not their gains and small-signal input and output 
impedances. The quiescent operating point of pnp and npn transistors affects 
the numerical values of the C-E h-parameters. For example, ,, can be approx- 
imated by: 


hyp = 1, +17 ohms (2.16) 


where r, = the base spreading resistance, a fixed resistor with a range of 15 to 
150 ,andr =the dynamic, SS resistance of the forward-biased base-emitter 
junction. 

The value of r can be estimated from the basic diode equation for the B—E 
junction: 


Tz = I; XP(Veeq/ Vr) amps (2.17) 
The resistance, r , is given by: 


V,h 
: : es ee (2.18) 


&§ 7 diz /OVpe 7 Iq log 


‘a 
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FIGURE 2.14 

A normalized plot of how the four common-emitter, small-signal h-parameters vary with 
collector current at constant V¢z9. Note that the output conductance, h,,, increases markedly 
with increasing collector current, while the input resistance, h;,, decreases linearly. (Note that 
the same sort of plot can be made of normalized, C-E h-parameters vs. at constant Iq.) 


For a silicon BJT with I,,=5 10°A,r =1.04k 

Figure 2.14 illustrates how the four C-E h-parameters vary with I-/Icg at 
constant V¢ro. Note that the forward current gain, h;,, is the most constant 
with I./I¢g, The collector-emitter Norton conductance, h,,, increases mono- 
tonically with I./Icg because, as I. increases, the I. = f(V¢¢, Iz) curves tip 
upward. h,, decreases monotonically with increasing I, as predicted by Equa- 
tion 2.18. All four h,, parameters increase with temperature. 

Another MFSSM used to analyze transistor amplifier behavior on paper 
is the grounded-base, h-parameter model, shown in Figure 2.15. Clearly, this 
MESSM is useful in analyzing grounded-base BJT amplifiers; however, the 
same results can be obtained using the more common grounded-emitter, 
h-parameter MFSSM. The GB h-parameters are found experimentally from: 


h, =—. ohms (2.19A) 
te Q,vcg=const. 
h,= = (2.19B) 
CB Q,i,=const. 
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FIGURE 2.15 

The common-base h-parameter SSM for npn and pnp BJTs. Using linear algebra, it is possible 
to express any set of four linear, two-port parameters in terms of any others. (Northrop, R.B., 
1990, Analog Electronic Circuits: Analysis and Applications, Addison—Wesley, Reading, MA.) 


ga (2.19C) 
te Q,vcg=const. 
hy = tc siemens (2.19D) 
cB Q,ip=const. 


Most manufacturers of discrete BJTs do not give GB h-parameters in their 
specification data sheets. 


2.3.3. Amplifiers Using One BJT 


Three basic amplifier configurations can be made with one BJT: (1) the 
grounded-emitter; (2) the emitter-follower (grounded collector); and (3) the 
grounded-base amplifier. These three configurations are described and ana- 
lyzed next. 

The first example illustrates how to use the C-E h-parameter MFSSM to 
find expressions for the voltage gain, Ky, and the input and output resistance 
of a grounded emitter amplifier, shown in Figure 2.16(A). This figure illus- 
trates a basic grounded emitter amplifier driven by a small ac signal, v,, 
through a coupling capacitor, C,. In the MFSSM amplifier model, only small- 
signal variations around the BJT’s operating (Q) point are considered; thus 
all dc voltage sources are set to zero and replaced with short circuits to 
ground. Figure 2.16(B) illustrates the complete amplifier model (H,, = 0 for 
simplicity). The SS output voltage is, by inspection: 


ei 
° G,+h,, 


(2.20) 


The base current is given by Ohm’s law, assuming negligible SS current 
flows in Rz (Rz > h,;,). 
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FIGURE 2.16 

(A) Schematic of a simple, capacitively coupled, grounded-emitter BJT amplifier. (B) Linear, 
mid-frequency, small-signal model (MFSSM) of the grounded-emitter amplifier. Note that, at 
mid-frequencies, capacitors are treated as short circuits and DC source voltages are small-signal 
grounds. The mid-frequency gain, v, /v,, can be found from the model; see text. 


s (2.21) 


Thus, the amplifier’s SS voltage gain is found by substituting Equation 
2.21 into Equation 2.20: 


h,R 
Po = ile =K, (2.22) 
ov, (h,Re+1)(R, +h,) 


By inspection, its SS input resistance is R,;, R, +h; and its (Thevenin) 
output resistance is R,,,, = 1/(h,. + Gc). 

In asecond example, a BJT emitter-follower amplifier is shown in Figure 2.17. 
Figure 2.17(B) illustrates the MFSSM for the emitter follower. To find an 
expression for the EF gain, write the node equations for the v, and v, nodes: 

(a [G, + Gz + Riel U% [el = Us G, (2.23A) 
Vp Sie + Vp [Ge + Noe + Siel Np t, = 0 (2.23B) 


where g;, = 1/h;, and i, = (0, —V,)&je. When the expression for i, is substituted 
into Equation 2.23B, 


|g .(1+h,)]+2,[G_ +h, + g.(1+h,)] =0 (2.24) 
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FIGURE 2.17 
(A) Schematic of a simple, capacitively coupled, emitter-follower amplifier. (B) MFSSM of the 
EF amplifier. 


Now Equation 2.23A and Equation 2.24 are solved using Cramer’s rule, 
yielding the voltage gain: 


2, Ggi(1+ le) =K, (2.25) 


% (G, +G,)[G, +h,, +g,(1+N,]]+8.(G, +h.) 


This rather unwieldy expression can be simplified using the a priori knowl- 
edge that, usually, G; > h,, and G, > Gg. Equation 2.25 is multiplied top and 
bottom by h,, Rr R,. After some algebra, the simplified EF gain is found to be: 


R,(1+ hp) 
R,(1+h,)+h, +R, 


(2.26) 


Vv 


Note that K, for the EF is positive (noninverting) and slightly less than 1. 
What then is the point of an amplifier with no gain? The answer lies in the 
EF’s high input impedance and low output impedance. The EF is used to 
buffer sources and drive coaxial cables and transmission lines with low 
characteristic impedances. It is easy to show that the EF’s input impedance 
at the v, node is simply R; in parallel with [h;, + R; (1 + hg)] (1. is neglected). 
The Thevenin output impedance can be found for the linear MFSSM by 
taking the ratio of the open circuit voltage (OCV) to its short-circuit current 
(SCC). The OCV is simply 2, Ky: 


v,R,(1+ hg] 
R,(1+h,) +h, +R, 


Veg (2.27) 
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FIGURE 2.18 
(A) Schematic of a simple, capacitively coupled, grounded-base amplifier. (B) MFSSM of the 
GB amplifier. 


The SCC is simply 7,,.(1 + hy). When the output is short-circuited, 0, = 0 
and i,,. = 0,/(R, + hj). Thus, Ro, is: 


ORe{L+ he) (R,+h,) 
7 R,(1+h,) +h, +R, 7 ° (1+n,) 
Rou = 0,(1+h, ~ (R,+h,) - (228) 
(R, +h,.) (1+%,] , 


Equation 2.28 shows that R,,,; is basically R; in parallel with (R, + h;.)/(1 + hg). 
In general, R,,, will be on the order of 10 to 30 
The third single BJT circuit of interest is the grounded-base amplifier, 
shown in Figure 2.18. Again, to find the GB amp’s gain, the node equations 
are written on the v, and v, nodes: 
v0. [G, + Sie + My] Oh 


0 oe 


hy ip = 0; Gy (2.29A) 
O. Noe oF 0% [Poe fle Gc] a Nye 1, = 0 (2.29B) 


Now i, = %, Gic is substituted into the preceding equations to get the final 
form for the node equations: 


V,1G, +h. +go(1+h,)] 2,[h,.]=2,G (2.30A) 


Ss 


g[Ite +MeBie| + Po[Pge + Ge] =0 (2.30B) 
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These equations are solved using Cramer’s rule. After some algebra, the 
GB amplifier gain is obtained: 


Rely +h, de| 


oe 1e 


~ Rha (n,, +R,)| J+ Rf1+ i, +I |+ +h, 


oe ie 


(2.31) 


It is instructive to substitute typical numerical values into Equation 2.31 
and evaluate the gain. Let Rp = 5k; h;, = 1k; h,, = 100; R, = 100; and h,, = 10 
5S. K, = 44.8. Note that the gain is noninweriey: From the numerical eval- 
uation, certain terms in Equation 2.31 are found to be small compared with 


others (i.e.,1,, 0), which leads to the approximation: 


Rhy, 
R(1+h,)+h, e 


v0 


Next an expression will be found for and K,,, and R,,,, evaluated for the GB 
amplifier. R;,, is the resistance the Thevenin source (v,, R,) “sees” looking into 
the emitter of the GB amplifier. Assume h,, 0. The resistance looking into 


the emitter is approximately: 


U, v, = uv, = h,, (2.33) 


i, i(g +1) (0, /N,)(h +1) (hy, +4) 


inem 


To get a feeling for the size of R,,, substitute realistic circuit parameter 
values. Let Re = 5000 ;R,=100 ;h, = 100;h,, = 10°S; and h, = 1000 
Thus, Rino, = 9.9 . The output Renee is the Thevenin resistance seen 
looking into the collector node with R; attached. Ifh,, 0 is set again, R 
Rc, by inspection. 


out 


2.3.4 Simple Amplifiers Using Two Transistors at Mid-Frequencies 


Figure 2.19 illustrates four common two-BJT amplifier architectures. An npn 
Darlington pair is shown in Figure 2.19(A). Darlington pairs can also use 
pnp BJTs. These pairs are often used as power amplifiers in the emitter- 
follower architecture or as grounded-base amplifiers. Figure 2.19(B) is called 
a feedback pair; it is not a Darlington. It, too, is often used as a power amplifier 
in the EF or GE modes and will be analyzed later. Figure 2.19(C) is an EF-GB 
pair, used for small-signal, high-frequency amplification. Figure 2.19(D) is 
called a cascode pair; it is also used as a small-signal, high-frequency amplifier. 

In the first example, an expression for the mid-frequency, small-signal 
voltage gain, as well as input and output resistances for a grounded-emitter 
Darlington amplifier, are found. The amplifier circuit and its MFSS CE 
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A E> B OF2 


A Vcc A Vcc 


FIGURE 2.19 
Four common two-BJT amplifier configurations: (A) The Darlington pair. Note that Q,’s emitter 
is connected directly to Q,’s base. (B) The feedback pair. The collector of the pnp Q, is coupled 
directly to the npn Q,’s base. (C) The emitter-follower—grounded-base (EF-GB) BJT pair. (D) The 
cascode pair. 


h-parameter model are shown in Figure 2.20. To simplify analysis, assume 
Rp &, fy, O,andh,. 0. From Ohm’s law, ip, = (05 — Up2)/(Ry + hie), 


yg = Up2/Nijer- 
Now write node equations for the v,. and the v, nodes: 


Pya[1/Mien + Y(R, +Mier)| Meri = 2./(R, + Her) (2.34A) 
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FIGURE 2.20 


Top: a common-emitter Darlington amplifier. Bottom: C—E h-parameter MFSSM of the Darling- 
ton amplifier. Analysis is in the text. 


Oy [Ge] + Mprinn + Mgatya = 0 (2.34B) 


and then substitute the relations for i,, and i,. and find: 
C1014 2 Whipn +(14 My) [(R, +21) = vf(1+n,.) /(R, +h,,)| (2.35) 


OplGe]+ Oa Ir /Mier Myr /(Re+Miex) |= Per /(Re+ Me) (2.358) 


Using Cramer’s rule, find the GE Darlington amplifier’s voltage gain: 


v, Re(14+ Me + Naaltea) -K (2.36) 
%, (Ry +hj,)+ Iiga(1 = Is) ; | 
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FIGURE 2.21 

Top: feedback pair amplifier with load resistor, Rc, attached to common Q, emitter + Q, collector. 
Bottom: MFSSM of the feedback pair amplifier above. Analysis in text shows this circuit behaves 
like a super emitter follower. 


By inspection, the Thevenin R,,, Re and Rj, Mie, + (1 + Myei)Mien, AS the 
section on BJT amplifier frequency response demonstrates, the GE Darlington 
has relatively poor high-frequency response, trading off gain for bandwidth. 

This example considers the feedback pair amplifier shown in Figure 2.19(B) 
and Figure 2.21. Note that in this amplifier, it is the collector of the pnp Q, 
that drives the base of the npn Q,, and Q,’s collector is tied to Q,’s emitter. 
The auxiliary equations are: 


iy = (2, ~ v,)/(R, + Nie) (2.37A) 


tpn = Opp/ Nien (2.37B) 
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Again, for mathematical convenience, use the approximations /1,,, 0 and 


hj. 0,and write the node equations for v, and v,): 
D[Go+1/(R,+ Mien) | + Merten Morin =2,/(R, + Her) (2.38A) 
Vra[WMier | + Merinn = 0 (2.38B) 


Now substitute the auxiliary relations for i, and i,. into Equations 2.38A 
and Equation 2.38B: 


Le Hee 1+ Hes 
Uy Ger R,+h,, + D2[ Mpa /Ma| ae ate (2.39A) 
gt [Vhol= =— (2.39B) 
° R, am hi, b2 ie2} id + hn : 


The two preceding equations are solved by Cramer’s rule to find K,. 


1+h h,,h 


= ‘fel ‘fel “fe2 
7 (Whe) Gc ° R, + Key hig (R, + bia) oe 
= (1+ M1) Meo + Ngolieg (2.41) 
° hak (R, + h,.1) 
Thus, the voltage gain is: 
" R[(1+ hey + healtes)} . = 
v, Rf(1+ Ne, +Meltga)|+(R, +h.) ° 


Taking “typical” numerical values, R, + hie, = 1050; Mg, = 100; hyp = 20; 
and Re = 5000 _ , then K, = 0.999895. It appears that the feedback pair 
amplifier of Figure 2.21 behaves like a super emitter follower with (almost) 
unity gain. 

Next, examine R,,, and R,,,, of the FBP amplifier. To find R,,,,, use the open- 
circuit voltage/short-circuit current method. The OCV approximated by 
U, UV - because of the near unity gain of the amplifier. The short-circuit 
current at the C,-E, node is: 


io = (1 + Mgr) to Mgr tiny (2.43) 
With the output short-circuited, v, = 0 and i,, = ,/(R, + hie). Neglecting 


h,., it is possible to write: 
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typ = Mr ty = Mgey O6/ (Ry + Mier) (2.44) 
Thus: 
too = (1 + Mgy)0,/(Rs + Mie) + Mpeo Mpor O5/ (Rs + Mier) (2.45) 
Clearly, Rout = Voc/tser Yielding: 
R,+h,, 


out 
1+ Aes + NM per 


(2.46) 


If the numbers used previously are substituted, R,,,,=0.5 — significantly 
smaller than a single BJT’s emitter follower. R,,, looking into the B, node is 
just v,/i,,. That is: 


h,, 
R,, = Vier /(2, 2) =e /( 0, /0,)= R [i+ hy +h,.h 
Cc ‘fel ‘fel “fe2 
RI + He + Nealtga| a Hie 


(2.47) 
R,, = Re [1 + He ot Nala] thi, 
R,, 10.51 M_ , using the previous parameters. 
Next, examine the behavior of the feedback pair when the load resistor is 
connected to E, and C,-E, is connected to V,,. The circuit is shown in Figure 
2.22. It is not necessary to solve two simultaneous node equations to find 
K,; by Ohm’s law, i, = 0,/(R, + Ajey) aNd ty = typ. Now it is clear that: 


OMe (1+ Mea|Re 


0 = ing(1+Mgo)Re 7 inMga(1+ Meo )R = . oh = Voc (2-48) 
s ie1 
Thus, 
_ Reh,,(1+h,>) i 
° (R, +h.) 


R,, for this amplifier is found by inspection; Rj, = Nie: Ry, is found by 0,9¢/ tysc: 


O,Ig,(1+ Mg. )Re 


Rs = (R, hus) 
Vtg, (1+ hg) 
(R, +h.) 


=R, (2.50) 
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FIGURE 2.22 


Top: feedback pair amplifier with load resistor in Q,’s emitter. Bottom: MFSSM of the amplifier 
shown above. Analysis in text shows this amplifier has a high inverting mid-frequency gain; 
it does not emulate an emitter follower. 


Next, examine the gain, R,, and R,,,,, of the emitter-follower-grounded base 
amplifier shown in Figure 2.19(C). Figure 2.23 illustrates the MFSSM for this 
amplifier. Again, for algebraic simplicity, assume that h,,, and l,,. are negligible; 
also, R, = R, + hj, all capacitors behave as short circuits at mid-frequencies, 
and Rz; ~—* . Two node equations can be written for the MFSSM: 


© 2004 by CRC Press LLC 


Models for Semiconductor Devices Used in Analog Electronic Systems 51 


FIGURE 2.23 
MESSM for the EF-GB amplifier of Figure 2.19(C). See text for analysis. 


Vo [Gc] + hpo tpg = 0 (2.51A) 
Ve [Ge + U/Nieg + Gi] Ager ing Mgertny = Vs Gy (2.51B) 
where: 
iy = Ve/Nieo (2.51C) 
ly = (0, — 0,)Gy (2.51D) 


Substituting Equation 2.51C and Equation 2.51D into the node equations 
yields: 


Vo [Gc] 0 [jeo/hia] = 0 (2.52A) 


v,[0]+ v6, +(1+Mp,)/Igg +G,(14 hy)| =0,G,(1+h,,) (2.528) 


From Equation 2.52A and Equation 2.52B, 


Vp = Ve Re [peo/hiea] (2.53) 
can be written and 
vG{1+h 
0, = G+ hs (2.54) 


a +(1+ Myon) | Mn +G,(1+h,.) 
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FIGURE 2.24 
MESSM for the cascode amplifier of Figure 2.19(D). See text for analysis. 


Now Equation 2.54 is substituted into Equation 2.53 to find K;,; 


a Rehtga (1+) eee 
"Us, Aiyo(R,/Re )+R, (1+ Itg9) + yo(1+ M1) 2) 


Substitute typical values R-=5000 ;R,= 1050  ; hp, = hy = 100; and hj = 
1000, and find K, = +244, i.e., the EF-GB amplifier is noninverting. The 
EF-GB amplifier will be shown to have excellent high-frequency response. 
= is left as an exercise for the reader to find expressions for the mid-frequency 

R,, and R,,, for this amplifier. 

The final two-BJT amplifier stage to be analyzed using the CE MFSSM is 
the cascode amplifier, shown in Figure 2.19(D). The MFSSM for this amplifier 
is shown in Figure 2.24. Again, assume capacitors behave as short circuits 
at mid-frequencies, h,, a =h,.=0,and Rz — ®. Clearly, 4, = Mg i. Re and 
tig = U,/Njear SO Vy = Vy Ny R c/hien and i,, = v,/R,. To find v,, write the node 
equation: 


0, [1/hijo] + Arertyr Aen ing =0 (2.56) 
Substituting for i,, and i,. into Equation 2.56 yields: 


VAg MiG, 


s fel “ie2 
ee (2.57) 
1+hg» 
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Equation 2.57 is substituted into the preceding equation for v, to find K;,;: 


K,=~2 _ Ne RMjes Ne Re (2.58) 
0, R,(1+ hg) R, 


By inspection, R,, = Ry, Ry, Rc. Like the EF-GB amplifier, the cascode 


amplifier has a high-frequency bandwidth. It also can be described as a 
GE-GB amplifier. 


2.3.5 The Use of Transistor Dynamic Loads To Improve 
Amplifier Performance 


In many analog IC designs, including those with differential amplifiers, 
transistors and small transistor circuits are used to create small-signal, 
dynamic high impedances that, when used in amplifiers to replace conven- 
tional resistors, increase amplifier gain or differential amplifier common-mode 
rejection ratio. Figure 2.25 illustrates four BJT circuits that act as dc current 
sources or sinks with high, small-signal, Norton resistances. For example, if 
2 mA dc flows through a potential difference of 5 V in an electronic circuit, 
a 2.5-k resistor is needed. If a dynamic current source is used, the equivalent 
small-signal (Norton) resistance can range from 100 k to 10 M, depending 
on the circuit. A good way to view such dynamic resistances is to treat the 
circuit as a dc current source in parallel with a Norton resistance of 100 k to 
10 M. 

The most basic dynamic resistance is realized by looking into the collector 
of a BJT with an emitter resistance that is not bypassed, as shown in Figure 
2.25(A). Figure 2.26 illustrates how the MFSSM is used to find the resistance 
looking into the collector. Note that the base is bypassed to ground at signal 
frequencies. Clearly, from Ohm’s law, Rj.) = 0;/1; (U, is a small-signal test 
source.) 

Begin analysis by finding an expression for v, = f(v,). Writing the node 
equation: 


of(1/h,,)+Ge+h,.| i, =0,h (2.59A) 


i,= v,/h, (2.59B) 


of(1/h,, (1+ )+G, +h,,]=0,h 


oe 


(2.59C) 
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FIGURE 2.25 


Four BJT circuits used for high-impedance current sources and sinks in the design of differential 
amplifiers and other analog ICs. They can serve as high-impedance active loads. (A) Collector 
of simple BJT with unbypassed emitter resistance. (B) Basic two-BJT current sink. (C) Widlar 
current source (pnp BJTs are used). (D) Wilson current sink. 


Thus, v, is: 


v,h, 
= o > 
°e (1/h,, (1+ )+G,+h,, eo) 


and the test current is: 


i, =0,|(1/h,,) +G,| (2.61) 
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FIGURE 2.26 

Left: test circuit for calculating small-signal resistance looking into BJT’s collector. An ac test 
source, v;, is used; i, is measured. Right: MFSSM of the test circuit used to calculate the expression 
for the small-signal resistance looking into collector. 


When Equation 2.60 is substituted into Equation 2.61, it is possible to solve 
for R; 


incol* 


ee Be + “als 
incol — a = E 2 re (2.62) 
1, Bg 


Looking into the collector of a BJT with no Rg, Rinc Me! can be seen. 
To see how much R; increases R,,,,.;, substitute some typical parameter values 
into Equation 2.62: Rp = 5k; h;, = 1k; 100; and h,, = 10 ° S. Crunching the 
numbers, R;,,.o; = 8.4 M_ . Note that the BJT’s base was bypassed to ground 
in the preceding development. If the base is not bypassed, h;, hh, + Rg in 
Equation 2.62, where R, is the Thevenin resistance that the base “sees.” The 
unbypassed base causes K,;,,..; to decrease markedly, but it still remains above 
1/h,.. 

More sophisticated, high dynamic resistance dc current sources are shown 
in Figure 2.25(B) and Figure 2.25(C). Figure 2.25(B) is the basic, two-BJT 
current sink; its dynamic input resistance is about 1/h,, . Figure 2.25(C) is 
the Widlar current source (note pnp BJTs are used). Figure 2.25(D) is a Wilson 
current sink. Note that a collector-base junction in all three current 
source/active load circuits is short-circuited (Q, in Figure 2.25(B) and Figure 
2.25(C), Q, in Figure 2.25(D)). The transistor with the shorted collector-base 
junction then behaves as a forward-biased, base-emitter diode junction. 

Analysis of the basic two-BJT current sink (Figure 2.25(B)) is made easy 
when it is assumed that Q, and Q, have identical parameters. Because both 
transistors have the same V,, their collector currents are equal, ie., Ig, = Ip. 
Summing currents at Q,’s collector, 


Tre Igy = Qe / (2.63) 
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and thus: 


I 
lo = = =Tey (2.64) 


If is large (2100), IV, is nearly equal to the reference current: 
Too Tre = (Vec  Vae)/Re (2.65) 


Thus R- can be manipulated to obtain the desired quiescent dc current, Ic. 

If Vcr. varies, there will be a small variation in the de I¢p. cg. can be 
expressed in terms of Vzz, and Q,’s Early voltage (lV, ), which is used to 
model the upward tilt of the Ic. = f (Vex, Veen) curves. Gray and Meyer (1984) 
model I. by: 


Tog = Ies[exp(Vee2/Vr)](1 + Vee/|Vy ) (2.66) 
Now, 
al 
Wore = Ies[exp(Vie2/Vr)]|(Y/ V,)) (2.67) 
so the variation in IQ, is: 
Tog = Is exp(Vae2/Vr)|(/ V,) Vero (2.68) 


Avery detailed treatment of the transistor current sources and active loads 
used in IC design beyond the scope of this text can be found in Chapter 4 
of Gray and Meyer (1984). These authors show how certain active load 
designs can be used to reduce the overall dc temperature coefficient (tempco) 
of certain amplifier stages, as well as to increase gain and CMRR. 


2.4 Mid-Frequency Models for Field-Effect Transistors 
2.4.1 Introduction 


The two basic types of field-effect transistor are the junction field-effect 
transistor (JFET), which can be further characterized as n-channel or p-channel, 
and the metal-oxide semiconductor FET (MOSFET), which can also be sub- 
divided into p- and n-channel devices and is further distinguished by 
whether it operates by enhancement or depletion of charge carriers in the 
channel. Surprisingly, one mid-frequency small-signal model describes the 
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behavior of all types of FETs, although the dc biasing varies. MPSSMs for 
FETs use a voltage-controlled current source (transconductance) model in 
parallel with an output conductance to model the drain-to-source behavior. 
The following sections examine the behavior of JFETs and how they work 
as amplifiers. 


2.4.2 JFETs at Mid-Frequencies 


Figure 2.27 illustrates the symbols for n- and p-channel JFETs and the 
volt-ampere curves for an n-channel JFET. Note that the gate-to-channel pn 
junction is normally reverse-biased in a JFET; thus, the gate current is the 
reverse saturation current of this diode (I,,), which is on the order of nA. In 
the n-channel JFET, all the currents and voltages are positive as written, with 
Ugs being negative. In the p-channel JFET, all the signs are reversed: i, and 
Ups are negative and v¢, is positive. The operating region of the JFET’s (i,, Vps) 
curves is ohmic to the left of the Ip, line and saturated to the right of the Ip, line. 


p-channel 


iDp 


WSS er pe apad pect A et tg pe lpss 


los =Ipss (Vos /Ve)* 


= 


Vos > | Ves + Vp 


TA 8 es 


FIGURE 2.27 

Top: symbols for n- and p-channel JFETs. Bottom left: ip vs. vps curves for an n-channel JFET. 
Area to left of Ip, parabola has ohmic FET operation; area to right of Ip, line has saturated 
(channel) operation. Bottom right: the ip vs. vgs curve for saturated operation [vps > | Ugs + Vp | i 
The pinch-off voltage Vp = 4 V in this example. 
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FIGURE 2.28 
Left: symbol for n-channel JFET. Center: Norton MFSSM for p- and n-channel JFETs. Right: 
Thevenin MFSSM for JFETs. 


Just as there is a mathematical model for pn junction diode current, there 
is also a mathematical approximation to JFET behavior in the saturation 
region. This is: 

2 
In =Ipss(1_ Vos/Vp) for Vos >We +V,| and Vos|<|Vp| (2.69) 


In the ohmic region, Ip is modeled by: 
2 
Ty = Ipso{2(1+ Ves [Vo)\(Vos /V>) (Vas /V>) for 0<V,.< Ves ae v,| (2.70) 
For Ves < Vp, 
Ip =Ipgs[2(1+ Ves/Vp\(Vns/Ve) | (2.71) 
where Ip¢5 is the drain current defined for V., = 0 and Vp, > |Ves + Vp). Vp 


is the pinch-off voltage, i.e., Vp = Vc; whereI, 0, given Vp; > [cee + Vl. 
In the ohmic region, the JFET behaves like a voltage-controlled conductance: 


Ohs., 
Sa> WV ps 


Ves = Ipss|2(1+ (Ves/Ve)) /Vo] (2.72) 


In the saturation region, n- and p-channel JFETs have the same MFSSM, 
shown in Figure 2.28. The transconductance of the VCCS is defined by: 


PQ,V., =const. (2.73) 


By differentiating Equation 2.69, an algebraic expression is found for g,,,: 


21 
ral (Li Ve) (2.74) 


° 


8m = 
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Note from Equation 2.69 that ale can be written as: 
{lo =\Toss(t. Ves/Vp) (2.75) 


Now Equation 2.75 can be substituted into Equation 2.74 to find: 


poe [I 
g,, = we je = | for Vos >|Vog +V>| (2.76) 


Equation 2.76 gives an algebraic means of estimating a JFET’s g,,, in terms 
of its quiescent drain current (Ip) and the manufacturer-specified parame- 
ters, Ings and Vp. g,,. is the JFET’s (maximum) transconductance at Vc; = 0 
and Vps > |Ves + Vol. 

The MFSSM for a saturated-channel JFET is also characterized by an output 
conductance in parallel with the VCCS. This small-signal conductance is due 
in part to the upward slope of the ip = f(U¢s, Ups) curve family : 


_ i 
Oa ae 


I 


D D 


Siemens (2.77) 


Q,Vos=const. 


DS DS 


Ves 


To model the upward slope of the ip = f(v¢s, Ups) curve family, we choose 
a voltage V, such that: 


Ly. Gell Veg /v,) (1 Vys/V,) for Vz5>[Vos+Vp| and |Ves|<|V,| (2.78) 


Note that the intercept voltage, V,, is typically 25 to 50 V in magnitude. 
V,, is negative and V,, is positive for n-channel JFETs and V, is positive and 
Vpgs is negative for p-channel JFETs. An algebraic expression for g; can be 
found by differentiating Equation 2.78. 


= dl, 
WVos\o 


8a = Ipss(1 Ves/Ve) ( 1/V,)= (In9/V,) > 0 (2.79) 


An estimate of V, can be found by extrapolating the ip = f(s, Ups) Curves 
in the saturation region back to the negative V<, axis, as shown in Figure 2.29. 

The Norton drain-source model shown in Figure 2.28 can be made into a 
Thevenin model in which the series Thevenin resistance is just 7; = 1/¢, and 
the open-circuit voltage is given by a VCVS, ¢s. (Note the sign of the VCVS; 
it is the same for n- and p-channel JFETs. 

The voltage gain, , is easily seen to be given by: 
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FIGURE 2.29 

Top: large-signal ip vs. Up; curves for an n-channel JFET showing the geometry of the FET 
equivalent of the BJT Early voltage, V,. Bottom, left to right: small-signal ip vs. vg; for a saturated 
channel. Small-signal g,,, vs. Ug; for a saturated channel. Small-signal Norton drain conductance, 
84 VS. ip for a saturated channel. 


V. 
=f) 55> 8nox|(Eo9/ Toss) (V; /Toa)) = Ting (2.80) 


In the saturation region of operation, varies inversely with Ipg. Either 
the Norton or Thevenin model is valid. Most engineers use the Norton model 
because manufacturers generally provide Vp, Ipss, and @,,. for a given JFET. 


2.4.3. MOSFET Behavior at Mid-Frequencies 


MOSEFETS are also known as insulated gate field-effect transistors (IgFETS). 
The gate electrode is insulated from the channel, thus gate leakage current 
is on the order of picoamperes or less. Symbols for n-channel, p-channel, 
and the ip = f(Ugs, Ups) curves for an n-channel depletion MOSFET are shown 
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FIGURE 2.30 

(A) Symbol for an n-channel MOSFET. (B) Symbol for a p-channel MOSFET. (C) The ip = f(v% 5, 
Ups) curves for an n-channel depletion MOSFET. (D) The ip = f(vgs) curve for a saturated-channel, 
n-channel depletion MOSFET. 


in Figure 2.30. In the depletion device, a lightly doped p-substrate underlies 
a lightly doped n-channel connecting two heavily doped n-regions for the 
source and drain. This device has a negative pinch-off voltage (Vp); however, 
Ty =Ipss when Vc, = 0 and the saturated channel conducts heavily for Vc, > 0. 
Similar to the n-channel JFET, it is possible to model the ip = f(v¢s, Ups) 
curves of the depletion n-channel MOSFET in the saturation region by: 


in =Ipsg[1 (Wg5/Vo)] for Ups > gs +Vo|>0 (2.81) 
and in the ohmic region: 
‘ 2 
Ip = Ipso{2(1+ %5/Vo)(ps /V>) (2)5/Vp) for 0<Up.< Pcs at V,| (2.82) 


When the ip = f(¥¢s, Ups) curves of the enhancement n-channel MOSFET 
shown in Figure 2.31 are considered, it can be seen that there is no Ips for 
this family of device. Channel cut-off occurs at a threshold voltage, vgs = V7, 
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FIGURE 2.31 


Left: the ip = f(vgs, Ups) curves for an n-channel enhancement MOSFET. Right: the ip = f(vgs) 
curve for a saturated-channel, n-channel enhancement MOSFET. 


where ip reaches some defined low value, e.g., 10 A. The mathematical 
model for n-channel enhancement MOSFET ip = f(vgs, Ups) in the saturation 
region is: 


; 2 2 
in =K(vgs_ Vz) =K Ve (1 o¢5/Vz) for 0<|ogs Vz|<|ops| (2.83) 
In the ohmic channel operating region: 

in =K[2(0¢5 Vr)®ps Png] for O<|ops|<le5 Va (2.84) 

The line separating the saturated- and ohmic-channel regions is 
Ipp = K Vp? (2.85) 
p-channel MOSFETs have ip = f(V¢s, Ups) curves with the signs opposite 
those for n-channel devices. It is easy to see from Equation 2.73, which 
defines the small-signal transconductance, and Equation 2.72, which defines 
the small-signal drain conductance, that all FETs (JFETs, MOSFETs, n-channel, 


p-channel, enhancement, depletion) have the same parsimonious MFSSM — 
a case of electronic serendipity. 


2.4.4 Basic Mid-Frequency Single FET Amplifiers 


Just as in the case of BJTs, there are so-called grounded-source amplifiers, 
grounded-gate amplifiers, and source followers. In order to find the small- 
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FIGURE 2.32 


(A) An n-channel JFET “grounded-source” amplifier. C; bypasses small ac signals at the JFET’s 


source to ground, making v, = 0. (B) MFSSM of the amplifier. The same MFSSM would obtain 
if a p-channel JFET were used. 


signal voltage gain of each if these amplifiers, as well as their input and 
output resistances, first examine a JFET grounded-source amplifier, shown 
in Figure 2.32. At mid-frequencies, the external coupling and bypass capac- 
itors are treated as short circuits. Thus, the source is at small-signal ground, 
so v, = 0. The amplifier’s mid-frequency gain is found from the node equation: 


U%, [Gp + Sal = “Sn Vos = Sm O1 (2.86) 


K Yo SmbiRo 


(2.87) 
v, Rotr 


From inspection of the MFSSM of the circuit, R;, °¢ and R,,,=Rp1j/(Rp + 14): 
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FIGURE 2.33 


See text for analysis. 
Next, consider an n-channel MOSFET grounded-gate amplifier at mid- 
frequencies. The electrical circuit and its MFSSM are shown in Figure 2.33. 


Write two node equations, one for the v, node and the other for the drain 
(2.88A) 


0, [gal = 11Gs 
(2.88B) 


(A) An n-channel MOSFET grounded-gate amplifier. (B) MFSSM of the MOSFET G-G amplifier. 


(output) node. 
Os [Gs a Sa + Sul 
0; [ga + SA + U, [ga a Gp] =0 
Using Cramer’s rule: 
= Gs Sat Gp [Gs + 8at oul (2.89) 
io: R,+1", (2.90) 
Ry, +", +R,(1+,,1,) 


aT 
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, a R,(1+ 8,7) _ 
v, Ry,+% +R,(1+g,,",) . 


(2.91) 


v 
1 


The input resistance, R;,,, of the MOSFET GG amplifier is found from: 


mys 


oe - =R,+7Kot% (2.92) 
1, 0,(1 v,/0,) 1 D ig (1+g,,7) 
Ry, +1", +R,(1+2,,1,) 


R, is approximately Rp for the GG amplifier. 
Finally, examine the MOSFET source-follower amplifier at mid-frequen- 
cies. The circuit and its MFSSM are shown in Figure 2.34. This an easy circuit 


to analyze because the drain is at SS ground. The output node equation is: 
(a er + &d a Bal = 8m %1 (2.93) 


Equation 2.93 leads to the SF amplifier’s gain: 


K, =e = Bo8m'a __ (2.94) 
0, r,+Rp(1+8,,1%) 


By inspection, R;,, © ; R,,, can be found by 2,,/1,,. 


Rpg mld 
= Oe = 1, +Rp(1+ 8,1) _ Rpt, /(1+ 8,74) (2 95) 
= is Sm Rp oF r[(1+S nts) 
Single FET amplifiers generally have higher R,,, about the same R,,,,, less 


gain, and more even harmonic distortion than equivalent BJT amplifiers. 


2.4.5 Simple Amplifiers Using Two FETs at Mid-Frequencies 


As in the case of BJTs, certain basic building blocks for analog ICs can be 
made from two transistors. Figure 2.35 illustrates four such circuits using 
field-effect transistors. Notably absent is the difference amplifier; because of 
its great importance in analog electronic circuits, the DA is treated separately 
in Chapter 3 of this text. Figure 2.35(A) illustrates a Darlington amplifier in 
which the input transistor is an n-channel MOSFET acting as a voltage 
control-led current source driving the base of a power npn BJT. Figure 2.35(B) 
shows the FET-BJT equivalent for the “feedback pair” power amplifier. In 
Figure 2.35(C), a source-follower/grounded-gate high-frequency amplifier 
can be seen and an FET-FET cascode amplifier is shown in Figure 2.35(D). 
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FIGURE 2.34 
(A) A p-channel MOSFET source follower. (B) MFSSM for the MOSFET S-F. 


It is necessary first to examine the gain of the FET-BJT Darlington con- 
nected as an emitter follower. This circuit and its MFSSM are shown in Figure 
2.36. Analysis begins by writing the node equations for the v, and v, nodes; 
note that i, = gje(0; 0); Ug = U1 Us = Bn Taz ANA G;, = 1/hyje. 


GAgat Set Sal ORs = i Bn (2.96A) 
Dg [Sie (1 + Ng)] + 0 [ge (1 + he) + Ge] = 0 (2.96B) 
Using Cramer’s rule, 
= (97+ oie (1 + hye) + Gp (gy + 8+ 8) (2.97) 
Do = V1 Yn Sie (1 + hg) (2.98) 
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FIGURE 2.35 

(A) An n-channel MOSFET/npn BJT Darlington configuration. (B) A p-channel MOSFET /npn 
BJT feedback pair configuration. (C) An n-channel MOSFET source-follower—grounded-gate 
amplifier. (D) An n-channel JFET cascode amplifier. 


Solving for v,/v, yields: 


2, R,(1+h) 


0, R,(1+h, (1+ )+h,(1+ )+1, 


(2.99) 


As expected, this voltage gain is <1. The amplifier’s input resistance is 
extremely high and the output resistance can be found by the open-circuit 
output voltage, given by Equation 2.99, divided by the short-circuit output 
current, which is simply i,(1 + h,) for 0, = 0, (Rout = OCV/SCC). R,,,; is on the 
order of single ohms. 

Next, find the gain for the FET-BJT feedback pair amplifier shown in 
Figure 2.35(B). The node equations are: 
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Re 


FIGURE 2.36 
Top: A MOSFET/BJT Darlington connected as an emitter-follower. Bottom: MFSSM of the 
Darlington EF. See analysis in text. 


V4 [8a + Biel Vo [Ziel = 01 Fm (2.100A) 
Va [Sie (1 + hge)] + % [Ge + gic (1 + hy)] = 0 (2.100B) 
Using Cramer’s rule, 
= 84 [Ge + Sie (1 + My)] + Sic Ge (2.101) 


0 = O71 a Sie (1 + hy) (2.102) 


from which the mid-frequency voltage gain is found: 
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FIGURE 2.37 
MESSM for the two-MOSFET SF/GG amplifier. See text for analysis. 


2, R, (1+h,) R 


“i R,(1+hg) +h, +T, 7 R, +(hj, or) h,.) ~ K, (2.103) 


Again, R,,, is very high because of the MOSFET and R,,, can be found from 
Roy =OCV/SCC. It can be shown that R,,,,is R; in parallel with (f1,, + 1,)/(1 + hg) 
ohms. 

The MFSSM of the FET-FET SF-GG amplifier of Figure 2.35(C) is shown 
in Figure 2.37. Proceeding as before, write the node equations for v, and v,, 
then use Cramer’s rule to find the amplifier’s MFSS gain; note that v,., = 


v, ¥v, and v v 


gsr = Us 
0, [2(84 + Gm) + Gs] Vo [Sal = Sin M1 (2.104A) 

0. [8a + Sl + Vo [Go + Za] = 0 (2.104B) 

= 2Gp (84 + Gin) + Sa Bin + Gs) + Gs Gp (2.105) 

V5 = 01 8m (Za + Fn) (2.106) 


The voltage gain is found from Equation 2.105 and Equation 2.106: 


v +Rp 


oO 


0, Ry+2r,+7,(r,+R,)[R+ ) (2.107) 
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FIGURE 2.38 
MESSM for the two-JFET cascode amplifier. See text for analysis. 


Note that the gain is noninverting; R,, is on the order of 10% and R,,,, is 
slightly lower than Rp. 


The final two-FET amplifier considered is the cascode amplifier using two 
JFETs shown in Figure 2.35(D). The MFSSM of the cascode is shown in Figure 


2.38. Note that 0,1 = 01, Ug. = Us, the JFETs are matched, and = g,, rj. The 
node equations are: 


0, [284+ Sml Sa = nV (2.108A) 

0, [8a + Sml + Vo [Go + Za] = 0 (2.108B) 

= 281 Gp + 287 + 8mGo + 8m 81 8d — 8m Sa = Go(28a + Sn) + 87° (2.109) 
V,= 0; 8m [84a + Sl (2.110) 


The cascode amplifier’s mid-frequency voltage gain is found to be: 


v,_ R, (1+ ) 


(ej 


0, 7 Ry+r,(1+ ) 


=K, (2.111) 
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The JFET cascode amplifier’s R,,, is on the order of gigaohms; its R,,,, is slightly 
lower than Rp. 

Two-transistor amplifiers using FETs generally have very high input resis- 
tances, gains that are not as high as equivalent two-BJT amplifiers, and more 
distortion in the output signal because of the nonlinear I,,(V¢,) characteristics 
of all FETs. 


2.5 High-Frequency Models for Transistors, and Simple 
Transistor Amplifiers 


2.5.1. Introduction 


The limitation of the high-frequency bandwidth of all transistor amplifiers 
can be modeled by small capacitances that shunt the transistor’s small-signal 
model elements to ground or that connect input to output. High bandwidth 
is certainly not required for conditioning recorded physiological signals such 
as the ECG, EMG, EEG, EOG, etc. Such signals require only a low audio 
bandwidth for faithful reproduction. High bandwidth (into the tens of mega- 
hertz) is required for pulsed and CW ultrasound signals. 

Pulse signals from sensors in imaging systems in which radioactive emis- 
sions are measured (e.g., SPECT, PET, scintimammography, etc.) also require 
amplifiers with bandwidths in the hundreds of megahertz or higher. Emitted 
ionizing radiation is detected using scintillation crystal/photomultiplier 
tube systems or direct semiconductor radiation sensors (Northrop, 2002). 

A major goal of electronic amplifier design is to develop amplifier designs 
that overcome certain basic limitations on high-frequency bandwidth. A 
major limitation on high-frequency response is called the Miller effect. In this 
effect, a small-signal parasitic capacitor couples the inverting output of an 
ideal VCVS amplifier to its input. The circuit is shown in Figure 2.39(A); 
clearly, V,= __V, (the amplifier is inverting). Feedback to the input node is 
through the parasitic capacitance, C,, (normally approximately 1 to 3 pF in 
small-signal transistors). A node equation is written on the V, node: 


VIG. +7 Col Vij Cy= GV, (2.112) 


from which 


(2.113) 


is obtained. 
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FIGURE 2.39 

(A) Simple VCVS with negative feedback through capacitor C;, illustrating the cause of the 
Miller effect. (B) Simple circuit showing the Miller capacitor of the equivalent input low-pass 
filter. See text for analysis. 


Equation 2.113 is the frequency response function of an equivalent simple 
R-C low-pass filter shown in Figure 2.39(B). Note that the equivalent capac- 
itor shunting the V, node to ground is (1 minus the voltage gain) times the 
parasitic feedback capacitor, C;,. This high-frequency attenuation of the input 
signal due to C;,, is called the Miller effect. 

When the ideal inverting VCVS is replaced by a Thevenin equivalent, as 
shown in Figure 2.40, the effect of C;, is more complex. Now it is necessary 
to write two node equations: 


V, [G, +] Ci] Vo Ce 7 Y, Gy (2.114A) 
Ve Co Gl+ VIG +7 C,] = 0 (2.114B) 


Using Cramer’s rule to solve for V, and V;; 


G,+] C,, j Ci, : 
“lic, @] [etic] =G,G,+j C,[G,+G,(1+ )] (2.115) 
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FIGURE 2.40 
Another circuit illustrating the Miller effect; the effect of an output resistance is included. 


AV, = V, G, lj Cs G,] (2.116) 
AV, =V,G.U Co+ Gol (2.117) 
Thus: 
V A 1 C,,R, 
Ya(j j= i GR! J (2.118) 
s +] C,[(1+ JR, +R,] 
and: 
Vie 1+j7 CR 


ar j c,{a+ )R+R,] ve) 


From Equation 2.118, it can be seen that the break frequency of the pole 
still depends inversely on the Miller capacitance in the input circuit, Cy, = 
C,,(1 + ). The Thevenin output resistance also contributes to the amplifier’s 
time constant. Note that the larger the gain magnitude, , is, the lower the 
break frequency. This property suggests a trade-off between gain and ampli- 
fier high-frequency bandwidth, called the gain—bandwidth product (GBWP). 
More will be said concerning the GBWP in following sections. 

BJTs and the various types of FETs have parasitic capacitances between 
the input and output nodes and ground, and between the input and output 
nodes (the latter able to form the “evil” Miller capacitance). The following 
sections examine the high-frequency SSMs for BJTs and FETs, as well as the 
behavior of the three major single-BJT amplifiers (grounded emitter, 
grounded base, and emitter follower). The three major single-FET amplifiers 
(the grounded source, the grounded gate and source follower) will also be 
discussed. 
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FIGURE 2.41 

(A) The hybrid pi, high-frequency SSM for a BJT. A common-emitter configuration is assumed. 
(B) A hy-pi HFSSM circuit used to calculate a BJT’s complex short-circuit output current gain, 
hj), and f,, where |h,(j2 f;)| = 1. 


2.5.2 High-Frequency SSMs for BJTs and FETs 


The simplified, hybrid-pi (hy-pi) high-frequency, small-signal model 
(HFSSM) is widely used to model and predict the high-frequency behavior 
of npn and pnp BJTs. The hy-pi model is illustrated in Figure 2.41(A). The 
capacitance, C , is largely due to the depletion capacitance of the normally 
reverse-biased, collector—base junction and thus is voltage dependent. The 
capacitance, C , is the capacitance of the forward-biased, base-emitter junction 
and its value can be considered to be dependent on the total emitter current. 
Note that the hy-pi SSM uses a Norton model for the BJT’s collector-emitter 
port. The output conductance, g,, can be related to the BJT’s mid-frequency, 
h-parameter, SSM by g, (Moe = Sm Nye) (Northrop, 1990). The VCCS has a 
small-signal transconductance, g,,, given by: 


i h I 
banat + ale (2.120) 
(ae Ucp=0 r V, 


The g,, of BJTs is large compared with FETs and depends on the dc oper- 
ating point of the device; for example, if ig = 1 mA, g,, 0.04 S. g,, is 
measured under small-signal, short-circuit collector-emitter conditions. 
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An important BJT parameter is its f, the frequency at which [Pel = 1. Recall 
that: 


— < 


(2.121) 


di, a 


When i, and i, are sine waves, h,, can be written as a complex (vector) 
function of frequency: 


(2.122) 


Thus, by definition of f;, 


h,(j2 fr) =1 (2.123) 


To develop an expression for f; in terms of the hy-pi SSM parameters, 
consider the model shown in Figure 2.41(B). Because of the small-signal 
short-circuit conditions on the model, the collector current is: 


I, (j ) = SuV be j C Vie (2.124) 


V,. is found by writing a node equation on the B node: 


I 
ae) c e (2.125) 


Vig 


Substituting Equation 2.125 into Equation 2.124 yields the final result for 
hyj ): 


fej = (2.126) 
1+j r(C +C) 


7 Vie=0 


hy{0) is the low- and mid-frequency, common-emitter, h-parameter current 
gain, also known as the BJT’s beta. Set the magnitude of the expression of 
Equation 2.126 equal to unity and solve for fr: 


ee |) =) 
hey (c+c) 2(c+C}r 2(c +c i sae 
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FIGURE 2.42 
Bode frequency response magnitude of | Nj) F 


Thus, the f; frequency for unity current gain magnitude is seen to be a 
function of C and C , as well as the BJT’s Q-point. 

A Bode magnitude plot of h,{j_) vs. is shown in Figure 2.42. Note that 
h,(j ) has a (current) gain-bandwidth product. This is easily written from 
Equation 2.126: 


he(0) 


GBWP = —_“" 
2 ric +C } 


Hz (2.128) 


Note that the h;, GBWP = f;. 

It is important to note that the hy-pi HFSSM is generally valid for frequen- 
cies below f;/3. To examine high-frequency BJT circuit behavior above f;/3, 
one must use SPICE or MicroCap computer simulations, which use more 
detailed, nonlinear BJT models that include effects such as carrier transit 
times, charge storage, how C changes with Vz, etc. 

A simple, linear fixed-parameter model for FET high-frequency behavior 
is shown in Figure 2.43. For simple modeling of FET amplifier high-fre- 
quency response, the three voltage-dependent capacitances, C,,, C,,, and C,,, 
are assigned values determined from the FET’s quiescent operating point. 
Manufacturers of discrete FETs generally do not give specific values for C,,, 
C.q, and C;,; instead they specify C;,,, the common-source short-circuit input 
capacitance measured with v,, = 0 (small-signal drain-source voltage = 0). 
From inspection of the FET HFSSM, it is obvious that C;,, = C,, + C,,, at some 
specific Q-point. Also given by manufacturers is C,,,, the reverse transfer 
capacitance measured with v,, = 0. From the HFSSM, it is obvious that C,,, = 


Ca +C,,. In general, C_, > C.s0C. CgandC,, Cy Cre 
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FIGURE 2.43 
A simple fixed-parameter HFSSM for all FETs. In JFETs, in particular, C,; and C,, are voltage 
dependent. Their values at the Q-point must be used. 
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FIGURE 2.44 
The more general y-parameter HFSSM for FETs. 


At VHF and UHF frequencies, the simple HFSSM of Figure 2.43 is no 
longer valid, so a two-port, y-parameter model is commonly used for com- 
puter modeling in which the four y-parameters are frequency dependent. 
The y-parameter model is illustrated in Figure 2.44. Note that this is a Norton 
two-port. In general, y,,(7 ) = 8 + jx, and, at mid- and low-frequencies, y,, = 
&f = Snr Yrs 0; Vis 0; and Yos = Sa S. 

FETs are characterized by a maximum operating frequency, fx, at which 
the small-signal current magnitude into the gate node, I,(7 ), equals the 
current magnitude, |y,, V,,|, with 0,, = 0. From the VHFSS y-model of Figure 
2.44, it is clear that f,,,, Satisfies: 


V,, Sv. (2.129) 


Y pe(j2 frrax) 


Yis(i2 Fax) 
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It is easily seen from the fixed-parameter HFSSM of Figure 2.43 that: 


& 
is 2.130 
= 2 C... ( ) 


Note that fnax is a device figure of merit, not a circuit figure of merit. The 
unity gain frequency for a grounded-source or grounded-gate FET amplifier 
is apt to be lower than f,,,, because of the Miller effect and capacitive loading, 
etc. 


2.5.3 Behavior of One-BJT and One-FET Amplifiers at High Frequencies 


Figure 2.45(A) illustrates a simple, grounded-emitter (G-E) BJT amplifier. 
Note that the emitter is not actually grounded, but tied to ground through 
a parallel R;, C;. Rz provides temperature stabilization of the BJT’s dc oper- 
ating point; C; bypasses the emitter to ground at signal frequencies, putting 
the emitter at small-signal ground. Figure 2.45(B) illustrates the HFSSM of 
the circuit. Note that some output capacitance is generally present; it has 
been omitted in the model for algebraic simplicity. The base spreading resis- 
tance, r,, has also been eliminated so that two, rather than three, node 
equations govern the amplifier’s HF behavior. To analyze the circuit, begin 
by writing node equations for the V, and V, nodes: 

V,[IG,+g +7 (C +C)]l+V, fj C]=V,G, (2.131A) 


Ve, © Sn + Voi C +GJ=0 (2.131B) 


Using Cramer’s rule and a good deal of algebra, it is possible to find the 
mid- and high-frequency response function for the amplifier in time-constant 
form: 


SnRefr [(R,+1 ne jC /8n) 
1 ?CCR(Rr /(R,+r ))}+ 


¥, ; = 
v. Gj )= (2.132) 


i ([C (Rr [(R.+r +O Re+C (148, Ree /(R,+7 ))) 


Note that this quadratic frequency response function has a zero at = 
&n/C xr/s, which is well above the BJT’s_ , where the results predicted by 
the hy-pi model are no longer valid. It is therefore prudent to neglect the 
(1 j C/g,,) term. Without this term, the frequency response function is 
that of a second-order low-pass filter. The Miller capacitance isC (1+ 9,,Rc); 
its presence provides a significant reduction of the amplifier’s high-fre- 
quency 3-dB point. 
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FIGURE 2.45 

(A) A basic BJT “grounded-emitter” amplifier; the emitter is assumed to be at small-signal 
ground at mid- and high-frequencies. (B) Hybrid pi HFSSM for the amplifier. Note that C 
makes a Miller feedback path between the output node and the v,, node. 


A numerical evaluation of Equation 2.132 for the grounded-emitter BJT 
amplifier’s frequency response is useful to appreciate its practical behavior. 
Let g,,=0.01S;r =1.5k ;R-=10t ;R,=1k ;C =20pF,C =2pF,g,= 
0S; and r, = 0. The zero is found tobe at ,=¢,,/C =5 10°’ r/s, well over 
the amplifier’s > which is found to be 4.55 10° r/s. Thus, the zero is 
ignored. 

The denominator is factored with Matlab and is found to have two real 
poles: one at ,=6.60 10°r/s and the other at ,=6.32 10° r/s. Because 

2is also well over ,/3, it can be neglected. The mid-frequency gain is A,, = 

60 and the Miller capacitance is Cy, = C (1+ g,,Rc) = 202 pF. Finally, the 
G-E amplifier’s high frequency response function can thus be approximated 
by the one-pole LPF: 
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FIGURE 2.46 
(A) A BJT grounded-base amplifier. (B) The HFSSM for the amplifier. Note that the model does 
not have a Miller feedback capacitor. 


(i) 60.0 
V, (1+j /6.60 10°) 


(2.133) 


The Hertz to 3-dB break frequency is f, = 6.60 10°/2 = 1.05 MHz, not 
really very high. Recall that the amplifier’s GBWP tends to remain constant; 
thus, to estimate f,, one can divide the BJT’s f; by its mid-frequency gain: 
fi = 7.24 107/60=1.21 10° Hz (slightly higher than f,, but in the range). 

The next single-BJT amplifier circuit is the grounded-base amplifier, shown 
in Figure 2.46(A) and Figure 2.46(B). In the preceding treatment of the BJT 
G-E amplifier, feedback from the collector to the base coupled through the 
small-signal, collector-to-base capacitance, C ’ gave rise to the Miller effect, 
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which caused a lowered high-frequency response. In the grounded-base 
(G-B) amplifier, no such feedback occurs and no Miller effect is present. 
Consequently, a G-B amplifier’s high-frequency response is generally better 
than that for a G-E amplifier, other conditions being equal. 

To begin analysis of the G-B amplifier, note that the transistor’s base is 
bypassed to ground, causing the small-signal v, = 0. Thus, V,, = V,. = V, 
V, = V,. Assume that r, and g, = 0 for algebraic simplicity. Using the hy-pi 
HFSSM for the BJT, write node equations for the V, and V, nodes: 


VIG, +2 +2,+)] © )=V,G, (2.134A) 
V, [Ge +] C ] V, 8m = 0 (2.134B) 
Because the two node equations are independent, it is simple to write: 


V. 


V,= : 2.135 
* 14+R(g +g,)+7 CR, a 
pen Some (2.136) 

1+j7 CR. 


Substitute Equation 2.135 into Equation 2.136 and find the G-B amplifier’s 
frequency response function: 


_ SnRe/[1+R(g +8,,)] 
(1+7 CR}I+j CR/[1+R(g +,)]} 


i i ) (2.137) 


Now evaluate the frequency response function’s parameters. Let R, = 
200 ;r =2k ;¢,,=0.01;R-=10' ;C =2pF;C =20pF;r,=0; and g,=0. 
From these parameters, find the noninverting, mid-frequency gain, A,, = 
+32.26, ,;=1/(RCC)=5 10’ r/s; ,=[1+ BR, (g +8,,)]/R,C ]= 7.75 108 
r/s;and ;=455 10° r/s. Disregard , because it is above _ ;. Thus, the 
approximate frequency response function for the G-B BJT amplifier is: 


+32.26 
1+j /5 10”) 


(2.138) 


V (i) 

The GBWP for this amplifier is 32.27, 5 107=1.61 10’r/s. Clearly, the 
G-B amplifier has improved high-frequency response because no Miller 
effect is present. 


The final BJT amplifier to be considered is the emitter-follower (E-F) or 
grounded-collector amplifier. An E-F amplifier and its HFSSM are shown in 
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FIGURE 2.47 
(A) A BJT emitter-follower. (B) The HFSSM for the amplifier. 


Figure 2.47. Node equations are written for the V, and the V, = V, nodes. 
Assume that R, > R, and r, = g, = 0. Also, V,.= V,.=(V, _ 'V,). 


v|(G.+g )+(C +] Vig +sc J=V.G, (2.139A) 


VA[(s +g,,)+sC |+V.[(G: +g +g,,)+sC =0 (2.139B) 
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From Cramer’s rule: 


V,=V,G[(¢ +3,,)+sC | (2.140) 


=7C C +5[C (G,+G,)+C (G,+g,,+8 +G(G.+8,+8 )+¢G, (2.141) 


The emitter follower’s frequency response function can then be written, 
lettings j: 


a R848 )fu+sc N8n+8 )| 


(el 


Vv." 3e¢ RAR, +9{C (Re+R)+C R[I+R (8, +8 )]f + 


(2.142) 


{1+R,(g, +g J+e R,} 


Note that the preceding frequency response function is not in time-constant 
format; to put in standard TC format, one must divide all terms by {[1 + R; 
(2+ 8 )1 +g RJ. The mid-frequency gain of the E-F amplifier is simply: 


__ Rll+gur) oy (2.143) 
. R,(1+g,,7 )+R, +r 

Note that no Miller effect is present in an E-F amplifier, as well as no 
feedback from output to input; the gain is positive and <1. Let C = 2 pF; 
C = 20 pF; g,,=0.015;g =5 1045; R,= 200 ; and R,; =10' . The 
frequency of the zero is 5.25 10° r/s and it can be neglected. The E-F’s poles 
(break frequencies) are found to be at 2.058 10? r/s and 4.102 10° r/s. 

7=4.55 10%r/s. Because the break frequencies are 10 times the transistor’s 

r, the results are not particularly valid. What they do illustrate, however, 
is that the E-F has amazing bandwidth. Capacitance shunting G_ (output 
capacitance) will lower the E-F’s high frequency response. 

It is now appropriate to consider the high-frequency behavior of the three 
FET amplifiers analogous to the BJT amplifiers described previously: the FET 
grounded-source (G-S) amplifier; the grounded-gate (G-G) amplifier; and 
the source follower (S-F). Figure 2.48 illustrates a typical G-S amplifier and 
its HFSSM. It is clear that there will be a Miller effect for this amplifier 
because it has an inverting gain with magnitude >1 and a small capacitance 
C,, coupling the output node to the input. The node equations for the G-S 
amplifier’s HFSSM are: 


ve [G, + a(Cy, + Ca) Vi[sCyu] - Vv, G, (2.144A) 


Vol Sm + 8Ceal + ViIGp + 5(Cip + Coa)] = 0 (2.144B) 
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FIGURE 2.48 


(A) A JFET grounded-source amplifier. (B) The HFSSM for the amplifier. 
where Gp = Gp + g;. These equations are solved with Cramer’s rule: 


= G, Gp + 5(Cy, + Coa) Gy + s(C,. + Coa)Gp +s es + Cg a 


Cya C,.] (2-145) 
V, = V, G, [ 8m + SCya] (2.146) 
Thus, the detailed frequency response function for the FET G-S amplifier is: 
Yo (3)= 


8Ro[1 SC /8n] 
“Ic. * Coi)Ca ss COIRR, a 


(2.147) 
[RC,a(1 + 8 4Rp)+Rp(Cor + Cu) + RC,.| 41 
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Pick some reasonable parameters for the JFET:g,;=2 10 °S;Ip¢¢= 10 mA; 
Tpg = 5 MA; Ging = 7 10° 5; C,, = Cy = 2.5 pF; Cz, = 0.5 pF; R, = 600 ; and 
Rp=3k .Thus, Gp =3.533 1045 and g,,= Smo {Ung Inc) = 4-243 1035S. 

Now the zero is at g,,/C,; = 1.70 10’ r/s, anil is ridiculously high, so 
neglect it. The mid-frequency gain is simply A,, = g,,Rp = 12.0. To find the 
G-S amplifier’s two break frequencies (poles), it is necessary to factor the 
denominator of Equation 2.147. The two break frequencies are found to be 

,=3451 10’ r/s, or 5.492 10°Hz,and ,= 1.950 10° r/s. The first, 
lower-frequency pole is dominant and the second pole is neglected, giving 
the approximate frequency response for the G-S amplifier: 


12 
i) [i+7 /(3.451 10’)| 


oO 


4 
v,! 


(2.148) 


The FET analog to the BJT grounded-base circuit is the FET grounded-gate 
amplifier, shown in Figure 2.49(A). Assume that the dc Ipg flows through R, 
and V,, self-biasing the Q point of the JFET so that Vecg is appropriately 
negative. Figure 2.49(B) shows the HFSSM of the G-G amplifier. Write node 
equations at V, and V,: 


vic. + 84+ Bq t8( Coy + c,.) Vi[g,+sC,J=VG,  (2.149A) 


Vn t8i+SCu]+V[Gp +8: +8(Cye +Cu)]=0 2-149) 
Using Cramer’s rule: 
= 1Cu(Ce +O) + CC yg 
+16(C,, + Cu) 8u(Cr + om Tem (0 + C,,| tS (2.150) 
+[6.(G, + 81)+Gy(g, +2,,)| 
V, =ViG[g, +84 +5Cy| (2.151) 


The frequency response function for the JFET G-G amplifier can finally be 
written after some algebra: 


© 2004 by CRC Press LLC 


86 Analysis and Application of Analog Electronic Circuits 


Vop 


Ro 


Rp 


FIGURE 2.49 
(A) A JFET grounded-gate amplifier. (B) The HFSSM for the amplifier. 


+R D(Sn + 8)1+5Cata/ (1+ 8m r,)| 
Cal (Cet C,)#C,.Ca| RBL+ 


(2.152) 


[G,(Ci, + Ci) + (Gp + 8G t+ Coe) + SC [+ 
[1 +@,R,+ Rig, + 8n)| 


The numerical values of the FET HFSSM parameters are the same as for 
the G-S amplifier: g;= 2 10° S; Ipgs = 10 MA; Ipg=5 MA; Bing =7 10 °S; 
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C,, = Cog = 2.5 pF; C,, = 0.5 pF; R, = 600 ; and Rp =3k 3; and &), = Sino 
[Inq Ipss) = 4-243 10° S. The G-G amplifier’s mid-band gain is: 


A -—Rolte*l)  _ 3595 (2.153) 
0 R(g,t, +1) +R, +7, 


The frequency of the zero is sufficiently high, so it can be neglected: 


+1 
_ (Sus) _ 3.556 10° r/s (2.154) 
Cal 


Using numerical values, the quadratic denominator is factored to find the 
break frequencies, which are ,=1.29 10% and ,=1.78 10° r/s. Now 
the approximate low-pass transfer function of the G-G JFET amplifier can 
be written: 


Ye) 3.535 
Vi" [isi [29 10°) 


Note the GBWP for the G-G amplifier is 4.57 10% r/s and the GBWP for 
the JFET G-S amplifier with the same parameters is found to be 4.14 10° r/s, 
illustrating that gain-bandwidth product is substantially independent of 
amplifier gain and design for a given device. 

As a final example in this one-transistor amplifier section, consider the 
FET source follower (S-F), shown in Figure 2.50(A). From the HFSSM, the 
node equations can be written: 


(2.155) 


VIS, +9(Cyy+C,, } V[sC,.]=V,G, (2.156A) 


Vi[ 8m 8Cqe|* Ve, +G,+g,+9(C,.+ C,.) =0 (2.156B) 
Cramer’s rule yields: 
Z [CC +Cy)+C,, C,, * (C,. + Cg |G +Cyal Spt S¢+Gs) +Cog(Ge + s:)] + 
[G.(s,.+84+6,)| (2.157) 
Vy = ViG 8m + 5C,s] (2.158) 


After some algebra, the frequency response function can be written: 
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V op 


FIGURE 2.50 
(A) A JFET source-follower amplifier. (B) The HFSSM for the amplifier. 


R.g,,)1+sC,, 
V, (s)= Sn +s «/8n| (2.159) 
Vio 8 CyalCyy + Cad) + Cy Cas | aRs + 
5{R,(C,, + Cy) +RCpa[1+ Rey +84) + iCall + gi} n 
[R(x +8, +G,)| 
From Equation 2.159, the mid-frequency gain is: 
A, = RoSn%) __ 9.993 (2.160) 


R.(g,, ‘, + 1) +1; 
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using the parameters of the preceding FET amplifiers. The zero is at, = 
8n/ Cys = 1.70 10° r/s. 

The two poles found by factoring the quadratic denominator in numerical 
formare ,=1.26 10°and ,=5.96 10%r/s. Thus, the approximate mid- 
and high-frequency response of the JFET S-F is: 


Vv. ( . +0.923 


a [i+7 /(6-96 10°)| 


2.161 
Z (2.161) 


This section has shown how the Miller effect reduces high-frequency 
response in conventional grounded-emitter BJT amplifiers and grounded- 
source FET amplifiers. It has also shown that G-B, G-G, E-F, and S-F amplifiers 
do not suffer from the Miller effect and generally have their first high- 
frequency break frequency well above that for the same transistors used in 
G-E and G-S amplifiers. The following section shows that good high-frequency 
amplifiers essentially free of Miller effect can be made using two transistors. 


2.5.4 High-Frequency Behavior of Two-Transistor Amplifiers 


The loss of high-frequency amplification from the Miller effect comes from 
the negative feedback from output to input nodes supplied through the small 
drain-to-gate capacitance in FETs or through the collector-to-base capaci- 
tance in BJTs, configured as G-S and G-E amplifiers, respectively. Clearly, a 
good high-frequency amplifier design must avoid the Miller effect at all costs. 

The first broadband amplifier configuration can be realized with two BJTs, 
two FETs, or an FET and a BJT. It is called the emitter-follower/grounded-base 
(EF—GB) configuration when made from BJTs. Figure 2.51 illustrates the 
circuit and its HFSSM. As in the previous examples of single-transistor, high- 
frequency amplifier analysis, write the three node equations for the HFSSM 
of the amplifier: 


V,[Go+sC »] 8 _2V, =0 (2.162A) 
V[G.+g.+5(C +C,)] Vig. tsc J=V.c, (2.162B) 


Vi [8 + 8 1 +8C }+V[(g 1+ 9 +81 + Sno) +Ge+9(C ,+C »)|=0 (2.162C) 


Note that the V, node equation is depends only on V,; thus: 


Vo (5) = Sue (2.163) 
VO" dace Re 
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FIGURE 2.51 
(A) A BJT emitter-follower-grounded-base amplifier. (B) The HFSSM for the amplifier. 


To simplify the algebra, assume the transistors are identical and have the 
same Ic¢g. Thus, 


Cy=Cy=C pSin § m2 Snr h 4 ro r,Cy C, Cc, 


(2.164) 
tte =O, and 841 = 802 =0 


x 


and, using Cramer’s rule and a plethora of algebra, the frequency response 
for V, can be found (let s = 7 ): 
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es (1+g,,7 J+ sc r /Q+g,.17 )| 
v, "ape C +C7]Rr + 


(2.165) 


3{C [2r +R(g,,7 +2+G,r +c RI2(1+g,,7 )+G,r I}+ 
[2(1+8,,7 )+G,r +R(g,,+G;)| 


The mid-frequency gain of the amplifier is found by substituting Equation 
2.165 into Equation 2.163 and letting s =j = 0: 


ae Sue 
"Vi 24[r +R (1+g,R JRA 1+g,,7)| ae 


Note that the small-signal term, g,, 7 , is equal to the BJT’s beta or h;.. Define 
reasonable numerical values for the EF—GB circuit’s parameters: I-g = 1 mA; 
8m = 0.0384615 S;r =2.6 10° ;R,=300 ;R-=6k ;RE=3k ;C =2pF, 
and C = 200 pF. 

Substituting these parameters in the preceding expressions yields A,, = + 
108.66. The frequency of the zerois ,=(1+g,7)/C r =1.942 10° r/s. 
The collector break frequency is at ;=1/C R- = 8.333 10’ r/s. The other 
two break frequencies are found from finding the roots of the denominator 
of Equation 2.165; they are ,=1.961 10% and ,=3.438 10’ r/s. Thus 
the overall frequency response function for the EF—GB amplifier is: 


(2.167) 


V, +108.66[1+j /(1.942 10°)| 
vii) ei /(3.438 10)|f1+j /(8.333  107)Ifi+j /(2.961 10°)| 


Note that the HF pole nearly cancels the HF zero, so the final (approximate) 
frequency response is 


Yar; ) V, +108.66 
v, Vji+j /(3.438 10”)[fi+j /(8.333 10’)| 


(2.168) 


Note from the HFSSM of the EF-GB amplifier that it has no Miller capacitance 
coupling the output to the input and the gain is noninverting. By way of 
comparison, substitute the hy-pi transistor model parameters used previously 
into the frequency response expression for a conventional single G-E ampli- 
fier, given by Equation 2.132 in the previous section. The mid-frequency gain 
for this amplifier is found to be 230.8 and the dominant break frequency is 
at ,=5.348 10°r/s, considerably lower that that for the EF-GB amplifier. 
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FIGURE 2.52 
(A) A BJT cascode amplifier. (B) The HFSSM for the amplifier. 


Asecond two-transistor amplifier that substantially avoids the Miller effect 
is the well-known cascode amplifier, shown in Figure 2.52(A). The two-BJT 
cascode amp is illustrated, but it is possible to use an FET for the lower 
transistor and a BJT for the top, or to use two FETs. As in the preceding 
pga assume that C ,=C,=C, 8 =8n =Sme% p= 2=7,C 1 =Co 
C fy = Ty = 0, and 84; = 8) = 0. The node equations for the HFSSM of Bioure 
2.52(B) are 


V,((G,+g)+s(C +C)] V,[sC ]=V,G, (2.169A) 
Vil &mt+sC 1+ Vi 1g +8mn)+s(C +C)]=0 (2.169B) 


V,[Ge+sC] Vig, =0 (2.169C) 
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From Equation 2.169 can easily be written: 


MV; (s)= SmnRc (2.170) 
V, 1+sR.C 


Using Cramer’s rule on Equation 2.169A and Equation 2.169B: 


=s"[2C C +C*]+5[¢ (c +C )+g,,(C +2C )]+ 
(2.171) 
[G.(g +8,)+8 (¢ +8,,)] 


V.= V,G.g,[1 sC /s,| (2.172) 


The frequency response function for V, can be written from the two pre- 
ceding equations: 


Ve64) Sint [1 sC /8n| 


Vv," [2c c +C7]+sRIC (1+g,r)+C (142g, )]+ 


(2.173) 


[+ 8,7 J+ R(g +8n)| 


From Equation 2.173 and Equation 2.169C, the cascode amplifier’s mid- 
frequency gain, A,,, can be found: 


‘vOr 


= V, = SnRc [gt /(+g,7 )| 
w 7 (1+ R,/r ) 


(2.174) 


Now, using the hy-pi HFSSM parameters used in the EFR-GB HF amplifier, 
evaluate the zero, poles, and gain, A,,, for the cascode amplifier, A,, =—204.9. 
The zero isat ,=1.923 10!°r/s (the zero is negligible). The collector pole 
for the upper BJT is 3; = 1/(R-C ) = 8.333 10’ r/s. The two poles for the 
V, frequency response function, Equation 2.173, are found to be, = 1.739 
108 and =, = 2.036 10’ r/s. Note that , is the dominant, lowest break 
frequency. The simplified frequency response function is thus: 


Vix: 204.9 
o(j ) 


V. fei /(2036 10”) es 


The high break frequency for the BJT cascode amplifier compares favorably 
with that for the EF—GB amplifier analyzed previously. There is no Miller 


© 2004 by CRC Press LLC 


94 Analysis and Application of Analog Electronic Circuits 


effect for the upper (G-B) BJT and the Miller effect for the lower (G-E) BJT 
is very small because the V,/V, voltage gain magnitude is <1. Namely, 


1 
V. (9) = Su" [+30 )_ ggz7 (2.176) 
a 1+R,/s 


In summary, certain one- and two-transistor amplifier designs are inher- 
ently broadband because they avoid the Miller effect. These designs include 
the emitter-follower; grounded-base; source-follower; grounded-gate; 
EF-GB pair; and cascode amplifiers. The next section examines some other 
schemes for increasing high-frequency response, also known as broadband- 
ing. One way is to trade-off mid-band gain for high-frequency bandwidth 
by using negative feedback. Another is to use a high-pass zero to cancel a 
low-pass pole, effectively extending high-frequency bandwidth. Still another 
is to ensure that the Thevenin source resistance of the first stage’s output is 
very low compared to the input resistance of the second stage; an emitter 
follower is often used to realize low R,,. 


2.5.5 Broadbanding Strategies 


In op amps, instrumentation amplifiers, and other IC amplifiers, multiple 
transistor stages are used to achieve the requisite gain. The gain stages are 
generally direct coupled (DC), i.e., there is a dc pathway from the output of 
one stage to the input of the next gain stage. Thus DC amplifiers can amplify 
dc signals. To match appropriate dc bias voltages between the output of one 
stage and the input of the following stage, often a resistive voltage divider 
is used. Another strategy to match dc levels is to alternate pnp and npn BJTs 
in the stages (or p-channel and n-channel FETs). An advantage of the voltage 
divider is that it allows one to use shunt capacitive frequency compensation. 

Figure 2.53 illustrates two stages of a DC amplifier in general format; the 
first stage is represented by a frequency-independent Thevenin model, cou- 
pled to the input of the second stage through a voltage divider, (R,, R,). The 
input resistance and capacitance of the second stage are R,, C;, respectively. 
V, drives the second stage. The shunt capacitor, C,, can be used to cancel 
the low-pass effect of the input capacitance. To illustrate this effect, find the 
transfer function, V,/V,, using the simple voltage-divider relation: 


1 
Voges G,,+sC; 
a0 aoe i (2.177) 
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FIGURE 2.53 
An R-C voltage divider model for direct coupling between amplifier stages. It is shown that a 
nearly flat frequency response occurs when R,C, = C; (R;||R,). 


where: 
R, = u =1/G (2.178) 
in G, +G, m * 
Adjust C, so that C,R, = C;R,, and do algebra to find: 
R,, 

V, R,,+R,+R 

(s)=—_* 4,52 (2.179) 
Vv, 14 sCRLR,, 

R,,+R, +R, 


Note that, if R, 0, Vo/V,_— Rin/ (Rin + Ry) (V2/V, is independent of 
frequency); otherwise the break frequency is quite high. 

Another general principle of extending the high-frequency bandwidth of 
a multistage, inverting-gain amplifier is to trade-off mid-band gain for band- 
width through the use of negative feedback. The classic illustration of the 
gain-bandwidth constancy is done with op amps in Section 6.3 in Chapter 6. 
A similar example will be examined here; see Figure 2.54 for the circuit. 
Without feedback (R; = ©), an inspection shows that the amplifier’s fre- 
quency response is: 


4 
(7 )= 2.180 
v0 az, —— 
The gain-bandwidth product of this amplifier without feedback is: 
GBWP, = / ,1/s (2.181) 
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Rr 


FIGURE 2.54 
Circuit illustrating the trade-off of gain for bandwidth using negative feedback. See text for 
analysis. 


With feedback, V; is given by the node equation: 


V[G,+G,] V,G, =V.G, (2.182A) 
(s ,+1)V, 
++ ~/G.+G,| V,G,=V,G, (2.182B) 
v0 (s) = Re [e+ R(t J] (2.182C) 
A s a (R, ot R,) 
[R, +R, (1+ )] 
The gain-bandwidth product with feedback is: 
GBWP, = /[ ,(1+2,/R,)| (2.183) 


Assuming that > 1and R, > R; yields the approximate frequency 
response function: 


(2.184) 
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Note the trade-off between closed-loop gain and bandwidth; the lower the 
mid-band gain magnitude is, R,/R,, the higher the break frequency, 


= RAR +Re) 0, 


a 


The choice of transistor for a high-frequency amplifier design is para- 
mount. BJTs must be chosen to have high f;s, and FETs to have high f,,,,. 
Although it may never be necessary to design a discrete or an IC multistage 
amplifier, the factors described earlier that go into the design of broadband 
amplifiers should appreciated. 


2.6 Photons, Photodiodes, Photoconductors, LEDs, 
and Laser Diodes 


2.6.1 Introduction 


This section examines the properties of semiconductor devices that sense 
photon energy and others that emit photon energy. Photons are an alternate 
way to describe electromagnetic (EM) radiation generally having wave- 
lengths from 1 104mtolessthan3 10m. These wavelengths include 
infrared (IR); visible light; ultraviolet (UV); x-rays; and gamma rays. The 
photon is a quantum EM “particle” used to describe physical interactions of 
low-power EMR with molecules, atoms, and subatomic particles, such as 
atomic shell electrons. The electromagnetic wave characterization of EM 
energy is used throughout the EM spectrum and finds application in describ- 
ing the operation of antennas, transmission lines, fiber optic cables, and 
optical elements such as lenses, prisms, and mirrors used in IR, visible, and 
UV wavelengths. Maxwell’s equations for EM wave propagation are also 
useful in describing such phenomena as diffraction, refraction, and polar- 
ization of light (Balanis, 1989; Hecht, 1987). 

A photon has essentially zero mass; it moves at the speed of light in a 
medium and has an individual energy of =hc/ =h joules, where h is 
Planck’s constant (6.6253 10 * joule-second); c is the speed of light in the 
supporting medium (c = 2.998 10° m/sec in vacuo); is the wavelength of 
the EM radiation in meters; and is the Hertz frequency of the EMR (_ of 
visible light is approximately 10 Hz). Photon energy is also given in elec- 
tronvolts (eV). To obtain the energy of a photon in eV, divide its energy in 
joules by 1.602 101. (1.602 10 ” is the magnitude of the charge on an 
electron.) For example, a photon of blue light with a wavelength of = 
450 nm has an energy of e = (6.626 10**Js)(3 10®m/s)/(450 10° m)= 
4.41 101° J or 2.76 eV. Similarly, a photon of = 700 nm (red light) has an 
energy of 2.84 10 J or 1.77 eV. Figure 2.55 illustrates the EM spectrum. 
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10” 4.13 
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10" 4.13x10 7 
10° 4.13X10 ? 
10” 4.13X10? 
10” 4.13x10* 
7 Microwave 
0 4.13X10° 
10° 4.13x10 © 
Radio frequencies 
10° 3 4.13x10 


FIGURE 2.55 
The electromagnetic spectrum. 


Many sensors are used to measure EM energy in biomedical applications. 
These include, but are not limited to, photodiodes; phototransistors; photo- 
conductors; pyroelectric IR sensors; photomultiplier tubes (PMTs); scintillation 
crystals + PMTs; etc. (Northrop, 2002). 

Next, pn junction photon sensors, photoconductors and certain solid-state 
photon sources will be considered. It will be demonstrated that the interac- 
tion of photons in a certain energy range with a semiconductor pn junction 
can cause the generation of a photovoltaic EMF; this EMF is the basis for 
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photodiode behavior and the solar cell as an energy transducer (photons to 
electrical current flow) capable of doing work. Photodiodes and solar cells 
can be used to measure incident EM radiation intensity. Also treated in the 
following sections are the generation of photon energy by special semicon- 
ductor diode structures, the light-emitting diode (LED) and the laser diode. 
Both types of photon-emissive devices have found wide application in bio- 
medical instrumentation (Northrop, 2002). 


2.6.2. PIN Photodiodes 


Photodiodes are used as sensors for EMR ranging from near infrared (NIR) 
to near ultraviolet (UVA). Even a standard small-signal silicon pn junction 
diode with a transparent glass envelope will respond to incident EMR of 
appropriate wavelength, as will a reverse-biased LED. However, photo- 
diodes used for photonic measurements have specialized junction structures 
that maximize the area over which incident photons are absorbed. Photo- 
diodes are used in a broad range of biomedical instruments, including blood 
pulse oximeters; finger-tip heart-rate sensors; single-drop blood glucose 
meters; fiber-optic-based spectrophotometers (used to sense analytes in blood, 
urine, etc.); spectrophotometric detection of tumors using endoscopes; etc. 

Photodiodes fall into two broad categories: (1) three-layer, PIN diodes (“I” 
stands for intrinsic semiconductor) and (2) avalanche photodiodes (APDs), 
which are basically four-layer structures (P+IPN). Figure 2.56 illustrates sche- 
matic cross sections through two types of PIN devices. Note that to improve 
the efficiency of photon capture, a thin, /4 layer of antireflective (AR) 
coating is used on the surface of the PD, similar to the AR coatings commonly 
used on binocular and camera lenses. Assume an incident photon with the 
appropriate energy passes through the AR coating, enters the P+ diffusion 
layer, and interacts (collides) with a valence-band electron. If the electron 
gains energy greater than the band-gap energy, E,, it is pulled up into the 
conduction band, leaving a hole in the valence band. 

These electron-hole pairs are formed throughout the P+ layer, the deple- 
tion layer, and the N-layer materials. In the depletion layer, the E-field 
accelerates these photoelectrons toward the N-layer and the holes toward 
the P-layer. Electrons from the electron-hole pairs generated by photons in 
the N-layer, along with electrons that have arrived from the P-layer, are left 
in the N-layer conduction band. Meanwhile the holes diffuse through the 
N-layer up to the depletion layer while being accelerated and are collected 
in the P-layer valence band. By these mechanisms, electron-hole pairs, which 
are generated in proportion to the amount of incident light, are collected in 
the N- and P-layers of the PD. This results in a positive charge in the P-layer 
and a negative charge in the N-layer. 

When an external circuit is connected between the P- and N-layers, photo- 
current electrons will flow away from the N-layer and holes will flow away 
from the P-layer, toward the opposite electrode. The PIN PD and the external 
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FIGURE 2.56 

(A) Layer cake schematic of a three-layer PIN Si photodiode. (B) Layer cake schematic of a 
three layer, NIP Si photodiode. The AR coating minimizes reflection (and thus maximizes 
photon absorption) in the range of wavelengths in which the PD is designed to work. The guard 
ring minimizes dark current. 


circuit are shown in Figure 2.56(A). Note that in normal operation of the PD, 
it is reverse-biased, so the photocurrent is a reverse current flowing in the 
same direction as the thermally generated leakage current that flows in a 
reverse-biased pn diode. 
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FIGURE 2.57 

Top: simple series circuit for PIN PD. Bottom: ip vs. vp curves as a function of absorbed photon 
power, P;. The load line is determined by the Thevenin equivalent circuit that the PD “sees.” 
Note that the PD’s photocurrent, I, flows in the reverse direction. V, across the load resistor 
can be determined graphically by the intersection of the ip = f(P;) line with the load line. 


Figure 2.57 illustrates typical PIN PD volt-ampere curves. The load line 
represents a graphical solution of the PD’s (nonlinear) volt-ampere curves 
with the (linear) Thevenin circuit “seen” by the PD. The zero-current inter- 
cept of the load line on the Vp axis is at Thevenin open-circuit voltage; the 
zero-voltage intercept is Thevenin short-circuit current. The load line per- 
mits a graphical solution of: 


ip(v,) =4 2 (2.185A) 


or 
Up = Vz ip R, (Vz < 0 in reverse-biased diode.) (2.185B) 


The slope of the load line is easily seen to be 1/R and depends only on 
the Thevenin model parameters. Most PDs are operated in the third quad- 
rant, either with a reverse-bias OCV or under short-circuit conditions (vp = 
0). PD signal-conditioning circuits will be described later. 
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The total PD current can be modeled by: 
ip =1,,[exp(vp/V-) 1] Ip (2.186) 
where the photocurrent, Ip, flows in the reverse direction and is given by: 


I,= ue amperes (2.187) 


where P; is the total photon power incident on the PD active surface in watts; 
V,;=kT/q, isthe capture efficiency (approximately 0.8); and I,, is the reverse 
saturation current. I,, is very temperature dependent; it can be approximated 
by (Navon, 1975; Millman, 1979): 


1,(1)=1,(7,)2°° *¥ 


oO 


or 
I,/l5='4[3/T + /(kT?)] 0.08/°K (2.188B) 


where T is the Kelvin temperature; T, is the Kelvin reference temperature; 
is the silicon energy gap (1.15 eV); and k is Boltzmann’s constant (1.380 
10 #3 J/K). The simple PD model given by Equation 2.186 does not include 
the ohmic leakage of the reverse-biased PD. Such leakage can be an appreciable 
portion of the reverse dark ip for large reverse Up. 

If the PIN PD is operated at zero ip, photon power produces an open- 
circuit voltage given by: 


Ono =(KT/q)In 1+ ne open-circuit volts (2.189) 


rs 


Silicon PIN PDs are useful over a wavelength band covering approxi- 
mately 200 to 1100 nm; their spectral sensitivity rises slowly to a peak at 
approximately 800 nm, then falls off rapidly. Sensitivity is given by the PD’s 
responsivity in amps per watt; R(_) = ip(0)/P,. R(_) peaks at approximately 
0.55 A/W at approximately 850 nm. Figure 2.58 shows a “typical” Si PIN 
PD responsivity plot. PDs can also be fabricated using germanium (Ge) and 
InGaAs. The former material responds from approximately 300 to 1600 nm 
and the latter composition has a spectral responsivity range from approxi- 
mately 800 to 2600 nm. Depending on operating conditions, PIN PDs are 
useful over a range of picowatts to milliwatts of optical power. 
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FIGURE 2.58 
A typical responsivity plot for a Si PIN PD. See text for discussion. 


Figures of merit for PDs include the responsivity R( ), described previ- 
ously; the noise-equivalent (optical) power (NEP); and the detectivity (D*). 
The NEP is the incident P; at required to generate a short-circuit response 
current, Ip, equal to the RMS noise current of the detector system (unity 
output signal-to-noise ratio.) NEP is a measure of the minimum detectable 
noise power at a given wavelength and bandwidth. In other words, 


_ rms noise current 


NEP 
() responsivity @ 


Watts (2.190) 


The noise generated by a PD operating under reverse bias is due to shot 
noise generated in the dark leakage current and Johnson (thermal) noise 
generated in the equivalent shunt resistance of the PD. Shot and thermal 
noises are broadband and considered to have flat white power density spec- 
tra (See Chapter 9). The mean-squared shot noise can be shown to be given 
by: 


i?=2qI,,B msA (2.191) 
where q is the magnitude of the electron charge; Ip, is the dark leakage 


current in amperes (Ip; is zero for a zero-biased PD); and B is the equivalent 
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Hertz noise bandwidth over which the noise current is measured. The mean- 
squared thermal noise can be shown to be given by: 


i2=4kTGB msA (2.192) 


where k = Boltzmann’s constant (1.38 10 °8 J/K); T = Kelvin temperature 
of PD; B = equivalent Hertz noise bandwidth; and G = net thermal noise 
producing resistance. The total MS diode noise current is found by adding 
the two MS current noises: 

2 


i? =i2+i2 msA (2.193) 


n 


Thus the total RMS diode noise is: 


i 


i, =i? = \(2q1p, +4kTG)VB rmsA (2.194) 


Johnson noise dominates as the dark current 0. Note that NEP depends 
on , Ip, (thus the PD operating circuit), the noise bandwidth B, T, and the 
net (Norton) conductance, G, in parallel with the photocurrent and noise 
current sources. The NEP for Si PIN PDs ranges from approximately 
10-4W/.J/Hz for small-area (A = 1 mm?) low-noise PDs, to over 2 
10-3 W/./Hz for very large area cells (A = 100 mm2). Obviously, the NEP is 
desired to be as small as possible. Note that manufacturers give NEP inde- 
pendent of the noise Hertz bandwidth, B. NEP must be multiplied by the 
./B to get the actual NEP in watts. 

Often the input light power, P;, is chopped; that is, the beam is periodically 
interrupted by a chopper wheel, effectively modulating the beam by mullti- 
plying it by a 0,1 square wave. The chopping rate is generally at audio 
frequencies (e.g., 1 kHz) and the bandwidth of the associated band-pass filter 
used to condition the PD output determines B. Chopping is used to avoid 
the excess 1/f diode noise present at DC and very low frequencies. 

Figure 2.59 illustrates the equivalent model for a reverse-biased Si PIN PD, 
showing signal, noise, and dark current sources, the diode small-signal 
capacitance, C,, which is a depletion capacitance that depends on vpg, and 
diode semiconductor doping and geometry. Note that the DC reverse leakage 
current has two components: a constant small I,, and a voltage-dependent 
dark current, Ip;. (Ip, + [,,) are used to calculate i,,. Normally, R, > R, so the 
thermal noise current is found using the external load resistor, R (1/R = G). 
The junction depletion capacitance, C,, decreases as Upg goes more negative. 
Large C, is deleterious to PD high-frequency response because it shunts Ip(j_ ) 
to ground. Note that C, increases with illumination and is smallest in the dark 
(using the circuit of Figure 2.57). C; is on the order of picofarads. For example, 
one Si PIN PD with 1 mm‘? active area anda vpg= 10VhasaC; 4 pF. 
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FIGURE 2.59 

Model for a reverse-biased Si PIN photodiode. i,, is the DC current-dependent shot noise root 
power spectrum; i,, is the thermal noise root power spectrum. V, and R are components of the 
DC Thevenin circuit biasing the PD. 


D* is 1/NEP for the detector element only, normalized to a 1 cm? active 
area. D* is used only for comparisons between PDs of different active areas. 
D* units are cm./Hz/W. (A “better” PD has a higher D*.) 


2.6.3. Avalanche Photodiodes 


A cross-sectional schematic of an avalanche PD (APD) is shown in Figure 
2.60. Inan APD, a large reverse-biasing voltage is used, about 100 V or more, 
depending on diode design. The internal E-field completely depletes the 
-region of mobile carriers. The E-field in the -region causes any injected 
or thermally generated carriers to attain a saturation velocity, giving them 
enough kinetic energy so that their impact with valence-band electrons 
causes ionization — the creation of other electron-hole pairs — that in turn 
are accelerated by the E-field, causing still more impact ionizations, etc. 
Photon-generated electron-hole pairs are separated by the E-field in the 
p- and -regions; electrons move into the n+ layer and holes drift into the 
p+ layer, both of which are boundaries of the APD’s space-charge region. 
These photon-generated carriers are multiplied as they pass through the 
avalanche region by the impact ionization process. At a given reverse oper- 
ating voltage, Upg = Vr, one electron generated by photon collision produces 
M electrons at the APD’s anode. The contribution of electrons to Ip is much 
greater than that from holes because electrons generated in the p- and 
-regions are pulled into the avalanche region, whereas holes are swept back 
into the p+ region (including the holes generated in the avalanche process). 
APD noise is due to shot noise. As in the case of the PIN PD, the shot 
noise is a broadband (white) Gaussian noise whose mean-squared value is 
proportional to the net DC component of the APD’s anode current, Ip,,;. The 
DC anode current has two components; dark leakage current, [;, and DC 
photocurrent, I,. The mean-squared shot noise current is given by: 


i? =2qBly, msV (2.195) 
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FIGURE 2.60 
Cross-sectional layer cake model of an avalanche photodiode. 


It is clear that the lowest APD shot noise occurs when the ADP is operated 
at very low (average) light levels. Figure 2.61 illustrates the peak gain and 
RMS shot noise current as a function of the DC reverse-bias voltage on a 
“typical” Si APD. The total leakage current, I,, can be written as: 


l=ls+Mlyz (2.196) 


where I,; is the surface leakage current (not amplified) and I, is the bulk 
leakage current (amplified by the avalanche process). The theoretical MS 
shot noise current may also be written (Perkin-Elmer, 2003): 


i,? = 2qB{I,,+[I,,M*+PR,( )M]F} msA (2.197) 


where q is the electron charge magnitude; I, is the dark surface leakage 
current; I, is the dark bulk leakage current; Ip = P; R,(_) M is the amplified 
DC photocurrent; and F is the excess noise factor. In general F= M+(1__ ) 
(2. 1/M). Because M 100,F 2+ Mz. The parameter, , is the ratio of 
hole to-electron ionization probabilities and is <1. M is the voltage-depen- 
dent APD internal gain. It is defined as the ratio of the output current at a 
given P;, , and DC reverse-bias voltage, Vz, to the output current for the 


© 2004 by CRC Press LLC 


Models for Semiconductor Devices Used in Analog Electronic Systems 107 


Gain (M) or Noise Current (pA/VHz) 


0 20 40 60 80 100 120 140 160 180 200 
Reverse Bias V oltage, V. 


FIGURE 2.61 
Plot of peak photonic gain, M, and shot noise root power spectrum, i, for a typical avalanche PD. 


same input (P; and), but at a low dc reverse-bias voltage, say 10 V. P; is 
the incident optical power at wavelength , R( ,V>) is the spectral respon- 
sivity in A/W, and B is the Hertz noise bandwidth. 

The PE C30902S5 APD has the following parameters at a reverse voltage of 
approximately 225 V: F = 0.02M + 0.98(2. 1/M). M = 250 at 830 nm; thus, 
F = 6.956. The responsivity at 830 nm is R( ) = 128 A/W. (Dividing the 
responsivity at 830 nm by M yields R,(830) = 0.512 A/W.) Total dark current 
is Ip = 1 10% A. The noise current root spectrum is i, = 1.1 10% 
RMSA/ JHz. The shunt capacitance is C; = 1.6 pF. The rise time and fall time 
to an 830-nm light pulse with a 50 —_R, (10 to 90%) is t, = t= 0.5 ns. 

The wavelength range of the APD responsivity curve, R(_), depends on 
APD material; Si APDs are useful between 300 to 1100 nm, Ge APDs between 
800 and 1600 nm, and InGaAs devices between 900 to 1700 nm. The peak 
responsivity depends on the average reverse-bias voltage on the APD. R,(_) 
is defined as the APD’s responsivity at a low Vz such that M = 1. Thus, the 
APD’s (amplified) photocurrent can be written 


I, = P; R\( ) M = P; R(_) amps (2.198) 
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FIGURE 2.62 
Plot of signal current and RMS shot noise current for a typical APD vs. gain M, showing the 
optimum M where the diode’s RMS SNR is maximum. 


ata given and Vz, as shown in Equation 2.195. As noted earlier, the total 
shot noise from an APD depends not only on dc leakage current, but also 
on dec photocurrent. There is also a noise current from any Thevenin con- 
ductance shunting the APD. Thus, the total diode noise in MSA is given by: 


i? =2gB{I,,+[I,M°+P.R,( )MJF}+4kTG,BmsA (2.199) 
The APD’s MSSNR can be written, noting that F 2+ M: 


PPRY (JM 


SNR = 
2qB{I,,+[I,,M+PR,( )|MF}+4kTG,B 


(2.200) 
_ P?R?(_)/B 
2a{I,5 /M? +[I,,+PR,( )/M](2+ M)} +4kTG, /M? 


Inspection of the denominator of the right-hand SNR expression shows 
that it has a minimum at some M = M,, which results in a maximum SNR, 
other factors remaining constant. This optimum M, is illustrated in Figure 
2.62. Recall that M is set by the DC reverse bias on the APD, Vx, so finding 
the optimum V, and M to optimize the APD SNR can be arty. 


2.6.4 Signal Conditioning Circuits for Photodiodes 


The most basic signal conditioning circuit for a PD is the simple DC Thevenin 
circuit shown in Figure 2.57. As discussed in the text, the output voltage 
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FIGURE 2.63 
Top: op amp signal conditioning circuit for a PIN PD operated at constant bias voltage. Bottom: 
plot of PD ip vs. vp curves showing the constant voltage load line. 


from the photocurrent can be found graphically using the load line deter- 
mined by V; and R. Neglecting dark current, it is simply: 


V,= q (P; /hc)R volts (2.201) 


An active circuit commonly used to condition PD output is shown in 
Figure 2.63. Because the summing junction of the op amp is at virtual ground, 
the PD is held at a constant reverse bias, V3. Ip flows through R;, so Ohm’s 
law tells that V, = q (P; /hc) R, neglecting leakage (dark) current. By 
operating a PIN PD at reverse bias, the junction depletion capacitance, C,, 
is made smaller and the diode’s bandwidth is increased. Unfortunately, 
reverse bias also increases the leakage current and thus the device’s shot 
noise. If Vz is made zero, then C,; is maximum and the PD’s bandwidth is 
lowest. At zero bias, the leakage current 0 and the diode’s shot noise is 
minimal, depending only on the photocurrent. As Chapter 9 will show, R; 
and the op amp contribute noise to V,; this noise will not be discussed here, 
however. 
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FIGURE 2.64 
Top: op amp signal conditioning circuit for a PIN PD biased from a Thevenin dc source. Bottom: 


plot of PD ip vs. vp curves showing the load line. 


Sometimes a resistor is added in series with V; to limit the current through 
the PD. This circuit is shown in Figure 2.64. Note that the maximum PD 
current is determined by the load line and isi, = V,;/R.APDs are run with 
the same circuit, except V, is on the order of hundreds of volts and the series 
R (typically 21 M_) serves to protect the APD from excess reverse current 
that, for most APDs, is on the order of hundreds of microamperes. Although 
the series resistor protects the ADP from excess reverse current, it also pro- 
duces thermal (Johnson) noise over and above the APD’s shot noise, as well 
as the noise produced in the op amp circuit 

An op amp circuit can be used to condition the output of a PIN PD to 
yield a logarithmic output proportional to P;, as shown in Figure 2.65. The 
PD is operated in the zero current mode. Solving for vp,-: 
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FIGURE 2.65 
Top: op amp signal conditioning circuit fora PIN PD operated in the open-circuit photovoltage 
mode. Bottom: plot of PD ip vs. vp curves showing the operating points. 


iy =0=1, [exp(2,,, /V,) y q (P, hc) (2.202) 


q (P,_/he) 


rs 


=V,In 1+ (2.202B) 


Doc 


and, because of the R,, Rr voltage divider, this yields: 


V, =(14R,/R,)V_ In 12K fe) (2.203) 


At very low light powers, using the relation In (1+ )  , V, can be 
approximated by: 
P. /h 
ve (ARR) Se ui jhe) 


oO 
rs 


(2.204) 
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FIGURE 2.66 
Top: schematic of the Burr-Brown OPT202 IC photosensor. Bottom: spectral sensitivity of the 
OPT202 sensor. See text for details. 


Typical parameter values are (1 + R-/R,) = 10°, Vp = kT/q = 0.0258, q = 
1.602 10/°Cb, 0.8, =512nm,h=6.625 10J.sec,c=3 10% m/s, 
I, 1nA,and NEP 5 10“ W. Neglecting leakage (dark) current, V, can 
be calculated for P;,=1pWat =512nm: V,= 8.51 mV. 

Several manufacturers make ICs containing a PIN photodiode with an on- 
chip amplifier e.g., Burr-Brown makes the OPT202. This photosensor has a 
2.29 2.29 mm PD coupled to an op amp with an internal 1-M_ feedback 
resistor, as shown in Figure 2.66. This IC works over a wide supply voltage 
range (42.25 to +18 V) and has a voltage output responsivity of 0.45 V/ W 
at =650nmwithitsinternalR;=1M .Ithasa 3-dB bandwidth of 50 kHz 
and a 10 to 90% rise time of 10 s. To alter system responsivity, the R; can 
be made larger or smaller than the internal1 M_ RR, The IC’s NEP is 10°" W 
forB=1kHzand =650nmwithR-=1M . 
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FIGURE 2.67 
Geometry of a photoconductor slab. 


2.6.5 Photoconductors 


Photoconductors (PCs) are transducers that convert photon energy into an 
increase in electrical conductance; they are also called light-dependent resistors 
or photoresistors. Figure 2.67 illustrates the cross-sectional schematic of a 
typical PC device. PCs can be made from a number of intrinsic and doped 
semiconductor materials. Each semiconductor has a distinct spectral 
response to light, ranging from UV to FIR. Table 2.1 lists some of the materials 
used in PCs, their bandgap energies in electronvolts, and the wavelength of 
their peak spectral response. 


TABLE 2.1 


Properties of Some Photoconductors 


Bandgap Wavelength of Peak Rise Time/ 


PC Material Energy, eV Response, A, m Fall Time 
ZnS 3.60 0.345 
CdS 2.40 0.52 30 MS/10 MS 
CdSe 1.80 0.69 15 MS/15 MS 
CdTe 1.50 0.83 
Si (intrinsic) 1.12 1.10 1 s/1 s 
Ge (intrinsic) 0.67 1.85 0.1 s/0.1 s 
PbS 0.37 3.35 
InAs 0.35 3.54 1ns 
Te 0.33 7.75 
PbTe 0.30 4.13 
PbSe 0.27 4.58 2s 
HgCdTe (77 K) 5.0 */5 s 
InSb (77 K) 0.18 6.90 
GeCu (4 K) 25 
GeBe (3 K) 55. 
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In general, the total current in a PC can be written: 
Ing = V, [Gp + Gp] (2.205) 


where V, is the bias voltage; Gp is the equivalent dark conductance; and Gp 
is the photoconductance. Gp can be shown to be given by (Yang, 1988): 


+ 
G, = 7 ae, c ) ~ Siemens (2.206) 


Ss 


where _,, is the mean lifetime of holes; , = |v,/E | = hole mobility in 
cm2/V.sec; ,, = |v,/E| = electron mobility in cm2/V.sec; v, and v,, are the 
mean drift velocities of holes and electrons, respectively; E is the uniform 
E-field in the semiconductor; and g, ,P;, ,h, and c have been defined 
previously. Note that, in general, >  ,. The expression for Gp is an approx- 
imation, valid up to the cut-off wavelength, ..[P; /hc] = ;, the incoming 
number of photons/second on area wl m2. The dark conductance of a Si PC 
can be found simply from the room temperature resistivity of Si, , and the 
geometry of the PC. For example: 


G,=A/ l=wd/ 1=0.2cm 0.001cm/(2.3 10° cm 0.02 cm) 
(2.207) 
=4348 10°S 


From Equation 2.206, the photoconductance for a Si PC illuminated by 
1 W of 512-nm photons is: 


cm? /N sec 


Cb p WwW m 
16 10” 0.8 10*(1350+450) 10° 512 10° 
7 10 4 6.625 10% 3 10° (2298) 


cm m/sec 


Gp 


joule.sec 


=5.935 10 * Siemens 


A great advantage of PCs is their unique ability to respond to MIR and 
FIR photons at wavelengths not sensed by PIN PDs or APDs. For various 
materials, as the bandgap energy decreases, . increases and the PC’s 
response time constants decrease. 

PCs also are unique in their ability to convert x-ray photons to conductance 
change. X-ray sensing PCs are made of amorphous selenium (a-Se) (Soltani 
et al., 1999). An a-Se PC with E 10 V/ m produces approximately 1000 
electron-hole pairs per 50-keV x-ray photon. There is a 50% attenuation of 
a 50-keV electron beam in d = 365 m a-Se. Soltani et al. (1999) describe a 
charge-coupled x-ray photon-sensing array using a-Se sensors that have 
superior image resolution to phosphor x-ray sensors. 


c 
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FIGURE 2.68 
Op amp circuit for conditioning a photoconductive sensor’s output. The current through Rc 
compensates for the PC’s dark current. 


Figure 2.68 illustrates a simple op amp circuit that gives V, u P;. Note that 
Re is used to cancel the PC’s dark current. A Wheatstone bridge can also be 
used to convert photoconductance to output voltage, albeit nonlinearly. 
Unlike PDs, PCs make thermal noise; it can be shown that the total MS noise 
current input to the op amp’s summing junction is: 


12, ={4kT[G, +G, +G.+G,]+i2}B msA (2.209) 

Note that the MS noise increases with input light power because Gp 
increases with P;. In addition to the noise current, the op amp also has an 
equivalent short-circuit input noise voltage, e,,,2 B MSV. Chapter 9 will con- 
sider such noise. 


na 


2.6.6 LEDs 


Light-emitting diodes are widely used in all electronic applications as pilot 
lights, status indicators, and warning signals. They are also used in biomedical 
applications as (approximately) monochromatic light sources for chemical 
analysis by spectrophotometry. LEDs can be purchased that emit not only 
near IR, but also visible red, orange, yellow, green, blue, and white light. An 
important application for LEDs in biomedicine is the two light sources in 
the pulse oximeter, which is basically a two-wavelength spectrophotometer 
used to measure blood oxygen saturation (Northrop, 2002). One NIR LED 
emits at 805 nm, the isobestic wavelength for deoxyhemoglobin (Hb) and 
oxyhemoglobin (HbO,) absorbance (the wavelength at which Hb and HbO, 
absorbances are equal). The other wavelength is at approximately 650 nm 
(red), where there is a large difference between the absorbances of Hb and 
HbO,. LEDs are also used as the light sources in the paper strip, blood 
glucose sensing systems. Again, a two-  spectrophotometer is used. Even 
though LEDs are relative broadband emitters, their spectral purity is good 
enough for simple spectrophotometric measurements. 
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An LED is a solid-state, pn junction device that emits photons upon the 
application of a forward-biasing current. It converts electric energy directly 
into photon energy without the intermediate step of thermal conversion. 
LED p-material is typically doped gallium aluminum arsenide (GaAlAs), 
while the n-material is doped gallium arsenide (GaAs). Between the p and 
n layers is an active layer. When a forward voltage (and current) is applied 
to the LED, holes from the p-region (GaAlAs) meet electrons from the 
n-doped GaAs layer in the active layer and recombine, producing photons. 
Photon wavelength is dependent on the chemical composition and relative 
energy levels of the two doped semicon layers. It also depends to a small 
degree on the junction temperature and I,,. Visible-light LEDs typically have 
plastic dome lenses that serve to expand and diffuse the light from the LED’s 
active layer. The plastic is colored to indicate the color of the emitted light; 
clear lenses are used for NIR LEDs. 

The wavelength of the emitted light can be altered by varying the compo- 
sition of the doped semicon materials used in the LED. Typical materials 
used in LED construction include Al, As, Ga, In, P, and N (as nitrides). White 
light can be made by several mechanisms, but one way is to make a blue 
LED and use the blue light to excite a mixture of phosphors in the reflector 
cup that emit at several longer wavelengths; the mixture of wavelengths 
appears white. 

LED forward voltage is on the order of 1.5 V and operating currents range 
from a few to tens of milliamperes. When a forward current is applied 
through a pn junction, carriers are injected across the junction to establish 
excess carriers above the thermal equilibrium values. The excess carriers 
recombine and, in so doing, some energy is released in the form of heat and 
light (photons). The injected electrons in the p side make a downward energy 
transition from the conduction band to recombine with holes in the valence 
band. Photons are emitted having energy, E,, in joules. The emission wave- 
length is approximately: 


= hc/E, meters (2.210) 


In practice, the emission power spectrum is not a narrow band such as 
that produced by lasers, but is a curve with a smooth peak and a Q defined 
by the wavelength of the peak emission power density divided by the 
between the half-power wavelengths on either side of the peak. That is; Q = 

pe/ + Forexample,Q_ 16 fora GaAsP LED with peak emission at 650 nm 
(Yang, 1988). The Qs for Osram LEDs LS5421, LO5411, LY5421, and LG5411 — 
emitting power peaks at 635, 610, 586 and 565 nm, respectively — are 14.1, 
15.3, 13.0, and 22.6, respectively. 

Figure 2.69(A) illustrates the I-V characteristics of a green gallium phosphide 
(GaP) LED. Compare this curve with the I-V curve for a typical small-signal, 
Si pn junction diode, as shown on Figure 2.69(B). Figure 2.69(C) illustrates 
the light intensity vs. Ip for the green LED and Figure 2.70 illustrates the 
relative spectral emission of a GaP green LED. The peak is at approximately 
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TABLE 2.2 

Semiconductor LED Materials and Approximate Emission 
Peak Wavelengths* 

Material Wavelength ( m) Photon energy (eV) 
GaP (Zn, diffused green) 0.553 2.24 

Ga, , Al, As (red) 0.688 1.78 
GaP (Zn, 0-doped red) 0.698 1.76 
GaAs (NIR) 0.84 1.47 
InP 0.9 1.37 
Ga(As, P, ,) 1.41-1.95 

GaSb 15 0.82 
PbS (MIR) 4.26 0.29 
InSb 5.2 0.23 
PbTe 6.5 0.19 
PbSe 8.5 0.145 


@ Peak emission, , depends on temperature and diode current. 


561 nm and the half-intensity width is measured at approximately 26 nm, 
giving an LED Q = 21.6. 

Modern LEDs are now available in the near UV, which provides excellent 
application in biochemical fluorescence analysis as an inexpensive source of 
excitation for DNA microarrays (gene chips) and many other modes of 
fluorescent chemical analysis. Their UV can also be used to catalyze the 
polymerization of dental fillings and for spot sterilization. For example, the 
Nichia NSHUS55S0E UV LED (gallium indium nitride) has a spectral emission 
peak centered at 370 nm, quite invisible to the human eye. Nichia also makes 
gallium nitride (GaN) single quantum well LEDs that emit blue with a peak 
at approximately 470 nm that are intended for excitation in fluorescence 
applications, including protein analysis and DNA analysis using SYBR 
green and SYPRO orange molecular tags. 

The following section shows that laser diodes (LADs) have much narrower 
spectral emission lines, but also can have under certain operating conditions 
many closely spaced emission lines. 


2.6.7. Laser Diodes 


The basic difference between an LED and an LAD is that the latter has an 
optical resonance cavity that promotes lasing. The optical cavity has two end 
facet partial mirrors that reflect photons back into the cavity so that a self- 
sustaining laser action occurs. The mirrors can be the cleaved surfaces of the 
semiconductor crystals or may be optically ground, polished, and coated. 
The LAD unit generally contains a photodiode (PD) that is used with an 
external circuit to monitor the optical power output, P,, of the LAD. LADs 
are easily damaged by excess Ip causing excess P,. Often the PD output is 
used to provide feedback to limit the optical power output of the LAD so 
that the end mirrors are not damaged by heat or XS light. If the end mirrors 
are damaged, the LAD becomes an expensive, ineffective LED. 
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FIGURE 2.69 

(A) ip VS. Up curve for a GaP (green) LED. Note the high threshold voltage for forward conduc- 
tion. (B) For comparison, the ip vs. Up curve for a typical Si small-signal pn diode. (C) Relative 
light intensity vs. forward current. 


Low-power LADs come in a variety of packages; probably the most famil- 
iar is the cylindrical can with top (end) window. Such TO-cans are typically 
5.6 or 9.0 mm in diameter and have three leads: (1) common, (2) LAD 
cathode, and (3) PD anode. The PD’s cathode and the LAD’s anode are 
connected to the common lead. 
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FIGURE 2.70 
Spectral emission characteristic of a GaP green LED. 


How does diode lasing occur? If some forward current, I,, generates an 
electron-hole pair ready to emit a photon of energy E, = hh , and another 
photon is present with energy / ,, the existing photon stimulates the elec- 
tron-hole pair to recombine and to emit a photon coherent to the existing 
one. The probability of stimulated emission is proportional to the density of 
excess electrons and holes in the active region and to the density of photons. 
Under low-density conditions, it is negligible. However, if coherent positive 
feedback is provided by reflecting back some exiting photons with the end 
mirrors, the stimulated emission can become self-sustaining. This self-sus- 
taining, stimulated emission is the heart of the laser principle. 

Several LAD structures are currently used. Early LAD design used homo- 
junction architecture, the boundary between the p- and n-materials serving 
as the active (laser) region. The length of the active region was much longer 
(300 to 1000 m) than its thickness (1 m) or width (3. m). The end facets 
served as the mirrors. A LAD design using alternating layers of p- and 
n-materials is called a heterojunction structure. For example, if three p-layers 
are alternated with three n-layers, there are five active regions to lase. When 
four p-layers are alternated with four n-layers, there are seven active regions, 
etc. Heterojunction designs have been used to fabricate high-power output 
LADs. Because of their geometry (long and very thin) homo- and hetero- 
junction LAD output beams tend to be asymmetrical and are often difficult 
to focus into a small symmetrical (Gaussian) spot. 
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The new, vertical cavity, surface-emitting laser (VCSEL) diodes consist of 
a (top) light exit window (it can be round, 5 to 25 m in diameter), a top- 
distributed Bragg reflector, a gap to set the emission wave length, two 

-spacers surrounding a GaAs active region, and then a bottom-distributed 
Bragg reflector sitting on the bottom substrate. VCSEL lasers operate in a 
single longitudinal mode. They can be designed to have anastigmatic Gaus- 
sian beams, which are easy to focus with simple lenses. Because the mirror 
area is larger, VCSEL lasers are not as prone to overpower damage and 
optical feedback is not necessary as it is in edge-emitting LADs. They also 
lase at much lower I,s because of their efficient mirrors. 

LADs are considered to be current-operated devices; they should be driven 
from regulated current sources, not voltage sources. Figure 2.71(A) illustrates 
the optical output power, P,, from a LAD vs. the forward current, Ip, for a 
typical heterojunction LAD. [,, is the threshold current where enough elec- 
tron-hole pairs are produced to sustain lasing. Note that increasing device 
temperature moves the P,(I,) curve to the right. The steep part of the curve 
is essentially linear and is characterized by its slope: P,/ Ijp= watts/amp. 
In the region of I, between 0 and I,,, the LAD is basically a LED. An algebraic 
model for the P,(I,) curve above Ip, is: 


P,= Ip P, (2.211) 


where P, is the intersection of the approximate line with the negative P, axis. 
Needless to say, Ip, is much lower for a VCSEL LAD. (An Avalon, AVAP760, 
VCSEL, 760-nm LAD has Ip; = 2.0 mA and Ipg = 3.0 mA. Ipg is the operating 
current for this LAD.) 

Although VCSEL LADs have a single mode output (the preceding 760-nm 
VCSEL has a line Q of 3.95 10'*Hz/100 10°Hz=3.95 10°), homo- and 
heterojunction LADs generally emit a multimode “comb” spectral output. 
The number of spectral lines that appear at the output of a gain-guided LAD 
depends on the properties of the cavity and mirrors, the operating current, 
and the temperature. According to the Newport Photonics Tutorial (2003): 


The result is that multimode laser diodes exhibit spectral outputs having 
many peaks around their central wavelength. The optical wave propa- 
gating through the laser cavity forms a standing wave between the two 
mirror facets of the laser. The period of oscillation of this curve is deter- 
mined by the distance L between the two mirrors. This standing optical 
wave resonates only when the cavity length L is an integer number m 
of half wavelengths existing between the two mirrors. In other words, 
there must exist a node at each end of the cavity. The only way this can 
take place is for L to be exactly a whole number multiple of half wave- 
lengths /2. This means that L = m( /2), where is the wavelength of 
light in the semiconductor matter and is related to the wavelength of 
light in free space through the index of refraction n by the relationship 

= ,/n. As a result of this situation there can exist many longitudinal 
modes in the cavity of the laser diode, each resonating at its distinct 
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(A) Optical power output from a laser diode (LAD) vs. forward current. Note that increasing 
the heterojunction temperature decreases the output power at constant Ip. (B) Increase in output 
wavelength of an LAD at constant P, with increasing case temperature. (C) Mode-hopping 
behavior of LAD output wavelength with increasing case temperature. 


wavelength of ,, = 2L/m. From this [development] you can note that 
two adjacent longitudinal laser modes are separated by a wavelength 
[difference] of = ,?/(2nL). 
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Even single-mode devices [VCSEL LADs] can support multiple [output] 
modes at low output power... As the operating current is increased, one 
mode begins to dominate until, beyond a certain operating power level, 
a single narrow linewidth [output] spectrum appears. 


It is also noted that the center of an LAD’s output increases with operating 
temperature. This property is useful in spectroscopy in which the fine struc- 
ture of a molecular absorbance spectrum is being studied. Newport gives 
data for one LAD with a center frequency of 837.6 nm at 20°C. The center 
wavelength increases linearly with increasing temperature to 845.5 nm at 
50°C. Thus, / T=0.263 nm/°C. 

Single-mode LADs can exhibit a phenomenon known as mode-hopping. 
Here the output increases linearly over a short temperature interval, at the 
upper end of which it hops discontinuously to a slightly larger . The linear 
behavior again occurs, followed by another hop, etc. The linear behavior of 

(T) and mode-hopping are shown in Figure 2.71(B) and Figure 2.71(C). 
Because of mode-hopping and drift with temperature, LADs used for wave 
length critical applications are temperature stabilized to approximately 0.1°C 
around a desired operating temperature using thermoelectric (Peltier) cooling. 

Many circuits have been developed to drive LADs under constant-current 
conditions. Some circuits use the signal from the built-in PD to stabilize the 
diode’s P, when CW or pulsed output is desired. In communications appli- 
cations, in which the LAD is driving an optical fiber cable, it is desirable to 
on/off modulate P, at very high rates, up into the gigahertz in some cases. 
In biomedical applications, in which the LAD is used as a source for spec- 
trophotometry, the intensity modulation or chopping of the beam is more 
conveniently done at audio frequencies to permit the operation of lock-in 
amplifiers, etc. 

One of the more prosaic applications of LADs is the common (CW) laser 
pointer. Some of these devices are operated without any regulation by the 
simple expedient of using one current-limiting resistor in series with the two 
batteries. The resistor is chosen so that Ip is always less than Ip,,,, when the 
batteries are fresh. Of course the pointer spot gets dimmer as the batteries 
become exhausted. Figure 2.72 illustrates this basic series circuit and the 
solution of the LAD’s Ip = f (Vp) curve with the circuit’s load line. 

An example of a two-BJT regulator used in laser pointers (Goldwasser, 
2001) is shown in Figure 2.73. This is a type 0, negative feedback circuit that 
makes P, relatively independent of V, and  T. Inspection of this circuit 
shows that if P, increases, the PD’s Ip increases, decreasing Ig), thus Iz; and 
Ip, and thus reducing P,; therefore, negative feedback stabilizes P.,,. 

When it is desired to modulate an LAD at hundreds of megahertz to 
gigahertz for communications applications, very special circuits indeed are 
used. LADs can be modulated around some 50% P, point much faster than 
from fully off to fully on. Several semiconductor circuit manufacturers offer 
high-frequency single-chip LAD regulator/drivers. For example, the Analog 
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FIGURE 2.72 
Top: LAD powered from a simple DC Thevenin circuit. Bottom: an LAD’s ip vs. vp curve 


showing max ip, load lines, and operating point. 


FIGURE 2.73 
A simple LAD P, (thus ip) regulator circuit. The LAD’s built-in PD is used to make a type 0 


intensity controller. 
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FIGURE 2.74 
A type 1 feedback system designed by the author to regulate and modulate LAD P,. The LAD’s 
built-in PD is used for feedback. 


Devices AD9661A driver chip allows LAD on/off switching up to 100 MHz, 
and has <2 ns rise/fall times. The Maxim MAX3263 is a 155 Mbps LAD 
driver with <1 ns rise/fall times. Needless to say, getting an LAD to switch 
at such rates involves the artful use of ferrite beads, as well as consideration 
of parasitic distributed parameters such as LAD lead inductance and stray 
capacitances. The MAX3263 chip also has a “slow start” feature to protect 
the LAD at turn-on. The design of GHz modulation circuits is beyond the 
scope of this text and will not be treated here. 

Figure 2.74 illustrates the architecture of an op amp feedback/modulation 
circuit designed by the author for spectrophotometric LAD applications. It 
uses a VCCS to drive the LAD and a feedback loop containing signal con- 
ditioning for the on-board PD, a difference amplifier (DA), an integrator, and 
another DA. The input that sets the LAD’s output power is V,9, which can 
be an audio-frequency square-wave, a sinewave + DC, or just DC. The VCCS 
subunit drives the LAD. Its transconductance can be found by KVL, noting: 


V,= (Ip Rp + V;) (2.212) 


The node equation for the power op amp’s summing junction can be 
written: 


(0)[2G+G,] V.G, VG V,G=0 (2.213) 
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Substituting for V,: 


VG, V.G Gl (IpR-+V,)]=0 (2.214A) 
VR _ 

Ip = RR" Vex (2.214B) 

Gy, = R/(R,R,) Siemens (2.214C) 


Now refer to the block diagram shown in Figure 2.75, which illustrates 
the simplified dynamics of the circuit of Figure 2.74. The LAD’s P,(Ip) curve 
for Ip > Ip, is approximated by the linear relation of Equation 2.211. The 
output of the PD conditioning amplifier is subtracted from the set-point, V,o, 
to create an error voltage, V,, which is integrated forming V3. V; is then 
subtracted from V, > 0, a bias voltage, forming V,, the input to the VCCS. 
Ip is the LAD drive current. Application of Mason’s rule yields the transfer 
function: 


V,o(s) K;G 
p= 098) K;Gy + Vi(s)sGy of P,(s)s (2.215) 
o  st+KG, k s+KG, k s¥KG, k 


Note that V, and P, are dc levels. At turn-on, they can be considered to be 
steps. Using the Laplace initial value theorem: 


P(0+)=s 2 eu ig SG ge 2 (2.216A) 
links s s+K,G,, k s s+K,G,, k s s+K,G,, k 


P(0+)=0+(V,Gy -P,) (2.216B) 


In other words, the initial P, is set by V,. 
Next, use the Laplace final value theorem to find P,¢s: 


V_(s 
Pss =s (8) KGy YU sGy go Z (2.217A) 
lims 0 s s+KG, k ss+KG, k 8s s+KG,, k 


V kG, 
[eG ee (2.217B 


i~M 
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FIGURE 2.75 
Top: typical LAD ip vs. vp curve, showing desired P,9. Bottom: simplified block diagram of the 
regulator/modulator of Figure 2.74. See text for analysis. 


Note that the final value of P, is independent of V, and P, and is set by Vio. 

Driving laser diodes safely is a complex matter; it requires a VCCS and 
feedback to stabilize P, against changes in temperature and supply voltage. 
It also requires a mechanism to protect the LAD against over-current surges 
at turn-on and when switching I. Fortunately, several manufacturers now 
offer special ICs that stabilize P, and also permit high-frequency modulation 
of the laser output intensity. 


2.7 Chapter Summary 


This chapter introduced models for the basic semiconductor devices used in 
analog electronic circuits, including pn junction diodes; Schottky diodes; 
bipolar junction transistors (BJTs); field-effect transistors (JFETs, MOSFETs); 
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and some common solid-state photonic devices widely used in biomedical 
instrumentation, e.g., PIN photodiodes, avalanche photodiodes, LEDs, and 
laser diodes. 

The circuit element models were seen to be subdivided into DC-to-mid- 
frequency models and high-frequency models that included small-signal 
capacitances resulting from charge depletion at reverse-biased pn junctions, 
and from stored charge in forward-conducting junctions. Mid-frequency 
models were used to examine the basic input resistance, voltage gain, and 
output resistance of simple, one-transistor BJT and FET amplifiers. 

Also examined as analog IC “building blocks” were two-transistor ampli- 
fiers. High-frequency behavior of diodes, single-transistor amplifiers, and 
two-transistor amplifiers was examined. Certain two-transistor amplifier 
architectures such as the cascode and the emitter (source)-follower-— 
grounded-base (gate) amplifier were shown to give excellent high-frequency 
performance because they minimized or avoided the Miller effect. Certain 
other broadbanding strategies were described. 

Semiconductor photon sensors were introduced, including pin and ava- 
lanche photodiodes, and photoconductors. LEDs and laser diode photon 
sources were also covered, as well as circuits used in their operation. 


Home Problems 
2.1 A diode is used as a half-wave rectifier as shown in Figure P2.1A. 


a. Assume the diode is ideal. The voltage source is v,(f) = 10 
sin(377t) and the load is 10. Find the average power dissipated 
in the load, R;. 


b. Now let the diode be represented by the I-V curve in Figure 
P2.1B. Find the average power dissipated in the load and also in 
the diode. 


Ri 


FIGURE P2.1 
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3 


FIGURE P2.2 


2.2 A diode bridge rectifier is shown in Figure P2.2. Each diode has the I-V curve 
of Figure P2.1B. Find the average power in the load, R,, and also in each 


diode. 


2.3 A zener diode power supply is shown in Figure P2.3. Its purpose is to deliver 
5.1 Vde to an 85- load, in which a 9-V battery is the primary dc source. A 
1N751 zener diode is used; its rated voltage is 5.1 V when a 20-mA reverse 
(zener) current, J,, is flowing. Find the required value for R,. Also find the 


power dissipation in the diode, R, and R,, and the power supplied by the 


battery. 
Rs 
5.1V 

WVAVAY, 

I, 
+ 
9.0V —  1N751 A Sa 
— | 
FIGURE P2.3 


2.4 Refer to the emitter follower in Figure P2.4. Given: hg = 99, Veg = 0.65 V. 


a. Find Ig and R, required to make Vzg = 0 V. 
b. Calculate the quiescent power dissipation in the BJT and in Rg. 
c. Calculate the small-signal h,, for the BJT at its Q-point. 
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2.5. A pnp BJT grounded-base amplifier is shown in Figure P2.5. Given: hr, = 
149, Vezg = 0.65 V. Find Rg and R- so that the amplifier’s Q-point is at I¢g = 
-1.0mA, Vegg = 5.0 V. Find Vero. 


2.6 The circuit shown in Figure P2.6 is a current mirror. Given: h,,; = 100 (all 
three BJTs), Vec=+6.0V, R=12k , Vee, = 0.65 = Ven, Veg3 = 0.60 V, Vow © 
Veerasar Find (a) Veg; (b) [ps (C) Les; (A) Tp33 and (€) Ic, and Ie. 


2.7 Annpn BJT grounded base amplifier is shown in Figure P2.7. Given: Vpgg = 
0.65 V, hee = 119. Find R and R- so the Q-point is at I¢g = 2.5 MA, Vegg = 7 V. 


2.8 A pnp BJT emitter follower is shown in Figure P2.8. Given: hy = 99, Vezg = 
—0.65 V. 


a. Find R; and Ig required to make Vcgg = 10 V. 
b. Find the quiescent power dissipated in the BJT and in Rg. 
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2.9 Consider the three basic BJT amplifiers shown in Figure P2.9. In each 
amplifier, find the R, required to make I¢g = 1 mA. Also find Veg in each 


circuit. Given: hg = 100 and Vpr9 = 0.65 V. 


2.10 Three JFET amplifiers are shown in Figure P2.10. A “grounded-source” 
amplifier is shown in Figure P2.10A. The source resistor, R,, is bypassed by 
Cs, making the source node at small-signal ground. R, is required for self-bias 
of the JFET. The same JFET is used in all three circuits, in which Ip,. = 
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6.0mA;Vp= 3.0 V; and g,,,=4 1032S. In circuits (A) and (B) of Figure 
P2.10, find g,,9, Rs, and Rp so that Ip, = 3.0 mA and Vp, = 8.0 V. Give Vpso. 
Circuit (C) of Figure P2.10 is a source follower. Find R, and R, required to 


make Jp, = 3.0 mA and Veo = 8.0 V. Neglect gate leakage current. 


2.11 The circuit of Figure P2.11 is an emitter-follower—grounded-base amplifier 
pair, normally used to amplify video frequency signals because it has no 
Miller effect. Examine its gain at mid-frequencies. 
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a. Draw the mid-frequency SSM for the amplifier. Let h,, = h,. = 0 
for both BJTs. 


b. Find an expression for A,, = v,/0;. Show what happens to A,, 

when Rz ¢@ and ,= »= 
2.12 A simplified MOSFET feedback pair amplifier is shown in Figure P2.12. 

a. Draw the MFSSM for the amplifier. Assume the MOSFETs have 
different SmS (Sms 82) and Sai =h= 0 for simplicity. 

b. Find an algebraic expression for the amplifier’s mid-frequency 
voltage gain, A,, = 0,/0}. 

c. Find an algebraic expression for the amplifier’s small-signal, 
Thevenin output resistance. Use the OCV/SCC method. Note 


that the OCV is v, A,,; to find the SCC, replace R; with a short- 
circuit to small-signal ground and find the current in it. 
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FIGURE P2.10 


2.13. See the JFET in Figure P2.13 with drain small-signal short-circuited to ground. 


a. Use the high-frequency SSM for the JFET to derive an expression 
for the device’s complex, short-circuit output transconductance, 
Gui )=1,/V,, at Vz, = 0. Assume Bin, Si, Coss Coa Cuz > 0 in the model. 

b. Neglect the high-frequency zero at g,,/C,,1/s. Find an expression 


for the Hertz frequency, f, such that r,|Gy(j2_ f;)| = 1. Express f, 
in terms of the quiescent drain current, Ipg. Plot f; vs. Ipg for 0 


Ing Ipgs- 
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2.14 


2.16 


An emitter-coupled cascode amplifier uses three 2N2369 BJTs as shown in 
Figure P2.14. 


a. Use an ECAP to do a dc biasing analysis. Plot the de V, vs. V;. 
Use a 0- to15-V scale for V, and a +0.25-V scale for the dc input, 
V,. Find the amplifier’s maximum dc gain. 

b. Make a Bode plot of the amplifier’s frequency response, 
20 log|V,/V,| vs. f for 10° f 10° Hz. Give the mid-frequency 
gain, the 3-dB frequency, and f; for the amplifier. 


c. Now puta 300- resistor in series with V,. Repeat (b). 


An EF-GB amplifier, shown in Figure P2.15, uses capacitance 
“neutralization” to effectively cancel its input capacitance and extend its high- 
frequency, 3-dB bandwidth. Use an ECAP to investigate how Cy, affects the 
amplifier’s high-frequency response. First, try Cy = 0, then see what happens 
with Cy values in the tenths of a picofarad. Find C, that will give the 
maximum 3-dB frequency with no more than a +3-dB peak to the frequency 


response Bode plot. 

The MOSFET source follower uses a current mirror to obtain a high 
equivalent R, looking into the drain of Q,. The three MOSFETs have identical 
MFSSMs (identical g,,,,, Iss, and Vp). 

a. Draw the MFSSM for the circuit. 

b. Find an expression for the mid-frequency gain, A,, = 0,/0,. 


c. Find an expression for the Thevenin output resistance presented 
at the v, node. 


© 2004 by CRC Press LLC 


Analysis and Application of Analog Electronic Circuits 


136 
Vcc =+12V 
Rs Rc Rg 
~ Vo 
CulZ 
100Q |/ 7\~ 
l\ 
1 uF ve 
Q Q@ “|, 
vil) Qi = Q, = 2N2369 , : LyF 
Re =1.8MQ Re a 
Re =5.8kQ 
= Re =5.637 kQ 
Vee=—-12V 
FIGURE P2.15 
Vop 
A 
Dio 
Ibias | C) Qi boy 
$1 0 
Sa Vo 
D3 D> oO (Y) Vi 
Q3 Q2 
— — 
S3 S20 
FIGURE P2.16 


2.17 A JFET circuit is used as a current sink for a differential amplifier’s “long tail.” 


a. Use the high-frequency SSM for the FET to find an expression 
for the impedance looking into the FET’s drain, Z;,(j ). (The 
HiFSSM includes gyn, 84 Cass Cyds Cys-) 

b. Find the FET’s short-circuit, dc drain current, I,,.. Assume the 
FET’s drain current is given by Ip = Ipss (1. Ves/V>p)*. Assume 
saturated drain operation. Ips; and Vp are known. 
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2.18 A Si avalanche photodiode (APD) is connected as shown in Figure P2.18. The 
total dark current of the APD is Jp = 10 nA, its spectral responsivity at = 


512 nm is R( ) = 12 amps/watt at a reverse vp = 150 V. R; of the ideal 
op amp is 1 megohm. 

a. Find V, due to dark current alone. 

b. Find the P; at 512 nm that will give V, = 1 V. 

c. The total RMS output noise in the dark in a 1-kHz noise band- 


width is 4.33 V. Find the P; at 512 nm that will give a DC V, = 
13. V due to Jp alone (3 the RMS noise output). 


Ve 


| + 
I 


on | 
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FIGURE P2.18 
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2.19 


2.20 


A single open-collector, inverting buffer gate (7406) is used to switch a GaP 
(green) LED on and off in a stroboscope. The ON time is 2. sec. The flashing 
rate is variable from 10 flashes/sec to 10* flashes/sec. When the LED is ON, 
the LOW output voltage of the gate is 0.7 V, the LED’s forward current is 
15 mA, and its forward drop is 2.0 V. The circuit is shown in Figure P2.19. 


a. Find the required value of Rp. 
b. Find the electrical power input to the LED when a dc 15 mA flows. 


c. Find the LED’s power input when driven by 2- sec pulses at 
10! pps. 


A laser pointer is to be run CW from a 3.1-V (max) alkaline battery. The 
simple series circuit shown in Figure P2.20A is to be used to save money. 
Figure P2.20B shows the LAD’s ip = f(vp) curve and its linear approximation. 
The maximum (burnout) ip = 20 mA. The desired operating current with the 
3.1-V battery is 15 mA. Three load lines are shown: (1) LL, gives the desired 
operating point; (2) LL, is always safe because the short-circuit current (SCC) 
can never exceed 20 mA (with LL,, the LAD cannot run at the desired 15 mA); 
and (3) LL; is a nonlinear LL that allows 15-mA operation of the LAD, but 
limits the SCC to 20 mA. 


a. Find the resistance required for LL,, R;). 


b. Find the resistance required for LL, R;», and the LAD’s operating 
point at Q,. 

c. Describe how a simple tungsten lamp or a positive temperature 
coefficient (PTC) thermistor in series with a fixed resistor can be 
used to realize LL. 
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3 


The Differential Amplifier 


3.1 Introduction 


The differential or difference amplifier (DA) is a cornerstone element in the 
design of most signal conditioning systems used in biomedical engineering 
applications, as well as in general instrumentation. All instrumentation and 
medical isolation amplifiers are DAs as are nearly all operational amplifiers. 
Why are DAs so ubiquitous? The answer lies in their inherent ability to reject 
unwanted dc levels, interference, and noise voltages common to both inputs. 
An ideal DA responds only to the so-called difference-mode signal at its two 
inputs. Most DAs have a single-ended output voltage, V,, given by the 
phasor relation: 


V,=A,V,—A, Vi (3.1) 


Ideally, the gains A, and A,’ should be equal. In practice this does not 
happen, thus: 


V=Ag Vig AsV, (3.2) 

where: 
Via = (V, -V; )/2 (difference-mode input voltage) (3.3A) 
V,.=(V, + V/)/2 (common-mode input voltage) (3.3B) 


and Ap is the complex difference mode gain and A; is the complex common- 
mode gain. It can easily be shown by vector summation that: 


Ap =A,+ Ay (3.4A) 
Ac=A,-Ay (3.4B) 
Clearly, if A, = Aj, then Ac > 0. 
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FIGURE 3.1 
Simplified schematic of a Burr-Brown OPA606 JFET input DA. 


3.2. DA Circuit Architecture 


Figure 3.1 illustrates a simplified circuit of the Burr-Brown OPA606 JFET- 
INPUT op amp. Note that a pair of p-channel JFETS connected as a DA are 
used as a differential input headstage in the op amp. The single-ended signal 
output from the left-hand (inverting input) JFET drives the base (input) of 
a BJT emitter-follower, which drives a second BJT connected as a grounded- 
base amplifier. Its output, in turn, drives the OA’s output stage. 

To appreciate how the differential headstage works, consider the simple 
JFET DA circuit of Figure 3.2. Note that in the op amp schematic, the resistors 
R,, R,, and R; are shown as dc current sources and thus can be assumed to 
have very high Norton resistances on the order of megohms. (See Northrop, 
1990, Section 5.2, for a description of active current sources and sinks used 
in IC DA designs.) Figure 3.3 illustrates the mid-frequency, small-signal 
model (MFSSM) of the JFET DA. To make the circuit bilaterally symmetric 
so that the bisection theorem (Northrop, 1990, Chapter 2) can be used in its 
analysis, two 2R, resistors are put in parallel to replace the one R, in the 
actual circuit. Note that all DC voltage sources are represented by small- 
signal grounds in all SSMs. The scalar Ap and A¢ in Equation 3.2 are to be 
evaluated using the DCSSM. The simplest way to do this is to use the 
bisection theorem on the DA’s MFSSM. First, pure DM excitation is applied 
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FIGURE 3.2 
A JFET differential amplifier. The circuit must be symmetrical to operate well. 


where V,’ = —V,. Thus, V,, = 0 and the MFSSM can be shown to be redrawn 
as in Figure 3.3(B). A node equation at the drain (V,,) node is written: 


Vod [G, + Sal = in Osa (3.5) 
Thus: 


78m = Sma (3.6) 


A, =0,,/0.,= 
D oa | sd G,+8, R, +", 


Now consider pure CM input where v,’ = v, and v,,; = 0. The bisection 
theorem gives the MFSSM shown in Figure 3.3(C). Now two node equations 
are required for the v,, node: 

( [G, ale gal — 0; 8a + 8m (0, ~ U,) =0 (3.7) 


and for the v, node: 


0; [G,/2 1 gal Voc 8a 8m (0, v;) = 0 (3.8) 

The two node equations are rewritten as simultaneous equations in v,, and 
V5: 

Voc [Gy ate Sal — 0, [Sin + gal = Vz, Qin (3.9A) 

Voc 8a + U;z [G,/2 + 8a a Sunk = Us¢ Qin (3.9B) 


Now Cramer’s rule can be used to find 7,,: 


A = Gy G,/2 + Gy 8a + 8a Qn + 84a G,/2 (3.10) 
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FIGURE 3.3 

(A) Mid-frequency small-signal model of the FET DA in Figure 3.2. R, on the axis of symmetry 
is split into two, parallel 2R, resistors. (B) Left-half-circuit of the DA following application of 
the bisection theorem for difference-mode excitation. Note that DM excitation makes v, = 0, so 
the FET sources can be connected to small-signal ground. (C) Left-half-circuit of the DA fol- 
lowing application of the bisection theorem for common-mode excitation. See text for analysis. 


A Voc = — Osc §m G,/2 (3.11) 


After some algebra is used on Equation 3.10 and Equation 3.11, the dc and 
mid-frequency CM gain are obtained: 


“SnteRy 
7 _ 3.12 
c Dig) Og 1, +R, +2R,(1+¢,,R,) | 


Note that Ap, > Ac. The significance of this inequality is examined next. 
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3.3 Common-Mode Rejection Ratio (CMRR) 


The common-mode rejection ratio is an important figure of merit for differ- 
ential instrumentation and operational amplifiers. It is desired to be as large 
as possible — ideally, infinite. The CMRR can be defined as: 


CoRR = 21 required to give a certain DA output 


3.13 
V,4 required to give the same DA output oe) 


Referring to Equation 3.2, it is clear that the CMRR can also be given by: 


(3.14) 


Note that the CMRR is a positive real number and is a function of frequency. 
Generally, the CMRR is given in decibels; i.e., CMRR pg = 20 log CMRR. For 
the MFSSM of the JFET DA in the preceding section, the CMRR is: 


Sint sR 
R(l+g7 
CMRR = Rott, 314 2Ri(L+ But) (3.15) 
—SntaRa R, = Y, 


1,+R,+ 2R,(1+ SR) 


By making R, very large by using a dynamic current source (Northrop, 1990), 
the CMRR of the simple JFET DA can be made about 104, or 80 dB. 

The CMRRgg of a typical commercial differential instrumentation amplifier, 
e.g., a Burr-Brown INA111, is given as 90 dB at a gain of 1, 110 dB at a gain 
of 10, and 115 dB at gains from 10? to 10°, all measured at 100 Hz. At a break 
frequency close to 200 Hz, the CMRR,,;(f) of the INA111 begins to roll off 
at approximately 20 dB/decade. For example, at a gain of 10, the CMRRags 
is down to 80 dB at 6 kHz. Decrease of CMRR with frequency is a general 
property of all DAs. Because most input common-mode interference picked 
up in biomedical applications of DAs is at de or at power line frequency, it 
is important for such DAs to have a high CMRR that remains high (80 to 
120 dB) from dc to over 120 Hz. Modern IC instrumentation amplifiers easily 
meet these criteria. 

A major reason for the frequency dependence of the CMRR of DAs can 
be attributed to the frequency dependence of Ap(f) and A((f), as described 
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FIGURE 3.4 
Typical Bode plot asymptotes for the common-mode gain frequency response, the difference- 
mode gain frequency response, and the common-mode rejection ratio frequency response. 


in Section 3.5. Figure 3.4 illustrates typical Bode AR asymptote plots for these 
parameters for a DA. For example, 20 log|Ap(f)| starts out at +40 dB at de 
(gain of 100) and its Bode AR has its first break frequency at f; Hz. Starting 
at —60 dB at dc (gain of 0.001), 20 log|A¢( f)| has a zero at approximately the 
open-loop amplifier’s break frequency, f\; its Bode AR increases at +20 
dB/decade until it reaches a high frequency pole at f,, where it flattens out. 
Because the numerical CMRR = |Ap(f)|//Ac(f)|, CMRRg, is simply: 


CMRR gg = 20 log|Ap(f)|-20 log|Ac(f)| (3.16) 


Thus, CMRR,, = 100 dB at de and decreases at —20 dB/decade from f, to f,, 
where it levels off at 30 dB. At f, the CMRR,, again drops off at -20 dB/decade. 
Good DA design tries to make f, as large as possible to extend the high 
CMRR region well into the frequency range of common-mode interference 
and noise. 
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3.4 CM and DM Gain of Simple DA Stages 
at High Frequencies 


3.4.1. Introduction 


Figure 3.7(B) and Figure 3.7(C) illustrate the small-signal, high-frequency 
models for a JFET DA. Note that the small-signal, high-frequency model 
(SSHFM) for all FETs includes three small fixed capacitors: the drain-to-source 
capacitance, C,,; the gate-to-drain capacitance, Cai and the gate-to-source 
capacitance, C,,. These capacitors, in particular C,,, limit the high-frequency 
performance of the JEET DA. The small-signal, drain-source conductance, 
8a is also quiescent operating point dependent; it is determined by the 
upward slope of the FET’s ip vs. vp curves as a function of U¢s (see Northrop, 
1990, Section 1.6). The transconductance, g,,, of the small-signal, voltage- 
controlled current source is also Q-point dependent, as shown in Chapter 2. 

Figure 3.5 illustrates a simple BJT DA. The hybrid-pi HFSSMs for CM and 
DM inputs are illustrated in Figure 3.6 after application of the bisection 
theorem. In the CM and DM HFSSMs, two lumped-parameter, small capac- 
itors can be seen. C, is the collector-to-base capacitance, which is on the order 
of a single pF, and is largely due to the depletion capacitance of the reverse- 
biased pn junction between collector and base; its value is a function of the 
collector-to-base voltage. However, given a fixed quiescent operating point 
(Q-point) for the amplifier and small-signal, linear operation, it is possible 
to approximate C, with a fixed value for pencil-and-paper calculations. C, 
models the somewhat larger capacitance of the forward-biased, base-emitter 
pn junction. It, too, depends on vzgz and is generally approximated by its 
value at Vpgro. C, is generally on the order of 10 to 100 pF; it is larger in 
power transistors that have larger BE junction areas. 

C, and C, shunting the common source or emitter resistance to ground, 
respectively, is on the order of a single pF, but R, and R, are generally the 
product of very dynamic current sources (with Norton resistances on the 
order of tens of megohms), so these capacitances can be very important in 
determining the high-frequency behavior of the CM gain. 


3.4.2 High-Frequency Behavior of Ac and A, for the JFET DA 


It is necessary first to find an algebraic expression for the DM gain of the 
FET DA at high frequencies. This calculation requires the solution of two 
simultaneous linear algebraic node equations (Figure 3.7(B)). The node volt- 
ages are v, and v,,. All the currents are summed, leaving these nodes as 
positive. After rearranging terms, 


Bg] (ya + Cys) + Gy] = Pon SCyu =0,,G, (3.17A) 
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FIGURE 3.5 


(A) HFSSM for the complete JFET DA. Note the axis of symmetry splits R, and C, symmetrically. 


(B) HFSSM of the left half of the DA given DM excitation. (C) HFSSM of the left half of the DA 
given CM excitation. 


-0,|5C ys - Bn] +n ( 8, +G,)+5(Cy+ C,u)| =0 (3.17B) 


These two node equations are solved using Cramer’s rule to find the CM 
gain: 


Aja !e= [-s..1/Ra/(t + R,)I(1-sCyu [Sn] (3.18) 
D Vg 8? ee + c)) + CiCys|ReRa/ (ts +R,)+ (C.u A C,.)R, ; = 


(Coc Cpa) tiRa/ (t+ Ry) + Coats BaRy | + Ry) + i 
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FIGURE 3.6 
A BJT DA. Note symmetry. The resistors R,’ are used to raise the DM input resistance. 


A/p(s) is seen to have a quadratic denominator and a curious high-fre- 
quency, right-half s-plane zero at g,,/C,q 1/s. Its low frequency gain is the 
same as found in Section 3.2, i.e., —g,, 7 Ry/(rz + Rj). To find the poles, it is 
expedient to insert typical numerical parameter values for a JFET DA 
(Northrop, 1990). Let C,; = 3 pF; C,, = 3 pF; C,, = 0.2 pF; C, = 3 pF; g,, = 0.005 
S; r, = 10° ohms; R, = 5 x 10° ohms; R, = 10° ohms (active current source); 
and R, = 10° ohms. After numerical calculations, the zero is found to be at 
265 MHz and the two real poles are at 1.687 and 309 MHz. The dc DM gain 
is -23.8, or 27.5 dB. Thus 20 log|Ap(f)| is down by —3 dB at 1.687 MHz. 

To find A-(s) for the JFET DA, the HFSSM of Figure 3.7(C) is used. Unfor- 
tunately, according to the bisection theorem, the voltage, v,, on the axis of 
symmetry is non-zero, so a third (v,) node must have a node equation written 
when finding v,,. The three node equations are: 


0, [<, +8(Co, +Cy.)|-2 [s Cyil-2, [s om =U, G, (3.18A) 
-v, [5 Cog —8 |? [(s: +G,)+8(C,, +Cya)]- 7.180 +g,+8 Cl =0 (3.18B) 


-0, [8 +8C,.]-,, [z. +8C,.|+ 
(3.18C) 
v, [s(C./2+ Cy +C,,)+G,/2+8, +8,|=0 
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(A) High-frequency SSM for the left-half BJT DA given common-mode excitation. (B) High- 
frequency SSM for the left-half BJT DA given difference-mode excitation. 


No one in his right mind would attempt an algebraic solution of a third- 
order system as described by Equation 3.18A through Equation 3.18C on 
paper. Clearly, a computer (numerical) simulation is indicated; a circuit 
analysis program such as pSPICE or MicroCap™ can be used. Figure 3.8 and 
Figure 3.9 show Bode plots of the DM and CM HFSSM frequency responses 
calculated by the venerable MicroCap™ III circuit analysis software (which 
runs under DOS, not Windows™). Note that the CM frequency response 
gain is approximately —46 dB at low frequencies. A zero at approximately 
120 kHz causes the CM AR to rise at +20 dB/decade until a pole at approx- 
imately 10 MHz causes it to level off. A second pole at approximately 


300 MHz causes the CM frequency response to fall off again. 
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FIGURE 3.8 
Difference-mode frequency response of the JFET DA of Figure 3.7A. The —3-dB frequency is 
approximately 1.9 MHz. See text for details. 
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FIGURE 3.9 

Common-mode frequency response of the JFET DA of Figure 3.7A. Note that the AR rises +3 
dB from —46 dB at 110 kHz, then rises to a maximum of —7 dB and falls off again by 3 dB at 
approximately 400 MHz. Phase is bold trace with squares. 


On the other hand, the DM frequency response is flat at +27.5 dB from dc 
out to the first real pole at approximately 1.7 MHz. The DM AR then rolls 
off at -20 dB/decade until the second pole, estimated to be at 310 MHz. 
However, the zero at 265 MHz pretty much cancels out the effect of the 
310-MHz pole on the DM AR. 

Note that the decibel CMRR for this amplifier is simply 20 log Ap( f )| —20 
log|A((f)|. At low frequencies, the CMRR is 27.5 — (-46) = 73.5 dB and stays 
this high up to approximately 100 kHz, when it begins to drop off due to 
the rise in |A((f)|. At 10 MHz, the CMRR has fallen to 21 dB, etc. 
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3.4.3. High-Frequency Behavior of A, and A; for the BJT DA 


Next, examine the high-frequency gain of the simple BJT DA shown in Figure 
3.5 for DM and CM inputs. The hybrid-pi HFSSM for BJTs is used. Appli- 
cation of the bisection theorem results in the reduced CM and DM HFSSMs 
shown in Figure 3.6(A) and Figure 3.6(B). First, the DM HF gain will be 
found; the DM circuit of Figure 3.6(B) has three nodes: v,, v,’, and v,,. The 
v, node can be eliminated when it is noted that R, > (r,, R,), so R, can be 
set to cc, and a new Thevenin resistance, R/ = R, + r,, is defined. Now v,/ 
and v,, must be solved for. Note that v, = 0. The two node equations are 
written: 


Oy IG, + Bp +8 (Cy + C,)] + Opa [5 Cy] = V.a G, (3.19A) 
Oy Es —s Cl + Voq [g. a G, eS Ci =0 (3.19B) 


Even though the admittance matrix, A, is second order, its paper-and-pencil 
solution is tedious, so MicroCap will be used to solve for the linear DM 
HFSSM’s frequency response. In this example, the parameter values are 
taken to be: R, = 6.8 kQ; 1, = 09; ¢,, = 0.05 S; 7, = 3 kQ; R, = 10° Q; C, = 5 pF; 
C, = 2 pF; C, = 30 pF; r, = 10 Q; and R, = 50 Q, Thus R! = 60 Q. Figure 3.9 
shows the DM frequency response Bode plot. The low and mid-frequency 
gain is 50.4 dB, the —3-dB frequency is approximately 2.0 MHz, and the 0-dB 
frequency is approximately 410 MHz; this is a frequency well beyond the 
upper frequency where the hybrid-pi HFSSM is valid. 

For CM excitation of the BJT DA, use the linear HFSSM schematic (Figure 
3.6(A)). Note that three node equations are required because v, # 0. Again, 
a computer solution is used for the CM frequency response, shown in Figure. 
3.10. Figure 3.10(A) depicts the CM decibel gain and phase for the unrealistic 
condition of zero parasitic capacitance (C,) from the BJT emitter to ground. 
Note that the CM gain is approximately -49 dB at frequencies below 10 kHz, 
rises to a peak of —1.3 dB at approximately 30 MHz, and then falls off again 
at frequencies above 40 MHz. Thus the DA’s CMRR starts at 50.4 — (-49) = 
99.4 dB at low frequencies and falls off rapidly above 20 kHz. 

Curiously, if C, = 4 pF is assumed, a radical change in the CM frequency 
response is seen. Figure 3.10(B) shows the low frequency CM gain to be 
approximately —49.5 dB; the frequency at which the CM gain is up 3 dB is 
approximately 14 MHz. It reaches a peak at approximately 200 MHz of 
-33.8 dB, giving a significant improvement in the BJT DA’s CMRR at high 
frequencies. Now if C, is “detuned” by only +0.2 pF, Figure. 3.10C and Figure 
3.10D show that the +3-dB frequency has dropped to approximately 750 kHz 
and the peak CM gain has risen to —27.2 dB at approximately 320 MHz. It 
is amazing that the DM gain frequency response is extremely sensitive to 
C,, a parasitic parameter over which little control can be exercised; this can 
be shown when simulating transistor DAs with real transistor models 
instead of linear HFSSMs. Note that subtle changes in C, can radically 
improve or ruin the high-frequency CMRR of a transistor DA. 
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FIGURE 3.10 


Common-mode gain frequency response of the BJT DA of Figure 3.6A with various values of 
parasitic emitter capacitance, C,, showing how C, can improve the DA’s CMRR by giving a low 
CM gain at high frequencies. (A) CM gain frequency response (FR) with C, = 0. (B) CM gain 
FR with an optimum C, = 4 pF. (C) CM gain FR with C, = 4.2 pF. (D) CM gain FR with C, = 3.8 pF. 


Lr 


3.5 Input Resistance of Simple Transistor DAs 


In general, simple, two-transistor DAs have much lower R,,, for DM signals 
than for CM inputs; this is true over the entire frequency range of the DA. 
This effect is more pronounced for BJT DA stages than for JFET or MOSFET 
DAs. By way of illustration, consider the CM HIFSSM of the BJT amplifier 
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FIGURE 3.10 (continued) 

illustrated in Figure 3.6(A). When Rink f) | pM= Vs /I,,, is plotted using Micro- 


Cap, at low frequencies |Rin| =r, +’, = 3 E3 ohms, and it begins to roll off 
at approximately 100 kHz. On the other hand, when the CM HIFSSM of 
Figure 3.6(B) is stimulated, the low frequency |Rin( f ee =3 E8 ohms, or 2R; 
(1 + g,, t,), a sizeable increase over the DM [Rink f )). The low-frequency 
Rink f) Leuk begins to roll off at only 200 Hz. 

Ideally, the Rink f )| for both CM and DM would be very large, to prevent 
loading of the sources driving the DA. High Rink f Vesa can be achieved in 
several ways. One way is to insert a resistor R’ between the emitter of each 
BJT and the V, node (see Figure 3.5). It is easy to show from the mid- 
frequency, common-emitter h-parameter MFSSM of the BJT DA for DM 
inputs (see Figure 3.11(B)) that Rj,py = Vea/ I, = hi. + Ri (1 + B). The practical 
upper bound on R; is set by dc biasing considerations. The small-signal 
input resistance, h,,, can be shown to be approximated by: 


ley 
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FIGURE 3.11 

(A) A BJT DA with extra emitter resistances, R,, which lower DM gain and increase DM input 
resistance. (B) Simplified MFSSM of the left side of the DA given DM inputs. (C) Simplified 
MESSM of the left side of the DA given CM inputs. 


he, = Vy Biles (3.20) 


where V, = kT /q; B is the transistor’s current gain, Nees and I¢g is the collector 
current at the BJT’s quiescent (Q) operating point. 

Another approach is to use BJT Darlington amplifiers in the DA; a Dar- 
lington circuit and its simplified MFSSM are shown in Figure 3.12. Darling- 
tons can easily be shown to have an input resistance of: 
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FIGURE 3.12 
(A) A Darlington stage that can replace the left-hand BJT in the DA of Figure 3.11A. (B) MFSSM 
of the Darlington valid for DM excitation of the DA. The input resistance for the Darlington 


DA given DM excitation is derived in the text. 
Rin = Mier + Nieo(1 + Bi) (3.21) 
,, can be shown to be: 


mn 


If an emitter resistor, R,, is used as in the first case, R 
Rin = Mey + (1 + Mer) [Pieg + RL + Mper)] = Mgr Mer Ry (3.22) 


Thus, if hy = ha = 100 and R, = 200 Q, R;, > 2 MQ. 
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Another obvious way to increase R,, for DM excitation (and CM as well) 


is to design the DA headstage using JFETs or MOSFETs. Using these devices, 
the low- and mid-frequency R,,, is on the order of 10° to 10” Q. 


3.6 How Signal Source Impedance Affects 
Low-Frequency CMRR 


Figure 3.13 illustrates a generalized input circuit for an instrumentation DA. 
Note that the two Thevenin sources, v, and v,’ can be broken into DM and 
CM components. As defined earlier: 


Veg = (V, — 0, )/2 (3.23A) 
Vs, = (U, + V)/2 (3.23B) 


Superposition is used to compute the effects of v,, and v,; on the output 
of the DA. When z,, is considered, v, and v, are replaced with v,, in Figure 
3.13; when v,, is considered, v, is replaced with v,, and v,’ with —v,,. Note 
that manufacturers usually specify a common-mode input impedance, Z;,, 
measured from one input lead to ground under pure CM excitation, and a 
difference-mode input impedance, Z,;, measured under pure DM excitation 
from either input to ground. The input Zs are generally given by manufac- 
turer’s specs as a resistance in parallel with a small shunting capacitance, 
for example, Z;, as 10" Q||5 pF. In the following development, the signal 
frequency is assumed to be sufficiently low so that the currents through the 
input capacitances are negligible compared to the parallel input resistance. 
Thus, only input resistances are used. 


@ WN 
+ 
iQ) rie 
ae h 
pl ito 


FIGURE 3.13 
A generalized input equivalent circuit for a DA. 
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By Ohm’s law, the DM current into the noninverting input node is just: 


1, = 20,,/R, + Veq/Ri- (3.24) 
From which, 


ig/Veq = 1/Reg = 2/Ry + 1/Rie (3.25) 


can be written. Solving for the equivalent shunting resistance in Equation 
3.25 yields: 


Ry = 2 Rig Rie/ (Ric — Ria) (3.26) 

In many differential amplifiers, K;, > R,;. In others, R;,= R,zand, from Equation 
3.26, R, = ce. Thus, 

Lic = Zig = Ric (3.27) 


Assume that R,, = R,;. Thus, R, may be eliminated from Figure 3.13, which 
illustrates two Thevenin sources driving the DA through unequal source 
resistances, R, and R, + AR. 

Using superposition and the definitions in Equation 3.23A and Equation 
3.23B, it is possible to show that a purely CM excitation, v,,, produces an 
unwanted difference-mode component at the DA’s input terminals: 


Vig/ Use = Rj, AR/2(R,, + R,)? (3.28) 
Also, v,, produces a large CM component; the AR term is numerically negligible. 
Viel Vee = Ric/ (Ric + Ry) (3.29) 

For purely DM excitation in v,, it can also be shown that 
Vig/ Usa = Rie/ (Ric + R,) (3.30) 


and 


Vie/ Usa = R,, AR/2(R;, + Ky (3.31) 


In order to find the CMRR of the circuit of Figure 3.13, Equation 3.2 will 
be used for v,, and the definition for CMRR, Relation 3.13. Thus: 


Voc = Ap Osc Ri, AR/2(Ri, + KO + Ac Osc R;./ (Ric + R,) (3.32) 
and 
Voq = Apv. 


Rif (Ric 7 R,) + Ac Osa R;, AR/2(R;, + R,)? (3.33) 


sd 
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FIGURE 3.14 

The CMRR of a balanced input DA as a function of the incremental change in one input 
(Thevenin) resistance. Note that a critical value of AR/R, exists that theoretically gives infinite 
CMRR. 


After some algebra, the circuit’s CMRR, CMRR,,., is given by 
CMRR,,, = [Ap + Ac AR/2(R,, + R,)]/[Ap AR/2(R,, +R,)+Ac] (3.34) 
Equation 3.34 may be reduced to the hyperbolic relation: 
CMRR,,, =[(Ap/Ac) + AR/2(R,, + R,)]/|(Ap/Ac) AR/2(R,, +R,)+1] (3.35) 
which can be approximated by: 


_ CMRR, 
CMRR,,. = CMRR, AR 


2(R,, + R,) is 


(3.36) 


in which the manufacturer-specified CMRR is CMRR, = Ap/Ac, and CMRR, > 
AR/2(R;. + R). 
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A plot of CMRR,,, vs. AR/R, is shown in Figure 3.14. Note that when the 
Thevenin source resistances are matched, CMRR,,, = CMRR,. Also, when 


AR/R, = — 2(R;./R, + 1)/CMRRa, (3.37) 


the CMRR,,, — ov. This implies that a judicious addition of an external 
resistance in series with one input lead or the other to introduce a AR may 
be used to increase the effective CMRR of the system. For example, if R;, = 
100 MQ, R, = 10 kQ, and CMRR, = 100 dB, then AR/R, = —0.2 to give © 
CMRR,,,. Because it is generally not possible to reduce R/, it is easier to add 
a 2k AR in series with R, externally. 

Again, it needs to be stressed that an amplifier’s CMRR, is a decreasing 
function of frequency because of the frequency dependence of the gains, Ap 
and Ac. Also, the ac equivalent input circuit of a DA contains capacitances 
in parallel with R,, R,., and R;, and the source impedances often contain a 


reactive frequency-dependent component. Thus, in practice, CMRR,,, can 
often be maximized by the AR method at low frequencies, but seldom can 
be drastically increased at high frequencies because of reactive unbalances 


in the input circuit. 


3.7 How Op Amps Can Be Used To Make DAs 
for Medical Applications 


3.7.1. Introduction 


It is true that op amps are differential amplifiers, but several practical factors 
make their direct use in instrumentation highly impractical. The first factor 
is their extremely high open-loop gain and relatively low signal bandwidth. 
As demonstrated in Chapter 6 and Chapter 7, op amps are designed to be 
used with massive amounts of negative feedback, which acts to reduce their 
gain, increase their bandwidth, reduce their output signal distortion, etc. 
When used without feedback, their extremely high open-loop gain generally 
produces unacceptable signal levels at their outputs, as well as dc levels that 
drift because of temperature-sensitive input dc offset voltage and dc bias 
currents. Consequently, circuits have evolved that use two- or three-op amps 
with feedback to make DAs with gains typically ranging from 1 to 10°, wide 
bandwidths, low noise, high input Z, high CMRR, etc. 

Why would one want to build a DA from op amps when instrumentation 
amplifiers (DAs) are readily available from manufacturers? One reason is 
that the builder can select ultra low-noise op amps for the circuit and can 
tweak resistor values to maximize the DA’s CMRR. If one is building only 
a few DAs, a higher performance-—cost ratio can be achieved by undertaking 
a custom design with op amps, rather than purchasing commercial IAs. 
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1OA Va 


FIGURE 3.15 
A two-operational amplifier DA. Resistors must be precisely matched to obtain maximum 
CMRR. 


3.7.2. Two-OP AMP DA Designs 


A two-op amp DA is shown in Figure 3.15. All resistors “R” are closely 
matched to <0.02% to maintain a high CMRR. Analysis is easy if ideal op 
amps are assumed. Node equations are written for the V, and V3 nodes, 
which, by the ideal op amp assumption, are V,’ and V,, respectively. The 
unknowns are V, and V4. 


VRe4rejs V6. Vic=t (3.38A) 
V7? C.4V.26C+ 61 =V.6=V,6s0 (3.38B) 


Clearly, from Equation 3.38A, V, G = V/[2G + G,] — V, G,. This equation is 
substituted into Equation 3.38B, yielding: 


fa 


= (V, a V.)2(1+ R/R;) = wv) 4(1+ R/R,) =a 4(1+ R/R,) (3.39) 


Thus, the two-op amp DA configuration can have DM gains, Ap 2 4. (This 
analysis does not treat the CM gain.) 

A three-op amp DA circuit is shown in Figure 3.16. In this circuit, it is 
assumed that all R; = R/, ie., corresponding resistors are perfectly matched 
in order to make the CMRR —> ~. Analysis of the three-op amp DA can be 
done with superposition, but is easier if pure CM and DM excitations are 
assumed and the bisection theorem is used. For pure CM excitation, V/ = 
V, = V,.. By symmetry and the IOA assumption, V, = Vy = V,,; thus, there 
is no current in R, + Rj, and V, = V,,. R, and R,; also have no current, so no 
voltage drop occurs across these feedback resistors and thus V, = V; = V,.. 
When the right-hand IOA circuit has matched resistors, it is a DA with gain: 


Vi= (V; - V3 )(Rq/ Rs) (3.40) 
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FIGURE 3.16 
The symmetrical three-op amp DA. Again, for max CMRR, the primed resistors must precisely 
equal the corresponding nonprimed resistors. 


Clearly, for CM signals: 


A= = 0 (3.41) 


For pure DM excitation, V,’ = -V, V, = V, = Vy, and V; = —-V,. Thus a 
potential of 2V, exists across resistors (R, + R/) and, by Kirchoff’s voltage 
law, V, = 0 on the axis of symmetry. 

Because current flows through R, and R,, and also Rj and R;, the input 
IOAs each have a gain of (1 + R,/R,). Now V; = —V.j (1 + R,/R,) and V; = 
V., (1 + R,/R,). Using superposition on the output IOA circuit yields: 


V 
y. 74 =(R,/R,)2(1+R,/R,) (3.42) 


sd 


IC versions of this DA circuit generally make R; = R,, set the R,s = 25 k, 
and replace (R, + R;) with a single external resistor to set Ap between 1 and 
10°. An example of such an IC DA is the Burr-Brown INA111. In practice, 
the OAs are not ideal and have different, finite CMRRs, and the resistors are 
not perfectly matched. For example, the “off-the-shelf” CMRR is 106 dB at 
an Ap = 100 for the INA111. 


3.8 Chapter Summary 


Because of their great importance in many aspects of analog electronic circuit 
design, differential amplifiers have been treated in their own chapter. DAs 
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are essential electronic subsystems for ICs such as op amps, instrumentation 
amplifiers, and analog voltage comparators. DAs are widely used in instru- 
mentation systems to condition signals because of their ability to reject, by 
subtraction, interference and noise that are exactly common to both inputs. 

In describing DA circuit architecture, important definitions of differential 
and common-mode input signals, differential and common-mode gains, and 
common-mode rejection ratio (CMRR) as a DA figure of merit were introduced. 
Internal and external factors affecting the DA’s CMRR at low frequencies 
were described. 

The mid- and high-frequency behavior of DA difference-mode and common- 
mode gains were explored by circuit simulation and factors affecting the 
CMRR at high frequencies were discussed. Circuits using two- and three-op 
amps to make instrumentation DAs were described and analyzed. 


Home Problems 


3.1. A pair of matched JFETs and an ideal op amp are used to make a DA as shown 
in Figure P3.1. Both JFETs are described at mid-frequencies by the simple 
Norton (g,,, 8,) MFSSM. 


a. Draw the complete MFSSM for the DA. Note that the MFSSM 
treats all dc voltage sources as small signal grounds and all dc 
current sources as open circuits. 

b. Use superposition to derive an expression for v, = f(0,, 02). Show 
what happens to v, when R, is replaced with an ideal dc current 
source. 


—Vss 


FIGURE P3.1 
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FIGURE P3.2 


3.2 The schematic of a JFET/BJT cascode DA is shown in Figure P3.2. In this 
DA, Q, = Q, with h,, = h,, = 0, hy, = 120, I¢g = 1 mA, Re = 7 kQ, R, = 25 MQ 
(dynamic load), and R, = 1.24 MQ. Also, Q; = Q, with g,,=5 x 10° S, g,= 
1x10°S. 

a. Use the bisection theorem to draw the MFSSMs for pure CM and 
pure DM excitation. 

b. Find an expression for the CM gain, v,/0,,. 

c. Find an expression for the DA’s DM gain, v,/0,;. 

d. Find an expression for and evaluate numerically the DA’s CMRR. 


3.3. Figure P3.3A shows the schematic of a 2N2369 DA given DM excitation. 
VINV is an ideal VCVS with a gain of —1. The common emitters use an active 
current sink that can be replaced by its Norton equivalent of a 2.0125-mA 
current source in parallel with a 2-MQ resistor and a small shunt capacitance 
to ground, C,. 


a. Use an ECAP to make a Bode plot of the DM gain, V,/V,,, vs. f 
from 10 kHz to 10 GHz. Give values for the mid-frequency gain, 
the upper —3-dB frequency, and f; 

b. Figure P3.3B illustrates the DA given pure CM excitation. Now 
the capacitor, Cz, will affect the CM high frequency response. 
Make a Bode plot of the CM gain, V,/V,, over 1 kHz to 1 GHz 
with C, = 0. 
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c. Now find a C; value by trial and error that will minimize the CM 


10 pF) 


165 


frequency response. (Hint: the optimum value lies between 1 and 


d. The decibel CMRR for the DA is just the decibel DM gain minus 
the CM gain. Plot the decibel CMRR for the amplifier with C,; = 


0, and C, = the optimum value, for 10 kHz < f < 1 GHz. 
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FIGURE P3.4 


3.4 A MOSFET DA is shown in Figure P3.4. 
a. Draw the complete MFSSM for the DA. Use the Norton model 
(Snr Sa) for the MOSFETs. 
b. Draw the left-hand MFSSM of the DA valid for DM inputs. 
Derive an expression for the MF A, = ¥,/044. 
c. Draw the left-hand MFSSM of the DA valid for CM inputs. 
Derive an expression for A, = 0,/0,,. 
d. Give an expression for the CMRR of the DA. 
3.5. Figure P3.5 illustrates a p-channel JFET DA with a pnp BJT dynamic source 
load. Assume Q, = Q, with g,, = 0.002 S, and r, = 250 kQ. For the BJT: hy, = 
150; h,. = 10-6 S; h,, = 1.5 kQ; and h,, = 0. 


a. Draw the MFSSM for the DA. 


b. Find an expression and the numerical value for the SS resistance, 
Rg, looking into the collector of the BJT. 

c. Find the expression and numerical value for Aj = 0,/044 A, = 
v,/0,, and the DA’s CMRR. 


oe 


3.6 The DA shown in Figure P5.6 uses common-mode negative feedback between 
the output and the dynamic load BJT, Q;. Assume Q, = Q, with hy = 200; h;, = 
2.5 kQ; h,, = h,, = 0; R, = 70 kQ; and R, = 4 kQ. For Q;: hy, = 200; h,, = 
10° S; h,, = 1.2 kQ; and h,, = 0. The numbers in parentheses are quiescent dc 
bias voltages. The zener diode drops 14.3 V at 0.2 mA. Treat it as an ideal DC 


voltage source. 
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FIGURE P3.5 


a. Use the bisection theorem to draw the MFSSM for the DA given 
pure DM excitation. 
b. Use the bisection theorem to draw the MFSSM for the DA given 
pure CM excitation. 
c. Give algebraic expressions for A; = v,/V,, and A, = ¥,/0,,. Eval- 
uate numerically. 
d. Evaluate the DA’s CMRR. 
e. By way of comparison, repeat parts a through d when the zener 
diode is removed and Q,’s base is tied to small-signal ground. 
3.7. The DA shown in Figure P3.7 uses feedback pair amplifiers. For symmetry, 
Q, = Q, and Q, = Q,, but Q, # Q,, etc. Q, and Q, have hy), h;,; > 0, and h,,, = 
h,.1 = 0. Likewise, Q, and Q, have hy, Nig > 0, and h,.» = h,. = 0. 
Draw the complete MFSSM for the DA given pure DM excitation. 
Draw the complete MFSSM for the DA given pure CM excitation. 
Find an expression for A, = 0,/0,4. 
. Find an expression for A, = v,/0,,. 
Find an expression for the DA’s CMRR. 
Find an expression for the DA’s small-signal input resistance 
when it is given DM input. Let Rj,g = 01q/t- 
g. Find an expression for the DA’s small-signal input resistance 
when it is given CM input. Let R,,, = 0,./1,. 


moan o p 
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3.8 


Vee 
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Figure P3.8 illustrates a DA using Darlington modules, the purpose of which 


is to raise the DM input resistance. For symmetry, Q, = Q; and Q, = Q,. Q, 


and Q, have hy, h 


ie] 


Nyeo = Nye = 9. Qs has hys, his, and h 


oe5 


res 


> 0, and h,,, = h,., = 0. Q, and Q, have hy», hj. > 0, and 
>O,A 


a. Draw the MFSSMs for the DA for pure CM and DM excitations. 
b. Find an expression for Aj = 0,/ 044. 
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FIGURE P3.8 


c. Find an expression for A, = v,/7,,. 

d. Find an expression for the DA’s CMRR. 

e. Find an expression for the DA’s small-signal input resistance 
when it is given DM input. Let Rj,g = 0i¢/1- 

f. Find an expression for the DA’s small-signal input resistance 
when it is given CM input. Let R;,,, = 0;./1,. 

g- Now let hp, = 100, hie, = 6 kKQ, Mg = 50, Aen = 1 KQ, hs = 100, hto5 = 
10° S, hies = 2.5 kQ, Re = 5 kQ, Re = 500 Q, Rez = 3.3 kQ, and Rg = 
100 kQ. Calculate numerical values for parts b through f. 


3.9 Two, matched, n-channel JFETs are connected as shown in Figure P3.9. They 
are both characterized by the saturation-region, JFET drain current relation: 
Tp =Ips5 (1 — Vgs/Vp)?. The capacitor, C,, blocks dc from the output signal. The 
circuit input is the pure difference-mode signal, v,, = v,. Find an algebraic 
expression for J, and the ac, v,. 


3.10 Two matched 2N2222A BJTs are used to make a BJT DA shown in Figure 
P3.10. 


a. Simulate the circuit under CM excitation and make a Bode plot 
of A, = V,/V,,. Let 1k Hz < f < 0.1 GHz. 

b. Now make a Bode plot of the DM gain, A, = V,/V,,. 

c. Plot the DA’s CMRR in decibels over 1 kHz to 0.1 GHz. 


© 2004 by CRC Press LLC 


170 Analysis and Application of Analog Electronic Circuits 


7 =Veso * 

FIGURE P3.9 
15MQ 6kQ 6kQ 15MQ 
Qi |»Ve Vole Q2 
wt LEC) Cpe 
1 pF Ve pF 
Qi =Q2 =2N2222A 
5 kQ 
-15V 

FIGURE P3.10 


3.11 A BJT DA is shown in Figure P3.11. The circuit is symmetrical. R, = 10° Q, 
Rs = 500 Q, Ro = 6.8 kQ, R, = 1 MQ; BJTs: h,, = h,, = 0; hy, = 100; h;, = 
2.5 kQ. Assume C, is a small-signal short circuit. 
a. Use MFSS analysis and the bisection theorem to find numerical 
values for Ap, Ac, and the CMRR. Ap = 0,/0,g and Ac = U,/0,. 


b. Now the v, output is coupled to a 10-kQ load resistance, R,, 
making the DA circuit asymmetrical, so the bisection theorem no 
longer can be used. Repeat a. 


3.12 Itis desired to measure the CMRR of a student-built differential amplifier (see 
Figure P3.12). First, the two inputs are shorted together and connected to a 
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FIGURE P3.12 


100-Hz sinusoidal source. The source amplitude is adjusted so that when the 
peak output signal is 1.0 V, the input is 10 V, peak. Then the negative input to 
the amplifier is grounded and the source is connected to the + input. Its 
amplitude is adjusted so that V, = 10 V, peak, when the input is 20 mV, peak. 
Find numerical values for Ap, A, and the CMRR in decibels. 


3.13 Common-mode negative feedback is applied around a DA having a 
differential output, shown in Figure P3.13. The amplifier follows the relations: 
V, = ApVia + ACVics Vo = —ApVig + AcV,,. Also, V,, = Ac Vi. and let « = 
RJ/(R, + R,) and B= R,/(R, + R). 
a. Use superposition to find expressions for V, and V/’. 
b. Find anexpression for V,. when V, and V/ are such that the input 
is pure V,.. 
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Find an expression for V,; when the input is pure V,;. 


FIGURE P3.13 


is 


d. Find an expression for the CMNF amplifier’s CMRR. Compare 
it to the CMRR of the DA alone. Let R, = R, = 10° Q; K.,,, = —10°; 


cm 


Ac = 1, and Ap = 10°. Evaluate the system’s CMRR numerically. 
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4 


General Properties of Electronic Single-Loop 
Feedback Systems 


4.1 Introduction 


In electronic circuits and systems, feedback will be defined as a process 
whereby a signal proportional to the system’s output is combined with a 
signal proportional to the input to form an error signal that affects the output. 
Nearly all analog electronic circuits use feedback — implicitly as the result 
of circuit design (e.g., as from an unbypassed BJT emitter resistor) or explic- 
itly by a specific circuit network between the output and the input nodes. 
A circuit can have one or more specific feedback loops. However, in the 
interest of simplicity, the effects of a single feedback loop on circuits with 
single inputs will be considered. The four categories of electronic feedback 
and the feedback that can make an electronic system unstable (deliberately, 
as in the design of oscillators) or stable will be shown. The effects of feedback 
on amplifier frequency response, gain, noise, output and input impedance, 
and linearity will also be discussed. 

Op amps will be used to illustrate many properties of single-input-single- 
output (SISO) feedback systems because all op amps use feedback and they 
have relatively simple dynamic characteristics. A systems approach will be 
used in discussing amplifier performance with feedback; little attention will 
be paid to the nitty-gritty of the electronic components. Block diagrams, 
signal flow graphs, and Mason’s rule will be used to describe the systems 
under consideration and the root-locus technique will be used to explore 
feedback amplifier performance in the frequency domain. 


4.2 Classification of Electronic Feedback Systems 


Figure 4.1 illustrates the general architecture of a SISO feedback system. 
Reduction of the signal flow graph or the block diagram of Figure 4.1 yields 
the well-known transfer function: 
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FIGURE 4.1 
Two alternate representations for a single-input-single-output (SISO) linear feedback system. 
(A) Signal flow graph notation. (B) Block diagram notation. 


Le 2 (4.1) 
V, 1-BK, 


From this simple result, the following important quantities describing 
feedback systems can be defined: 


e Forward gain = open-loop gain = a K, (4.2A) 
e Loop gain = A, = 6 K, (4.2B) 
e Return difference = RD =1- A, (4.2C) 
° dB of feedback = —20 log|1 — A,| (4.2D) 


Note that a, B, K,, and A, can be scalars or vectors (complex functions of 
frequency). 

A SISO system is said to have negative feedback (NFB) if it has a minus 
sign associated with either K,, B, or the summer, or with all three elements 
in the block diagram. Control systems generally use NFB and it is usual to 
assume a subtraction of BV, at the summer. Electronic systems do not nec- 
essarily have a subtraction at the summer; it depends on circuit design. To 
see if a SISO electronic feedback system has negative feedback, inspect the 
loop gain. A,(j0) will have a minus sign (be a negative number) if the 
feedback amplifier is a direct-coupled (DC) negative feedback system. If the 
amplifier is reactively coupled (RC), then A,(j@) will have a minus sign at 
mid-frequencies (its phase angle will be —180°). Feedback amplifier is gen- 
erally a voltage, but VCCSs are encountered. Considering that feedback can 
have either sign and the fed-back quantity can be voltage or current, it is 
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clear that four major types of feedback exist: (1) negative voltage feedback; 
(2) negative current feedback; (3) positive voltage feedback; and (4) positive 
current feedback. Negative voltage feedback is most widely encountered in 
electronic engineering practice. Its properties will be examined in the fol- 
lowing sections. 


4.3 Some Effects of Negative Voltage Feedback 
4.3.1 Reduction of Output Resistance 


Figure 4.2 illustrates a simple Thevenin amplifier circuit with NVB applied 
to its summing junction (input node). Assume that the amplifier’s input 
resistor, R,,, > Rp and R,, so R,, can be ignored in writing the node equation 
for V;. Also, in finding the NFB amplifier’s open-circuit voltage gain, assume 
that R, < R;, so negligible voltage drop takes place across R,. Thus, the node 


equation is: 


V; [G, + G;] = V, G; = V, G, (4.3) 
Also, 
V,=-K.Y, (4.4) 
Thus: 
Vi=<V/K, (4.5) 
and 
(V7 KG, oF Gp) _ V, G; = V, G, (4.6) 
Re 
AVA, 
Rs Vi Ro Vo Sc 
<7 WAVAY, @—o AVA, © ~« 
+ — 
I 
Vs%U Ri KWi (WU ue 
) sk Q) 
©) ~ 


FIGURE 4.2 
Schematic of a simple Thevenin VCVS with negative feedback. See text for analysis. 
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Thus, Equation 4.6 can be used to write the closed-loop system’s transfer 
function: 


V,_ -K,G,_ -KRr/(Re+R,) _ (4.7) 
x G, +G, +K,G, 1+K,R,/(R, +R,) ; | 


Note in comparing Equation 4.7 to Equation 4.1, that 


A, = —K, [R,/(Rr + B,)] (Note: system has NFB.) (4.8) 
oO = R;/(Rz + R,) (4.9) 
B = R,/(R; + R,) (4.10) 


In op amps, K, is numerically very large, so Equation 4.7 reduces to the 
well-known gain relation for the ideal op amp inverter: V,/V, = —Rr/R,.) 

There are two common ways to find the output resistance of the simple 
NFB amplifier of Figure 4.2. One is to set V, = 0, then place an independent 
test source, V,, between the V, node and ground and calculate R,,, = V;/],. 
The other method is to measure the open-circuit output voltage using Equa- 
tion 4.7, then calculate the short-circuit output current (with V, = 0). Clearly, 
Row = Voc/lsc- Inspection of Figure 4.2 with a shorted output lets one write: 


2a KR, |__—V.KR; 
lec“ ER R, ais ao) 
Now R,,,, can be found: 
-K,R,/(R, +R.) 
_1+K,R,/(Rp+R,) _ R, -& - & 49) 
ou =VKSRp 1+ K,R,/(Rp+R,) 1+BK, 1-A, 
R,(R; +R,) 


In general, the NFB amplifier’s output impedance can be written as a 
function of frequency: 


ZoutG) = R,/RDGo) (4.13) 


Note that, in general, ZoutG@)| is very small (e.g., milliohms) at de and 
low frequencies, then gradually increases with w. This property can be dem- 
onstrated by assuming K, to have a frequency response of the form: 


K 
K,(jo)= aa ; (4.14) 
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R _ R(jot+1) _ [R,/(1+BK,,)|(jor+1) 


Z,(jo)= 1+BK,, /(jot+1) ~ jot+(1+BK,,) jot/(1+BK,,)+1 


(4.15) 


From the preceding equation it is clear that |Z,,| = R,/BK,, at de, increasing 
with frequency to |Z,| = R, at frequencies above BK,,/T r/s. 


4.3.2 Reduction of Total Harmonic Distortion 


A very important property of NFB is the reduction of total harmonic distor- 
tion (THD) at the output of amplifiers, in particular power amplifiers. First 
it is necessary to examine what THD means. Assume that a certain amplifier 
has a soft saturation nonlinearity modeled by: 


y =ax + bx? + cx8 + dx* + exo +... (4.16) 


Clearly, a = K, the linear gain. The J, c, d, e, ... terms can be zero or have 
either sign. They give rise to the harmonic distortion that can be the result 
of transistor cut-off or saturation, or power supply saturation. If x(t) = X, 
sin(a,t), the output y(t) will contain the desired fundamental frequency from 
the a-term, as well as unwanted harmonics. For example, 


y(t) =a X, sin(o,t)+ (bX, /2}[1—cos(2a,t)]+(cX? /4) 
(4.17) 
[3 sin(@,t) - sin(30,t)| te 


The power terms approximating the nonlinear transfer characteristic of 
the amplifier generate dc, fundamental, and harmonics of the order of the 
nonlinear term in addition to the desired fundamental frequency. These can 
be summarized by the expression: 


y(t) = K, X, sin(@,t) + H, sin(2o,t) + H; sin(3@,t) + H, sin(4@,t) +... (4.18) 


The total RMS harmonic distortion is defined as: 
Le 
ae eae Pr (4.19) 
| k=2 


Note that H,2/2 is the mean squared value of the k** harmonic; (K,7X,7/2) is 
the MS value of the fundamental frequency (desired) component of the 
output. In general, the larger X, is, the larger will be the THD. 
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(A) Block diagram of a SISO negative voltage feedback system with output harmonic distortion 
voltage introduced in the last (power) stage. A sinusoidal input of frequency @, is assumed. 
(B) Rms power spectrum of the feedback amplifier output. v,,; is the RMS amplitude of the 
fundamental frequency output. (C) Plot of how total harmonic distortion typically varies as a 
function of the amplitude of the fundamental output voltage. 


Figure 4.3(A) illustrates a block diagram showing how the RMS THD is 
added to the output of an NFB amplifier. Distortion is assumed to occur in 
the last stage. If there were no feedback, (f = 0), V, = V, aK, + vg (V,0K,). V, 
is adjusted so that the RMS output signal is v,,,. With feedback, 
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Vos1 THD 
— V.ak, + 04 (2.1) 
° 1+BK, 1+BK, 


(4.20) 


With NFB, the output THD is reduced by a factor of 1/(1 + B K,), given 
that the signal output is the same in the nonfeedback and the feedback cases. 
This result has vast implications in the design of nearly distortion-free audio 
power amplifiers, as well as linear signal conditioning systems in general 
that use op amps. v,;, in Figure 4.3(B) is simply the k* RMS harmonic voltage; 
i.e, Ux = H,//2. Figure 4.3(C) shows how the RMS THD increases as the 
signal output is made larger. At v,, = Vc,, the level of distortion increases 
abruptly because the amplifier begins to saturate and clip the output signal 
waveform. 

In good low-distortion amplifier design, the input stages are made as linear 
as possible, and the amplifier is designed so that the output (power) stage 
saturates before the input and intermediate gain stages do. This allows the 
THD voltage to effectively be added in the last stage, and thus the THD is 
reduced by a factor of 1/(1 — A,) = 1/RD. 


4.3.3. Increase of NFB Amplifier Bandwidth at the Cost of Gain 


It is axiomatic in the design of electronic circuit that negative feedback allows 
one to extend closed-loop amplifier bandwidth (BW) at the expense of dc or 
mid-band gain. Another way of looking at the effect of NFB on BW is to 
observe that every amplifier is endowed with some gain*bandwidth product 
(GBWP); as a figure of merit, larger is better. GBWP remains relatively 
constant as feedback is applied, so when NFB reduces gain, it increases BW. 
The frequency-compensated (FC) op amp makes an excellent example of 
GBWP constancy. The open-loop gain of an FC op amp can be given by: 


9 = (4.21) 
V,-V/ st, +1 


Note that the op amp is a difference amplifier and has a gain*bandwidth 
product: 


GBWP,, = K,,/(2nt,) Hertz (4.22) 


Now connect the OA as a simple noninverting amplifier, as shown in 
Figure 4.4(A). The amplifier’s output is: 


V, = (V, - BV,)K,./ (St, + 1) (4.23) 
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FIGURE 4.4 
(A) An op amp connected as a noninverting amplifier. (B) An op amp connected as an inverting 


amplifier. 


where 
B = R,/(R, + Rp) (4.24) 


Solving for the voltage gain yields: 


Vin ox. Ke UPB) 
vo A,(s)= a, {1+BK,)+1 (4.25) 


The GBWP for this closed-loop amplifier is simply: 


cBwr,,, = Ka (1+ BK.) 


amp = (1+ BK,,) 2nt, a GBWP.,, (4.26) 


For the closed-loop feedback amplifier to have exactly the same GBWP as 
the open-loop op amp is a special case. Note that the closed-loop gain is 
divided by the RD and the closed-loop BW is multiplied by the RD. 

Next, consider the gain, BW, and GBWP of a simple op amp inverter, 
shown in Figure 4.4(B). To attack this problem, write a node equation on the 
summing junction (V;) node: 


Vi(G, + G;) — V, Gp = V, Gy (4.27) 
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noting that: 


V, = -V/ K,,/ (st, + 1) (4.28) 


vo 


Equation 4.28 is solved for V;’ and substituted into Equation 4.27, and the 
closed-loop transfer function is found: 


Uae -K,,R,/[R, + R,(1+K,)| A885 
V, st,(Rp+R,)/[R. +R,(1+K,)] 
The low and mid-frequency closed-loop gain is: 
A,(0)=-K,,R,/[R. +R,(1+K,)| (4.30) 


and the closed-loop amplifier’s BW is its -3-dB frequency where |A,(f,)) = 
'A,(0)|/ ,/2. This is simply: 


f,=[Rp+R,(1+K,)]/[2nt, (R, + R,)] hertz (4.31) 
Thus, its gain*bandwidth product is: 


GBWP,,,, = KR[Re + Ri(1+K,)] ~ Kw Re 
mm TR, +R,(1+K,,)]]2nt,(Rp+R,)] 270, (Re+R,) (4.32) 


= GBWP,,o 


where is the feed-forward attenuation of the op amp’s feedback circuit. 

Thus the inverting op amp circuit with feedback has a GBWP that is lower 
than the GBWP of the op amp. As R; is increased, A,(0) increases and 
GBWP,,,, > GBWP,,. In all cases, the use of NFB extends the high-frequency 
half-power frequency at the expense of gain. 


4.3.4 Decrease in Gain Sensitivity 


Gain sensitivity is the fractional change in closed-loop gain resulting from 
changes in amplifier circuit component values. In the case of the basic SISO 
feedback system of Figure 4.3(A), the closed-loop gain is: 


Ms a (4.33) 
V. 1+BK, 
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The sensitivity of A, with respect to the gain K, is defined by: 


= Bee (4.34) 
i AK,,/K, 
so now 
OA 
AA, =| — |AK 4.35 
(2) ws 
and the partial derivative is: 
aA, _of(1+BK,)-BK,]_ 0K, Ko" sds 
OK, (1+BK,) (1+BK,) RD 
Thus, 
I ees a (4.37) 
K, [RD] 
and the sensitivity is: 
G40 = AA, /A, = A, AK, /A, = 1 (4.38) 


© AK,/K,  K,[RD]AK,/K, [RD] 


In op amps, 1/[RD] is on the order of 10-* to 10-6, so a circuit with NFB is 
generally quite insensitive to variations in its dc open-loop gain, K,,,. 

Also of interest is how sensitivity varies as a function of frequency in NFB 
circuits. According to Northrop (1990), 


Complex algebra must be used in the calculation of such sensitivities, 


because the closed-loop gain [frequency response] is complex. Here we 
express the closed-loop gain in polar form for convenience: 


A,(jo) = |A,Ga@)| eo (4.39) 


The gain sensitivity, given by Equation [4.38], can also be written as 


A = dA,/A, = (In A,) 


@: _ 


: dx/x d(In x) 


(4.40) 
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where x is a parameter in the NFB circuit. From Equation [4.39] we can 
write: 


In A,,(jo)] = In|, (jo)| + j6(@) (4.41) 


Substitution of Equation [4.41] into Equation [4.40] yields: 


4, ain, (jo) 80) sity 
x dx/x dx/x ; 


The real part of S#: is called the magnitude sensitivity; the imaginary part 
of S#: is the phase sensitivity. Generally, x will be a real number, which 
simplifies the calculation of Equation [4.42]. Sensitivity analysis using 
Equation [4.42] can be utilized to evaluate active filter designs. 


Lr 


4.4 Effects of Negative Current Feedback 


The purpose of negative current feedback (NCF) is to create an approxima- 
tion to a voltage-controlled current source (VCCS) so that the output current, 
I,, is proportional to V,, regardless of the load, which can be nonlinear. In 
NCF amplifiers, the signal fed back is proportional to the current through 
the load. NCF, like NVF, extends the bandwidth of the amplifier within the 
feedback loop. Unlike NVF, NCF raises the output resistance of the amplifier 
within the loop. A single op amp circuit with NCF, illustrated in Figure 4.5, 
will be investigated; frequency dependence will not be treated in this exam- 
ple. A VCCS is characterized by a transconductance, G,,, and a Norton shunt 
conductance, G,. 

First, it is necessary to find the circuit’s G,, = I,/V,. Note that the current 
is given by Ohm’s law: 

an a (4.43) 

R,+K,+R, 


The summing junction node voltage is found: 


V;[G, +G,|-(-I,R,G,)=G,V, (4.44) 
J 
eR (4.45) 
’ G,+G, 
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FIGURE 4.5 
Schematic of a simple Thevenin VCVS with negative current feedback (NCFB). 


Substituting Equation 4.45 into Equation 4.43, it is possible to solve for 
[(V,): 


I K,,G, 


—L=G,,= 7 4.46 
V, ™ (R,+R,+R,)(G,+G,)+K,R,G, £9) 

In general, K,, R.Gp > (R, + R, + R)(G, + Gz), so 
Gy = Rz/R, R, siemens (4.47) 


How does NCF affect the VCCS’s Norton output conductance? First, cal- 
culate the circuit’s OCV, given R, > . This condition also makes I, = V; = 
0. Now the summing junction voltage is 


Vj=V, & (4.48) 
R,+R, 
and the OCV is: 
R 
OCV = V, F—_ K_, volts (4.49) 
R, + al 


Next, find the short-circuit current, i-e., the I,,, when R, = 0. This condition 
also makes V;, = V,. The SCC is: 


— AS 


= 4.50 
‘sR, +R, ee) 
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where V/ is found from: 


V;[G, + G,]-(-,,,R.)G; = V.G, (4.51) 
t 
V/= V.G, = TiscGr (4.52) 
G,+G, 
Equation 4.52 is substituted into Equation 4.50 and I,,. is found: 
V.CiKoo (4.53) 


Tse = (R, +R.)(G,+G,)+K,,R.G; 


Now the Norton G,,,, of the amplifier with NCF is simply the ratio of [,,, 


out 


to OCV: 
V.GiKoe 4.54 
au (R, +R,\(G,+Gy)+K,,R.Ge _ 1 . cy 
out = V.RpKoo ~(R,+R,)+K,RR/(R.+R) 
(R, +R,) +R.) 


<G,, which 


out 


The second term in the denominator of Equation 4.54 makes G, 
is desirable in making an effective VCCS. 

In order to see how the closed-loop VCCS’s frequency response is affected 
by NCE, replace the op amp’s open-circuit, VCVS with K,,/(jmt, + 1). The 
transconductance is now found to be: 


K, Re (4.55) 
G,,(j0) = (R,+R,)(R,+R.+R,)+K,,RR, | R,/(R,R.) 
M ; a 1, ta(Ri+R-)(R,+R.+R wy 
(R+R,\R,+R4R) a 


Now the approximate G,,(0) = R-/(R,R,) and the —3-dB frequency is: 


~ K,,R,R, 
h= 2nt,(R, +R, (R, +R, +R,) nee oo 


In the preceding relations, it was assumed that K,,R.R, > (R, + R;)(R, + 
R,+ R,). Note that the closed-loop system’s bandwidth is extended by the 
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FIGURE 4.6 
A three-op amp VCCS in which the load is grounded. Analysis is in the text. 


NCEF. The NVF circuit of Figure 4.5 is simple, but suffers the disadvantage 
of having the R, “floating” between V, and R.. Also, the peak current is 
limited by the op amp used. 

In Section 2.6.7 on laser diodes in Chapter 2, it was determined that an 
effective VCCS using NCF can be made from three op amps. The op amp 
that drives R, can be made a power op amp and the load can be grounded. 
Figure 4.6 illustrates this NCF circuit. As in the earlier example, we will find 
the VCCS’s Gy(jo) and Z,,,(j@). Because the two feedback amplifiers are 
unity gain, they have —3-dB frequencies approaching their op amp’s f; and 
thus can be treated as pure gains (+1 and —1, respectively). The node equation 
for the summing junction is written: 


V/ BGl=ViG—-CVje sve (4.57) 


Two auxiliary equations are used: 


Vash eR) (4.58) 
V(jot.+1 
Vs= (en) (4.59) 


vo 


Substituting the preceding equations into Equation 4.57 and rearranging 
terms yields: 


K 
Ln ey. 3(Re+R,)+ KR; 
vy Gul) =3(8, +R), (4.60) 
. 3(R, + R,)+K,,R, . 


© 2004 by CRC Press LLC 


General Properties of Electronic Single-Loop Feedback Systems 187 


In practical cases, K,, R; > 3(R; + R,), so the VCCS’s transconductance can 
be approximated as: 


G, 
jot,3(R- +R,)/(K,.R;)+1 ey) 


G,,(j@) = 


Thus, it is clear that Gy,(0) = G; and the break frequency is: 


K,oRe 
hone ,3(R; +R,) (4.62) 


which is certainly greater than the op amp’s f;. 

The VCCS’s Z,,,,(j@) is now of interest. Ideally, it should approach infinity. 
To find it, take the ratio of the circuit’s OCV to SCC. Under OCV conditions, 
I, = 0 and V, = V,. Using the node equation for V/, it is easy to write: 


-V.K,, 


Next, find the VCCS’s SCC. Under SCC conditions, R; = 0 and V, = 0. The 
node equation for V/ yields: 


R,(K,, +3) j@3t, /(K,,+3)+1] _R-K,,[j03t, /K,, + 
3( jot, + 1) 7 3(jot, +1) 


1 
Zo (j@) = (4.64) 


From Equation 4.64 it can be seen that, at low frequencies, Z,,,,(0) = RpK,,/3. 
At frequencies above K,,/3t, r/s, Z,,,(hi) = Rp, which is not very high, making 
a poor VCCS at high frequencies. 


LS 


4.5 Positive Voltage Feedback 
4.5.1 Introduction 


Positive voltage feedback (PVF) is seldom used in SISO feedback amplifiers. 
PVF increases the closed-loop gain, decreases the closed-loop bandwidth, 
increases the R,,,, of the system, and increases harmonic distortion at a given 
output level. These activities are based on the fact that the loop gain in a 
simple SISO feedback amplifier with PVF is A, = +BK,, so for +BK, < 1, the 
return difference, (1 — A,), is <1. PVF can be used deliberately to make a 
feed-back system unstable so that it oscillates. The next section illustrates 
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the use of PVF to increase the bandwidth of an amplifier used to couple 
intracellular glass micropipette electrodes used in neurophysiology to fur- 
ther signal conditioning stages. 


4.5.2 Amplifier with Capacitance Neutralization 


Glass micropipette electrodes (GMEs) are used to penetrate cell membranes, 
allowing the measurement of the dc resting potential across the membrane 
and, in the case of nerve and muscle cells, the transient action potentials 
associated with these cells. GMEs are made by heating and pulling small- 
diameter, borosilicate class capillary tubing to a small diameter tip, which 
can range from 0.3 to 1 um ID. The GMEs are then artfully filled with a 
conductive electrolyte solution such as 3 M KCI or potassium citrate, etc. A 
Ag) AgCl fine wire electrode is inserted in the outer (large) end of the filled 
GME. By the arcane arts of electrophysiology, the GME tip is caused to 
penetrate a cell under investigation. The cell membrane generally forms a 
tight seal around the tip of the GME. 

A stand-alone GME with its tip immersed in a beaker of saline in which 
a large reference electrode is also located allows one to measure the imped- 
ance of the filled GME. At dc and very low frequencies, the resistance of the 
GME can be on the order of 10 to 500 megohms, depending on the GME’s 
geometry and the filling electrolyte. There is also distributed stray capaci- 
tance between the tip lumen and the external electrolyte; the glass serves as 
the dielectric. Thus, the immersed tip appears as an RC transmission line 
giving distributed-parameter low-pass filtering to any time-varying poten- 
tial seen at the tip (Webster, 1992, Chapter 5; Lavallée et al., 1969). 

Rather than deal with the complexity of a transmission-line low-pass filter 
and include the ac characteristics of the AgCl coupling and reference elec- 
trodes, the GME will be oversimplified in situ by a simple RC low-pass filter; 
R, is the GME’s total DC resistance and C, represents the total effective 
shunting capacitance of the GME’s tip. Figure 4.7 shows the GME attached 
to the PVF amplifier, which uses an electrometer op amp that has a de input 
bias current on the order of tens of femptoamps. It is thus characterized by 
an input resistance on the order of 10% Q and an input capacitance to ground, 
C;,, on the order of single pF. The PVF is applied through a variable capacitor, 
Cy. The noninverting gain of the amplifier, A,,, is on the order 2 to 5 and is 
set by resistors Rp and R,. 

To begin the analysis of this PVF amplifier, consider the gain between the 
noninverting node and the output, V,/V;. This gain is found by writing the 
node equation for the V/ node: 


v0l 


V/[G; + GJ - V, G; =0 (4.65) 
and 
K 
V.=(V.-V’ v0 4.66 
® ( : q jot, +1 ( ) 
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AC 


R,@T Vi 


vo) Cut Cink 


FIGURE 4.7 

Schematic of a noninverting electrometer op amp with positive voltage feedback through a 
small neutralizing capacitor, Cy. This circuit is used with glass micropipette microelectrodes to 
increase system bandwidth. 


Substituting Equation 4.66 into Equation 4.65 and assuming R,K,,/(R, + 
R,) >1 reveals the frequency response function: 


V (1+R,/R,) 


oO 


V, jot, (1+R;/R,)/K,, +1 


(4.67) 


Next, examine the simple low-pass frequency response function of the 
GME alone: 


Mie : (4.68) 
V, joR, (C,+C,,)+1 


To find the frequency response of the amplifier with PVF through Cy, write 
the node equation for V;: 


V; [G, + jo(Cr + Cy)] — V, jaCy = V, G, (4.69) 
Note that: 
Cr=C, + Ci, (4.70) 
and 
Mf (4.71) 


V; jOt, Avg Lo +h 


where A,, = (1 + R-/R,). Substituting from the preceding equations, the node 
equation can be written: 
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jot A, /K 
Vv, (jot, a vo a 
A 


vO 


ee eee 
+ jO(Cp+Cy)|-V,joCy=V,G, (4.72) 


Equation 4.72 can be wrestled algebraically into the transfer function of 
the capacitance-neutralized GME amplifier: 


% a (4.73) 


7 (Cp +Cy)Ry [Kup + jO[t Ave [Ky +RyCp—RyCy (An -1)]+1 


V, (jo)'t A 


a vO 


From the standard quadratic form, the closed-loop amplifier’s undamped 
natural frequency squared is: 


w?= Koo IR (r/s)" (4.74) 
a 


CAC eC, 
The amplifier’s damping factor is found from the second term in the 
denominator of Equation 4.73 


& =(0,/2)[t.A,,/Keo + RyCr —R,Cu (Ay. -1)] (4.75) 


It is now useful to illustrate how the capacitance-neutralized, PVF ampli- 
fier works with typical numbers. Let K,, = 10°; t, = 10% sec; A,, = 2; Ry = 
108 Q; C; = 3.05 pF; and Cy = 2.95 pF. From these numbers it can be found 
that @,, = 9.129 x 10‘ r/s, and € = 0.464 (an underdamped second-order system 
with good transient response). Note that if Cy = Cr, the system is highly 
underdamped and, if Cy is slightly greater than C;, the amplifier’s closed- 
loop poles lie in the right-half s-plane, making the amplifier oscillate. The 
price paid for extending the system’s bandwidth can be shown to be excess 
noise (see Section 9.8.4 in Chapter 9). 


4.6 Chapter Summary 


Most electronic amplifiers use negative voltage feedback (NVF), which: 


1. Reduces mid-band gain 


2. Reduces total harmonic distortion at the output at a given signal 
output power level 


3. Reduces Z,,, at low and mid-frequencies 
4. Decreases gain sensitivity to certain circuit parameters 
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5. Decreases the output signal-to-noise ratio slightly 
6. Increases the closed-loop amplifier’s bandwidth 
7. Can increase or decrease R, 


mn? 


8. Can make a system unstable if incorrectly applied 


depending on the circuit 


Negative current feedback was shown to be useful in making a VCCS out 
of an amplifier with normally low R,,,. NCF is used to raise the Thevenin 
R,, 0 that the NCF amplifier appears to be a current source. Otherwise, its 
properties are similar to those resulting from NVF. Positive voltage feedback 
reverses properties 1 through 4 and 6 in the preceding list for NVF. It does 
have use for capacitance neutralization and is used in the design of certain 
oscillators because it can make systems unstable more easily than NVF. 


Home Problems 


4.1. Negative current feedback is used in a VCCS circuit used to power a laser 
diode (LAD), as shown in Figure P4.1. The LAD presents a nonlinear load to 
the VCCS. We wish the diode current to be independent of the LAD’s 
nonlinear resistance. 


a. Assume the op amp is ideal and the differential amplifier (DA) 
is a VCVS in which V, = Kp (V, — V,). Derive an expression for 
the VCVS’s transconductance, Gy, = [,/V,. 

b. Now assume that the power op amp is nonideal, so V, = K,, (V;- 
V/). Derive an expression for the Norton output conductance 
seen by the LAD. (Hint: set V, = 0 and replace the LAD by a test 
voltage source, vp Find G,,, = ip/Up) 


out ~~ 


Vi 


Vi 
+ vi POA 
ve) : 
Ri R2 LAD 
+16 
& DA 
= v2 


4.2 Negative voltage feedback is used to make an electronically regulated dc 
voltage source, shown in Figure P4.2. The design output voltage is 15 V at 
1-A load. The power NPN BJT can be modeled by a mid-frequency 
h-parameter model with h,, = 19; h,, = 2 x 10° S; h,, = 0: hi, = Vilgo; Vr = 
0.026 V; and Jpg = 1 A. DA gain is Kp = 1 x 10*; R, = 15 Q, neglect current 
through R, + R,; and V, = 6.2 V, feedback attenuation B = R,/(R, + R,) = 
6.2/15. The raw dc has a ripple voltage, v,, added to it. Rs = 50 Q. 


FIGURE P4.1 
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Rs __leo Vo 
rs © 
Re IL=le 
v OY) 
Isq}| Vb BY 
+ e— DA Ri 
Vs = 
= f+ 3% 
- Ve = 
T- © 
FIGURE P4.2 


a. Find an algebraic expression for and evaluate numerically the 
regulator’s ripple gain, Ag = v,/v, Use the MFSSM for the BJT 
(e.g., dc sources + ground). 

b. Now let v, = h,, = 0. Find an expression for and evaluate numer- 
ically the regulator’s output resistance, R,,,, seen by R,. You can 
find R,,, = 0,/i, by replacing R, with a small-signal test voltage 
source, V,. 

c. Evaluate the regulator’s regulation, p = AV,/AR,. 

4.3 An op amp is ideal except for a finite differential voltage gain: v, = K,, (v; — 
v;). In the circuit of Figure P4.3, the op amp is connected to make a VCCS for 
R,. 

a. What kind of feedback is used: NVFB, PVFB, NCFB, or PCFB? 

b. Give an expression for GM = I,/V,. Show what happens to GM 
as K,, > ©. 

c. Find an expression for the Thevenin R,,, that R, “sees.” 


Ry R2 


ul 
ul wy 
= 


FIGURE P4.3 
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FIGURE P4.4 


4.4 


4.5 


Figure P4.4 illustrates a source-follower—grounded-gate JFET amplifier with 
feedback. The JFETs are identical with the same MFSSM in which g,, > 0 and 
&q= 0. The feedback voltage, V, = —K,V,, is applied through resistor R,, to the 
common source node. 


a. Derive an expression for A, = V,/V, with no feedback (set R; = °). 

b. Find an expression for A, = V,/V, with feedback. Let Kp > ~; 
give A,,. 

A three-op amp VCCS circuit is shown in Figure P4.5. Assume that op amps 

OA2 and OA3 are ideal and the power op amp, OA1, is characterized by the 

transfer function: 


and zero output resistance. 


a. Derive an expression for the VCCS’s output transadmittance, 
Yy(Gjo) = I,/V,, in time-constant form. Sketch and dimension 20 
log Yu(jo)| vs. © and Z Yy(j@) vs. w (Bode plot). Show what 
happens to Yy(j@) as K,, > ©. 

b. Derive an expression for the Norton output admittance the non- 
linear load sees, Y,,,,(j@) = I,/V,, in time-constant form. Sketch 
and dimension a Bode plot of Y,,,,(j@) vs. o. Show what happens 
to Y,,,,(j@) as K,, > . 
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FIGURE P4.5 


4.6 ADA is given a form of common-mode negative feedback, as shown in Figure 
P4.6. The DA has a differential output from which v,,. is derived by a voltage 
divider. The amplifier is described by the scalar equations: 


0, = Ap U,, + Ac M1, 
, —, 
Vp =—Ap %, + Ac Vie 


Also, it is clear that v,.=Ac¢v,,. Define 0 = R,/(R, + R,) and B= R/(R, + R,). 


a. Find expressions for v,, and v,, in terms of v,, and v,,, and a, B, 
K, Ap, and Ac. 

b. Give an expression for v, in terms of v,, and v,, and circuit 

parameters. 

Find an expression for the system’s single-ended CMRR. 

d. Let Ap = 100; A, = 0.01; a = 1; B = 0.01; and K = 10*. Evaluate the 
single-ended CMRR numerically and compare it to the CMRR 


o 


of the DA. 
Rs 
@ 
Vs Y) Ri Vo 
‘aula R 
—— DA P— Voc 
ee Rs V1 
@ R 
wy) Ri se 
= ‘a : 
FIGURE P4.6 
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Ve 


FIGURE P4.7 


4.7 The op amp circuit shown in Figure P4.7 is a form of current mirror. The BJT 
can be modeled by its MFSSM with h,, = h,, = 0. The op amp is ideal except 
for the gain: 


_ K,(v,-7) 
Sar (ts+1) 


Find an expression for /,/7,(jo) in time constant form. 


4.8 Negative current feedback is used to make an op amp/FET VCCS, shown in 
Figure P4.8. MFSS analysis will be used. The FET is characterized by (g,,, 2.) 
and the op amp has a finite voltage gain so v, = Ky (v, — v,). Assume Vpg is 
large enough to keep the FET in channel saturation. 


a. Find an expression for the VCCS’s small-signal transconduc- 
tance, Gy = 14/0}. 

b. Find an expression for the VCCS’s Norton output conductance, 
Gout: 

c. Let K,=10* g,,=10°S; ¢,=10°S; and R,; = 1 kQ. Find numerical 
values for G,, and G 


out* 


FIGURE P4.8 
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FIGURE P4.9 


4.9 A certain power op amp (POA) has an open-loop gain of V,/V/ = — 5 x 10+. 
When it is connected as a gain of —250 amplifier, it has a total harmonic 
distortion (THD) of 0.5% of the RMS fundamental output signal voltage, V,,,, 
when the RMS V,, = 10.0 V. Find the percent THD when the amplifier is given a 
gain of —1 (unit inverter) and the V,, is again made 10.0 VRMS. See Figure P4.9. 


os 


4.10 The circuit of Figure P4.10 is a constant-current regulator used for charging 
batteries; NCFB is used. Assume the DA’s gain is Kp = 10°; h,, = h,, = 0; hg = 
19; R,, = 1.0 Q; Vp = 5 V (sets I,); and Vz, = 0.7 V. Battery: V, = 12.6 V 
(nominal); series resistance (nominal); Rp, = 0.1 Q; V; = 24 V; and Rs = 13 Q. 


a. Find an expression for and evaluate numerically the small-signal 
transconductance of the regulator, Gy = I,/Ve. 

b. Find an expression for and evaluate numerically the small-signal 
Norton conductance the battery sees. (Hint: set V, = 0 and use a 
test source, v,, in place of the battery. G,,,, = i,/¥;.) 


Rs 
OV o 
Vee Re 
7 fs I B attery 
= Ji =Ve 
a ie 
Vp O~< DA s 

Rm 

+9 

i 

Ve 


FIGURE P4.10 
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FIGURE P4.11 


4.11 We have shown that NVFB reduces amplifier output impedance. In this 
problem, you will investigate how NVFB affects input impedance. In the 
schematic of Figure P4.11, an amplifier is given negative feedback as shown. 
Find the input resistance with feedback, R,, = V,/I,. 


4.12 One way of additively combining feedback with the input signal in a SISO 
feedback amplifier is to use a difference amplifier, illustrated in Figure P4.12. 
The output, v,’, is given by the relation: v,.’ = K; (v, — v,). Use a simple 
MFSSM for the matched BJTs in which h,, = h,, = 0 and h,, and h;,, > 0. A de 
current source supplies the emitter currents of the two BJTs. Derive an 
expression for K;,, in terms of circuit parameters. 


Vec 


FIGURE P4.12 


4.13 Both positive and negative feedback are used on an ideal op amp, shown in 
Figure P4.13. 


a. Derive an expression for V,/V, in terms of the circuit parameters. 


b. What vector condition on the impedances will make the system 
unstable? 
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Feedback, Frequency Response, 
and Amplifier Stability 


5.1 Introduction 


This chapter explains the details of how feedback changes open-loop amplifier 
frequency response and examines how NVF and PVF can lead to amplifier 
instability. Practical use can be made of instability; tunable sinusoidal oscil- 
lators can be designed using the same analytical techniques used in the 
design of linear feedback amplifiers. 

Over the years, many analytical techniques have been used to analyze and 
design feedback systems. In the author’s opinion, the root-locus technique 
is one of the more useful ones. It allows the s-plane location of the closed- 
loop (CL) system’s poles to be found, given the system’s dc or mid-frequency 
loop gain and the location of the poles and zeros of the system’s loop gain, 
A,(s). Once the closed-loop poles and zeros are known, it is a simple matter 
to find the CL system’s frequency response or its output in time, given a 
transient input. 


5.2 Review of Amplifier Frequency Response 
5.2.1 Introduction 


The steady-state sinusoidal frequency response has long been a performance 
criterion for linear signal conditioning systems. For example, an amplifier is 
given a continuous sinusoidal input of known frequency and an amplitude 
that does not saturate the amplifier. At the output, a sinusoidal output of 
the same frequency, but generally with a different amplitude from the input, 
and a phase shifted from the input sinusoid can be measured. The amplitude 
and phase shift of the output are frequency dependent. The frequency 
response measured experimentally can be used to define the frequency 
response function of the amplifier. This is the 2-D vector, H(j@). In polar form: 


199 
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oO 


V. 


s 


H(jo) = —*| (@)20(«) (5.1) 


The frequency-dependent ratio of output voltage to input voltage magni- 
tudes is called the amplitude response (AR); 6(@) is the phase angle between 
the output and the input sine waves. The frequency response junction, H(o), 
whether measured or calculated, is in general a 2-D vector. (It has a magni- 
tude and an angle as shown in Equation 5.1 or, equivalently, a real and an 
imaginary part.) 

The two major ways to present frequency response data are (1) by Bode 
plot and (2) by polar (Nyquist) plot. Bode plots are much more widely used 
to characterize analog electronic signal conditioning systems used in biomed- 
icine, and will be considered here. Bode and Nyquist plots are considered 
in detail in Section 2.4 of Northrop (2003). 


5.2.2 Bode Plots 


A Bode plot is a system’s frequency response plot done on log-linear graph 
paper. The (horizontal) frequency axis is logarithmic; on the linear vertical 
axis is plotted 20 log,) H(f)|, which has the units of decibels (dB) and the 
phase angle of H(f) (the phase angle between the output and input sinusoids). 
One advantage of plotting 20 log,)|H(f)| vs. f on semilog paper is that plots 
are made easier by the use of asymptotes giving the frequency response 
behavior relative to the system’s break or natural frequencies. Also, using a 
logarithmic function causes products of terms to appear graphically as sums. 
Perhaps the best way to introduce the art of Bode plotting is by example. 

Example 1: a simple low-pass system. Assume a system is described by 
the first-order frequency response function: 


* (ig) = —£ — = H(o) (5.2) 


~ajo+b 


It is algebraically more convenient when creating a Bode plot to have the 
frequency response function in time-constant form. That is, the 0" power of 
(s = j@) is given a coefficient of 1 in numerator and denominator, e.g., 


Y/. 
0) 


b : ; 
7 ( j lS EES = H( jo) (time-constant form) (5.3) 


The quantity (a/b) is the system’s time constant, which has the units of 
time. One advantage of the time-constant format is that, when u is dc, @ = 
0, and the dc gain of the system is simply K,, = (c/b). The vector magnitude 
of the frequency response vector function is: 
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H(jo) = ee — (5.4) 
o"(a/b) +1 
and its dB logarithmic value is: 
dB = 20 log(c/b) — 10 log[w*(a/b)? + 1] (5.5) 


For @ = 0, dB = 20 log(c/b). For m = (a/b) r/s, dB = 20 log(c/b) — 10 log[2], 
or the dc level minus 3 dB. w, = (a/b) r/s is the system’s break frequency. 
For @ 2 10,, the amplitude response is given by: 


dB = 20 log(c/b) — 20 log[@] — 20 log[a/b] (5.6) 


From the preceding equation, it is possible to see that the asymptote has 
a slope of —20 dB/decade of radian frequency or, equivalently, -6 dB/octave 
(doubling) of frequency. The phase of this system is given by: 


(@) = — tan-! (@ a/b) (5.7) 


The minus sign is because the complex portion of Equation 5.3 is in its 
denominator. Thus, the phase goes from 0° at w = 0 to —90° as w > . Figure 
5.1 illustrates the complete Bode plot for the simple first-order, low-pass 
system. 

Example 2: this is an underdamped second-order, low-pass system 
described by the frequency response vector function: 


Y d B 
io) = =— Zo=Hjo 5.8 
ul) a(jo) +b(jo)+c A ’ ( ) 2) 
Asymptotes 
AR (dB) a 


45° 


90° 


©/(a/b) 


FIGURE 5.1 
Normalized Bode plot for a one real pole low-pass filter. Asymptotes, AR, and phase are shown. 
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To put this frequency response function in time-constant form to facilitate 
Bode plotting, it is necessary to divide numerator and denominator by c: 


Vian d/c = d/c 
ul)= GaGa)? +(Hea)+1  GoFJo2+(280, (jan ©” 


The constant, c/a = @,,”, is the system’s undamped natural radian frequency 
squared and b/c =2&/,, where € is the system’s damping factor. The system 
has complex-conjugate roots to the characteristic equation of its ODE if 0 < 
§ < 1. In this second example, it will be assumed that the system is under- 


damped, i.e., 0 < € < 1. Now the Bode magnitude plot is found from: 


db = 20 log(d/c) —10 log} [1- w?/o2) + [26/0,)of| (5.10) 


At dc and @ < @, and w,/2&, dB = 20 log(d/c). The undamped natural 
frequency is ,, = Vc/a r/s. When ® = @,, dB = 20 log(d/c) — 20 log[(2&/,,) 
@,,] = 20 log(d/c) — 20 log[2&]; when o > @,, dB = 20 log(d/c) — 40 log[w/,]. 
Thus, for @ = @, and € < 0.5, the dB curve rises to a peak above the intersection 
of the asymptotes. The high-frequency asymptote has a slope of -40 dB/decade 
of radian frequency, or —12 dB/octave (doubling) of radian frequency. These 
features are shown schematically in Figure 5.2. The phase of the second- 
order low-pass system can be found by inspecting the frequency response 
function of Equation 5.9. It is simply: 


= wn [ 0(26/,) | (6.11) 


1-°/@; 


It can be shown (Ogata, 1970) that the magnitude of the resonant peak 
normalized with respect to the system’s dc gain is: 


ae 
| (700), ax =f for 0.707 >&>0. (5.12) 


? JH(j0)2€,/1-8 


and the frequency at which the peak AR occurs is given by: 
| 
@, = @,,./1—2§? r/s. (5.13) 
Example 3: a lead/lag filter is described by the frequency response function: 


¥ _ jo/o, +1 _ 


25), 5.14 
X jojo,+1 (jo), @,>0, or 
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FIGURE 5.2 


Normalized Bode magnitude plot of a typical underdamped quadratic low-pass filter. 


For the Bode plot, at o = dc and < @,, @, dB = 20 log|H(jw)| = 0 dB. At 
© = 0,, dB = 20 log(V2) — 20 log(1) = +3 dB. For o > @,, dB = 20 log(@,/,). 
The phase of the lead/lag filter is given by: 


o = tan!(@/@,) — tan"(@/@,) (5.15) 


The Bode magnitude response and phase of the lead/lag filter are shown 
in Figure 5.3. 

Example 4: this final example considers the frequency response of an RC 
amplifier with four real poles and two zeros at the origin of the s-plane. Its 
transfer function in Laplace format is: 


2 
s Ky 


540, (s+, \|s+0,\s+a,) on 


H(s) = 


Now write the transfer function in factored time-constant form for Bode 
plotting and let s > ja: 


(jo) [K,,/(,0,0,0,)| 


jot, + 1)(jot, +1)(jor, +1)(jot, +1) my) 


H(jo) = ( 
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FIGURE 5.3 
Bode plot of a lead-lag filter with one real pole and one real zero, magnitude and phase. 


where 7, = 1/@,. The algebraic expression for the Bode amplitude response is: 


AR = 20 log[K, /(@,0,0,0,)]+ 40 log()-10 log|(ot,) +1] 
(5.18) 
-10 log|(t,)° +1]-10 log|(@t,)° +1]- 10 log|(oe,)’ +1] 


At @ < 1/t,, the AR = 20 log[K,/(@, @, ©3 ©,)] + 40 log(@), the asymptote 
slope is + 40 dB/decade up to ® = @,. For @, < ® < @,, the asymptote slope 
is +20 dB/decade and for @, < @ < @,, the slope is 0; this is the mid-frequency 
range of the plot. The mid-frequency gain is: 


mu 


AR, ,, = 20 log|K,, /(@,0,0,0,)]|+ 40 log() —10 log|(ot,) | 


(5.19A) 
-10 log|(t,) | 
J 
AR, = 20 log|K, /(@,0,0;0,)| +40 log(@) —20 log(a) 
(5.19B) 
+ 20 log() - 20 log(w) + 20 log(, ) 

J 

AR, ig = 20 log|K, /(,0,)] (5.19C) 
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20 log[K v /(c3 4) ] dB 


FIGURE 5.4 
Typical Bode magnitude plot of a band-pass system with two zeros at the origin, two low- 
frequency real poles, and two high-frequency real poles. 


The AR then goes down at —20 dB/decade for w; < @ < w, and at —40 
dB/decade for ® > @,. Figure 5.4 shows the AR plot for this amplifier. The 
phase is given by: 


o(@) = + 180° — tan [wt,] — tan“"[ot,] — tan'[@t;] — tan“"[ot;] (5.20) 


(@) starts at + 180° at low w and approaches —180° as @ > -. 

Because frequency response has traditionally been used as a descriptor for 
electronic amplifiers and feedback control systems, many texts on electronic 
circuits and control systems have introductory sections on this topic with exam- 
ples. (See, for example, Northrop, 1990; Ogata, 1990, Section 6-2; Schilling and 
Belove, 1989, Section 9.1-2; Nise, 1995, Chapter 10.) Modern circuit simulation 
software applications such as MicroCap™, SPICE, and Multisim™ compute 
Bode plots for active and passive circuits, and Matlab® and Simulink® will 
provide them for general linear systems described by ODEs or state equations. 


5.3. What Stability Means 


An unstable amplifier spontaneously oscillates or it produces a saturated dc 
output. The oscillations ideally would be sinusoidal, but they grow in ampli- 
tude until transistors in the amplifier are cut off or saturate, producing a 
clipped, distorted output at the oscillation frequency. A feedback amplifier 
can be unstable in two ways: 


1. If one closed-loop pole lies in the right-half s-plane, no oscillation 
will occur. 

2. When two complex-conjugate closed-loop poles lie in the right-half 
s-plane, the amplifier will begin oscillating spontaneously; the oscil- 
lations grow in amplitude until the amplifier again saturates and 
clips the output sine wave’s peaks. 
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Using the root-locus technique indicates at once if a feedback amplifier will 
be unstable at a given gain because the RL branches locate the system’s 
closed-loop poles as a function of the loop gain. 

The describing function method of analyzing nonlinear feedback systems 
(Ogata, 1970; Northrop, 2000, Chapter 3) can predict if a nonlinear feedback 
system will oscillate, as well as give its frequency and stable amplitude. 
Nonlinear systems can generate a stable periodic output known as a limit 
cycle. Describing function analysis is more appropriate to control systems 
and will not be treated here. 

Two other classic methods of testing feedback amplifier stability are the 
Routh—Hurwitz test and the Nyquist test. The former (Dorf, 1967; Northrop, 
2000) uses an algebraic protocol to examine the roots of the numerator 
polynomial of the return difference (RD) of the closed-loop transfer function. 
Recall that the zeros of the RD are the poles of the closed-loop system. If 
any of the roots of the RD have positive real parts, (e.g., lie in the right-half 
s-plane) the closed-loop system will be unstable. It is easy today, given a 
linear feedback system’s RD(s), to apply the ROOTS utility of Matlab® to the 
numerator polynomial and examine the roots for positive values, if any; 
therefore, the Routh-Hurwitz test appears to be obsolete. 

In electronic system design, useful information about the closed-loop 
behavior of a feedback system may be obtained from the Nyquist test, which 
is based on the steady-state sinusoidal frequency response of the system’s 
loop gain function. This test is well suited for design and stability analysis 
based on experimental frequency response data. As an introduction to the 
Nyquist test for closed-loop system stability, consider the conventional single- 
input, single-output linear feedback system shown in Figure 5.5. In this 
system, no minus sign assumption is made at the summing point. The closed- 
loop system transfer function is simply: 


(5.21) 


x G(s) 


H(s) k— 


FIGURE 5.5 
A simple two-block SISO feedback system. 
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In a negative feedback system, the loop gain A,(s) = —G(s)H(s), so: 


x)" He c@HO] pee) 


The denominator of the closed-loop transfer function is called the return 
difference, RD(s) = [1 + G(s)H{(s)]. If RD(s) is a rational polynomial, as stated 
earlier, then its zeros are the poles of the closed-loop system function. The 
Nyquist test effectively examines the zeros of RD(s) to see if any lie in the 
right-half s-plane. Poles of the closed-loop system in the right-half s-plane 
produce unstable behavior. In practice, it is more convenient to work with 
A,(s) = 1— RD(s) and see if any complex (vector) s values make A;(s) > 120°. 

The Nyquist test uses a process known as conformal mapping to examine 
the poles and zeros of A,(s) — thus the zeros of RD(s). In the conformal 
mapping process used in the Nyquist test, the vector s lies on the contour 
C, shown in Figure 5.6. This contour encloses the entire right-half s-plane. 
The infinitesimal semicircle to the left of the origin is to avoid any poles of 
A,(s) at the origin. Because the test is a vector test, A,(s) must be written in 
vector difference form. For example: 


—K(s— 
PC eee sca ees (s-s) _ KA -0,-0,-7 
(s+b)(st+c) (s—s,)(s—s,) BIC : . 
Factored Laplace form Vector difference form Vector polar form (5.23) 


The convention used in this text places a (net) minus sign in the numerator 
of the loop gain when the feedback system uses negative feedback. The vectors 
S, = —d, 8, = —b, and s, = —c are negative real numbers. In practice, s has values 
lying on the contour shown in Figure 5.6. The vector differences (s — s,) = A, 
(s — s,) = B, and (s — s;) = C are shown for s = j@, in Figure 5.7. For each s 
value on the contour C,, there is a corresponding vector value, A;(s). 

A fundamental theorem in conformal mapping says that if the tip of the 
vector s assumes values on the closed contour, C;, then the tip of the A;(s) 
vector will also generate a closed contour, the nature of which depends on 
its poles and zeros. 

Before continuing with the treatment of the vector loop gain, it is necessary 
to go back to the vector return difference, RD(s) = 1 — A;,(s), and examine 
the Nyquist test done on the RD(s) of an obviously unstable system. Assume: 


K(s-1) 


- K(s = s,) 
(s+2)(s+1) 


RD(s) = 4 —~ (5.24) 


(s-s,)(s—ss) 


Recall that a right-half s-plane zero of RD(s) is a right-half (unstable) pole 
of the closed-loop system. The vector s assumes values on the contour C/ 


RD(s) = 
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s-plane 


joo 


FIGURE 5.6 
The contour C, containing s values traversed clockwise in the s-plane. 


in Figure 5.8. Note that C; does not need the infinitesimal semicircle around 
the origin of the s-plane because RD(s) has no poles or zeros at the origin in 
this case. Note that as s goes from s = j0+ to s = +jeo, the angle of the RD(s) 
vector goes from +180 to -90° and |RD(s)| goes from K/2 to 0. When |s) = ©, 
|[RD(s)| = 0 and its angle goes from —90 to +90° at s = —jee. 

The RD(s) vector contour (locus) in the RD(s) plane is shown in Figure 5.9. 
Note that the vector locus for s = —j@ values is the mirror image of the locus 
for s = +j@ values. It can also be seen in this case that the complete RD(s) 
locus (for all s values on C; traversed in a clockwise direction in the s-plane) 
makes one net clockwise encirclement of the origin in the RD(s) vector plane. 
This encirclement is the result of the contour Cy having enclosed the right- 
half s-plane zero of RD(s). The encirclement is the basis for the Nyquist test 
relation for the return difference: 


Z=Now+P (5.25) 
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jo 


S=ja 


FIGURE 5.7 
The s-plane showing vector differences from the real zero and two real poles of a low-pass filter 
to s = j@,. 


Here Z is the number of right-half s-plane zeros of RD(s) or right-half 
s-plane poles of the closed-loop system’s transfer function. Obviously, Z is 
desired to be zero. Ncw is the observed total number of clockwise encirclements 
of the origin by the RD(s) contour. P is the known number of right-half 
s-plane poles of RD(s) (usually zero). 

Now return to the consideration of the more useful loop gain transfer 
function. Recall that when RD(s) = 0, A;(s) = +1. For the first example, take: 


-K(s-2) -K(s-s;) 


(s+5)(s+2) ae (s-s,) (s—s,) ae 


A, (s) > 


Figure 5.10 shows the s-plane with the poles and zeros of A;,(s), the contour 
C,’, and the vector differences used in calculating A;(s) as s traverses C,’ 
clockwise. Table 5.1 gives values of |A,(s)| and Z A;,(s) for s values on C,’. 

The polar plot of A;(s) is shown in Figure 5.11. Because A;(s) is used 
instead of RD(s), the point A;(s) = +1 is critical for encirclements, rather than 
the origin. The positive real point of intersection occurs for s = 0. It is easily 
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s-plane 
of RD 


FIGURE 5.8 
The vector s-plane of the return difference showing vector differences and contour Cy for an 
RD(s) having a real zero in the right-half s-plane. s traverses the contour clockwise. 


seen that if K > 25, one net CW encirclement of the +1 point will take place. 
The Nyquist conformal equation can be modified to: 


Peta P (5.27) 


Po, is the number of closed-loop system poles in the right-half s-plane. 
New is the total number of clockwise encirclements of +1 in the A,;(s) plane 
as s traverses the contour C,’ clockwise. P is the number of poles of A,(s) 
known a priori to be in the right-half s-plane. Thus, for the system of the first 
example, P = 0 and Noy = 1 only if K > 25. The closed loop system is seen 
to be unstable with one pole in the right-half s-plane when K > 25. 

In a second example, the system of example 1 is given positive feedback. 
Thus: 


+K(s—2) 
(s+ 5) (s +2) 


A,(s) = (5.28) 


Figure 5.12 shows the polar plot of the positive feedback system’s A,(s) 
as s traverses the contour C,’. Now if K exceeds a critical value, two clockwise 
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—270° 


Polar plane 


wo>0 


K/2 
—180° 


Wo —360° 
> 


—450° 


FIGURE 5.9 
The vector contour in the polar (complex) plane of the RD(s) of Equation 5.24 as s traverses 
Cj clockwise. 


encirclements of +1 will occur, so two closed-loop system poles will be in 
the right-half s-plane. Under these conditions, the instability will be a sinu- 
soidal oscillation with an exponentially growing amplitude. To find the 
critical value of K for instability, it is convenient first to find the s = jw, value 
at which the system will oscillate by examining the phase of A,(j@,) where 
A, crosses the positive real axis: 


~2 tan-(@,/5) — tan(w,/2) + [180° — tan"(w,/2)] = 0° (5.29A) 


i 

— 2 tan“(,/5) — 2 tan“(,/2) = -180° (5.29B) 
J 

tan-(,/5) + tan-!(w,/2) = 90° (5.29C) 


Trial and error solution of Equation 5.29C yields w, = 3.162 r/s. Substituting 
this @, value into 'A,(j@,) = +1 and solving for K yields K = 35.00. Therefore, 
if K > 35, the positive feedback system is unstable, with two net CW encir- 
clements of +1 and thus a complex-conjugate pole pair in the right-half 
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jo, 


jeq 


s-plane 
of Ax(s) 


—jop 


FIGURE 5.10 


The vector s-plane of the loop gain showing vector differences and contour C/ for a negative 
feedback system’s A,(s) having a real zero in the right-half s-plane. s traverses the contour 


clockwise. 


TABLE 5.1 


Values of A;(s) as s 
Traverses Contour C,’ 
Clockwise in the s-Plane 


s |A,(s)| ZA, (s) 
+0  +K/25 0° 
j2 K/29._ -133.6° 
75 K/50 -226.4° 
joo 0 ~360° 
$00 0 -~180° 
—joo 0 +360° 
=j2 K/29.-+133.6° 
-j5 K/50 +226.4° 
—joo 0 +360° 


s-plane. Furthermore, the frequency of oscillation at the threshold of insta- 


bility is w, = 3.162 r/s. 


As a third and final example of the Nyquist stability criterion, the Nyquist 
plot of a third-order negative feedback system with loop gain is examined: 
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A 
—270° 
Polar plane 


L 


—360° 


~180° KS on™ 


-90° 


FIGURE 5.11 

The Nyquist vector contour of the SISO negative feedback system’s A,(s) as s traverses C,’. 
Note that this type of contour is always symmetrical around the real axis, and is closed because 
C/ is also closed. See text for discussion of stability. 


A,(s)= aD (5.30) 


This system has a pole at the origin, so in examining A,(s), s must follow 
the contour C, with the infinitesimal semicircle of radius € avoiding the 
origin. Start at s = je and go to s = jo. At s = je, A,(s)| +> oand Z A; = 
-270°. Because s > joo, A,(s) | —> Oand Z A, > -450°. Now when s traverses 
the © radius semicircle on C1, |A;(s)| = 0 and the phase goes through 0° and 
then to +90°, all with |A,(s) = 0. Now as s goes from —j to —je, A,(s)| 
grows larger and its phase goes from +90 to —90° (or +270°). As s traverses 
the small semicircle part of C1, |A;(s)| = o and the phase goes from —90° 
to -180° at s = €, and then to —270° at s = je. 

The complete contour, A,(s), is shown in Figure 5.13. Note that if KB is 
large enough, there are two CW encirclements of +1 by the A;,(s) locus, 
signifying two closed-loop system poles in the right-hand s-plane and thus 
oscillatory instability. Because A,(ja,) is real, it is possible to set the imaginary 
terms in the denominator of A,(jo,) = 0 and solve for w,. Thus: 


j@, G®, + 5)\Go, + 2) = — jo,? — 7,2 + 10 jo, = real (5.31) 


and (-j@,° + 10 j@,) = 0 or @, = 3.162 r/s and KB > 7m,’ = 70 for instability. 
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+90° 


Polar plane 


+180° 


FIGURE 5.12 
The Nyquist vector contour of the SISO positive feedback system’s A,(s) as s traverses C,’. This 
is the same system as in Figure 5.11, except it has PFB. 


5.4 Use of Root Locus in Feedback Amplifier Design 


Given the knowledge of the positions of the poles and zeros of the loop gain 
of a linear SISO single-loop feedback system, the root-locus technique allows 
one to predict precisely where the closed-loop poles of the system will be as 
a function of system gain. Thus, root locus (RL) can be used to predict the 
conditions for instability, as well as to design for a desired closed-loop 
transient response. Many texts on linear control systems treat the generation 
and interpretation of root-locus plots in detail (Kuo, 1982; Ogata, 1990). Root 
locus has also been used in the design of electronic feedback amplifiers, 
including sinusoidal oscillators (Northrop, 1990). 

It is often tedious to construct root-locus diagrams by hand on paper, 
except in certain simple cases described later. Detailed quantitative RL plots 
can be generated using the Matlab® subroutine, “RLOCUS.” Several of the 
examples in this section are from Matlab plots. 

The concept behind the root-locus diagram is simple: Figure 5.14 shows a 
simple one-loop linear SISO feedback system. The closed-loop gain is: 


YY, C(s)G,(s)_—- C(s)G,(s) 
x9)" FA@) C9696) eee 
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A 


—270°, +90° 


@ = 3.162 r/s 


+180° 


—360°, 0° 


—90°, +270° 


FIGURE 5.13 
The Nyquist vector contour plot of the NFB A,(s) of Equation 5.30. This A,(s) has a pole at the 
origin. 


>| C(s) >| G,(s) > 


H(s) << 


FIGURE 5.14 
A three-block SISO system with negative feedback. 


C(s) is the controller transfer function acting on E(s); G,(s) is the plant 
transfer function (input U(s), output Y(s)), and H(s) is the feedback path 
transfer function. The system loop gain is: 


A,(s) = —C(s)G,(s)H(s) (5.33) 


(The minus sign indicates that the system uses negative feedback.) 
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The RL technique allows one to plot complex s values that make the return 
difference — 0 in the s-plane, thus making the closed-loop transfer function, 
|F(s)| + 0. The s values that make |F(s)| — °° are, by definition, the poles 
of F(s). These poles move in the s-plane as a function of a gain parameter 
in a predictable, continuous manner as the gain is changed. Because finding 
s values that set A,(s) = 120° is the same as setting |F(s)| = ©, the root-locus 
plotting rules are based on finding s values that cause the angle of —A,(s) = 
-180° and |-A,(s)| = 1. The root-locus plotting rules are based on satisfying 
the angle or the magnitude condition on —A,(s). The vector format of —A,(s) 
is used to derive the plotting rules. 

For example, first assume a feedback system with the loop gain A,(s) given 
below. Note the three equivalent ways of writing A,(s): 


_ -KB(st,+1) 
A,(s)= (a, +1)(st, +1) (time-constant form) (5.34A) 


_-KBt, — (s+1/t,) 
A,(s)= 5 (: . Va)(e 7 Ve) (Laplace form) (5.34B) 


_ ~Kbr, (s — s,) 
A, (s) = ne oe) (vector form) (5.34C) 


where s, = —1/1,, 8, = —1/T, and s, = —1/7;. 
For the magnitude criterion, s must satisfy: 


i (5.35A) 
s—s,|s—s, | KBr, 
and, for the angle criterion, s must satisfy: 
0, — (8, + 6,) = —180° (5.35B) 


Nine basic root-locus plotting rules are derived from the preceding angle 
and magnitude conditions and used for pencil-and-paper construction of RL 
diagrams: 


1. Number of branches: there is one branch for each pole of A,(s). 
2. Starting points: locus branches start at the poles of A;(s) for KB = 0. 


3. End points: The branches end at the finite zeros of A,(s) for KB > . 
Some zeros of A;(s) can be at |s| = ©. 


4. Behavior of the loci on the real axis (from the angle criterion): For a 
negative feedback system, on real-axis locus branches exist to the 
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Jo 


s-plane 


ya 


FIGURE 5.15 

s-Plane vector diagram illustrating the vectors and angles required in calculating the breakaway 
point of complex conjugate locus branches when they leave the real axis. (See part 7 of the nine 
basic root-locus plotting rules in the text.) 


left of an odd number of on-axis poles and zeros of A,(s). If the 
feedback for some reason is positive, then on-axis locus branches 
are found to the right of a total odd number of poles and zeros of 
A,(s). (See following examples.) 


5. Symmetry: root-locus plots are symmetrical around the real axis in 
the s-plane. 


6. Magnitude of gain at a point on a valid locus branch: from the 
magnitude criterion, at a vector point s on a valid locus branch: 


(5.36) 


7. Points at which locus branches leave or join the real axis: the break- 
away or reentry point is algebraically complicated to find; also, there 
are methods based on the angle and the magnitude criteria. For 
example, in a negative feedback system loop gain function with three 
real poles, two locus branches leave the two poles closest to the 
origin and travel toward each other along the real axis as K B is 
raised. At some critical K B, the branches break away from the real 
axis, one at +90° and the other at —90°. If the angle criterion at the 
breakaway point, as shown in Figure 5.15, is examined, it is clear 
that: 


~(0, + 8, + 03) = —180° (5.37) 


From the geometry on the figure, the angles can be written as arc- 
tangents: 


tan” [e/ (@, - P)| +tan! [e/ (@, - P)| + \r - tan“[e/ (P- o,)}} =n (5.38) 
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TABLE 5.2 
Asymptote Angles with the Real Axis in the s-Plane 
Negative feedback Positive feedback 

N-M Px N-M Fx 

1 180° 1 0° 

2 90°; 270° 2 0°; 180° 

3 60°; 180°; 300° 3 O°} +120° 

4 45°; 135°; 225°; 315° 4 0°; 90°; 180°; 270° 


For small arguments, tan“!(x) = x, so: 


[e/(o, - ?)]+[e/(@, -P)|-[e/(P-,)]=0 (5.39) 


This equation can be written as a quadratic in P: 
3P* —2(@, +, + @,)P +(,0, + 0,0, +@,@,) =0 (5.40) 


The desired P-root lies between —@, and —@. 


8. Breakaway or reentry angles of branches with the real axis: the loci 
are separated by angles of 180°/n, where 1 is the number of branches 
intersecting the real axis. In most cases, n = 2, so the branches 
approach the axis perpendicular to it. 

9. Asymptotic behavior of the branches for KB > o: 

(a) The number of asymptotes along which branches approach zeros 
at |s| = oo is N,=N—M, where N is the number of finite poles 
and M is the number of finite zeros of A,(s). 

(b) The angles of the asymptotes with the real axis are @,, where k = 
1... N—M. @, is given in Table 5.2. 


(c) The intersection of the asymptotes with the real axis is a value 
I, along the real axis. It is given by: 


> (real parts of finite poles)—¥ (real parts of finite zeros) 
I,= NOM (5.41) 


An example of finding the asymptotes and I, is shown in Figure 5.16 This 
negative feedback system has a loop gain with four poles at s = 0, s = -3, 
and a complex-conjugate pair at s = —1 + j2. There are no finite zeros. Thus, 
I, = [3 — 1 - 1) - (0)]/4 = -5/4. From the table, the angles are +45° and 
+135°. This RL plot was done with Matlab®. 

To get a feeling for plotting RL diagrams on paper using the preceding 
rules, it is necessary to examine several representative examples: 
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FIGURE 5.16 
A Matlab RLocus plot for a negative feedback loop gain with a pole at the origin, a real pole, 
and a pair of C-C poles. 


Example 1 examines the use of root locus in the design of a feedback 
amplifier using two op amp gain stages, as shown in Figure 5.17(A). This 
feedback amplifier can never be unstable, but its closed-loop poles can have 
so little damping that the system is useless. The gain for stage 1 is given by: 


5 8 
hee = (5.42) 
(V,-V;) 10°s+1 s+1000 
and the stage 2 gain is given by: 
4 = 6 
K,,(s)= Ma = __~2.5 x10 : (5.43) 
° V, 4x10°st+1 s+25x10 
The NVF system’s loop gain is therefore: 
14 
B2.5 x 10 (5.44) 


A,(s)= 


s+10°)(2+2.5 x 10’) 


The system’s root-locus diagram is shown in Figure 5.17(B). The locus 
branches begin on the loop gain poles and move parallel to the jm axis in 
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Vi V2 
t O- + Vo 
+ Vi K vil) —— K y2(s) 
Ve @ @ v2' @ 
Re = 
AA, 
SR B =Ri/(Ri + Re) 


A 


10? ts 6.25 x 10’ 


FIGURE 5.17 


(A) Two op amps connected as a noninverting amplifier with overall NVFB. (B) Root-locus 
diagram for the amplifier. Note that unless a sharply tuned closed-loop frequency response is 
desired, the feedback gain, 8, must be very small to realize a closed-loop system with a damping 
factor of 0.7071. 


I = 


real axis at s = I,, where they become complex-conjugate: 
= 


the s-plane to +jeo as B increases. The locus branches meet on the negative 


N-M 
_ -10°=2.5 x 107 


> (real parts of finite poles)— > (real parts of finite zeros) 
2 


=-6.25 x 107 


(5.45) 
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It is desirable for the closed-loop system to have poles at P and P* so that 
its damping factor will be § = 0.7071. From the geometry of the RL plot, the 
closed-loop @,, = 6.25 x 102 x V2 = 8.84 x 102 r/s. From the RL magnitude 
criterion, find the B value to place the closed-loop poles at P and P*: 


B, 2.5 x 10" 


A (=P =i 
PAS PII Tg 


(5.46) 


The vectors A and B are defined in the figure and Pythagoras indicates: 


\Al =|B|= (6.25 x 102)’ + (3.75 x 102)" =7.289 x 10° (5.47) 
Thus, the value 


(7.289 x 10°)" ; 


will give the closed-loop system a damping factor of 0.707. The feedback 
amplifier’s closed-loop dc gain is: 


10° 


+ ss = 3.20 x 10° (5.49) 
142.125 x 10° x 10 


A(0)= 


In summary, the cascading of two compensated op amps given a single 
feedback loop gives a closed-loop amplifier with high gain but relatively 
poor bandwidth. As an exercise, consider the —3-dB bandwidth possible if 
two noninverting op amp amplifiers, each with its own NVF, are cascaded 
such that their combined dc gain is 3.20 x 10%. 

Example 2 examines the commonly encountered circle root locus. The 
negative feedback system’s loop gain transfer function has two real poles 
and a real zero: 


-K, B(s+a) 


A,(s)= Gerd (5.50) 


wherea>b>c>0. 

Angelo (1969) gave an elegant proof that this system’s root locus does 
indeed contain a circle centered on the zero of A,(s). The circle’s radius R is 
shown to be the geometrical mean distance from the zero to the poles, i.e., 


R= \(a-b)(a-c) (551) 


The breakaway and reentry points are easily found from a knowledge that 
the circle has a radius R and is centered at s = -a. The circle root locus is 
shown in Figure 5.18(A). 
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s-plane 


Ajo 


s-plane 


ty 


ya 


FIGURE 5.18 

(A) The well-known circle root locus for a NFB system with two real poles an a high-frequency 
real zero. See text for discussion. (B) Interrupted circle root locus for the same NFB system with 
complex-conjugate poles at s = —o + jy. 


If the loop gain’s poles are complex-conjugate, the root locus is an inter- 
rupted circle, shown in Figure 5.18(B). The circle is still centered on the zero 
at s = —a. The poles are at s = —a + jy. The A,(s) is: 
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-K,B(s+a) 
A,(s)= t 202 
ls) s? + s(20)+(a? +”) eee) 
The circle’s radius is now found from the Pythagorean theorem: 
R=,(a-0) +7 (5.53) 


Note that as the gain, Ks B, is increased, the closed-loop system poles 
become more and more damped, until they become real, one approaching 
the zero at s = —a and the other going to —-. 

The damping of a complex-conjugate (CC) pole pair in the s-plane can be 
determined quantitatively by drawing a line from the origin to the upper- 
half plane pole. The damping factor, C, associated with the CC poles can be 
shown to be the cosine of the angle that the line from the origin to the CC 
pole makes with the negative real axis, i.e., § = cos(@). If the poles lie close 
to the j@ axis, ¢ > 90° and & = 0. The length of the line from the origin to 
one of the CC poles is the undamped natural frequency, ,, of that CC pole 
pair. Recall that the CC pole pair is the result of factoring the quadratic term, 
[s? + s(2€m,,) + @,7]. By way of example, the damping of the open-loop CC 
pole pair in Figure 5.18(B) is € = cos[tan(y/a)] = a/@,,. 

Many other interesting examples of root-locus plots are to be found in the 
control systems texts by Kuo (1982) and Ogata (1970) and in the electronic 
circuits text by Gray and Meyer (1984). Circle root-locus plots are easy to 
construct graphically by hand. More complex root-locus plots should be 
done by computer. In closing, it should be stressed that root-locus plots show 
the closed-loop systems poles. Closed-loop zeros can be found algebraically; 
they are generally fixed (not functions of gain) and do affect system transient 
response. Merely locating the closed-loop poles in an apparently good posi- 
tion does not necessarily guarantee a step response without an objectionable 
overshoot. 

Figure 5.19(A) through Figure 5.19(L) illustrate typical root-locus diagrams 
for linear SISO feedback systems. Locus branches for loop gains with NFB 
(left column) and for PFB (right column) are shown. The unstable systems 
oscillate when complex-conjugate closed-loop pole pairs move into the right- 
half s-plane; they saturate when one closed-loop pole moves into the right-half 
s-plane. 


( 


5.5 Use of Root-Locus in the Design of “Linear” Oscillators 
5.5.1 Introduction 


“Linear” oscillators are used to generate sinusoidal signals for many appli- 
cations; probably the most important is testing the steady-state sinusoidal 
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FIGURE 5.19 
(A) through (L): Representative root-locus plots for six loop gain configurations for NFB and 
PFB conditions. PFB root-locus plots are on the right. 


frequency response of amplifiers. They are also used in measurements as the 
signal source for ac bridges used to measure the values of circuit components 
R, L, and C, as well as circuits Z(j@) and Y(jo). Still another oscillator appli- 
cation is a signal source in acoustic measurements. In biomedicine, oscillators 
are used to power ac current sources in impedance pneumography and 
plethysmography (Northrop, 2002). 

Linear oscillators are called “linear” because the criteria for oscillation are 
based on linear circuit theory and root locus, which is applied to linear 
systems. In reality, linear oscillators are designed to have a closed-loop, 
complex-conjugate pole pair in the right-half s-plane so that oscillations, 
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FIGURE 5.19 (continued) 


when they start, will grow exponentially. Oscillations start because circuit 
noise voltages or turn-on transients excite the unstable system. To limit and 
stabilize the amplitude of the output oscillations, a nonlinear mechanism 
must be used to effectively lower the oscillator’s loop gain to a value that 
will sustain stable oscillations at some design output amplitude. 

Linear oscillators can be designed to use negative or positive voltage 
feedback. The first to be analyzed is the phase-shift oscillator, which uses 
NVF. 


5.5.2. The Phase-Shift Oscillator 


A schematic for a phase-shift oscillator (PSO) is shown in Figure 5.20. To 
simplify analysis, the op amps are treated as ideal. The PSO uses negative 
feedback applied through an RC filter with transfer function, V;/V, = B(s). 
The second op amp provides an automatic gain control that reduces the 
oscillator’s loop gain as a function of its output voltage, thus stabilizing the 
output amplitude. A small tungsten lamp is used as voltage-dependent 
resistance. As the voltage across the lamp, V,, increases, its filament heats 
up (becomes brighter). Metals such as tungsten have positive temperature 
coefficients, i.e., the filament resistance increases with temperature. Filament 
temperature is approximately proportional to the lamp’s electrical power 
input, so the curve of R,(V,) is approximately square-law. As the lamp’s 
voltage increases, so does its resistance, and the gain of the inverting op amp 
stage decreases as shown in the figure. The second op amp’s gain is: 


© 2004 by CRC Press LLC 


226 Analysis and Application of Analog Electronic Circuits 


Re 
Rp 
Ri 
: (yt 
. . Vol Spey 0) Vo 
1OA 1OA 
e+ + 
Cc CK Cry Vv 
IEE 
\ \ \ 
R R R 


FIGURE 5.20 

Top: schematic of an R-C phase-shift oscillator that uses NFB. The lamp is used as a nonlinear 
resistance to limit oscillation amplitude. Bottom left: gain of the right-hand op amp stage as a 
function of the RMS V, across the bulb. Bottom right: resistance of the lamp as a function of 
the RMS V,. The resistance increase is due to the tungsten filament heating. 


Opes Ay Sen 5.54 
V  - Rig) Oe) 


R, is made equal to the desired R, = R,9 at the desired V, = Vo, 80 A, = 
-1 when V, = Vio. If V, > Vig, then |A,»| < 1. The gain of the first (nonin- 
verting) op amp stage is simply V,/V; = (1 + R;/R,) = A,). 

The gain of the feedback circuit is found by writing the three node equa- 
tions for the circuit: 


V,(s2C + G)- V,sC +0=V,s8C (5.55A) 
-V,sC + V, (s2C + G)- V,sC =0 (5.55B) 
0-V,sC + V,(sC + G) =0 (5.55C) 


Using Cramer’s rule, solve for B(s) = V;/V,: 


= s° 
Bis)= 9 = s° +s?6/(RC)+s5/(RC) +1/(RC)’ eee) 


© 2004 by CRC Press LLC 


Feedback, Frequency Response, and Amplifier Stability 227 


The three roots of B(s) are real and negative, i.e., they lie on the negative 
real axis in the s-plane. Their vector values are found with Matlab’s ROOTS 
utility: s, = —5.0489/(RC), s, = —0.6431/(RC) and s, = —0.3080/(RC). The PS 
oscillator’s loop gain as a function of frequency is, in vector form, 


Ae =s°(1+R,/R,)(Ry/R,) _ -A°(1+R-/R,)(Ro/R,) 
= (s—s,)(s—s,)(s—s,) BCD 


(5.57) 


Alternately, A, can be written as an unfactored frequency response poly- 
nomial: 


ne (jo°)(1+R,/R,)(R,/R,) (5.58) 


~ ~j@°—@6/(RC)+ ja5/(RCY +1/(RC) 

The Barkhausen criterion can be used to find the frequency of oscillation, 
w,, and the critical gain required for a pair of the oscillator’s closed-loop, 
complex-conjugate poles to lie on the jm axis in the s-plane. To apply the 
complex algebraic Barkhausen criterion, set A,(j@,) = 120° and note that, for 


A, (j@,) to be real, the real part of its denominator must equal zero. From this 
condition, 


-o,.6/(RC)+1/(RC)’ =0 (5.59) 
The oscillation frequency is: 
w, =1/(./6 RC) =0.40825/(RC) r/s (5.60) 


The critical gain is found by setting 


(-jo,’)(1+ R,/R,)(R,/R,) 


A, (jo,)= =1+ 0 5.61 
Mie) jo, +j0,5/(8C - 

and solving for (1 + R-/R,)(R,/R,). Thus: 
(1+ R,/R,)(R,/R,) =29 (5.62) 


For oscillations to start, V, = 0, and (1 + R;/R,)(R,/R,,) must be >29, so 
the system’s poles will be in the right-half s-plane and the oscillations (and 
V,,) will grow exponentially. When V,, reaches Vio, Rz/R, = R2/Ryg = 1, (1 + 
R;/R,)(R2/R;) = 1, and the PS oscillator’s poles are at s = +jw,, giving stable 
oscillations with V, = Vi. 
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FIGURE 5.21 
Root-locus diagram of the NFB phase-shift oscillator. Note that the oscillation frequency is 
approximately 0.408/RC r/s. 


Although the root-locus diagram can be used to find the frequency of 
oscillation and the critical de gain (29), in this case the application of the 
Barkhausen criterion saves the work of plotting the root locus to scale and 
doing a graphical solution. It is not necessary to factor the cubic polynomial 
when using the Barkhausen method; Figure 5.21 illustrates the root-locus 
diagram for the NVF phase-shift oscillator. Pole positions and locus break 
point from real axis are not to scale. In practice, a PSO can be tuned by 
varying a triple-ganged parallel-plate capacitor. Oscillator range can be 
changed by switching the three resistors in the B filter. The early (1950s) 
Hewlett-Packard 200CD audio oscillator used a PSO with this tuning 
scheme, as well as a tungsten filament lamp for amplitude control. Of course, 
the 200CD oscillator used vacuum tubes, not op amps. 


5.5.3 The Wien Bridge Oscillator 


Another commonly used oscillator that is effective in the millihertz to hun- 
dreds of kilohertz range is the Wien bridge oscillator shown in Figure 5.22. 
This oscillator uses PVF through a simple R-C filter. The filter’s transfer 
function is: 


Vio. 1/(G+sC) _ s/(RC) 
V, 1/sC+R+1/(G+sC) 5? +83/(RC)+1/(RCY 


B(s) = 


(5.63) 


The quadratic denominator of f(s) is easily factored. The roots are at s, = 
—2.618/(RC) and s, = —0.382/(RC). Now the gain of the second op amp is 
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FIGURE 5.22 
Top: schematic of a PFB Wien bridge oscillator. The buffer amp is not really necessary if a high 


input resistance op amp is used for the output. As in the case of the phase-shift oscillator, the 
oscillation amplitude is regulated by nonlinear feedback from a lamp. Bottom: the lamp’s 
resistance as a function of the RMS voltage, Vj, across it. 


simply A, = V,/V, = (1 + R-/R,,) for very small V,;. When V, increases as 
the oscillations grow, R, increases, thus decreasing A, to the critical value 


that balances the oscillator’s poles on the j@ axis at +/@,; Ajoit = (1 + Re/ Rig). 
The Wien bridge oscillator’s loop gain in vector form is: 


A, (s)= Sain) (5.64) 


The WB oscillator’s root-locus diagram is, strangely, a circle, as shown in 
Figure 5.23. From the RL magnitude criterion, it is possible to write: 


= CAe/(RO) _ 
a: 
(5.65) 
= 1/(RC)A, 1/(RC) 
\[2.618/(RC)] +1/(RC)’ V[0.382/(RC)] +1/(RC)’ 
L 
Y(RC)'A, A, /3 (5.66) 


~ 1/(RC)*2.80249 x 1.07048 
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jm =j/(RC) 


FIGURE 5.23 
The Wien bridge oscillator’s root-locus diagram. Oscillation frequency is near 1/RC r/s. 


Thus, when A,,,;, = 3, the WB oscillator’s poles are on the j@ axis at s = 
+j/(RC), the condition that sustains steady-state output oscillations of ampli- 
tude V, = 3Vjo. 

The Wien bridge and the phase-shift oscillators described have low total 
harmonic distortion (THD) in their outputs. The low distortion is the result 
of using the tungsten lamp in the automatic gain control nonlinearity. Other 
oscillators that use diode or zener diode clipping to regulate the oscillator’s 
loop gain have outputs with greater THD. 


5.6 Chapter Summary 


This chapter began with a review of the frequency response as a descriptor 
for linear amplifier performance. The basics of Bode plotting an amplifier’s 
frequency response were examined, including the use of asymptotes to expe- 
dite pencil-and-paper Bode plots, given an amplifier’s transfer function or 
frequency response function. How to obtain the frequency response phase 
function from the frequency response function was also covered. 

The concept of amplifier stability was set forth and stability was considered 
from the viewpoint of the location of a system’s poles in the s-plane. Various 
stability tests were mentioned, and the root-locus (RL) technique was 
stressed as a useful method for characterizing a linear feedback system’s 
closed-loop poles as a function of gain. Root-locus plotting rules were given 
with examples of RL plots. Application of the RL method was given in the 
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design of feedback amplifiers with useful pole locations. The design of the 
phase-shift oscillator and the Wien bridge oscillator were shown to be made 
easier with the RL method. The venerable Barkhausen technique was intro- 
duced as an alternate to RL analysis. 


Home Problems 


5.1 A power op amp is used to drive a CRT deflection yoke coil as shown in 
Figure P5S.1. Assume that the op amp is ideal except for finite differential gain, 
V,=K, (V,— V,). Negative current feedback is used to increase the frequency 
response of the coil current, I,, thus the coil’s B field. Assume the current from 
the V,, node into R; is negligible, L = 0.01 Hy; R, = 0.5 Q; R, = 10* Q; R- = 
10* Q; K, = 104; Ry = 1 Q; and R;, R, > Ry. 

a. Derive an algebraic expression for the amplifier’s transfer admit- 
tance, Y,(j@) = 1,/V;, in time V, constant form. Show what hap- 
pens to Y,(j@) as K, gets very large. 


b. Evaluate Y,(jm) numerically. Give the time constant of the coil 
with and without feedback. 


Rr 
Ri 
Vi Vo 
POA —@) 
iQ) 
+ 
P| I gt 


Ve 


FIGURE P5.1 


5.2 Negative voltage feedback is used to extend the bandwidth of a differential 
amplifier (not an op amp), as shown in Figure P5.2. The DA gain is given by 
the transfer function: 


0, -V) 
° (10s +1)(2 x 10s +1) 
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FIGURE P5.2 
a. Draw the system’s root-locus diagram to scale. Let B = R,/(R, + Rp). 
b. Find the numerical value of B required to give the closed-loop 
poles a damping factor € = 0.707. 
What is the system’s dc gain with the B value found in part B? 
Give the system’s f; with this B. Compare this f; to the f; of the 
amplifier without feedback (B = 0). 
d. The same amplifier is compensated with a zero in the feedback 
path. Thus, B = B, (3.333 x 10° s + 1). Repeat parts b through d. 


Cc. 


5.3. A nonideal op amp circuit is shown in Figure P5.3. The op amp transfer 


function is: 


10*(V,-V)) _ 
vo Qos+1) =H,.(5)(V;- Vi) 


Assume that R, = 10* Q; R, = 90 kQ; R, = 100 Q; and B = R,/(R, + Rp). 


Rr 
Ri BV | ae 
Vi 
a = RD 
@), whol —v. 
lo 
Vi —s 
ps Hoc(S)(Vi— Vi’) 


FIGURE P5.3 
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a. Find an algebraic expression for the amplifier’s Thevenin output 
impedance, Z,,.(/@), at the V, node, in time-constant form. (Ne- 
glect R, + R, to ground at the output.) 

b. Sketch and dimension the Bode plot asymptotes for |Z,,,(j@) |. 


5.4 Use the root-locus technique to find the range of feedback gain, B (positive 
and negative values), over which the cubic system of Figure P5.4 is stable. 
What is the minimum value of 6 required for oscillation? At what Hertz 
frequency, f,, will the system first oscillate? 


107 
Vi 


(10-°s +1)? 


FIGURE P5.4 


5.5 Positive voltage feedback is used around an op amp that is ideal except for its 
gain (see Figure P5.5): 


V, __+K, 
V, tT s+1 


a. Sketch the system’s root-locus diagram to scale. Can this system 
oscillate? 

b. Derive an expression for (V,/V,)(s) in time-constant form. What 
conditions on R, and R, determine stability? 


Vo 
vi) Cro on 


FIGURE P5.5 


5.6 Two ideal op amps are used to make a “linear” oscillator, shown in Figure P5.6. 


a. Give an expression for the oscillator’s loop gain, A;(s). Note that 
the oscillator uses positive voltage feedback. 

b. Design the oscillator to oscillate at 3.0 kHz. Use a root-locus 
graphical approach. Specify the required numerical values for 
Ry, Ry, and C,. 

c. Illustrate a nonlinear means to limit the peak amplitude of V, to 
5.0 V. 
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FIGURE P5.6 


5.7. Acertain feedback amplifier has the loop gain: 


(s)= +K (s—400) 
EW’ 8? +s(1000) +10° 


a. Assume K, > 0. Draw the system’s root-locus diagram to scale as 
a function of increasing K,. Find the numerical of K, at which the 
system is on the verge of oscillation. Find the oscillation frequency, 
@, r/s. 

b. Now assume K, < 0. Sketch the system’s root-locus to scale for 
increasingly negative K,. Find the K, value at which the system has 
two equal real, negative poles. (Use Matlab’s® RLocus program.) 


5.8 Acertain feedback amplifier has the loop gain: 


A,(s)==——. 2 
ils) s+s2Eo,+@, 
a. Plot and dimension the root-locus for this system for 0 < K, <. 


b. Plot and dimension the root-locus for this system for 0 > K, 2 —>. 
Give an expression for the K, value at which the system becomes 
unstable. 


5.9 A prototype “linear” oscillator is shown in Figure P5.9. Assume the op amps 
are ideal. 
a. Find an expression for the transfer function (V,/V;)(s). 
b. Find an expression for the circuit’s loop gain. Break the loop at 
the V, - V/ link. A,(j@) = V{/V,. 
c. Use Matlab’s RLocus program to draw the oscillator’s root-locus 
diagram as a function of B for positive B.0<fB <1. 


d. Use the Barkhausen criterion to find an expression for the oscil- 
lation frequency, ®, r/s, and the critical gain, B, required for 
oscillation. 
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Vo 


FIGURE P5.9 


5.10 An otherwise ideal op amp has the gain: 


V, oe —10° 
vi’ 10°s+1 


The op amp is connected as a simple inverting gain amplifier, as shown in 
Figure P5.10. 


a. Find the maximum dc gain the amplifier can possess and have 
a —3-dB frequency of 50 kHz. That is, find the R,; required. 


b. For the R; of part a, find the inverting amplifier’s f;. 


Rr 
—Ww— 
1kQ 
Ri Vi 
OA ey, 


FIGURE P5.10 


5.11 Figure P5.11B illustrates a “regenerative magnetic pickup circuit” as 
described in NASA Tech Briefs #GSC-13309. The purpose of the circuit is to 
present a multiturn magnetic search coil with a negative terminating 
impedance that, when summed with the series impedance of the coil, forms a 
very low Thevenin impedance. This allows more current, I,, to flow from the 
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FIGURE P5.11 


open-circuit induced voltage, V, = No, where JN is the number of turns of the 
search coil and ® is the time rate of change of the magnetic flux linking the 
coil’s area. The op amp, less search coil, forms what is called a negative 
impedance converter circuit (NIC) (Ghaussi, 1971, Chapter 8). Assume the op 
amp is ideal in this analysis. 


a. Refer to Figure P5.11A. Find an expression for the transfer func- 
tion, V,/V,(s). Let L, = 0.01 Hy; R, = 100 Q; and R, = 104. Also 
evaluate the transfer function’s break frequency, f, = @,/2n and 
its de gain. 

b. Refer to Figure P5.11B. Replace the search coil (L,, R,) with just 
the voltage source, V,. Find expressions for the input current, I,, 
and the input impedance looking into the V/ node. (Note that it 
emulates a negative inductance.) 

c. Now consider the search coil in place with open-circuit, induced 
EME, V,. Derive an expression for V,/V,(s) in time-constant form. 
Comment on the conditions on the circuit parameters (R,, Rj, R;, 
and C) that will make the circuit unstable or the dc gain infinite. 


5.12 Negative voltage feedback and positive current feedback are used on a power 
op amp circuit, shown in Figure P5.12. The op amp is ideal except for the 
differential gain: 

K,(V,-V, 
V, = ual i ) 
t+1 
Assume that (R, + R,) > (R; + R,); ©=R/(R, +R); B=R/(R, +R); and y= 
R,/(R; + Ry). 
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FIGURE P5.12 


a. 


5.13 It is desired to measure the slew rate of a prototype op amp design physically. 
The linear small-signal behavior of the op amp is known to be V, = (V, — 
V/)10°/(10-3 s + 1). The op amp is connected as a unity-gain follower, as 


Assume op amp R,,, = 0. Find an expression for V,/V, in time- 
constant form. Comment how the PVFB affects the dc gain, cor- 
ner frequency, and gain-bandwidth product. 


. Now let R,,, > 0. Replace the load resistor, R3, with a test voltage 


source, v,, to find an expression for the Thevenin output resis- 
tance that R, “sees.” 


shown in Figure P5.13A. 


a. Find V,/V,(s) in Laplace form. What is the follower’s time constant? 

b. A step input of 100 mV is given, ie., V,(s) = 0.1/s. Sketch and 
dimension v,(f) at the follower output. What is the maximum 
slope of v,(f)? 

c. The follower’s response to a 10-V input step, V,(s) = 10/s, is 
shown in Figure P5.13B. Estimate the op amp’s slew rate, n, in 
V/usec. Sketch and dimension v,(t) to the 10-V step when the 
slew rate is assumed to be infinite. 

A 
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FIGURE P5.13 
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5.14 A certain op amp has open-loop poles at f, = 100 Hz and at f, = 100 kHz, and 
a negative real zero at f, = 110 kHz. Its de gain is 10°. The op amp is connected 
as a noninverting amplifier (see text Figure 6.1(C)). Plot and dimension the 
amplifier’s root-locus diagram as a function of the closed-loop de gain, V,/V, = 
(R, + R,)/R,. Let V,/V, range from 1 to 10°. 
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Operational Amplifiers 


6.1 Ideal Op Amps 
6.1.1 Introduction 


The operational amplifier (op amp) had its origins in the 1940 to 1960 era 
during which its principal use was as an active element in analog computer 
systems. Early op amp circuits used vacuum tubes; op amps were used as 
summers, subtractors, integrators, filters, etc. in analog computer systems 
designed to model dynamic electromechanical systems such as autopilots 
and motor speed controls. With the rise of digital computers in the 1960s, 
analog computers were largely replaced for simulations by software numer- 
ical methods such as CSMP™, Tutsim™, Simnon™, Matlab®, etc. However, 
engineers found that the basic linear and nonlinear op amp building blocks 
could be used for analog signal conditioning. 

With the advent of semiconductors, op amps were designed with transis- 
tors as gain elements, instead of bulky vacuum tubes. The next step, of 
course, was to design integrated circuit (IC) op amps, one of the first of 
which was the venerable (but now obsolete) LM741. (Why is the LM741 
obsolete? Newer op amps with gain-bandwidth products the same as or 
better than that of the LM741 have lower dc bias currents (I, and I; ); lower 
dc offset voltage (V,.) and V,, tempco; lower noise; higher dc gain; higher 
CMRR; higher Z;,; etc. and are often cheaper.) 

At present, op amps are used for a wide spectrum of linear biomedical 
signal conditioning applications, including differential instrumentation 
amplifiers; electrometer amplifiers; low-drift dc signal conditioning; active 
filters; summers; etc. Nonlinear op amp applications have expanded to 
include true-RMS to dc conversion; precision rectifiers; phase-sensitive rec- 
tifiers; peak detectors; log converters; etc. Practical op amps come with a 
variety of specifications, including: 


e dc Gain 
¢ Common-mode rejection ratio (CMRR) 


¢ (Open-loop) gain-bandwidth product (f;) 
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e Slew rate (n) 

¢ Output resistance 

e Input resistance; input dc bias current (I) 
e Input short-circuit dc offset voltage (Vo) 
e Input current noise (i,,) 


e Input short-circuit voltage noise (,,,). 


These specifications must be included in any detailed computer simulation 
of an op amp-based signal conditioning circuit for analysis and/or design. 
However, it is often expedient for quick, pencil-and-paper analysis to use 
the parsimonious ideal op amp model, as described in the next section. 


6.1.2 Properties of Ideal OP Amps 


The ideal op amp (IOA) model makes use of the following assumptions. It 
is a differential voltage amplifier with a single-ended output. It has infinite 
input impedance, gain, CMRR, and bandwidth, as well as zero output 
impedance, noise, Ip, and Vos. The IOA output is an ideal differential voltage- 
controlled voltage source. As a consequence of the infinite differential gain 
assumption, a general principal of closed-loop ideal op amp operation (with 
negative feedback) is that both input signals are equal. Put another way, (v; — 
v;) = 0; therefore, a finite output is obtained when the product of zero input 
and infinite differential gain is considered. In mathematical terms: 


(0; a 07) K, 


= |(0) ~| = |v,| < © (6.1) 


6.1.3 Some Examples of OP Amp Circuits Analyzed Using IOAs 


The best way to appreciate how the ideal op amp model is used is to consider 
some examples. In the first example, consider the simple inverting amplifier 
shown in Figure 6.1(A). By the zero input voltage criterion described earlier, 
the inverting input must be at ground potential because the noninverting 
input is. This means that the inverting input (also called the op amp’s 
summing junction) is a virtual ground; it is forced to be at 0 V by the negative 
feedback through the R; — R, voltage divider. Because the summing junction 
(SJ) is at 0 V, the current in R, is, by Ohm’s law, i, = v,/R,. i; enters the SJ 
and leaves through Rp (No current flows into the IOA’s inverting input 
because it has infinite input resistance.) By Ohm’s law, the IOA’s output 
voltage must be: 


0, = —1, Rp = 0, (-Ry/ Rj) (6.2) 


Thus, the simple inverting op amp’s gain is (-R;/R,). The minus sign comes 
from the fact that the SJ end of R; is at 0 V and is the positive end of Rp. 
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FIGURE 6.1 
(A) An inverting op amp amplifier. (B) An inverting amplifier with multiple inputs. (C) A 
noninverting op amp amplifier. (D) An op amp difference amplifier. 


In the second example, k voltage input signals are added in the inverting 

configuration; see Figure 6.1(B). Currents through each of R,, Ry, R3, ... Ry 

are added at the SJ. The net current is again found from Ohm’s law and 
Kirchoff’s current law: 

inep = Usp /Ry + Veg/Ry +... + V54/ Ry (6.3) 

ing flows through R, giving the output voltage: 

VU, = Re [04 Gy + Vey Gy +... + V4 GJ (6.4) 


where it is obvious that G, = 1/R,. 
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In the third example, consider the basic noninverting IOA circuit, shown 
in Figure 6.1(C). In this case, the noninverting input is forced to be v, by the 
source. Thus, the voltage at the SJ is also v,. Now resistors R, and R, form 
a voltage divider, the input of which is some v, that will force the v/ = ¥,. 
The voltage divider relation, Equation 6.5, 


U,=0, 1 (6.5) 
R, +R, 
can be easily solved for v,: 
v, = U, (1 + Re/R,) (6.6) 


If the output of the IOA is connected directly to the SJ (i.e., R; = 0), clearly, 
v,/v, = +1, resulting in a unity-gain buffer amplifier with infinite R,, and 
zero R,,. 

In the next example, Figure 6.1(D) illustrates an IOA circuit configured to 
make a differential amplifier. Superposition is used to illustrate how this 
circuit works. The output from each source considered alone with the other 
sources set to zero is summed to give the net output. From the first example, 
v, = 0, (-R;/R,). (v; remains zero because no current flows in the lower 
voltage divider with v, set to zero.) Now v,’ = 0 is set and v; due to 2, is 
considered. From the voltage divider at the noninverting input, v; = v, 
R,/(R, + R;). Because the OA is ideal, v/ = 0; = v, R-/(R, + R;). Using the 
noninverting gain relation derived in example three: 


0, =[0,R,/(R, + R,)](1+R, /R,) =0,(R,/R,) (6.7) 


Thus, the output voltage from both sources together is: 


v, = [2, ~ v,|(R; /R,) (6.8) 


that is, the circuit is an ideal DA with a differential gain of (R-/R,). 

A simple DA circuit like this is impractical in the real world because (1) 
to get ideal DA performance, the actual DA must have an infinite CMRR 
and (2) the congruent resistors in the circuit must be perfectly matched. Also, 
the IOA analysis shown assumes ideal voltage sources in v, and v,’. Any 
finite Thevenin source resistance associated with either source will add to 
either R,, thus destroying the match and degrading the DA’s CMRR. 

As a fifth example of the use of the IOA assumption in analyzing OA 
circuits, consider the full-wave rectifier circuit shown in Figure 6.2. This is 
a nonlinear circuit because it uses diodes. The volt-ampere behavior of a pn 
junction diode is often approximated by the nonlinear equation: 
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FIGURE 6.2 
A full-wave rectifier or absolute value circuit using two op amps. 


Va 


FIGURE 6.3 
(A) I-V curve of an ideal diode. (B) I-V curve of a practical diode in which i, = I,,[exp(Up/v;) — 1]. 


oe [exp(2p /nV,)- 1] (6.9) 


However, in this example the ideal diode approximation in which ip = 0 
for Up < 0 and vp = 0 for ip > 0 is invoked. This relation is shown in Figure 
6.3(A) and the diode equation is plotted in Figure 6.3(B). Needless to say, an 
ideal diode complements other electrical engineering approximations such 
as the ideal voltage source; current source; op amp; transformer; resistor; 
capacitor; and inductor. 

To see how this circuit works, consider the voltages V, and V3 as V, is 
varied. First, it is obvious that if V, = 0, V, = V; = 0. Now let V, > 0. The SJ 
voltage remains zero and current i, flows inward through the SJ. It cannot 
exit through D, because current cannot flow though an ideal diode in the 
reverse direction. However, the current, i,, does flow through R; and D,. By 
Ohm’s law, the voltage V, = (V,/R,)(—Rp) = —V, (R-/R,). V3 is infinitesimally 
more negative than V,, so D, will conduct. 
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Now consider V, < 0. A current V,/R, leaves the SJ; D, does not conduct. 
Therefore, V; = 0 + €. Ifno current flows through R,, V, equals the SJ voltage, 
zero. In other words, V, sees a Thevenin OCV = 0 through a Thevenin resistor, 
R, To summarize: when V, > 0, V, appears as an OCV of —V, (R;/R,) through 
a Thevenin series R of R; ohms. When V, < 0, the diodes cause the OCV, 
V, = 0, to appear through a Thevenin series R of R,; ohms. 

V, of the output IOA is given by: 


V, =—-R; [V, G + V, 2G] (6.10) 
When the relations between V, and V, are combined in the preceding 


equation and R, and R; are set equal to R, it is easy to show that, in the ideal 


case, 


V. (6.11) 


V, = (Rr/R) 


As a sixth example, consider the ideal op amp representation of a voltage- 
controlled current source (VCCS) circuit. Figure 6.4 illustrates one version 
of the VCCS. The load, R,, has one end tied to ground and can be linear (a 
resistance) or nonlinear (e.g., a laser diode). It is clear from Ohm’s law that 
(V, — V,)/Re = iz; thus, V; = V, — i, Rp. From ideal op amp behavior, the SJ 
voltage will be held at V, by the feedback. Now a node equation summing 
the currents leaving the SJ can be written: 


V, [2G] — V, [G] - V, [G] = 0 (6.12) 
The conductances cancel and V, = V, —i,R; is substituted into the preceding 
equation. The final result is simply: 


i, = V, Gr (6.13) 


= (VCCS) 
R 


ull 


FIGURE 6.4 
The three-op amp VCCS. 
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The transconductance of the VCCS is simply G, of the feedback resistor. 
Note that the unity-gain buffer is used so that all of i, flows into R, to ground. 
(This is especially important if R, is a glass micropipette electrode with R, 
on the order of hundreds of megohms.) The inverting IOA, is required so 
that the voltage difference across R, is sensed to give current feedback. IOA, 
supplying i, in a practical VCCS of this architecture can be a high-voltage 
output type or a power op amp if high i, is required. 

Many more examples of IOA circuits can be considered. A number of them 
are included in this chapter’s home problems. 


6.2 Practical Op Amps 
6.2.1. Introduction 


Practical op amps are characterized by a set of parameters that describe their 
output de drift, output noise, and signal-conditioning properties such as 
dynamic range, frequency response, and slew rate. These parameters are 
generally given by manufacturers on device data sheets; they include: 


e Input offset voltage (V,,) 

e Input bias currents (I;, I; ) 

e Input equivalent short-circuit voltage noise (¢,,,) 
e Input equivalent current noise (i,,,) 

e dc Differential gain (K,) 

¢ GBWP 

e¢ Unity gain 

e -3-dB frequency (f;) 

¢ Lowest open-loop break frequency (f,) 
¢ Output voltage slew rate (qn V/uUs) 

e CMRR 


The following sections examine how a practical OA’s parameters determine 
its behavior. 


6.2.2 Functional Categories of Real Op Amps 


Engineers and manufacturers group op amps into functional categories, each 
of which has a set of unique features that makes it suitable for a unique 
design application. Examples of these categories are described next. 
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Low noise. Signal conditioning system design with low-noise op amps in 
the headstage is mandatory for maximum SNR,,,. Low-noise op amps are 
characterized by low values of the equivalent short-circuit input voltage 
noise, ¢,,, NVRMS/VHz. In the author’s experience, any op amp with an e,, < 
8 nVRMS/VHz should be categorized as low noise. Some op amps with FET 
input transistors (head stages) have exceptionally low equivalent input cur- 
rent noise, i,,, aS well as low e,,,. However, some of the lowest-noise op amps 
have BJT head stages and boast e¢,,, in the order of 1 nVRMS/VHz. For exam- 
ple, the venerable OP-27 op amp has e,,, = 3.1 nV/VHz and i,,, = 1 pA/VHz 
at 30 Hz. It uses BJT head-stage architecture and has I, = 12 nA. 

Electrometer op amps. The two salient properties of electrometer amplifiers 
are their ultra-low dc bias currents and their extra-high input resistances. 
For example, the AD549 is an electrometer-grade JFET head-stage OA. Its I, 
is rated from 60 to 200 fA (10° A), but in selected units can approach +10 
fA. R,, is on the order of 10% to 10 Q, e,, = 35 nV/VHz, and i,, = 
0.16 fARMS/VHz at 1 kHz. Electrometer op amps are used to design signal 
conditioning systems for pH meter glass electrodes and for intracellular glass 
micropipette electrodes in which source impedances can be as high as 10° Q. 

Chopper-stabilized op amps. This class of op amp is used to condition dc 
signals from devices such as strain gauge bridges (used in blood pressure 
sensors) and in any measurement system in which the QUM is essentially dc 
and minimizing long-term dc drift on the output of the analog signal condi- 
tioning system is desired. The internal chopper circuitry gives this class of OA 
an exceptional high dc voltage gain, on the order of 10%. The net effect of this 
high gain is to minimize the effect of V,, and V,, drift with temperature change. 

Another approach to canceling the effect of V,, drift in op amps used in 
dc signal conditioning applications is offered by National Semiconductor. 
The LMC669 auto-zero module can be used with any op amp configured as 
a single-ended inverting summer or as a simple noninverting amplifier. Note 
that the auto-zero module does not limit the dynamic performance of the 
op amp circuit to which it is attached; the amplifier retains the same dc gain, 
small-signal bandwidth, and slew rate. The effective offset voltage drift of 
any op amp using the auto-zero is approximately 100 nV/°C. The maximum 
offset voltage using the auto-zero is +5 uV. The auto-zero’s bias currents are 
approximately 5 pA (and must be added to the op amp’s I; in the inverting 
architecture); its clock frequency can be set from 100 Hz to 100 kHz. 

The LMC669 auto-zero module is very useful to compensate for de drift 
in circuits using special-purpose op amps such as electrometers, which nor- 
mally have large offset voltages (200 nV) and large V,, tempcos (5 tV/°C). 
The auto-zero does contribute to an increase in the circuit’s equivalent input 
voltage noise. However, choice of sampling rate and step size, as well as the 
use of low-pass filtering in the feedback path, can minimize this effect. 
Application circuits are illustrated in Section 2.4.3 in Northrop (1997). 

Wide-band and high slew rate op amps. Wide-band and high slew-rate 
op amps are used for conditioning signals such as ultrasound (CW and 
pulsed) at frequencies in the tens of megahertz, as well as pulsed signals 
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FIGURE 6.5 
Simplified internal circuitry of a current-feedback op amp. The output current of the unity-gain 
VCVS controls the output of the Thevenin CCVS. 


acquired in PET and SPECT imaging systems. A measure of op amp small- 
signal bandwidth is its unity gain bandwidth, f, In many op amps, f; is also 
the device’s gain-bandwidth product. As demonstrated in some detail later, 
under closed-loop conditions a trade-off occurs between op amp amplifier 
gain and bandwidth. For example, the Comlinear CLC440 voltage feedback 
op amp has f; = 750 MHz. This means that when given a noninverting gain 
of 5, the -3-dB frequency will be 150 MHz using this amplifier and 75 MHz 
when the gain is 10, etc. 

Slew rate is the maximum rate of change of the output voltage; it is 
basically a nonlinear, large-signal parameter. If the output voltage is a high- 
frequency sine wave, its will appear triangular (except for the rounded tips) 
if its slope magnitude (2nf V,,,) exceeds n. Slew rate is defined as: 


(6.14) 


The slew rate of the wide-bandwidth CLC440 op amp is 1500 V/us. High 
fr op amps all have high ns. The AD549 electrometer op amp described 
previously has f; = 0.7 MHz and n = 2 V/us — definitely not a wide-band 
op amp. There is no need to pay for high f; and n if an op amp circuit is not 
required to amplify high frequencies at high amplitudes or condition narrow 
fast rise-time pulses. 

Current feedback op amps. Figure 6.5 illustrates the circuit architecture 
of a CFOA connected as a noninverting amplifier. Note that, internally, it 
uses a current-controlled voltage source (CCVS) to make its output Thevenin 
open-circuit voltage. The output voltage is given by: 


V.=1—= (6.15) 
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Q,, is the CFOA dc transresistance. The input to the CFOA is a unity-gain 
voltage-controlled voltage source (VCVS). The noninverting input (v,) has a 
very high input resistance. The resistance looking into the inverting input 
(v/) node is generally <50 Q; it is the Thevenin output resistance of the unity- 
gain VCVS. 

The output current of the VCVS, I,, is determined by Kirchoff’s current 
law (a node equation) written on the low-impedance inverting (v/) node. 
The R,,, of the CCVS is also < 50 Q and generally can be neglected in pencil- 
and-paper analysis. The CFOA has many interesting properties, which are 
described in Section 6.4. One interesting property is that, unlike a voltage- 
input OA, the CFOA connected as a noninverting amplifier does not trade 
off bandwidth for closed-loop gain. Its gain can be shown to be set by R,, 
while its closed-loop corner frequency is set by R, Its closed-loop dc gain is 
(1 + R,/R,), similar to that of a conventional noninverting voltage feedback 
OA. 

Power op amps. Power op amps are used as audio power amplifiers, 
drivers for small DC servo motors, drivers for LEDs, and laser diodes (as 
VCCSs). Most conventional op amps can source no more than about +10 mA; 
also, their output voltages saturate at slightly below their dc supply voltages, 
usually no more than +15 V. The most robust power op amps (e.g., Apex PA03) 
typically can source as much as +30 A, given a supply voltage range of 
+15/75 V, and dissipate 500 W maximum. The PAO3 has a slew rate of n = 
8 V/us and f; = 1 MHz. Other POAs, such as the Apex PA85, have extraor- 
dinary dynamic properties: namely, I,,,,,, = +350 mA(peak); a supply voltage 
range of t75/600 V; a power dissipation of 40 W; a slew rate of 1000 V/us; 
and f; = 100 MHz. The PA85 is well suited to drive ultrasound transducers. 


6.3 Gain-Bandwidth Relations for Voltage-Feedback OAs 
6.3.1. The GBWP of an Inverting Summer 


Figure 6.1(B) shows the schematic of a k-input inverting summer amplifier. 
The open loop op amp is assumed to have a compensated differential fre- 
quency response given by: 


K 
Mo mes tet) 


The gain-bandwidth product of the open-loop amplifier is: 


GBWP, =K,, = Hz (6.17) 
Nt, 
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Because this is a real OA, V/ # 0 and a node equation must be written to 
find V,’ to substitute into the preceding gain equation: 


(V/-V..)G, +(V/-V,,)G, +...+(V/-V,,)G, +(V/-V,)G,=0 (6.18) 


—— (6.19) 


Define [G, + 4 G] = XG and note that: 

j 
_-V,(jot, +1) 
: K 


vo 


(6.20) 


Thus, Equation 6.19 can be solved for V,,: 


-KYY,G, 
jal 


_. XG+G,K,, 
V, = jot, XG (6.21) 
LG+G,.K 
The dc gain of the preceding closed-loop frequency response function for 
V, is simply: 


moe 
| ne eee (6.22) 
ameter en. a 


The closed-loop bandwidth for all V,; is f;; 


~G+G,K 
=a yG Hz (6.23) 


and the gain-bandwidth product for the j input is: 


cawe . Ku Gi _ GBWPo.G, 
i 2nt,uG XG 


(6.24) 
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Note that (K,,/211,) is the GBWP of the open-loop OA, and 1G = G, + G, + 
... + G, + Gp Thus, the GBWP of the inverting OA summer is always slightly 


less than the GBWP of the OA alone and depends on the circuit’s gains. 


6.3.2. The GBWP of a Noninverting Voltage-Feedback OA 


Figure 6.1(C) shows that the output of the noninverting amplifier can be 
written: 
K 


V, =(V,-V,) oe i (6.25) 


As was shown earlier, the OA alone has a GBWP given by GBWP,, = 
K,,/(2nt,). The summing junction voltage is found from the node equation: 


(V/-V,)G, + V/G, =0 (6.26) 
J 
V/=V,G,/(G,+G;) (6.27) 


Equation 6.27 for V/ is substituted into Equation 6.25 to yield the nonin- 
verting amplifier’s closed-loop frequency response: 


K,,(Rp +R,) 
V,__R(1+K,.)+ Rp (6.28) 
V, — jot,(R-+R,) e 
R,(1+K,,)+R, 


The noninverting amplifier’s dc gain is the numerator of the preceding 
equation. In the limit, for very large K,, (where K,, R, > R,), the dc gain is 
simply 

Ky. = 1+ Re/Ry (6.29) 


which is the same as for an ideal op amp. The closed-loop break frequency is: 


R,(1+K,,)+R, ep 6.30) 
2nt,(R, +R,) 


i — 
The noninverting amplifier’s GBWP is thus: 


GBWP,, =[K,,/(2nt,)] Hz (6.31) 
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Therefore, GBWP,,; is the same as the op amp and is independent of gain. 


nL 


Thus, an ideal hyperbolic relation exists between closed-loop —3-dB fre- 
quency (f,,;) and closed-loop gain, e.g., 


fer =[Kyo/(2nt,)]/(1+R-/R,) Hz (6.32) 


The noninverting op amp amplifier is unique in this property. 


6.4 Gain-Bandwidth Relations in Current 
Feedback Amplifiers 


6.4.1. The Noninverting Amplifier Using a CFOA 


Refer to Figure 6.5. Assume that the CCVS has a transimpedance with fre- 
quency response: 


Mie ; ty (6.33) 
I, jot,+1 


The gain-bandwidth product of the CCVS is simply Q,/(27t,) ohm Hz. 

A small Thevenin source resistance appears in series with V, from the 
CCVS. This R, is <R, so it is neglected. There is also a small Thevenin R, in 
series with the VCVS at the CFOA’s input that will be neglected. A node 
equation is written at the V,’ node; note that 


=v 
(V,-V,)Gp+ V,G, =I, (6.34) 
Substituting Equation 6.34 for I, into Equation 6.33 yields: 


y [e-wee+v.clo. 


oO 


(6.35) 


jot,+1 


Equation 6.35 is solved for the frequency response of the closed-loop 
system: 


: (G, +G,)Q, /(1+G,Q,) 
v, i°)= ae, (1+ G,0,)+1 


s 


(6.36) 
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The closed-loop amplifier’s break frequency is f,,: 


1 Q, Q,+R Q 
Be ee ee , because Q, > R, (6.37) 
2nt,, 2nt,R, 27t_R, 


Sct = 


The closed-loop break frequency is solely a function of R;; it is independent 
of gain. The closed-loop gain-bandwidth product of the noninverting CFOA 
amplifier is easily found to be: 


Q, 
2nt,R 


F 


GBWP = 


Q 
(1+ R,/R,)= one (Ce +G,) Hz (6.38) 


Curiously, the GBWP depends on the absolute values of the gain-determining 
resistors. 


6.4.2 The Inverting Amplifier Using a CFOA 


Next, examine the gain-bandwidth relations in a CFOA connected as a sim- 
ple inverter. Figure 6.6 shows the circuit. Note that the noninverting input 
node is grounded, so v; = v/ = 0. Anode equation can still be written on the 
v,; node: 
(0 — V,)G, + (0 - V,)G, —I, = 0 (6.39) 
L 


La17.6.4-7,6) (6.40) 


Ri 
WN 
+ 
6 
FIGURE 6.6 


A CFOA connected as an inverting amplifier. 
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Equation 6.40 is substituted into Equation 6.33 to find the frequency 
response of the closed-loop amplifier: 


Q 
V, =-(V.G, + V.G, }—*— 6.41 
o ( s~1 o e) jot, +1 ( ) 
y 
v,_ -G2,/(1+G,2,) fe 
V, jot,/(1+G,Q,)+1 
Again, the closed-loop break frequency depends on the size of R-: 
1+G,Q, Q 
bel — | : = 2 Hz (6.43) 
2t,, 2nt_R, 
The GBWP is: 
(1+G,9,) Q 
GBWP = —"|6.9, /(1+6,0 ) =—"0_ Hz (6.44) 
2nt, °1] Qnt_R, 


Curiously, the closed-loop break frequency depends only on R, and the 
closed-loop de gain is 


V,/V, = -Rp/R,. (6.45) 


6.4.3 Limitations of CFOAs 


CFOAs cannot be directly substituted into most conventional voltage feed- 
back OA circuits. For example, consider the CFOA “integrator” circuit shown 
in Figure 6.7(A); the node equation on the v/ node is written: 


I, = (0- V,)G, + (0 - V,) jac (6.46) 


Equation 6.46 for I, is substituted into Equation 6.33 for V;; 


V, =-(V,G, + V, jac) ae (6.47) 


a 


2 (6.48) 
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FIGURE 6.7 
(A) A CFOA connected as a conventional integrator. The circuit does not work. (B) Two CFOAs 
connected to make a near ideal inverting integrator. 


Clearly, Equation 6.48 is the frequency response of a low-pass filter, not 
that of an operational integrator. The closed-loop time constant will be long, 
however. If Q, = 107 ohms and C = 10° F, the closed-loop time constant will 
be approximately 10 sec, which means that signals with frequencies above 
approximately 40 mHz will be “integrated.” This is a poor integrator. 

By way of comparison, find the frequency response of a conventional 
voltage-feedback OA integrator. The VCVS op amp’s open-loop gain is given 


by: 


V,=-V,.—” OLG (6.49) 
jot, +1 


a 


The node equation for the summing junction is: 


(Vj; — V,)G, + (Vj — V,) j@C = 0 (6.50) 
from which, 
= Vere Vs J@C (6.51) 
G, + J@C 
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Equation 6.51 for V/ is substituted into Equation 6.49 to find the frequency 
response function for the OA integrator: 


V —K 
°(i@)= ve 6.52 
V, (jo) (jo) R,C T+ jo(t, + K,,R,C) +1 a 


The practical integrator is seen to be a two-pole low-pass filter with dc gain, 
“Raye 

To appreciate what happens to the integrator’s poles, substitute numerical 
values for the parameters and factor the quadratic denominator. Let R, = 
10° Q; C = 1 uF; K,, = 10°; and t, = 15 MS. The numerical frequency response 
function for the integrator is found to be: 


Vo (joo) = -1E5 
%; (jo) 0.015 + jo[0.015+1E5]+1 
(6.53) 
_ 6.667 E6 
(jw) + [06.667 E6+ 66.667 


The right-hand fraction of the frequency response function is in Laplace 
form and is most easily factored to find its roots (poles). Thus, the integrator’s 
frequency response function can be written in factored form: 


Ye (jo)= ~6.667 E6 
v, v!" (jo +3 E-12)( jo + 6.667 E6) 


(6.54) 
-3 Ell 


(j@3.333 E11+1)(j@1.5 E-7 +1) 


Note that the integrator time constant is enormous (3.333 E11 sec) in this case 
and the high-frequency pole is at 6.667 E6 r/s, which is the GBWP of this 
voltage feedback OA. 

As a closing note, it is possible to design an effective integrator using two 
CFOAs, as shown in Figure 6.7(B); however, this integrator is noninverting. 
If R is replaced with impedance Z, and C with impedance Z,, then it can be 
shown that the circuit’s transfer function is: 


(6.55) 


providing that Q,, = Qy9; Ti = T2 2 0; Q4G,, > 1; and R; > Ry. 
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FIGURE 6.8 
Block diagram of an ideal comparator I/O characteristic. 


6.5 Voltage Comparators 
6.5.1 Introduction 


The integrated circuit analog voltage comparator (VC) is a useful circuit 
element with many applications in biomedical instrumentation. The VC is 
a simple analog/digital interface element; its input is an analog voltage 
difference and its output is logic HI or LO. An ideal VC performs the oper- 
ation shown in Figure 6.8. That is, its output is logic HI when (v; — 0/) > 0 
and LO when (v; — 0/) < 0. ; or v/ can be a de reference voltage, 9. 

An actual VC circuit combines the front end of an analog differential 
amplifier (see Chapter 3) with the output stage of an open-collector logic 
gate. The differential front end can be described in terms of: difference-mode 
gain; common-mode gain; common-mode rejection ratio; slew rate; and dc 
input offset voltage. Figure 6.9 illustrates the output stage of the well-known 
LM311 VC. Note that the analog DA front end has a symmetrical push-pull 
output coupled to the driving transistors, Q; and Q,, of the output stage. To 
heuristically examine how this circuit works, assume that (v; — v/) > 0. 
Assuming a large DM gain for the DA, v/ goes negative, turning off Q, and 
allowing v;1) to go positive. Positive-going v,;) makes v,,, go positive, turning 
off Q,,. When Q,, turns off, it turns off Q,;, allowing V, at its collector to go 
toward V,, (+5 V) or logic HI. Also, (v; — vj) > 0 causes v, to go positive, 
causing Q, to turn on. The Q, emitter goes positive, forcing the Q, emitter 
to go positive and further turning it off, etc. 

All this action is summarized in Figure 6.10. v/ is the dc reference voltage, 
V,. Note that the static transfer curve of the comparator in Figure 6.10 shows 
a narrow range of finite differential voltage gain (e.g., 2 x 10° for the AD 
CMP04). Note that some VCs also have complementary (Q) outputs for 
design versatility (e.g., the AD9696 TTL output VC). 

A wide range of comparator switching speeds are available, given a step 
change in the polarity of (v; — vj). VC switching speed has two components: 
(1) a pure delay time between the input step change and the beginning of 
output state change and (2) the time it takes for V, to swing from LO to HI 
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Vee (-15V) 


FIGURE 6.9 
Partial (output circuit) schematic of an LM311 analog comparator. Note that an analog DA stage 


output is converted to an open-collector TTL output BJT. 


Vit (45V) 


FIGURE 6.10 
Top: analog comaparator. Bottom: transfer characteristic of the comparator. Comparator gain, 


Kp, in the linear region is as high as an op amp. 
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Vo 
HI 


LO Vs 


FIGURE 6.11 
Top: a voltage comparator connected to have hysteresis; note PFB. Bottom: dimensions of the 
hysteresis I/O characteristic. 


(or HI to LO). This latter delay is limited by the VC slew rate. The total time 
for a comparator to reach its new output state following an input step change 
in (v; — v;) polarity is called the propagation delay time, tpp. 

The LM311 comparator output changes state about 200 ns following the 
input step change. Newer designs such as the AD790 change states in approx- 
imately 40 ns. The AD790 also claims a maximum offset voltage magnitude 
of 250 uV. The AD96685 VC claims a 2.5-ns propagation delay and has a 
whopping 1 mV |V,,|. Unlike the LM311, most comparators do not have a 
means of nulling their Vog. 

The input impedance of VCs is generally fairly high, about what one might 
expect from a fast BJT-input op amp. For example, the AD790 VC has an 
input impedance given as 20 megohms in parallel with 2 pF to ground. VC 
output impedance depends on the output state; if V, is LO, the open-collector 
output transistor is saturated and R, is in the tens of ohms. If V, is HI, then 
the output transistor is cut off and R, is basically the external pull-up resis- 
tance used with the comparator. (Some VCs put this resistor in the IC.) 

VCs are often operated with hysteresis to give them noise immunity. Figure 
6.11 illustrates an external positive feedback circuit that gives hysteresis, and 
the ideal static I/O curve for the circuit. To find an expression for the exact 
input voltages at which the VC’s output changes state, write a node equation 
on the noninverting 0; node: 
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V;, [G, + Gr] — V; G; -— Virgo Ge = 0 (6.56) 


At switching LO > HI, V; is assumed to equal V;. = Ver. Thus, from the 
preceding equation, 


V Va(G.+Gr)—VasoGr =V,(1+R,/R,)-V,o(R,/Re) (6.57) 


sHI — G 
1 


ee V.> Vin» Vo = Vonr = + 5 V. Now V, must decrease to V,,, before V, = 
Vito = 0.2 V again. 
Calculation of V,,, uses the preceding approach, except that V,,,, is used 
in Equation 6.57: 


Vito =V,(1+R,/R,)- Vuu(R :/Ry ) (6.58) 


Consider a numerical example: let R, = 10 kQ; Rp = 100 kQ; Vp = +1.0 V; 
Vom = +5.0 V; and V,,;9 = +0.2 V. From these values: V,,,; = 1.08 V and V..5 = 
0.60 V; the width of the hysteresis can easily be shown to be: 


Vie = (Vor — Vero (1 /Rp) = 0.48 V. (6.59) 


Note that the feedback around the comparator is PVF (see Chapter 4). Not 
only does the VC with PFV have hysteresis for noise immunity, but the VC 
with hysteresis can also be used as a simple limit-cycling ON-OFF controller 
for a switched control system such as an oven heater (Franco, 1988, 
Chapter 7). It is also possible to reverse the positions of the dc reference 
voltage, Vz, and the input signal, V,, in Figure 6.11 and still have hysteresis. 
It is left as an exercise for the fender to find expressions for V..o, Vax, and 
V,, under these conditions. 


6.5.2. Applications of Voltage Comparators 


Comparators find many applications in biomedical engineering. They are 
used in bar-graph (LED) display meters; flash ADC converters (see Section 
10.5.5); over- and under-range alarms; static window circuits; ON-OFF con- 
trollers; and dynamic pulse-height discriminators used in nuclear medicine 
and neurophysiology. The first example examines a simple battery overvolt- 
age alarm used to indicate that charging should cease. This circuit is shown 
in Figure 6.12. When V2, > Veep the output (open collector) transistor (Q15) 
in the VC is turned off, allowing the base of Q, to conduct through the 1-kQ 
pull-up resistor, saturating Q,. The current through the lit LED is approxi- 
mately (5 — 0.2 — 1.5)/330 = 10 mA. If Vga < Veer, Qis is ON and saturated, 
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FIGURE 6.12 
A comparator circuit that will light an LED when V,,4 > Veer If Viay < Veep, then Q,; of the 
comparator is on and saturated, pulling Q,’s base low and turning it and the LED off. 


Vit (45V) 
A 
$1 kQ $3300 
Vout >———+ 
vc Pa 
= 1@ 
V : Q Qush & Qus, OFF | Qas, OFF, 
7 : Qisa OFF Qisa ON 
+ Vs 
Ge — LED OFF LED OFF 
ra 0 VoLo V oH! 
Veco >———- 
FIGURE 6.13 


A comparator voltage range window that turns the LED on when V, lies between V,,_ and V4y17. 


pulling the base of Q,; down to approximately 0.2 V, keeping it off and the 
LED unlit. 

The second example of the use of VCs is a static window comparator circuit 
that lights an LED while the input voltage falls in a certain range, or window, 
of values. The circuit is shown in Figure 6.13. Note that tying the two open 
collector output transistors together to a common pull-up resistor effectively 
makes an AND gate. Both comparator outputs must be HI (Qi5, AND Qisy 
are cut off) to light the LED. If either Q,; is ON, the base of Q, is pulled 
down to that Q,;’s V,.,,; and Q, is cut off. 

In a third and final example of using VCs, examine a simple nerve spike 
pulse-height discriminator designed by the author. This circuit is designed 
to be used in neurophysiological recording; it selects only those nerve 
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Voto 


FIGURE 6.14 

A nerve spike pulse-height window that produces an output pulse only if an input spike rises 
to its peak inside the window and then falls below the lower “sill.” No output pulse is produced 
if an input spike rises through the window and exceeds the upper level, then falls below the sill. 


impulses recorded with extra-cellular microelectrodes that fall within a nar- 
row range of amplitudes (the window). This processing enables other simul- 
taneously recorded, very large (or small) action potentials to be ignored 
while the desired pulses can be counted, processed, and their instantaneous 
frequency calculated, etc. 

Figure 6.14 illustrates the organization of this window circuit. Note that 
this circuit involves sequential as well as combinational logic. Critical wave- 
forms of this window circuit are shown in Figure 6.15. Note that three one- 
shot multivibrators are used to generate narrow (e.g., 500 ns) output pulses 
given input logic state transitions. The NAND gate RS flip-flop serves as a 
“memory” that a rising V, has exceeded V,;~. Note that, if V, exceeds Vyo, 
the output of VC-2, C,, goes HI. This event triggers OS-3 to reset the RSFF 
Q output to LO, disabling the output AND gate. 

Now when the large input again falls below V,)o, the P2 pulse does not 
produce an output. Only the falling edge of VC-1’s output, C,, can produce 
an output. The second V, pulse in Figure 6.15 lies in the window. The rising 
edge of C, sets the RSFF Q output high, enabling the AND gate. When V, 
falls below V4)o, OS-2 produces a positive pulse that appears at V,, signaling 
a pulse that occurred inside the window. (A functionally similar nerve spike 
pulse-height window was described by Northrop and Grossman, 1974.) 


6.5.3. Discussion 


The preceding sections described the basic behavior of VCs. Note that com- 
parators are intended to signal analog voltage inequalities to appropriate 
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FIGURE 6.15 
Critical waveforms for the pulse-height window of Figure 6.14. See text for description. 


logic circuits or transistor switches; op amps are for conditioning analog 
signals, giving an analog output. An important point is that an open-loop 
op amp (one without feedback) makes a poor comparator. Yes, op amps 
generally have very high gain differential input gains and high CMRRs, but 
rapid changes in V, are limited by the op amps’ slew rate, 1). n is typically 
on the order of 20 V/us, which means it takes V, roughly 250 ns to slew 5 V. 
Op amp outputs are generally not logic-level compatible; they swing to 
+(Vcc — Vs), where V3 is a fixed voltage by which a saturated V, fails to reach 
the supply voltage. V; is different for different designs of op amps. It is not 
good design practice to use op amps for comparator applications. 
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6.6 Some Applications of Op Amps in Biomedicine 
6.6.1 Introduction 


Op amps are extremely useful in the design of all sorts of analog electronic 
instrumentation systems. As demonstrated in Chapter 7 and Chapter 8, op 
amps find great application in the design of analog active filters and as 
building blocks for instrumentation amplifier (differential) amplifiers and 
other linear and nonlinear signal conditioning systems. As the preceding 
sections have shown, there are a number of specialized types of op amps for 
specific signal processing applications. The following sections focus on four 
applications that often have important roles in biomedical signal processing: 
integrators; differentiators; charge amplifiers; and an isolated two-op amp 
instrumentation DA useful for measuring ECG. This amplifier also includes 
a band-pass filter and an analog photo-optic coupler for galvanic isolation. 


6.6.2 Analog Integrators and Differentiators 


A simple op amp integrator is shown in Figure 6.16. An op amp integrator 
is hardly ever used as a stand-alone component; it is usually incorporated 
as part of a feedback loop to obtain some desired dynamic characteristic for 
the closed-loop system. The reason for not using it alone is that it integrates 
its own dc bias current and offset voltage, causing its output, in the absence 
of an input signal, to drift into saturation slowly and linearly. In the circuit 
of Figure 6.16, set V, = 0 and consider the op amp ideal, so v/ = 0. Thus, the 
node voltage V; must equal Vo;. Using superposition, and considering I, 
and V4, to be steps applied at t = 0, the integrator’s time-domain output can 
be written: 


V,(t) = —-t Ig/Cp + Vos (1 + t/RC;) (6.60) 


FIGURE 6.16 

A dc model of a voltage op amp integrator. The op amp is assumed ideal and its offset voltage 
and bias current are externalized to its inverting (vj) node. The integrator’s behavior is analyzed 
in the text. 
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FIGURE 6.17 

Circuit for an op amp differentiator. In this problem, the op amp’s frequency response is 
considered, as well as its short-circuit input voltage noise root power spectrum, and input 
current noise root spectrum. 


I; and Vo, can have either sign, depending on the op amp design and its 
temperature. V,, magnitude is typically in the range of hundreds of micro- 
volts and I; can range from tens of faradamperes to microamperes, again 
depending on OA design and temperature. 

If stand-alone analog integration must be done, the integrator drift must 
be considered. Op amps with low V,, and I, are used and a means of shorting 
out C, is used to ensure zero initial conditions at the start of integration. 
Digital integration is no panacea; it will integrate small analog offset voltages 
present in the anti-aliasing filter, the sample and hold, and the ADC. 

Often, when an integrator is used in a closed-loop system, it is desirable 
to give its transfer function a real zero, as well as the pole at the origin. The 
zero is used to give the system better closed-loop dynamic performance and 
is easily obtained by placing a resistance, R,, in series with C,; Assuming an 
ideal op amp, the transfer function is: 


RC.+1 K,{st,+1 
Vag) 2 Rat YaCe (sR,C, +1) _ (st, +1) 6.61) 
V. R sRC, 8 


which is what is desired. 
Figure 6.17 illustrates a conventional op amp analog differentiator. If the 
op amp is treated as ideal and C; is neglected, then the transfer function is: 


763 =-sRC (6.62) 


Ss 


which is the transfer function of an ideal time-domain differentiator with 
gain —RC. 
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Now consider what happens to the differentiator’s transfer function when 
a real frequency-compensated op amp is modeled by the open-loop gain: 


Vo (5) = —Kow (6.63) 
V; t,8+1 


Now the node equation on the V/ node is: 
V/ (G+sCQ)-V,G=V,sC (6.64) 


Using Equation 6.63, V/’ in Equation 6.64 can be eliminated and the over- 
all transfer function written: 


Vest -s RCK,,/(1+K,,) 
V, 5) s*t, RC/(1+K,,)+s(t, +RC)/(1+K,,)+1 


(6.65) 
-sRC 


“3 t,RC/K,, +5(t,+RC)/K,, +1 


Note that Equation 6.65 has the form of the transfer function of a quadratic 
band-pass filter shown in the following equation: 


V —sK 
2(s)= 6.66 
V, 5) s/o? +s2E/o, +1 ee 

From Equation 6.66 and Equation 6.65, the resonant frequency is: 
0, = /K,,/(t4RC) 1/s (6.67) 
and the damping factor is: 
7, ERC) JK, 
c= (ts )_\Ke (6.68) 
2K,, Vt,RC 


When typical numerical values are substituted for the op amp and circuit 
parameters (K,, = 10° t, = 0.001 sec; R = 10° Q; and C = 10° F), w, = 3.16 x 
104 r/s and € = 1.597 x 10°. This damping is equivalent to a quadratic BPF 
Q = 1/(2&) = 31.3, which is a sharply tuned filter. Thus, any fast transients 
in V, will excite a poorly damped sinusoidal transient at the differentiator 
output. 
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Another problem with the simple R-C differentiator is the differentiation 
of the op amp’s short-circuit equivalent voltage noise, e,,,. The transfer func- 
tion for e,,, is easily shown to be: 


na* 


V, =E,, (1 +s RC) (6.69) 


Because e,,, has a broadband spectrum, the differentiator’s output noise 
has a spectrum that increases with frequency, making the output very noisy. 
(Note that the i,,, component in V, is not differentiated.) When a feedback 
capacitor, C;, is added in parallel with R, the differentiator’s frequency 
response is found from the new node equation: 


V;[G+s(C+C;)|-V,(G+sC,) =V,sC (6.70) 


Using Equation 6.63, V/ in the preceding equation can be eliminated and 
the transfer function written: 


V -sRC 


0 


V. Oey 1,R(C+C,)/K,, +9(t, +RC)/K,, +RC,]+1 


(6.71) 


The differentiator transfer function still has the format of a BPF. Examine 
its w,, and damping: all parameters are the same as the preceding ones and 
Cr = 6.7 x 10! F (67 pF). 


5 K 10° 8 
Oo, = Wenn = = 9.99933 x 10° (6.72 
"“t4R(C+C,) 10° x 10° x (10° +6.7 x 10") oe 
J 
@,, = 3.1622 x 10! r/s (6.73) 


The damping factor is now found from: 


_tatRC | 
K 


vo 


25/@,, RC. (6.74) 


10° +1 
10° 


E=05 x 3.1622 x 10 +6.7x 101! x 1" =1.075 (6.75) 


The o,, has changed little, but now the system is slightly overdamped, i-e., 
both poles are close on the real axis in the s-plane. The differentiator’s 
frequency response is still band pass with its peak gain at the same frequency, 
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FIGURE 6.18 
An electrometer op amp is used to make a charge amplifier to condition the output of a 
piezoelectric force transducer. See text for analysis. 


but is no longer severely underdamped. Making C; larger will make the 
system more overdamped; it will have two real poles, one below ,, and the 
other above it. Thus, for practical reasons, an op amp, analog differentiator 
should have a small feedback capacitor in parallel with the feedback R to 
limit its bandwidth and give it reasonable damping so that input noise spikes 
will not excite “ringing” in its output. 


6.6.3 Charge Amplifiers 


A charge amplifier is used to condition the output of a piezoelectric trans- 
ducer used in such applications as accelerometers, dynamic pressure sensors, 
microphones, and ultrasonic receivers. Figure 6.18 illustrates the schematic 
of an electrometer op amp used as a charge amplifier. The shunt capacitance, 
C;, includes the capacitance of the piezotransducer, the connecting coax (if 
any), and the input capacitance of the op amp. Similarly, the conductance 
G, includes the leakage conductance of the transducer, the connecting cable, 
and the op amp’s input conductance. The op amp is assumed to have a finite 
gain and frequency response, i.e., it is nonideal in this respect. Thus, the 
summing junction voltage, v/, is finite. The op amp’s gain is modeled by: 


Vi =-V/—"— (6.76) 
ts+1 


The node equation for the summing junction is: 
V;[ (Cp +C;) + Gr +G, ]-V,[sC, +G,] = F(s)d = sF(s)d (6.77) 


from which: 
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ae sF(s)d+V,[sC, +G,| 


an [s(C, +Cp) +Cy +G,| 7) 
L 
7 sF(s)d+V,[sC,+G,| 
V[ts +1]=-K,, Fcerenrrcrcy (6.79) 
L 
- (s) = eee (6.80) 


~ 8'(C, +Cp) +5] t(G, + Gp) + Cp + Cp + K,,Cp] + K, Gp 


To put Equation 6.80 into time-constant format, divide top and bottom by 
K,, G_ and note that certain terms in the denominator are negligibly small. 
Let s = jo in order to write the charge amplifier’s frequency response: 


op fi Ne, —jodR,, 6.81 
(jo) = io) (C, +C,,)R K,, + j@C,R,+1 oe 
} pt Cp} [Rag FIO CEASE 


The frequency response function of Equation 6.81 is band pass with two 
real poles. The low-frequency one is set by the feedback R and C and is s, = 
-1/(R;C;) r/s; the high-frequency pole can be shown to be approximately 
s, = -(K,,/T)[Ce/ (Cr + Cr)] = Mr Cp/(Cp + Cz) r/s. O is the op amp’s radian 
gain-bandwidth product. For example, set K,, = 10°; t = 10-3 sec; C, = 10°? F; 
C; = 10° F; G,; = 10°!° S; and G; = 10°? S. Now the low break frequency is 
at f,, = 1.59 x 10% Hz and the high break frequency is at f, = 80 MHz, which 
is adequate for conditioning 5-MHz ultrasound. 


6.6.4 A Two-Op Amp ECG Amplifier 


Op amps can be used to make high-gain differential amplifiers with high 
common-mode rejection ratios, as described in Section 3.7.2 in Chapter 3. 
The two-op amp DA was found to have a DM gain: 


V, = (V, — V’) 2(1 + R/R,) (6.82) 


R and R; should be chosen so that the amplifier’s DM gain is 10°. To use 
this amplifier as an ECG system front end, it is necessary to define the ECG 
band pass with a high- and low-pass filter. An easy design is to cascade the 
Sallen and Key high-pass and low-pass filters, as shown in Figure 6.19. The 
HPF is given complex-conjugate poles with an f, = 0.1 Hz and a damping 
factor of € = 0.707. Using the design formulas given in Section 7.2.2 in 
Chapter 7, C, = C, = C and, for § = 0.707, R, = 2 Rp. f, = 1/(2nC,/R,R2) = 0.1, 
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FIGURE 6.19 
A band-pass filter for electrocardiography made from cascaded Sallen and Key high-pass filter 
and low-pass filters. 


so one can solve for R, and R, after choosing C = 3.3 UF. A little algebra gives 
R, = 3.31 x 10° and R, = 6.821 x 10° Q. 

The parameters for the S and K LPF are found from & = VC,/C, = 0.707 
and f,, = 1/(2nR,/C, Cy) = 100 Hz. Clearly, C, = 2C, for the desired damping. 
Choose C, = 0.1 WF, so C, = 0.2 UF. Using the f, relation, R = 1.125 x10* Q. 
The op amps need not be special low-noise or high f; designs, the ECG signal 
has limited bandwidth, and the noise performance is set by the differential 
front end amplifier having the gain of 10°. 

Now that the ECG signal has been amplified and its bandwidth defined, 
it is necessary to consider patient galvanic isolation. One easy way to achieve 
isolation is to run the DA and filter op amps on isolated battery power with 
no ground connection common with the power line mains. A pair of 12-V 
batteries can be used with IC voltage regulators to give +8 V to run the four 
signal conditioning op amps. One cannot simply connect the output of the 
filter to an oscilloscope or computer to view the ECG. The common ground 
from the oscilloscope or computer destroys patient galvanic isolation, so 
some means of coupling the signal without the necessity of a common 
ground must be used. One means is to sample the isolated ECG and convert 
it with a serial output isolated ADC and then couple the digitized ECG to 
the outside using a photo-optic coupler (POC). (A transformer can also be 
used.) The digitized ECG must then be converted to analog form with a 
serial input DAC in order to be viewed on an oscilloscope or be an input to 
a strip-chart recorder. 

A simpler form of galvanic isolation that uses POCs and gives an analog 
output is shown in Figure 6.20. OA1 is run from the isolated battery power 
supply of the signal conditioner. The top LED in the dual POC IC is biased 
on with the 3-mA dc current source, causing an average light intensity, I,,, 
to be emitted. The isolated conditioned ECG output, V3, causes the light 
intensity to vary proportionally around the average level, I,,. The light from 
LED, is transmitted through a plastic light guide to photodiode, PD). An 
increase in the light hitting the photojunction of PD, causes a proportional 
increase in its (reverse) photocurrent. PD,’s increased photocurrent is the 
base current of the top npn BJT, so its collector current increases, causing the 
inverting input of op amp OA2 to go negative and making OA2’s output go 
positive. The positive increment on OA2’s output increases the current in 
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A linear analog photo-optic coupler used to provide galvanic isolation between the battery- 
operated ECG measurement differential amplifier and band-pass filter, and the output recording 
and display systems. 


LED, above its 3-mA bias, increasing its light output and, in turn, increasing 
the photocurrent in PD,. This increases the base current in its BJT, causing 
the positive input of OA2 to go negative, closing a negative feedback path 
that compensates for LED and PD nonlinearities. Note that the ECG ground 
is completely isolated from the output ground, as is the analog ECG signal, 
V3, from V,,,. The output of the feedback POC system is taken as the voltage 


across the 2 k + 3.9 k resistors. 


6.7 Chapter Summary 


This chapter has been all about op amps; it began by reviewing the properties 
of the ideal op amp and showing how it can be used to facilitate heuristic 
analysis of op amp circuits. 

Practical conventional op amps were shown to be characterized by finite 
frequency-dependent difference-mode gains and finite input and output 
resistances. Their inputs were also characterized by two dc bias currents, a 
dc offset voltage, a short-circuit input noise voltage, and an input noise 
current. The various types of op amps were described, including: high fre- 
quency; high slew rate; low noise; electrometer; chopper stabilized; etc. 

The effects of negative voltage feedback on a closed-loop op amp amplifier’s 
frequency response was described in terms of the op amp’s gain-bandwidth 
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product, or unity gain frequency. The amplifier’s gain-bandwidth product 
was shown to be constant for the special case of the noninverting amplifier 
configuration and to be a function of the amplifier’s gain at low gains for 
the inverting amplifier configuration. 

The current feedback amplifier (CFOA) was described and analyzed; in the 
noninverting gain configuration. The closed-loop amplifier’s break frequency 
was found to be independent of the closed-loop gain and to depend only on 
the absolute value of the feedback resistance. The same situation obtains for 
the inverting amplifier configuration using the CFOA. CFOAs were also 
shown to be unsuitable for integrators unless a special 2-CFOA circuit is used. 

Voltage comparators were described and shown to have DA front ends 
and TTL or ECL logic outputs. Comparators are useful in biomedical appli- 
cations, including pulse height windows used in neurophysiology and in 
nuclear medicine. Finally, applications of op amps as differentiators, inte- 
grators, charge amplifiers, and ECG signal conditioning were examined. 


Home Problems 


6.1 An Apex™ PAO8A high-voltage power op amp is used to drive a resistive 
load. This op amp can output up to +150 mA and swing its output voltage up 
to £145 V. Its slew rate is 30 V/us. What is the maximum Hertz frequency of a 
sinusoidal input it can amplify to get a 100-VRMS sinusoidal output without 
slew rate distortion? 


6.2 Figure P6.2(A) and Figure P6.2(B) illustrate a commutating auto-zero (CAZ) 
op amp connected as a noninverting amplifier with voltage gain (1 + R,/R,). 
This is an Intersil ICL7605/7606 CAZ amplifier intended for nondrifting dc 
amplification applications such as strain gauge bridges and electronic scales. 
The over-all bandwidth is made about 10 Hz. Note that the CAZ op amp has 
two matched op amps internally and a number of analog MOS switches to 
change periodically its input circuitry and switch its output. Two matched 
external capacitors are used to store dc offset voltages. Assume the two internal 
op amps are ideal except for their offset voltages. Describe how this circuit 
works to realize an amazing overall offset voltage tempco of +10 nV/°C. 


6.3 Two cascaded noninverting voltage op amps are shown in Figure P6.3. Each 
op amp has an open-loop transfer function given by: 


V, _ 10° 
(V,-V) 10°%s+1 


a. Give the Hertz gain*bandwidth product of the op amps alone. 


b. Find an expression for the transfer function of the cascaded am- 
plifiers, (V;/V,)(s), in time-constant form. 


c. Give numerical values for the —3-dB frequency and the f; of the 
amplifier. 
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FIGURE P6.2A 
6.4 Use an ECAP to simulate the response of a simple inverting op amp amplifier 

with a gain of —100 to a 1.0 kHz, 10 mV peak square wave. A TI TLO71 op 

amp is used. 
6.5. Examine the frequency dependence of a noninverting op amp amplifier’s 

output impedance, Z,(j@). The circuit is shown in Figure P6.5. Let R, = 50 Q; 

R, = 99 kQ; R, = 1 kQ; and V,. = (V,— V/) 104/107 jo +1). 

a. Write an expression for Z,(j@) = I/V, in time-constant form. 

b. Make a dimensioned Bode plot of Z,(j@) (magnitude and phase). 
6.6 A6.2-V zener diode is used in the feedback path of an ideal op amp as shown 


in Figure P6.6. A simplified ZD I-V curve is shown. R, = 1 kQ. Plot and 
dimension V, = f(V,). 
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FIGURE P6.2B 


FIGURE P6.3 
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or 


(T est source) 


FIGURE P6.5 


(Zener |-V characteristic) 


-V 


FIGURE P6.6 


6.7 A version of a diode bridge is shown in Figure P6.7. Assume v,(f) = 1.4 sin(377f) 
and R, = | kQ. Plot and dimension several cycles of V,(t) and V,(¢). Assume 
the diodes have the I—-V characteristic shown. 


6.8 Another precision rectifier bridge is shown in Figure P6.8. v,(¢) and the diodes 
are the same as in the preceding problem. Plot and dimension several cycles of 
V,(t) and V;(t). 


6.9 An npn BJT is used in the feedback path of an ideal op amp as shown in 
Figure P6.9. The BJT is forward-biased; its collector current can be modeled 
by I, =I, exp(Vz,-/V_), where J, is the collector saturation current = 0.25 pA; 
Vp 1S the base-emitter voltage; and V;= nkT/q = 26 mV at room temperature. 
Plot and dimension V, = f(V,). 
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FIGURE P6.7 


FIGURE P6.8 


FIGURE P6.9 
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6.10 


6.11 


6.12 


6.13 


RE P6.10 


A laptop computer uses a nominal 12-V battery. It is desired to design a bar 
graph type of LED voltmeter display that will measure the battery voltage 
over the range of 9 to 12 V. A partial schematic of the voltmeter is shown in 
Figure P6.10. An LM336 IC reference voltage chip supplies a constant 2.5 Vdc 
as long as V, > 6 V. The comparators also run off V, as long as V, > 6 V. 
Comparator | lights its LED when the voltage at its inverting terminal exceeds 
Vp = 2.5 V; this makes its logic output low and allows current to flow through 
its LED. The comparator | inverting terminal voltage is 0,V,. @, = R/(R + 
R,,). R= 10 kQ. Comparator 1’s LED lights only for Vz, > 12 V. Comparator 2 
lights its LED for Vz > 11.5 V; comparator 3’s LED lights for Vz > 11.0 V; 
comparator 4’s LED lights for V, > 10.5 V; the comparator 5 LED lights for 
V, > 10.0 V; comparator 6’s LED lights for V, > 9.5 V; and comparator 7’s 
LED lights for Vz; > 9.0 V. Thus, a fully charged battery will light all seven 
LEDs when the button is pushed and, if 10.0 < V, < 10.5, only LEDs 5, 6, and 
7 will light. Calculate the necessary values of R,,, through R,, required to make 
the LED voltmeter work as described. 


Figure P6.11 shows a noninverting op amp amplifier and its equivalent input 
resistance circuit. Find an algebraic expression for the input admittance, G;,,, = 
I,/V, S. Assume that V, = V, (1 + R,/R,) for the amplifier. Assume that R; and 
R.,, > R, and R,. Evaluate G;,, numerically: let R; = 10 MQ; R.,,, = 400 MQ; 


cm 


and R,, = R, = 3.3 kQ. 


in 


Find an expression for the transfer function of the filter of Figure P6.12 in 
time-constant form. The op amp is ideal. 


Find an expression for the frequency response function of the filter of Figure 
P6.13 in time-constant form. What function does this circuit perform on V,? 
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Vs : V,= Vs + Re/R 
@ vi ( r/R\) 


= <A 
FIGURE P6.11 
vi'@ 
Vo 
Vi @ 
R R 
\\/\—#- WN 
Vs >T~ C 
FIGURE P6.12 
15 kQ 
“= 
FIGURE P6.13 


6.14 The circuit of Figure P6.14 is a dc millivoltmeter. Find the value of R required 
so that the dc microammeter reads full scale (100 WA dc) when V, = 100 mV 


dc. The op amp is ideal. 


6.15 Derive an expression for V, = f(V,, R, AR) for the one active arm Wheatstone 
bridge signal conditioner of Figure P6.15. An ideal op amp is used. 
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FIGURE P6.14 


FIGURE P6.15 


6.16 In Figure P6.16, an ideal op amp is used control the collector current of a 
power BJT that supplies a relay coil. The relay coil has an inductance of 
0.1 Hy and a series resistance, R,, of 30 ohms. Model the BJT by its MFSS 
h-parameter model with h,, = 0. Derive expressions for the transfer functions, 
V,/V,, and V./V, in time-constant form. Note that V,/V, = 1 because of the ideal 
op amp assumption. Let h;, = 19; h,, = 10° Q; and R; = 100 Q. 


a. Find an expression for V,/V,. Evaluate numerically. 


b. Find an expression for the transfer function V,/V, in Laplace 
form. Evaluate numerically. 

c. Let V,(t) be an ideal voltage pulse that jumps to 2 V at t = 0 and 
to zero at f = 1 sec. Sketch and dimension V,(f) for this input. 

d. Considering the results of the preceding part of this problem, 
what nonlinear component can be added to the circuit to protect 
the transistor? Sketch the modified circuit. 
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Analog Active Filters 


7.1 Introduction 


Filter (noun) is an electrical engineering term having a broad definition. 
Filters are generally considered to operate on signals in the frequency 
domain; that is, they attenuate, stop, pass, or boost certain frequency regions 
in the input signal’s spectrum. These operations are called filtering (verb). 
They may be classified as low pass (LP); band pass (BP); high pass (HP); or 
band reject (BR or notch). Band-pass and band-reject filters can have narrow- 
pass bands or reject bands. One descriptor of such sharply tuned filters is 
their Q, which can be defined as the BP filter’s center frequency divided by 
its half-power bandwidth; the narrower the bandwidth is, the higher the Q. 
(Bandwidth is generally measured as the frequency span between half- 
power frequencies, where the filter’s frequency response function is down 
—3 dB or to 0.7071 times the peak pass gain.) 

Filter transfer functions can be expressed in general as rational polynomi- 
als in the complex variable, s. The rational polynomials can be factored to 
find the poles and zeros of the transfer function. The filter’s poles are the 
roots of the denominator polynomial; its zeros are the roots of the numerator 
polynomial. Roots are the complex values of s that make a polynomial equal 
zero. If the highest power of s in the denominator polynomial is n, n poles 
will be in the complex s-plane. If the filter is stable (and all should be), all 
of the filter’s poles will lie in the left-half s-plane; however, in limiting cases, 
conjugate pole pairs can lie on the j@ axis. 

Likewise, if the highest power of s in the numerator polynomial is m, m 
zeros will be in the s-plane. The zeros can lie anywhere in the s-plane; if 
some lie in the right-half s-plane, the filter is called nonminimum phase. If all 
the zeros lie in the left-hand s-plane, the filter is called minimum phase. The 
poles and zeros can have real values or occur in complex-conjugate pairs of 
the form, s = «+ jf, where B is nonnegative and —c < @ < oo. Conjugate zeros 
on the j@ axis are found in notch filters. A filter’s frequency response is found 
by letting s = jw in the filter’s transfer function and then finding 20 times 
the log of the magnitude of the frequency response function vs. f in Hertz 
and the angle of the frequency response function vector vs. f. 


251 
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Analog active filters use feedback around op amps to realize desired trans- 
fer functions for applications such as band-pass and low-pass filtering to 
improve signal-to-noise ratios. AFs use only capacitors and resistors in their 
circuits. Inductors are not used because they are generally large, heavy, and 
imperfect, i.e., they have significant losses from coil resistance and other 
factors. AFs are also used to realize sharp cut-off low-pass filters (LPFs) for 
anti-aliasing filtering of analog signals before periodic, analog-to-digital con- 
version (sampling). Active notch filters are often used to eliminate the coher- 
ent interference that accompanies ECG, EMG, and EEG signals. 

Some disconcerting news is that since EEs first discovered that op amps 
can be used to realize filters, a plethora of different AF design architectures 
have been developed. In, fact, several excellent texts have been written on 
the specialized art of active filter design (Schaumann and Van Valkenburg, 
2001; Lancaster, 1996; Huelsman, 1993; Deliyannis, Sun, and Fidler, 1998). In 
some AF designs, filter parameters such as mid-band gain, break frequency, 
Q, or damping factor cannot be designed for with unique R and C compo- 
nents. For example, all the filter’s Rs and Cs interact, so no single component 
or set of components can independently determine mid-band gain, break 
frequency, etc. 

The good news is that high-order active filters are generally designed on 
a modular cascaded basis using certain preferred circuit architectures that 
allow exact pole and zero placement in the s-plane by simple component 
value choice. Some examples of these preferred AF architectures will be 
examined, beginning with the simple controlled-source, Sallen and Key qua- 
dratic low-pass filter. 


7.2 Types of Analog Active Filters 
7.2.1 Introduction 


In the AF designs described next, the op amps will be assumed to be ideal. 
For serious design evaluation, computer modeling must be used with op 
amp dynamic models. Note that a filter’s transient response can be just as 
important as its frequency response. The band-pass filtering of an ECG signal 
is an example of a biomedical application of an active filter that is transient 
response sensitive. The fidelity of the sharp QRS spike must be preserved 
for diagnosis; there must be little rounding of the R-peak and no transient 
“ringing” following the QRS spike. The linear phase Bessel filter is one class 
of AF that is free from ringing and suitable for conditioning ECG signals. 
The exact position of the poles of a high-order (n > 2) Bessel filter determine 
its characteristics; this filter will be examined in detail later. 
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FIGURE 7.1 
A Sallen and Key quadratic low-pass filter. 
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FIGURE 7.2 
Complex-conjugate pole geometry in the s-plane, showing the relations between pole positions 
and the natural frequency and damping factor. 


7.2.2 Sallen and Key Controlled-Source AFs 


A basic filter building-block for AFs is the Sallen and Key (S & Kk), quadratic 
(two-pole), controlled source (VCVS) architecture. S & K AFs can be cascaded 
to make high-order low-pass, high-pass, or band-pass filters. 

A low-pass S & K filter is shown in Figure 7.1. S & K AFs are quadratic 
filters, i.e., they generally have a pair of complex-conjugate (C-C) poles, as 
shown in Figure 7.2. Their transfer function denominators are of the form 
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s* + s2E,, + @,7 (in Laplace format). The real part of the C-C poles is negative 
(-€@,) and the imaginary parts are +ja,,/1_-¢?. @, is called the undamped 
natural frequency (in radians/sec) and € is the damping factor. For C-C poles, 
0 <&€ <1. The damping factor is the cosine of the angle between the negative 
real axis in the s-plane and the vector connecting the origin with the upper 
pole. The closer the poles are to the j@ axis, the less damped is the output 
response of the filter to transient inputs. Also, LPFs with low damping exhibit 
a peak in their steady-state sinusoidal frequency response (Bode magnitude 
response) around W,,. 

To find the S & K LPF’s transfer function, write node equations for the V, 
and V, nodes: 


V,[G,+G, +sC,]-V, G, -V, sC, =V,G, (7.1A) 
-V,G, +V,[G, +sC,]=0 (7.1B) 

Now V, can be replaced with V,/K, and the node equations rearranged: 
V,[G,+G, +sC,]-V,[sC, +G,/K,|=V,G, (7.2A) 
-V,G,+V,[G, +sC,|/K, =0 (7.2B) 

Using Cramer’s rule, it is possible to solve for V,: 

A=s°C,C,/K,+|C, G,/K, +C,G,/K, +C,G,/K,-C,G,]+G?/K, (7.3) 
AV, = + V, G, G, (7.4) 


Thus, the LPF’s transfer function can be written: 


V, G,G, 
(s)=5 (7.5) 
V, sC,C,/K,+ s|C,G,/K, +C,G, /K,+C,G,/K, - C,G,] +G,G,/K, 


Now multiply top and bottom by R,R, K, to put the filter’s transfer function 
in time-constant form: 


V, K, 
(s)= 5 (7.6) 
Vi" " 8°C,C,R,R, +5[R,C, +R,C, +C,R,(1-K,)]+1 


The denominator of the S & K AF’s transfer function can be written in the 
standard underdamped quadratic form: s?/@,? + s 2 €/, + 1. By inspection, 
,, = 1/,/R,\R2C,C, r/s. The filter’s dc gain is K, and its damping factor is: 
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A Sallen and Key quadratic high-pass filter. 
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For reasons of simplicity, practical S & K active LPF design generally sets 
K,=1and R, + R, = R. Under these conditions, the damping factor is set by 
the ratio of the capacitor values: 


g= V (C/q) (7.8) 


The dc gain is unity and the undamped natural frequency is: 


, =(RJCC,) x/s (7.9) 


To execute an S & K LPF design, given a w, and damping factor &, first set 
C,/C,, then pick absolute values for C, and C, and set R to get the desired 
,,. Several S & K LPFs can be cascaded to create a high-order LPF. Pole pair 
positions in the s-plane can individually be controlled (&;, @,,) to realize a 
specific filter category such as Butterworth, Bessel, Chebychey, etc. 

Next, consider the design of the S & K high-pass filter, shown in Figure 
7.3. Analysis proceeds in the same manner used for the S & K LPF, except 
that it is assumed that K, = 1 to begin; thus, V, = V,. The node equations are: 


V,|G, +s(C, +C,)]-V,[G, +sC,]=V.sC, (7.10A) 


-V,sC, +V,[G, +sC,]=0 (7.10B) 
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Thus, 


A=G,G, +sC,C, +sC,G, + sC,G, +s°C,C, +s’C} —sC,G, -s°C? 


(7.11) 
=G,G, + s[C,G, +C,G,]+s"[C,C,] 
and: 
AV, = V, 82 C,C, (7.12) 
The S & K HPF transfer function is thus: 
V; eCic; 
2(s)= (7.13) 
V, ACG] +{CG, +0,G,])+GG, 
When top and bottom are multiplied by R,R,, 
2 
V, sC.C,RR, (7.14) 


v= 2CGRR +5R[C,+G]41 


rer 2 


Now if C, = C, = C, the final form of the HPF transfer function is obtained: 


V, CR, 
(s)= 22 
V. sCR,R, +sR,2C+1 


(7.15) 


where ,,, = 1/[C,/R,R.] r/s, and &, = ,/R, Ro. 

AnS & K LPF put in series with an S & K HPF yields a fourth-order band- 
pass filter with two low-frequency C-C poles at ©,,,, a mid-band gain of 1, 
and a pair of C-C poles from the LPF at ,,,. Clearly, @,,, < @,),. (The BPF is 
fourth order because it has four poles.) The damping factors, &, and €,,, 
determine the amount of ringing or transient settling time when the BPF is 
presented with a transient input such as an ECG ORS spike. & is usually set 
between 0.707 and 0.5. 

A final S & K filter to consider is the quadratic BPF shown in Figure 7.4. 
The filter’s transfer function is found by first writing the node equations on 
the V, and V, = V, nodes: 


VG, +G, +sC,]-V,[G, +sC,]=V,G (7.16A) 


1 


-V,sC, +V,|G, +5(C, +C,)]=0 (7.16B) 
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FIGURE 7.4 
A Sallen and Key quadratic band-pass filter. 


The determinant is: 
A=G,G, +sC,G, +sC,G, +G,G, +sC,G, +sC,G, +sC,G, 
+3°C+8°C,C, -sC,G, -s°C? (7.17) 
=G,(G, +G,) +3|C,(G, +G,)+C,(G,+ G,)] +9°C.C, 
and V, is found from: 
AV, = V, 5 C\G, (7.18) 


The BP transfer function is written first as: 


V, sC,G, 
y= #C,C, +C,(G,+G,)+C, G, +G;)]+G,(G, +G,) os 


To simplify, let C, = C, = C and multiply top and bottom by R, R, R;: 


V, sCR,R, 


v.)= S@RRR, +sCR2R,+R,]+(R, +R) ven 


Next, to put the transfer function in time-constant form, divide top and 
bottom by (R; + Rj): 


sCR,R,/(R, +R,) 


724 
°C? RRR, /(R, + R,)+sCR,|(2R, +R,)/(R, +R,)|+1 aes 


70 


The filter’s w,, = 1/[C,/(R,R2R3)/(R3 + R,)] r/s; its peak gain at o = @, is 
R,/(2 R, + R,) and the BPF’s Q is: 
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/R,R5R,(R, + R,) 
_ _ ys soessliss 1 
Q=126 R,(2R, +R,) 


(7.22) 


The S & K BPF’s peak gain and Q are independent of C; C can be used to 
set @,, once the three resistors are chosen to find the desired Q and peak 
gain. This is not as easy to design as the S& K LPF and HPF filter. 

Before closing this section on Sallen and Key controlled (voltage)-source 
quadratic filters, it should be noted that the designer must simulate the 
filter’s behavior with an accurate model of the op amp to be used in order 
to predict the filter’s behavior at high frequencies (near the op amp’s fT), as 
well as how the filter behaves with transient inputs. 


7.2.3 Biquad Active Filters 


For many filter applications, the biquad architecture offers ease in design 
when two-pole filters are desired; independent setting of w,, § and mid-band 
gain, K,,, are possible with few components (Rs and Cs). There are two 
biquad AF architectures: one-loop and two-loop. One cost of the biquad AFs 
is that they use more than one op amp (three or four) to realize that which 
an S & K AF can do with one op amp. The benefit of the biquad architecture 
is ease in design. Figure 7.5 shows the one- and two-loop configurations. 

The two-loop biquad’s transfer functions will be analyzed at the V3, V4, 
and V; output nodes. The output at the V; node is low pass; this can be 
shown by writing the transfer function using Mason’s rule (Northrop, 1990, 
Appendix A): 


Vs s)= (—R/R,)(-R/R, )(-Y/sR,C)(-1/sR,C) (7.23) 
Vs" " 1-[(-a(-R/R,)(-/sR,C)+(-(-¥/sk,C) | 


This LPF transfer function can be simplified algebraically to time-constant 
form: 


R?/R,R, 


V, 9) = RICE s[RR,C/R,]+1 —— 

By comparison with the standard quadratic polynomial form, 
w, = 1/R;C r/s (@,, set by R; and C) (7.25A) 
& = R/2R, (damping factor set by R,) (7.25B) 


K,, = R°/R,R, (de gain set by R,, once R, is chosen) (7.25C) 
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(A) The three-op amp, one-loop biquad active filter. (B) The four-op amp, two-loop biquad 
active filter. 


Next, consider the transfer function for V,. Note that the denominator is 
the same as for the V; transfer function: 


Vay) = (-R/R,)(-R/R,)(=1/sR;C) : (7.26) 
Ve a (ere R/R,)(-1/sR,C) + (-1)(—1/sR,C) 


Multiplying the numerator and denominator of Equation 7.26 by 
(-1/sR;C)? yields: 


—sR°R,C/(R,R,) 


4 (s)= 7.27 
v, $R2C? + RR,C/R,]+1 oa 


which is a quadratic BPF. The filter parameters are: 
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, = 1/R;C r/s (@,, set by R, and C) (7.28A) 
Q=R,/R (Q set by R,: Q = 1/2 &) (7.28B) 
K,, = R/R, (peak gain at w, set by R,) (7.28C) 


Finally, examine the transfer function to the V; node. By Masons rule, 


V; (s = (—R/R,)(-R/Ry) 


; (7.29) 
5 1-[(-1)-R/R,)(-1/sR,C) + (-1)(-Y/sR,C) ] 


Again, divide numerator and denominator of Equation 7.29 by (—1/sR3;C)? 
and obtain the transfer function of a quadratic high-pass filter: 


Vs (3) =~ 7 sas iea (RR) (7.30) 
V,*° s°RZC? +s[RR,C/R,]+1 
As before: 
@, = 1/R;C r/s (7.31A) 
§ = R/2R, (7.31B) 
Koj = R?/(R,R,) (7.31C) 


An interesting benefit from the biquad AF design is the ability to realize 
quadratic notch and all-pass configurations with the aid of another op amp 
adder. An ideal notch filter has a pair of conjugate zeros on the j@ axis in 
the s-plane; its transfer function is of the form: 


Vin (s) = s/or+1 
Vz. s*/@2+5/(Qa,)+1 


(7.32) 


Clearly, when s = jo,, |V,,/Vs (jo,,)| = 0. Figure 7.6 illustrates how a biquad 
AF and an op amp adder can be used to realize a notch filter of the form 
modeled by Equation 7.32. 

The biquad + op amp summer architecture can also be used to realize a 
quadratic all-pass filter in which a pair of complex-conjugate zeros is found 
in the right-half s-plane with positive real parts the same magnitude as the 
C-C poles in the left-half s-plane. The general form of this filter is: 


V 2/2 — 
7 (s) = 8 /o; s25/0,, a (7.33) 


 «8*/m? +82E/o, +1 
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(A) Block diagram showing how a notch filter can be formed from a quadratic BF. (B) A practical 
circuit showing how a two-loop biquad’s V, BPF output can be added to V, to make the notch filter. 
Re 
Lpr [Vs 
Basic V Ra 
>| biquad BPF |-—‘e= Vv 
ap 
HPF Vv 3 5 1IOA a 
Rs + 


0) 


FIGURE 7.7 
A practical circuit showing how a two-loop biquad’s V, BPF output can be added to V, to make 


a quadratic all-pass filter. 
Figure 7.7 illustrates the circuit architecture used to realize a symmetrical 


APF. The APF output is given by: 
Vip =Re[Vs/Rs+Vs/R,| (7.34) 


ap 


Now substitute the transfer function for the BPF into Equation 7.34 to get 


the APF transfer function: 
Vor yu. l Fe ia (R,/R,)(-s R°R,C/R,R,) (7.35) 
V. °' Ss R2C? +5[RR,C/R,]+1 
(R, /R,)s°R7C° ate (R, iB, )s[RR,C/R, | + (R, [R.) = (R, /R, \(s R’R,C/R,R,) 
s°R;C* +s[RR,C/R,]+1 


Ss 


“| 
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To obtain the symmetric APF, let R, = R; R; = 2R,; and R, = R;. The desired 
transfer function is then: 


Vv *R2C?—sR,CR/R, +1 
~(s)= 2 cee a (7.36) 
V; #*R2C*+5R,CR/R, +1 


The natural frequency of poles and zeros is: 


@, = 1/R,C r/s (7.37A) 
& = R/2R, (7.37B) 
K, = 1, -%° < @ < © (7.37C) 


The purpose of all-pass filters is to generate a phase shift with frequency 
with no attenuation; the phase of the APF described earlier can be shown to 
be: 


@R,CR/R, 


=—m—-2tan | —3——- 2 
eae 


| radians (7.38) 


7.2.4 Generalized Impedance Converter AFs 


Often one wishes to design AFs that work at very low frequencies, e.g., below 
20 Hz. Such filters can find application in conditioning low-frequency phys- 
iological signals such as the ECG, EEG, and heart sounds. If a conventional 
biquad AF is used to make a high-pass filter whose f, = 1 Hz, for example, 
it is necessary to obtain very large capacitors that are expensive and take up 
excessive volume on a PC board. For example, the capacitor required for f, = 
1 Hz and R, = 100 kQ is: 


_ 1 
2m {Re 


=1.59 uF (7.39) 


The GIC circuit, shown in general format in Figure 7.8, allows the size of 
a small capacitor, e.g., 0.001 WF, to be magnified electronically, transformed 
into a large, equivalent, very high-Q inductor, or made into a D-element that 
can be shown to have the impedance, Zp(@) = 1/(w* D), where D is deter- 
mined by certain R, and C, as shown next. 

Find an expression for the driving point impedance of the general GIC 
circuit, Z,, = V,/1,. Clearly, from Ohm’s law: 


Zy4= i/l, > (V,-v,)Z, (7.40) 
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General architecture for a generalized impedance converter (GIC) circuit. The Z,, can be resis- 


tances or capacitances (1/j@C,), depending on the filter requirement. 


Also, from the ideal op amp assumption and Ohm’s law, it is possible to 


write the currents: 
I= (V, - V,)/Z, =[,= (V, = V,)/Z; 


I,= (V; -V,)/Z, =I, =V,/Z; 


(7.41) 


(7.42) 


From the Equation 7.40, Equation 7.41, and Equation 7.42, it is easy to 


show: 


V, =V,(1+Z,/Z,) 


and the GIC driving point impedance is given compactly as: 


Zy, = V,/I, = Z, Z; Z;/(Z, Z,) complex ohms 
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FIGURE 7.9 
Magnitude and phase of Z,,(f) looking into a GIC emulation of a 0.1-HY inductor. In this 
MicroCap simulation, TLO72 op amps were used. Smooth line is magnitude. 


Now if Z, or Z, = 1/jo@C (a capacitor) and the other elements are resistors, 
Zy, has the form: 


Zy, = j@ [C, R,R3R;/R,] reactive (inductive) ohms (7.46) 


that is, the GIC emulates a low-loss inductor over a wide range of frequency. 
The inductance of the emulated inductor is: 


Leg = [Cy RyRgRs/ Ro] Hy (7.47) 


Figure 7.9 illustrates the magnitude and phase response of an inductive 
Z,, vs. frequency. Using MicroCap™, 20 log|Z(f)| and Z Z,(f) vs. f are 
plotted. The circuit used in this simulation is the same as in Figure 7.8, with 
Z, = Z; = Zy = Z; = 1 kQ and Z, = 1/joC, C, = 0.1 pR 

Equation 7.47 shows that the simulated inductance is 0.1 Hy. (Op amp 
output current saturation effects are not included in this simple simulation.) 
Note that |Z,,(f)| increases linearly with frequency until about 180 kHz, at 
which its phase abruptly goes from the ideal +90 to -270°, and 20 log|Z,,(f)| 
exhibits a tall peak at approximately 1 MHz. Clearly, the circuit model 
emulates a 0.1-Hy inductor below 180 kHz. A simple nonsaturating, two-time- 
constant model of the TL082 op amp was used in the MicroCap simulation. 

Because the GIC inductive Z,, is referenced to ground, it must be used in 
active filters that require inductors with one end tied to ground. Figure 
7.10(A) illustrates an inductive GIC used in a simple high-Q, quadratic BPF. 
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FIGURE 7.10 

(A) Circuit of an RLC band-pass filter using the GIC inductor. The GIC circuit allows emulation 
of a very large, high-Q inductor over a wide range of frequencies and is particularly well suited 
for making filters in the subaudio range of frequencies. (B) The actual BPF. 


Figure 7.10(B) illustrates a simple R-L-C BPF suitable for circuit analysis. A 
node equation gives the BPF’s transfer function: 


sL /R 

Ye (= val (7.48) 

V; s°CL,, +sL,,/R+1 

In this filter: 
oO, = 1/ {Cha t/s (7.49A) 
[ 
Q=1/(26)=R/C/L,, (7.49B) 
4 

—°(j@)=120° 7.49C 
yin) (7.49C) 


S 


L,, is given by Equation 7.47. 
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FIGURE 7.11 
Circuit showing how a GIC “D” element can make a low-frequency, low-pass filter. 


The GIC “D element” Z,, is a frequency-dependent negative resistance 
(FDNR) that can be made by putting capacitors in the Z, and Z; positions 
in the GIC circuit. Thus, the driving point impedance is real and negative: 


1/ja@C, )(1/joC, )R. — 2 
z, - Yio il / jo 3) i Rs ~ z ohms (7.50) 
RR, @°C,C,R,R, @°D 
D=C,C3R,R, /R; (7.51) 


Figure 7.11 shows that the D element can make a quadratic LPF. Write the 
node equation for V, in terms of the Laplace complex variable, s: 


V,[G+sC +s? D]=V,G (7.52) 
Solving for V, yields: 
7 (5)= DR - CR+1 ee) 
Clearly, for the GID FDNR LPF, 
@, =1//DR 1/s (7.54A) 
€ =(C/2)./R/D (7.54B) 


By using relation Equation 7.44 for V,/V, it is possible to realize notch 
and all-pass filters from the basic GIC circuit. Figure 7.12 and Figure 7.13 
illustrate examples of these filters. Readers can develop their transfer func- 
tions as exercises. 
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FIGURE 7.12 
A GIC all-pass filter. 


In summary, note again that the major reason for using the GIC architecture 
is to realize AFs that are useful at very low frequencies, e.g., 0.01 to 10 Hz, 
without having to use expensive, very large capacitances. 


7.3 Electronically Tunable AFs 
7.3.1 Introduction 


In many biomedical instrumentation systems, a conditioned (by filtering) 
analog signal is periodically sampled and digitized. The digital number 
sequence is then further processed by certain digital algorithms that can 
include, but are not limited to: signal averaging; computation of signal 
statistics (e.g., mean, RMS value, etc.); computation of the discrete Fourier 
transform; convolution with another signal or kernel; etc. The computer is 
often used to change the input filter’s parameters (half-power frequencies 
or center frequency; damping factor or Q) to accommodate a new sampling 
rate or changes in the analog signal’s power spectrum. 

A particular application of a computer-controlled analog filter is the anti- 
aliasing (A-A) low-pass filter. In order to prevent aliasing and the problems 
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FIGURE 7.13 
A GIC notch filter. 


this creates for the signal in digital form, the A-A filter must pass no significant 
signal spectral power to the analog-to-digital converter at frequencies above 
one half the sampling frequency, f,. f,/2 is called the Nyquist frequency, f,. (See 
Section 10.2 in Chapter 10 for a complete treatment of sampling and aliasing.) 

The key to designing a digitally tuned filter is the variable gain element 
(VGE) (Northrop, 1990, Section 10.1). The design of digitally-controlled vari- 
able gain elements (DCVGEs) has several approaches: one uses a digital-to- 
analog converter (DAC) configured to produce 0 to 10 Vdc output, V., which 
is the input to an analog multiplier IC; the other input to the analog multiplier 
is the time-variable analog signal, v, (tf), whose amplitude is to be adjusted. 
The output of the analog multiplier is then 0 (#) = v, (A)V-/10. V_/10 varies 
from 0 to 1 in steps determined by the quantization set by the number of 
binary bits input to the DAC. Another VGE is the digitally programmed gain 
amplifier (DPGA), with a gain digitally selected in 6-dB steps (i.e., 1, 2, 4, 8, 
16, 32, 64, and 128) using a 3-bit input word (e.g., the MN2020). Still another 
class of DCVGE is represented by the AD8400, 8-bit, digitally controlled poten- 
tiometer (DCP) connected as a variable resistor. The DCP resistance is given by: 


N 
V; = R otal by B, oe = R otal A, (7.55) 
k=1 
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FIGURE 7.14 
The use of two parallel digitally controlled attenuators to tune the break frequency of a two- 
loop biquad low-pass filter at constant damping. See text for analysis. 


where N is the number of bits controlling the DCP and B, is the k"* bit state 
(0 or 1). Note that the DCP is similar in operation to a 2-quadrant multiplying 
digital-to-analog converter (MDAC), which also can be used as a DCVGE 
(Northrop, 1990). 

The following sections examine how DCVGEs can tune a two-loop biquad 
A-A LPF’s w,, and Q. 


7.3.2 The Tunable Two-Loop Biquad LPF 


Figure 7.14 illustrates the schematic of a 2-loop biquad LPF with digital 
control of its natural frequency at constant damping using 8-bit digitally 
controlled attenuators (DCAs). (One form of a DCA that uses DPP is shown 
in Figure 7.15.) It is easy to derive this digitally tuned LPF’s transfer function 
using Mason’s rule: 


Vi (6) = (-1/2&)(-2&)(n)(—1/sRC)(n)(-1/sRC) 
16) [CAE NMasRC)+(aym(-ysRqm(ysrey] °°? 


L 


Vv. 1 


V, e)= s*(RC/n) +s(RC/n\(26) +1 ee 
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FIGURE 7.15 
Schematic of a digitally controlled attenuator (DCA). 


From the standard quadratic format: 
@, =N/RCr/s (7.57) 


The constant damping, &, is set by the size of the input resistor (2 §R) and 
the resistor size V, sees (R/2 &). Thus, with 1 LSB in, W,, = {0,0,0,0,0,0,0,1}, 
@, = (1/256)(1/RC) r/s; with Wy = {1,1,1,1,1,1,1,1}, 0, = (255/256)(1/RC) 
r/s. The dc gain of the filter is +1. 

As a second example, consider the digitally controlled band-pass filter 
shown in Figure 7.16 in which two N-bit, serial binary words (Wy, and Wy») 
are used to set the filter’s natural frequency, @,, and a third variable gain 
element is used to adjust the filter’s Q. In this example, digitally controlled 
amplifier gains are used. Using Mason’s rule as before, the transfer function 
can be written as: 


V, ae (-1)A,(-1/128)A,(-1/sRC) (7.58) 

V; 1-[(-1)A,(-1/128)A,(—1/sRC) + (-1)A,(-1/sRC)A,(-1/sRC)] 

J 
V, ae Baur /A,)RC/128 (759) 
Vs °°  s°(RC/A,) +sRC(A,/A,)/128 +1 
where the resonant frequency is set by A, and the Q by 1/A;: 

@, = A,/RC r/s (7.60A) 
Q =128/A, (7.60B) 
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FIGURE 7.16 
In this digitally tuned biquad BPF, digitally controlled amplifier gains are used to set @, and 
the Q. 


7.) =~1 (peak gain) (7.60C) 


Note that the A, digitally controlled variable-gain amplifier drives a resis- 
tor of 128R so that the effective gain from V, to V3 is (-A,/128). A, values 
are typically (1, 2, 4, 8, 16, 32, 64, 128), so the BPF’s Q values are (128, 64, 
32, 16, 8, 4, 2, 1). Thus, the digital word, Wy», can be used to scan the filter’s 
center frequency over a 1:128 range under constant Q conditions or the BPF’s 
Q can be adjusted independently with W,,. 


7.3.3 Use of Digitally Controlled Potentiometers To Tune a Sallen 
and Key LPF 


Digitally controlled potentiometers (DCPs) are IC devices based on the 
nMOS and CMOS transistor switch technology used in certain ADCs. Figure 
7.17(A) illustrates the schematic of a simple analog (mechanical) potentiom- 
eter. Note that the potentiometer has three leads: two to the fixed resistor 
(CW and CCW) and the third (variable) connection called the wiper (W). In 
Figure 7.17(B), the potentiometer is connected as a variable resistor. Figure 
7.17(C) illustrates a digitally programmed IC potentiometer. Only one MOS 
transistor switch is closed at a time connecting a node in the series resistor 
array to the wiper. The resistors are generally polycrystalline silicon deposited 
on an oxide layer for electrical isolation. They can have equal values (linear 
potentiometer) or be given values to approximate logarithmic attenuation. 
Typically, DCPs have 256 (discrete) taps and thus an 8-bit serial input word 
is needed to select the wiper position. Like mechanical (analog) potentiom- 
eters, DCPs can be given the potentiometer (voltage divider) configuration 
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FIGURE 7.17 

(A) Schematic of a conventional mechanically tuned analog potentiometer. (B) A potentiometer 
connected as a variable resistor. (C) A digitally programmed analog potentiometer. Only one 
MOS switch is closed at a time. An 8-bit digital pot has 256 taps. 


or be used as variable resistances. Manufacturers of DCPs include Analog 
Devices, Maxim, and Xicor. 

A DCP connected as a variable resistor can be used to set an AF’s filtering 
parameters (w,, gain, and Q or damping). Figure 7.18 illustrates the use of 
two DCPs (with the same control input) to tune an S & K LPF at constant 
damping by varying R. Recall that the natural frequency of an S & K LPF’s 
poles is at o, = 1/(R,/C,C;) r/s, and its damping factor is solely determined 
by the square root of the ratio of the capacitors; e.g., § = ./C,C,. Thus, for 
this LPF, @, = 1/(Ry,/C,C2) r/s. Note that @, varies hyperbolically with R,,,. 
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FIGURE 7.18 
A pair of digitally controlled potentiometers are used as variable resistors in a digitally tuned 
Sallen and Key low-pass filter. 


Many examples exist of electronically tuned AFs (see Chapter 10 in 
Northrop, 1990). Analog voltages or currents derived from DACs, or serial 
or parallel digital words can be used to set resistors or gains in DCVGEs. (A 
classic example of adaptive filter design is the venerable Dolby B™ audio 
noise reduction system; this system is treated in detail in Chapter 10 of 
Northrop (1990)). 


7.4 Filter Applications (Anti-Aliasing, SNR 
Improvement, etc.) 


Most analog active filters used in biomedical signal conditioning are 
intended to restrict the amplifier pass band to that of the signal spectrum, 
thereby cutting off broadband noise outside the signal spectrum and improv- 
ing the signal-to-noise ratio at the filter output over that at the input to the 
signal conditioning system. Another major application of active filters is anti- 
aliasing, i.e., attenuating signal and noise power at the input to an analog- 
to-digital converter to a negligible level at frequencies of half the sampling 
frequency and greater. 

In modern ECG and EEG data acquisition systems, one often finds an 
optional notch filter that can be used to attenuate coherent interference (hum) 
at line frequency (60 Hz). All-pass filters are used to generate a phase shift 
between the input and output signal without attenuation. These filters are 
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used to adjust synchronization signal phase in lock-in amplifiers and syn- 
chronous rectifiers, and to correct for phase lags inherent in data transmis- 
sion on coaxial cables and other transmission lines. 


7.5 Chapter Summary 
7.5.1 Active Filters 


There are many op amp active filter architectures. Some are easier to use in 
designing than others. This chapter focused on the easy ones: the controlled- 
source Sallen and Key filters; the biquad active filter family; and filters based 
on the generalized impedance converter circuit (GIC). Also covered were the 
design and analysis of electronically tunable active filters using variable-gain 
elements such as analog multipliers, multiplying DACs, digitally controlled 
potentiometers, and digitally controlled gain amplifiers. Electronically tuned 
filters have application as anti-aliasing filters and tuned filters that can track 
a coherent signal’s frequency — to compensate for Doppler shift, for example. 

Although not covered in this chapter, a family of active filters called 
switched-capacitor filters (SCFs) are primarily used in telecommunications. The 
SCFs use MOS switches to commute capacitors in what would otherwise be 
an op amp, R-C filter design. The switched capacitor can be shown to 
emulate a resistor of value R,, = T./C,, where T, is the period of the commu- 
tation and C, is the switched capacitor value. The interested reader can 
consult Section 9.2 in Northrop (1990). 


7.5.2 Choice of AF Components 


Because most analog AFs used in biomedical applications operate on signals 
in the 0- to 5-kHz range, overall filter high-frequency response is often not 
an important consideration. Instead, concern is with noise, linearity, dc drift, 
and stability of parameter settings (dc gain, ,, and damping, €). To minimize 
noise and maximize parameter stability, metal film resistors (or wire-wound 
resistors) with low tempcos are generally chosen. 

Choice of capacitors is important in determining filter linearity. Some capac- 
itor dielectrics exhibit excessive losses, unidirectional dc leakage, and dielectric 
hysteresis; thus they can distort filtered signals. In particular, electrolytic and 
tantalum dielectric capacitors are not recommended for AF components; they 
are usually used for bypassing applications where they are operated with a 
fixed de voltage bias. Polycarbonate dielectric capacitors can also distort 
signals. The best capacitor dielectrics are air, mica, ceramic, oiled paper, and 
mylar. Again, low tempcos are desired. Do not be tempted to use electrolytic 
or tantalum capacitors in an AF design that requires large capacitor values 
in order to realize a low w,. Instead, use a GIC design for the filter that uses 
smaller Cs. 
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Op amps used in AFs also must be chosen for dc stability (low offset 
voltage tempco), low noise, and high dc gain. Filters used at high frequencies 
(>10 kHz) generally require op amps with appropriately high f,s. All high- 
frequency filters should be simulated with an electronic circuit analysis 
program such as MicroCap or a flavor of SPICE™ to ensure that no surprises 
will occur at high frequencies. 


Home Problems 


7.1 The active filter circuit of Figure P7.1 is a version of a notch (band reject) 
filter. Assume the op amps are ideal. 


a. Find an expression for the transfer function of the filter in time- 
constant form. Let RC = T. 


b. Find the B value that will make the filter an ideal notch filter, i.e., 
put conjugate zeros exactly on the j@ axis. Give an expression 
for the center frequency of the notch. What is the dc gain of the 
filter? 

c. Now make the op amps be TI TL072. Use an ECAP to simulate 
the frequency response of the notch filter. Set the notch frequency 
to 60 Hz. Use the ideal B value. Explain why the notch does not 
go to —ce at 60 Hz. At what frequencies is the filter down —3 dB? 


100 kQ 


33.33 kQ Cc 


@ 


"TS 


1OA 9) V> IOA i» V, 
vs 


ie iI 


FIGURE P7.1 


7.2 Consider the Sallen and Key high-pass filter shown in text Figure 7.3. 


a. Design an HPF with pass-band gain of unity, f, = 100 Hz, and 
§ = 0.707. Use a TLO71 op amp. Specify circuit parameters. 

b. Use an ECAP Bode plot to verify your design. Give the —3-dB 
frequencies of the filter and its high- and low-frequency fs. 


7.3 Derive an expression for the transfer function of the active filter of Figure P7.3 
in time constant form. Give expressions for the filter’s @,, dc gain, and 


n? 


damping factors of the numerator and denominator. 
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7.5 


7.6 


7.7 


7.8 


Design a band-pass filter for neural spike signal conditioning using two 
cascaded quadratic Sallen and Key active filters (1 LP, 1 HiP) with the 
following specifications: mid-band gain = 0 dB; —3 dB f,, = 300 Hz; €5 = 
0.5; -3 dB fy, = 4 kHz; and &,,, = 0.5. (Note that the filter —3dB-frequencies 
are not necessarily their fs.) Use OP-27 op amps. Specify the R and C values. 
Note: all Rs must be between 10? and 10° Q and C values must lie between 
3 pF and 3 uF. Verify your design with a PSpice or MicroCap Bode plot. 


Design a quadratic GIC band-pass filter for geophysical applications to 
condition a seismometer output having f, = 1 Hz and Q = 10. Verify your 
design with a Bode plot done with MicroCap or PSpice. Use the same ranges 
of Rs and Cs as in the preceding problem. 


For the three-op amp biquad AF shown in Figure P7.6 


a. Write the transfer function, V,/V, in time-constant form. 

b. Write the transfer function, V,/V,, for the AF in TC form. Give 
expressions for @,, Q, and V;/V, at ,,. 

c. Write an expression for the transfer function, V;/V,, in time 
constant form. Use an ECAP to make a Bode plot of V,/V,. Let 
R=1kQ; R, = 10 kQ; R, = 1 kQ; and C = 10 nF Op amps are 
TLO7A4s. 


Find an expression for V,/V, in time-constant form for the biquad AF shown in 


Figure P7.7. Give expressions for ,, Q and V/V 1| at @,,. Assume ideal op amps. 


nm 


Figure P7.8 illustrates a voltage-tunable, 1-pole LPF. An analog multiplier is 
used as the variable-gain element (VGE). The analog multiplier output V; = 
-V,V,/10. 


a. Derive an expression for V,/V, in time-constant form. 


b. Make a dimensioned Bode plot of V,/V,. Give expressions for 
the dc gain and the break frequency. 
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FIGURE P7.9 


7.9 Figure P7.9 illustrates another voltage-tuned active filter. 


a. Derive an expression for V,/V, in time-constant form. 


b. Make a dimensioned Bode plot of V,/V,. Give expressions for 
the dc gain and the break frequency. 


7.10 The circuit of Figure P7.10 is an op amp AF realization of a Dolby B™ audio 
noise reduction system recording encoder. It is designed to boost the high- 
frequency response of magnetic tape-recorded signals containing little power 
at high frequencies in order to improve playback signal-to-noise ratio (when 
used in conjunction with a Dolby B™ decoder filter). (Magnetic tape has an 
omnipresent high-frequency background “hiss” on playback, regardless of 
signal strength.) 


a. Derive an expression for V,/V, in time-constant form. 


b. Make a dimensioned Bode plot of V,/V,. Give expressions for 
the dc gain and the break frequencies. 
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7.11 The circuit of Figure P7.11 is an op amp AF realization of a Dolby B™ audio 
noise reduction system decoder. It is designed to attenuate the high-frequency 
response of recorded signals containing high frequencies in order to improve 
playback signal-to-noise ratio (when used in conjunction with a Dolby B 
encoder filter). 


a. Derive an expression for V,/V, in time-constant form. 


b. Make a dimensioned Bode plot of V,/V,. Give expressions for 
the dc gain and the break frequencies. 
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FIGURE P7.11 


7.12 The circuit of Figure P7.12 is a digitally tunable biquad band-pass filter. 
MDACs are used as variable gain elements (VGEs). The analog input signal to 
the MDAC is multiplied by a fraction determined by the digital word input to 
the MDAC. For example, for MDAC1, its output is the analog signal: 


N 
k-1 
V, =V. 272° 
3 2 Qn 


where N is the number of binary bits in the word, D,, = 0,1; for N = 8, the 
maximum gain is 255/256 (All D,, = 1) and the minimum gain is 0/256 (all 
D,,=0). 


a. Find the transfer function, (V,/V,)(s) in Laplace format. 


b. Give expressions for the filter’s w,, Q, and peak gain in terms of 
{D,,3, {Dx}, and system parameters. What is the range of Q? 
Assume N = 8 bits and the op amps are ideal. 
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7.13 Derive the transfer function in time-constant form for the GIC all-pass filter of 


FIGURE P7.12 
Figure 7.12 in the text. 
7.14 Derive the transfer function in time-constant form for the GIC notch filter of 


Figure 7.13 in the text. 
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Instrumentation and Medical 
Isolation Amplifiers 


8.1 Introduction 


Instrumentation amplifiers (IAs) are basically differential amplifiers charac- 
terized by very high input impedance, very high common-mode rejection 
ratio (CMRR), and differential gain set by a single resistor, generally in the 
range from x1 to x1000. In addition, IAs also have low noise, offset voltage, 
bias current, and offset current. 

Medical isolation amplifiers (IsoAs) provide an ultra-low conductive path- 
way between the input (patient) terminals and the output terminals and 
ground. This pathway provides what is called ohmic or galvanic isolation 
for a patient. In medical applications, this isolation is required for reasons 
of patient safety. The dc resistance between input and output terminals is 
typically on the order of gigaohms (thousands of megohms); at ac, capaci- 
tance between input and output terminals is on the order of single picofarad. 
There are five established isolation architectures 


1. Transformer isolation in which power is coupled to the (isolated) 
input stage by high-frequency current and signal is coupled to the 
output stage also by transformer, by modulating the power supply 
oscillator frequency 


2. Photo-optic coupling in which the isolated conditioned input signal 
is coupled to the output by means of photo-optic couplers (using an 
LED and a photodiode or photoresistor). Power is still supplied 
through high-frequency isolation transformer. 

3. Capacitive coupling of a signal-modulated, high-frequency digital 
carrier from the isolated input stage through a pair of 1-pF capacitors 
to a demodulator in the output stage 


4. Magnetic coupling using giant magnetoresistive resistors (GMRs) in 
a Wheatstone bridge. A GMR’s resistance is altered by its local 
magnetic field. The isolated input signal is converted to a current 
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that is passed through coils in close proximity to two GMRs in a 
bridge. The ARs unbalance the bridge, which is on the output side 
of the IA. The unbalance is detected by a DA, which generates a 
current used to re-null the bridge. The renulling current is sensed 
and is proportional to the input voltage. Isolation is maintained by 
the ohmic isolation between the input coils and the GMR bridge 
resistors. 


5. The flying capacitor chopper circuit uses a small capacitor charged 
up by the signal voltage and then switched by a high-speed DPDT 
relay to an output amplifier that reads the voltage across the capac- 
itor. Such switched-capacitor IAs have ohmic isolation set by the 
relay structure and are useful only for dc or very low-frequency 
signals. 


8.2 Instrumentation Amps 


IAs, per se, are not suitable for medical applications because medical ampli- 
fiers require severe ohmic (galvanic) isolation. Medical amplifiers can use 
IAs in their front ends, however. Several IC manufacturers make IAs, e.g., 
Burr-Brown and Analog Devices. 

This section first examines some of the properties of a low-cost, low-power 
IA, the AD620. This device can have its differential gain set from 1 to 10° by 
a single resistor. The —3-dB bandwidth (BW) varies with gain in accordance 
with the gain x bandwidth constancy relation. At A, = 10°, the BW is approx- 
imately 10 kHz; at A, = 100, the BW is approximately 120 kHz; at A, = 10, 
the BW is approximately 400 kHz; and at A, = 1, the BW is approximately 
1 MHz. 

The equivalent short-circuit input voltage noise root power spectrum 
depends on A, For A, = 100, 103, e,,, = 9 nV/VHz at 1 kHz. The input noise 
increases as the gain A, decreases. Input current noise /,,, = 100 fA RMS/ VHz, 
regardless of gain. The AD620’s CMRR varies with gain, ranging from 90 dB 
at A, = 1 to 130 dB at A, = 10°. This IA’s input bias current, Iz, = 0.5 nA; the 
input offset voltage, V,,, is 15 uV. The input impedance is 10 GQ |2 pF for 
common-mode and difference mode inputs (see Chapter 3). 

A low-noise precision IA, the AMP01 by Analog Devices, offers slightly 
different specifications. The gain is set between 1 and 10 by a single resistor. 
The —3-dB bandwidths are approximately 26, 82, 100, and 570 kHz for gains 
of 10°, 107, 10, and 1, respectively. The short-circuit input voltage noise root 
spectrum is 5 nV/ VHz at A, = 10°, and 1 kHz, and the current noise spectrum 
is 0.15 pA/ VHz at A, = 10%, and 1 kHz. The AMP01’s input resistance is 1 GQ 
for difference-mode signals at A, = 10° and 20 GQ for common-mode inputs 
at A, = 10°. The input bias current is typically 1 nA and the input offset 
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FIGURE 8.1 
Simplified schematic of an Analog Devices’ AD620 instrumentation amplifier. 


voltage is typically +20 uV. The AMP01’s CMRR is 130, 130, 120, and 100 dB 
for gains of 10°, 10, 10, and 1, respectively. 

The advantage of using a “boughten” IA instead of a “homebrew” IA 
made from three op amps (see Section 3.7.2 in Chapter 3) is that, in order to 
meet the out-of-the-box CMRR specifications of the commercial IA, the 
designer needs resistors matched to at least 0.02% and the input op amps 
also need to be matched. Components matched to 0.02% are expensive in 
terms of time or of money. Figure 8.1 illustrates a simplified schematic of 
the AD620 from its data sheet supplied by Analog Devices. Super-beta tran- 
sistors Q, and Q, connected as a differential pair are the input elements of 
this IA. The 400-Q resistors and diodes at each transistor base serve to protect 
the IA from transient overvoltages. According to Analog Devices (1994): 


[Negative] [Feedback through the Q1-A1-R1 loop and the Q2—A2-R2 
loop maintains constant collector current of the input devices Q1, Q2 
thereby impressing the input voltage across the external gain setting 
resistor R,,;,,. This creates a differential gain from the inputs to the A1/A2 
outputs given by G = (R1 + R2)/RG + 1. The unity gain subtractor [DA] 
A3 removes any common-mode signal, yielding a single-ended output 


referred to as the REF [Vg] pin potential. 


The value of RG also determines the transconductance of the preamp 
stage. As RG is reduced for larger gains, the transconductance increases 
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FIGURE 8.2 
The three-op amp instrumentation amplifier. 


asymptotically to that of the input transistors. This has three important 
advantages: (a) open-loop gain is boosted for increasing programmed 
gain, thus reducing gain-related errors. (b) The gain-bandwidth product 
(determined by C1, C2, and the preamp transconductance) increases with 
programmed gain, thus optimizing frequency response. (c) The input 
voltage noise is reduced to a value of 9 nV/ \VHz, determined mainly by 
the collector current and base resistance of the input devices. 


It is clear that the AD620 has many features that make it outperform the 
simple three-op amp IA shown in Figure 8.2. Given proper ohmic isolation, 
the AD620 can make an effective ECG amplifier. It can be run on batteries 
as low as 42.3 V and its output can modulate a voltage-to-frequency con- 
verter (VFC), also battery powered, generating NBFM. The VFC’s digital 
output can be coupled to the nonisolated world through a photo-optic cou- 
pler and thus be demodulated by conventional means, filtered, and further 
amplified. 


8.3 Medical Isolation Amps 
8.3.1. Introduction 


All amplifiers used to record biopotential signals from humans (ECG, EEG, 
EMG, EOG, etc.) must meet certain safety standards for worst-case voltage 
breakdown and maximum leakage currents through their input leads 
attached to electrodes on the body, and maximum current through any 
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driven output lead attached to the body. A variety of testing conditions or 
scenarios to ensure patient safety have been formulated by various regula- 
tory agencies. The conservative leakage current and voltage breakdown 
criteria set by the National Fire Protection Association (NFPA; Quincy, MA) 
and the Association for the Advancement of Medical Instrumentation 
(AAMD) have generally been adopted by medical equipment manufacturers 
in the U.S. and by U.S. hospitals and other health care facilities. A number 
of other regulatory agencies also are involved in formulating and adopting 
electrical medical safety standards: 


e International Electrotechnical Commission (IEC) 

e Underwriters Laboratories (UL) 

e Health Industries Manufacturers’ Association (HEMA) 
e National Electrical Manufacturers’ Association (NEMA) 
e US. Food and Drug Administration (FDA) 


Most of the standards have been adopted to prevent patient electrocution, 
including burns, induction of fibrillation in the heart, pain, muscle spasms, 
etc. 

Space does not permit detailing the effects of electroshock and the many 
scenarios by which it can occur. Nor can the technology of safe grounding 
practices and ground fault interruption be explored. The interested reader 
should consult Chapter 14 in Webster (1992) for comprehensive treatment 
of these details. 

If the threshold ac heart surface current required to induce cardiac fibril- 
lation in 50% of dogs tested is plotted vs. frequency, it is seen that the least 
current is required between 40 to 100 Hz. From 80 to 600 tA RMS of 60 Hz, 
current will induce cardiac fibrillation when applied directly to the heart, as 
through a catheter (Webster, 1992). Thus, the NFPA-ANSI/AAMI standard 
for ECG amplifier lead leakage is that isolated input lead current (at 60 Hz) 
must be <10 A between any two leads shorted together and <10 pA for 
any input lead connected to the power plug ground (green wire) with and 
without the amplifier’s case grounded. A more severe test is that isolation 
amplifier input lead leakage current must be <20 uA when any input lead 
is connected to the high side of the 120 Vac mains. The medical isolation 
amplifier has evolved to meet these severe tests for leakage. 

Isolation is accomplished by electrically separating the input stage of the 
isolation amplifier (IsoA) from the output stage. That is, the input stage has 
a separate floating power supply and a “ground” that are connected to the 
output side of the IsoA by a resistance of over 1000 megohms, and a parallel 
capacitance in the low picofarad range. The signal input terminals of the 
input stage are isolated from the IsoA’s output by a similar very high imped- 
ance, although the Thevenin output resistance of the IsoA can range from 
milliohms to several hundred ohms. 
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8.3.2 Common Types of Medical Isolation Amplifiers 


Current practice uses three major means of effecting the Galvanic isolation of 
the input and output stages of IsoAs. The first means is to use a high-quality 
toroidal transformer to magnetically couple regulated, high-frequency ac 
power from the output side to the isolated input stage where it is rectified and 
filtered; it is also coupled to rectifiers and filters serving the output amplifiers. 
Frequencies in the range of 50 to 500 kHz are typically used with transformer 
isolation IsoAs. The output signal from the isolated headstage modulates an 
ac carrier magnetically coupled to a demodulator on the output side. Trans- 
former coupling can provide 12- to 16-bit resolution and bandwidths up to 
75 kHz. Galvanic isolation with transformers is excellent; their maximum 
breakdown voltage can be made as high as 10 kV, but is often much lower. 

Asecond means of isolation is to use photo-optic coupling of the amplified 
signal; usually pulse-width or delta-sigma modulation of the optical signal 
is used, although direct linear analog photo-optic coupling can be used. In 
the optical type of IsoA, a separate isolated dc-dc converter must be used 
to power the input stage. Photo-optic couplers can be made to withstand 
voltages in the 4- to 7-kV range before breakdown. 

A third means of isolation is to use a pair of small (e.g., 1 pF) capacitors 
to couple a pulse-modulated signal from the isolated input to the output 
stage. A separate isolated power supply must be used with the differential 
capacitor-coupled IsoA as well. Table 8.1 lists some of the critical specifica- 
tions of five types of medical-grade IsoAs. 

The Burr-Brown ISO121 differential capacitor-coupled IsoA is used with 
a separate isolated clock to run its duty cycle modulator. The clock frequency 
can be from 5 to 700 kHz, giving commensurate bandwidths, governed by 
the Nyquist criterion. 

A simplified schematic of an Analog Devices AD289 magnetically coupled 
IsoA is shown in Figure 8.3. Note that this IsoA has a single-ended input. 
In this case, an AD620 IA is powered from the AD289’s isolated power supply 
and provides true isolated differential input to the IsoA that rejects unwanted 
common-mode noise and interference. The clock power oscillator drives a 
toroidal core, T1, on which coils for the input and output isolated power 
supplies are wound and for the synchronizing signal for the double-side- 
band, suppressed-carrier (DSBSC) modulator and demodulator. A separate 
toroidal transformer, T2, couples the DSBSCM output signal to the output 
side of the IsoA. This is basically the architecture used in the Intronics 290 
and the Burr—-Brown BB3656 IsoAs. 

An unmodulated feedback-type analog optical isolation system is used in 
the Burr—Brown BB3652 differential optically coupled linear IsoA. This IsoA 
still requires a transformer-isolated power supply for the input headstage 
and for the driver for the linear optocoupler. A feedback-type linear opto- 
coupler, similar to that used in the BB3652, is shown in Figure 8.4. (In the 
B3652, OA1 is replaced with a high input impedance DA headstage.) The 
circuit works in the following manner. 
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TABLE 8.1 
Comparison of Properties of Some Popular Isolation Amplifiers 
Amplifier 1A294 BB3656 BB3652 BB ISO121 ISO-Z 
Iso. type Transformer Transformer Optical Capacitor Transformer? 
Manufacturer —_Intronics Burr-Brown — Burr—Brown Burr-Brown Dataq 
CMV isolation +5000 V +3500 V +2000 V 3500 RMS 1500 V 
continuous; continuous; continuous; continuous; 
+6500 V +8000 V, +5000 V, 5000 V, 10 sec 
10-MS pulse 10sec 10 sec. 
CMRR @ 120 dB @ 108 dB 80dB@60Hz 115dBIMR@ >100dB@ 
60 Hz 60 Hz 60 Hz 60 Hz 
Gain range 10 (fixed) 1 to 100 1to>100,by 1 V/V (fixed) 10 (fixed) 
formula 
Leakage to 10 pA max 0.5 WA 0.5 HA; 1.8pF 1,,.=V2nfC;C= <5 pA, any 
120 Vac leakage 2.21 pF input to 
mains capacitance ground 
Noise 8 uV ppk; 5. uV pkpk; = 8 wV pkpk 4 uVRMS/VHz <4 wVRMS, 
0.05 to 0.05 to 0.05 - 100 Hz referred to 
100 Hz 100Hz BW BW input, 
“wideband” 
Bandwidth 0 to 1 kHz 0 to 30 kHz; 0-15 kHz, 0 to 60 kHz; 0 to 8 kHz 
+3 dB +3 dB (approx. 
200 kHz clock) 
Slew rate 2? +0.1, 1.2 V/us 2 V/us 2 
-0.04 V/us 


The summing junction of OA2 is at 0 V. DC bias current through Rg, [51, 
drives the OA2 output negative, biasing the LED, D2, on at some Ip. D2’s 
light illuminates photodiodes D1 and D3 equally; the reverse photocurrent 
through D1 drives OA2’s output positive, reducing Ip). It thus provides a 
linearizing negative feedback around OA2, acting against the current produced 
by the input voltage, V;,,/R,. Because D1 and D3 are matched photo-diodes, 
the reverse photocurrent in D3 equals that in D1, i-e., Ipi9 = Ip39 and V, = R; 
(Ip39 — Ig3). The bias current I,, makes V, > 0 when V;,, = 0. Now when V,, > 
0, the input current, V;,,/R,, makes the LED D2 brighter, increasing Ip, = Ip; > 
Ipi9 = Ip3o, increasing V,. Thus, V, = Ky V;,,. Note that analog opto-isolation 
eliminates the need for a high-frequency carrier, modulation, and demodu- 
lation, while giving a very high degree of Galvanic isolation. Unfortunately, 
the isolated headstage still must receive its power through a magnetically 
isolated power supply. It could use batteries, however, which would improve 
its isolation. 

IsoAs using capacitor isolation use high-frequency duty-cycle modulation 
to transmit the signal across the isolation barrier using a differential 1-pF 
capacitor coupling circuit. This type of IsoA also needs an isolated power 
supply for the input stages, clock oscillator, and modulator. Figure 8.5 illus- 
trates schematically a simplified version of how the Burr-Brown ISO121 
capacitively isolated IsoA works. 
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FIGURE 8.3 

Simplified schematic of an Analog Device’s AD289 magnetically isolated isolation amplifier 
(IsoA). An AD620 IA is used as a differential front end for the IsoA; it is powered from the 
AD289’s isolated power supply. 


The positive signal V;,, is added to a high-frequency symmetrical triangle 
wave, V,, with peak height, V,,,-. The sum of V; and V;, is passed through a 
comparator, which generates a variable duty-cycle square wave, V,. Note 
that the highest frequency in V;,, is < f,, the clock frequency, and | V,.. < 
V,,. The state transitions in V, are coupled through the two 1-pF capacitors 
as spikes to a flip-flop on the output side of the IA. The flip-flop’s transitions 
are triggered by the spikes. At the flip flop’s output, a +V,,,-variable duty- 
cycle square wave, V;, is then averaged by low-pass filtering to yield V,,. 

The duty cycle of V, and V; can be shown to be: 


n(V,,)=T,/T =(44V,/2V ur) (8.1) 
The average of the symmetrical flip-flop output is: 
= V;= A Vsin// Vier) (8.2) 
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FIGURE 8.4 
Simplified schematic of an analog feedback-type photo-optic coupler IsoA. 


Thus, the output signal is proportional to V;,. The actual circuitry of the 
Burr—Brown ISO121 is more complex than described previously, but the basic 
operating principle remains the same. 

Certified isolation amplifiers must be used in surgery and intensive-care 
hospital environments in which cardiac catheters are used. Although the 
scenarios for direct cardiac electroshock do not generally exist for outpa- 
tients, IsoAs are still used for ECG, EEG, and EMG applications to limit 
liability in the very unlikely event of an electroshock incident. 


8.3.3 A Prototype Magnetic IsoA 


All of the IsoAs described thus far use a carrier and can thus face problems 
of aliasing in the output signal when the input signal’s highest frequency 
approaches one half the carrier frequency, as well as ripple in the output. 
One way to avoid the problems of carrier-based IsoAs is to use a technology 
that is dc coupled yet provides the required ohmic isolation. One approach 
is to use a transduction scheme that uses magnetic fields at signal rather 
than carrier frequencies. One such magnetic sensor is the Hall-effect device 
(Yang, 1988). Unfortunately, commercial Hall-effect sensors are not particu- 
larly sensitive and have low outputs that require amplification. 
Fortunately, another relatively new technology was discovered in the late 
1980s by Peter Gruenberg of the KFA Research Institute in Julich, Germany, 
and independently by Albert Fert at the University of Paris-Sud; this is the 
giant magnetoresistive (GMR) effect. Researchers at IBM extended the initial 


© 2004 by CRC Press LLC 


320 Analysis and Application of Analog Electronic Circuits 


V3 
V 3m 
T+ 
—V 3m t 
tv2 
T+ 
; i | . 
Vs f (Vin + Vr) 
t 
Comparator 1 pF 
Vin Vs V3 Vo 
SFF LPF |-—> 
v 1 
T (Isolation capacitors) 
Viet [YT 
t 
FIGURE 8.5 


Waveforms relating to the operation of the Burr-Brown ISO121 capacitively coupled, duty cycle- 
modulated IsoA system. The low-frequency signal, V;,, is added to a symmetrical 0-mean 
triangle carrier wave; the sum is passed through a zero-crossing comparator that effectively 
performs duty-cycle modulation. If V,, > 0, T,/T > 0.5; if V;,, < 0, T,/T < 0.5. The comparator 


in in 


output, V,, and its complement, V3, are coupled to a flip-flop whose output square wave, V3, 
has zero mean at 50% duty cycle. The text shows that the time average value of V3, V,, is 
proportional to V;, 


nt 


work on GMR devices; they developed sensitive GMR transducers based on 
sputtered thin film technology. IBM’s interest in developing sensitive min- 
iature GMR devices has been to improve the data density stored on computer 
floppy and hard-drive magnetic discs. IBM calls its GMR sensor the spin 
valve read-head. 

GMR sensors have a resistance modulated by an imposed magnetic flux 
density; therefore, a Wheatsone bridge can be used to sense the AR/ Ry, and 
thus the AB. Unfortunately, GMRs are not particularly linear, which makes 
them acceptable for binary applications but presents problems for linear 
analog sensing. 

A basic GMR sensor is a multiple-layer thin film device. In its simplest 
form, it has a nonmagnetic conductive spacing layer sandwiched between 
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two ferromagnetic film layers. Usually, the magnetization in one ferromag- 
netic layer is fixed or pinned along a set direction. The magnetization of the 
free layer is allowed to rotate in response to an externally applied magnetic 
field. Low resistance occurs when the pinned and free layer are magnetically 
oriented in the same direction because electrons in the conductor layer with 
parallel spin directions move freely in both films. Higher resistance occurs 
when the magnetic orientations in the two films oppose each other because 
movement of electrons in the conductor of either spin direction is hampered 
by one or the other magnetic film. Depending on the strength and orientation 
of the applied external B field, the pinning direction, and the materials used 
and their thicknesses, the R,, = f(B, 8, @) curve can have a variety of shapes 
(Wilson, 1996). In many cases, the GMR R,, = f(B, 8, @) curve exhibits hys- 
teresis and some dead zone as shown in Figure 8.6. This spin valve has the 
“crossed easy axis” configuration in which the applied B is perpendicular 
to the free layer easy axis and the pinning direction is parallel to B. The 
response is linear around Q and is relatively hysteresis free (Wilson, 1996). 
Because of its magnetic sensitivity, the GMR must be magnetically shielded 
from the Earth’s field and stray magnetic fields from man-made power 
wiring and machinery. To be used as a linear device, such a sensor must be 
magnetically biased around the Q-point. 
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FIGURE 8.6 
Resistance vs. flux density of a typical giant magnetoresistor (GMR). Note the hysteresis. 
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Much research is currently going on to improve the linearity and sensitivity 
of spin valves or GMR sensors. Attention is being paid to the use of multiple 
layered thin films of various compositions, including two pinned layers; 6 to 
12 layers are being studied by Fujitsu (Kanai et al., 2001). 

GMR sensors are available commercially. Infineon Technologies offers a 
four-element GMR IC package in which the four GMRs are connected in a 
bridge. Their GMR Bé6 is intended as a rotary position sensor in that the 
bridge output is a sinusoidal function of the input magnet’s B field angle. 
The magnetic field-free value of each resistor is approximately 700 Q. 
Rhopoint Components of Oxted, Surrey, U.K. offers a 12-sensor GMR device 
kit for experimenters and research and development use. 

The author’s version of a prototype IsoA design based on GM resistors is 
shown in Figure 8.7. Four GMR resistors are connected as a Wheatstone 
bridge (Wilson). The bridge can be powered with dc or ac; if ac is used, a 
phase-sensitive rectifier must be placed between the DA and the integrator. 
The quantity under isolated measurement is transduced to V,, which is 
converted to a signal current, I;, by a VCCS with transconductance, G,,. A 
dc bias current component, [,,, must be added to I; to move the operating 
point of the GMR resistors to a linear region of its R,, = f(B) curve. The 
current I, through the coils on the opposite diagonals of the bridge creates 
equal B fields, which cause identical changes in the GMRs, AR,, that, in turn, 
unbalance the bridge. The bridge output is amplified by the DA and serves 
as the input to an integrator. The integrator output causes a feedback current, 
[,, to flow that forces AR, = AR, in the other two diagonal R,,s, which re-nulls 
the bridge output. Because of symmetry, the feedback current I = I; + I,, at 
null and the output voltage of the op amp transresistor is: 

V, = -Ip Rp = —V, Gy Rp + I 


so 


R; (8.3) 
Thus, 


V, =(1,,R:-V,) (Gy Re) (8.4) 


Galvanic isolation of the GMR bridge IsoA depends on the insulation 
between the chip containing the four GMR resistors and the two input coils. 
The capacitance between the coils and R,,s and the dielectric breakdown of 
this insulation are important. 


8.4 Safety Standards in Medical Electronic Amplifiers 
8.4.1 Introduction 


The central rationale for safety standards for medical electronic equipment 
is based on the need to prevent harm to human patients and health-care 
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FIGURE 8.7 

Architecture of an IsoA designed by the author using four GMR elements in a bridge. A type 1 
feedback loop is used to autonull the bridge. Autonulling ensures linear operation of the GMRs. 
Note that the input circuit ground is separate from the signal conditioning and output ground. 
V., is a bias voltage that causes the GMRs to operate in their linear ranges. 


so 


workers attached to or using such equipment. Besides user safety, having a 
biomedical electronic product certified by one or more of the qualified test 
agencies reduces the litigation risk for those persons who designed, sold, 
and used it in practice if any untoward incident should occur. (The U.S. is 
legendary for its medical malpractice litigation and the substantial awards 
that are made.) Product certification is also necessary in various jurisdictions 
in order to be able to sell a biomedical electronic product to hospitals, clinics, 
physicians, research labs, etc. 

An excellent treatise on electrical safety and the physiological effects of 
electric currents on the body can be found in Chapter 14 of Webster (1992). 
A summary of the effects of injuries caused by electric current can also be 
found in the on-line Merck Manual, Section 20, Chapter 277 (2003). An 
excellent paper on safety standards and tests for medical electronic products 
can be found at the Eisner Safety Consultants Website (2003). 

Electrical currents can enter the body in a variety of ways; probably the 
most common is through the skin on a hand, the head, or a foot. Note that 
for a circuit to exist, the current must leave the body, also through a hand, 
the head, or feet. Electric shock effects are usually described in terms of the 
current that flows through the body and if AC, the frequency of the current. 
Direct current can also have profound physiological effects, as can transient 
currents such as those from capacitor discharges, static electricity, and light- 
ning. Table 8.2 summarizes typical physiological effects from dc, 60-Hz, and 
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TABLE 8.2 
Physiological Effects in the Body of Electric Currents Introduced through the Hands 


Current in mA 


60 Hz 10 kHz DC Effect 
0to0.3 Otod5 0 to 0.6 No sensation 
2 8 3.5 Slight tingling on hand 
1 11 6 “Shock”; not painful 
10 51 58 Painful muscle spasms; recipient may let go 
20 60 65 Painful; muscle tetanus; recipient cannot let go 
>100 >500 Deep burns, edema, cardiac fibrillation, respiratory paralysis 
>2000 >2000 All of the above; death 


Note: A current x time product determines tissue damage once the power density in tissues 
reaches the level at which temperatures rise to a level at which “cooking” occurs. Values 
are “typical” and can vary widely among individuals due to fat, muscle mass, etc. 


10-kHz electric currents in a macroshock scenario in which the current is 
applied between the hands. The data are based on several sources, including 
human and animal studies. 

Figure 8.8 illustrates let-go current vs. frequency for the hand-to-hand 
current path in humans. Plotted is the current vs. frequency for the median 
of the test population; the bars show the 99.5 and 0.5 percentile limits. This 
curve and the preceding table teach that power line frequency (50 or 60 Hz) 
is the most physiologically effective in producing electric shock damage to 
the body and heart. Direct current and AC at 10 kHz are about one sixth as 
effective in doing damage. Consequently, impedance pneumographs and 
plethysmographs typically pass mA level currents with frequencies of 
approximately 75 kHz through the chest with no untoward effects. 

When the heart is stimulated directly, as in open-heart surgery or cardiac 
pacemaker catheterization, the scenario is called microshock. The 60-Hz cur- 
rent required to induce ventricular fibrillation can be as low as 20 tA in 
dogs. In humans, microshock current causing fibrillation is on the order of 
80 to 600 1A (Webster, 1990, Chapter 14). 


8.4.2 Certification Criteria for Medical Electronic Systems 


The data presented show that it is extremely important to prevent harmful 
currents from flowing into the body under macroshock conditions from any 
amplifier connected to the body by electrodes, such as in ECG, EEG, EMG, 
EOG, etc. measurements. The U.S. has a number of regulatory and certifying 
agencies that ensure medical electronic devices are safe, including : 


¢ Food and Drug Administration (FDA) 


e National Fire Protection Agency (NFPA) and its National Electrical 
Code (NEC) 


e American National Standards Institute / Association for the Advance- 
ment of Medical Instrumentation (ANSI/ AAMI ES1-1993) 
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FIGURE 8.8 
Let-go current vs. frequency for the hand-to-hand current path in humans. Note that the most 
dangerous frequency is around 50 to 60 Hz. 


¢ Occupational Health and Safety Administration (OSHA) 
e Underwriter’s Laboratories (UL) 


Europe has are two major organizations: (1) the European Committee for 
Electrotechnical Standardization (CENELEC) and (2) the International Elec- 
trotechnical Commission (IEC). 

Gradually, the standards in the U.S. appear to be converging on those 
established by the IEC, which has developed a set of standards to certify 
medical instruments called the IEC60601-1 that covers all of the general 
requirements for all medical based products. (Some papers refer to IEC60601-1 
as IEC601-1.) Many of the U.S. standards have been based on IEC require- 
ments set in the past decade, but some, such as UL544, were phased out in 
January, 2003. The new UL2601-1 is largely based on the IEC regulations, 
with some exceptions (Mentelos, 2003). 

The IEC60601-1 standards are subdivided into several IEC60601-X-YZ 
parts, which cover specific types of medical equipment. The interest here, 
however, is in medical isolation amplifiers used to record potentials from 
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the body surface. Four classes of basic electrical safety tests are defined by 
the IEC. These include: 


e Protective earth verification: ground continuity test; ground bond test 
e Dielectric strength: AC hipot test; DC hipot test 
e High resistance: insulation resistance test 


e Leakage current: Earth leakage, touch/chassis (enclosure); patient 
leakage and patient auxiliary leakage 


The earth (ground or green wire) verification test passes 25 amps from the 
line cord plug ground (green) terminal to the chassis, to ensure cord-to- 
chassis ground connection robustness, and measures the voltage between 
the current source and the chassis or cabinet. The resistance of the grounding 
system must be <0.1 Q for a detachable line cord and <0.2 Q for a fixed cord 
according to IEC60601-1 specifications. Resistance is calculated by Ohm’s 
law: R = V/25 ohms. 

The dielectric strength test applies a high ac or dc voltage to the line power 
input to ensure that no insulation breakdown or flashover (arcing) occurs 
between ground and the input power line with both terminals tied together. 
The basic IEC60601-1 standard requires the DUT to withstand 1250 VRMS 
at 60 Hz for 1 min. Medical isolation amplifiers easily exceed this require- 
ment (see Table 8.1). For example, the Intronics [A175 IsoA is rated at 3000 
V,x, 60 Hz continuous from patient inputs to the outputs/power common. 
The IA175 runs on +15 VDC, so further isolation can be obtained by using 
a medical-grade power supply that meets IEC60601-1 standards. 

The insulation resistance test is a voltmeter-ammeter test of the DUT’s 
insulation using a high-voltage DC source. For example, a high DC potential 
is applied to the IsoA’s power input common, e.g., 1000 V, and the steady- 
state current to ground is measured at the isolated power supply’s neutral. 
Such current would be 1 nA DC if the resistance were 10” Q. 

Finally, leakage currents are considered. The four types of leakage current 
defined by the IEC as described by Eisner (2001) are: 


Earth leakage: the most important and most common of the line leakage 
current tests, earth leakage current is basically the current flowing back 
through the ground conductor on the power cord [green wire]. It is 
measured by opening the ground conductor, inserting a circuit with the 
simulated impedance of the human body and measuring the voltage 
across part of the circuit with a true RMS voltmeter. 


Patient leakage: a line leakage current test that measures the current that 
would flow from or to applied parts such as sensor and patient leads. 


Patient auxiliary leakage: that line leakage current flowing in the patient 


in NORMAL use between applied parts of the DUT and not intended to 
produce a physiological effect. 
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Touch/chassis leakage: a line leakage current test [that] simulates the 
effect of a person touching exposed metal parts of a product and detects 
whether or not the leakage current that flows through the person’s body 
remains below a safe level. Line leakage tests are conducted by applying 
power to the product being tested, then measuring the leakage current 
from any exposed metal on the chassis of the product under various fault 
conditions (such as “no ground”). A special circuit is used to simulate 
the impedance of the human body. 


The circuit used to simulate the body’s impedance as defined by IEC60601- 
1 is shown in Figure 8.9. At 60 Hz, this phantom presents an impedance of 
999.7 Z—-0.32° Q, basically 1 kQ. The reactance of the 0.015 uF capacitor is X, = 
—1.768 x 10° Q at 60 Hz. (The author finds it curious that leakage currents 
are measured through this 1-kQ body phantom, rather than using the short- 
circuit leakage current.) The Eisner (2001) Web paper on IEC60601-1 illustrates 
in detail the various circuits used to measure the four types of leakage 
current; space limitations prevent duplication of them here. Table 8.3 sum- 
marizes the leakage current limits from two U.S. standards and IEC60601-1 
(Mentelos, 2003). 

Modern medical isolation amplifiers such as the Intronics [A175 generally 
exceed specifications. For example, the maximum leakage currents, inputs 
to common @ 115 VAC, 60 Hz, are only 8 LA max. The actual input imped- 
ance of the IA175 is 10° Q || 3 pF for DM in and 10" Q || 20 pF for CM 


10 k® 
+ 5% 
ic AVAVAY, Ty 
3 i 0.015 HF TRMS 
£5% £5% Voltmeter 
ZLIMQRin 
eo 


FIGURE 8.9 
The IEC body phantom impedance model defined by the IEC60601-1 standard. 


TABLE 8.3 
Leakage Current Limits for Three Standards 
Leakage Type UL544 UL2601-1 TEC60601-1 
Earth leakage 300 LA 300 LA 1mA 
Enclosure leakage 300 LA 300 LA 500 pA 
Patient leakage 10 WA input 

(auxiliary) 20 pA at end of cable 50 uA 50 uA 


Note: Units cannot be certified by UL544 after 1/1/03 ; UL certification 
expires after 1/1/05. UL2601-1 and IEC60601-1 should be used 
for all new designs of medical electronic equipment. 
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Isolation 
barrier 


FIGURE 8.10 

An IsoA architecture for ECG recording using a digital photo-optic coupler. Pulses from a 
voltage-to-frequency converter are sent to a frequency-to-voltage converter through the PhOC 
to recover a signal proportional to V,,,. 


inputs. The maximum CM voltage, inputs to outputs /input power common 
is 3000 Vpk, 60 Hz AC for 1 min. The peak continuous DC CM input voltage 
is +5000 V. The CMRR with a balanced differential source is 126 dB at 60 Hz. 
The small-signal —3-dB frequency is 1 kHz, which is ideal for ECG, EEG, 
and EOG applications. 

An inexpensive isolation amplifier to measure the ECG in an experimental 
setting can be made from a battery-operated AD620 IA connected to a bat- 
tery-operated, low-current, voltage-to-frequency converter (VFC) such as the 
AD654. The VFC is given an FM center frequency with a bias voltage (not 
shown in Figure 8.10). The bipolar ECG signal output from the IA frequency 
modulates the VFC’s digital output. To realize isolation, the VFC drives a 
photo-optic coupler with output that is the input to a frequency-to-voltage 
converter (FVC) such as the ADVFC32. The VFC carrier bias at the output 
of the FVC is subtracted out and the ECG signal is further amplified and 
filtered. 

Figure 8.10 illustrates this system. The photo-optic coupler’s phototransistor 
(PhotT) is given positive feedback to speed up its switching to a maximum 
of 500 kHz (Stapleton and O’Grady, 2001). Of course, if this design were to 
be used in a medical or clinical application, it would need to be tested and 
meet or exceed IEC60601-1 standards, etc. If the isolation and insulation on 
the PHOC were not adequate, one could use a fiber optic cable to couple 
the LED to the phototransistor. 

Note that radiotelemetry is another means of providing extreme isolation 
between a battery-operated amplifier, modulator, and RF transmitter and a 
line-powered receiver, demodulator, and signal conditioner. In fisheries biol- 
ogy, fish are tracked underwater and data can be sent by battery-powered 
modulated ultrasonic “tags.” Again, extreme isolation is inherent in ultra- 
sonic telemetry. 


© 2004 by CRC Press LLC 


Instrumentation and Medical Isolation Amplifiers 329 


8.5 Medical-Grade Power Supplies 


The only practical way to achieve extreme galvanic isolation and still couple 
significant power from the mains to a low-voltage regulated dc supply that 
powers a medical amplifier is by toroidal transformer. The transformer can 
operate at line frequency or, for lighter weight and improved efficiency, can 
operate at frequencies in the 10- to 100-kHz range. A power oscillator must 
be used to drive the transformer’s primary in the latter case. If a high- 
frequency oscillator is used, the transformer can be made smaller and lighter 
(a smaller core and fewer turns on the windings are required) and the output 
filter capacitor can be smaller and lighter. 

A toroidal transformer is used for efficiency in magnetic coupling the 
primary to secondary windings; the toroidal core allows the primary and 
secondary to be separate physically on the core to minimize capacitive cou- 
pling between them. By physically separating the windings and insulating 
them from the core with special insulation, breakdown voltages between 
primary and secondary can be made 8 kV or greater and primary-to-secondary 
dc resistance can be on the order of 10’ Q and greater. The secondary ac 
voltage is rectified by the usual means; the raw dc is low-pass filtered by a 
capacitor, and then regulated by a feedback regulator. The net result is a de 
supply with guaranteed extreme galvanic isolation between the input power 
lines (high, low, and ground) and the output dc terminals (ground and V¢). 

Many power supply manufacturers make medical grade units; for example, 
GlobTek Inc. (www.globtek.com) offers a broad line of medical-grade, stand- 
alone power supplies including wall plug-in “bricks” and open-frame units. 
Their class II double insulated units withstand 4 kV ac or 5.65 kV de 
input-output potential and have less than 100-vA leakage. 


8.6 Chapter Summary 


This chapter described the properties and uses of instrumentation amplifier 
ICs, including those that can be made from low-noise op amps. Requirements 
for and properties of medical isolation amplifiers were also examined. Galvanic 
isolation is required for patient safety in all settings (surgical, clinical, out- 
patient). Power supply isolation is achieved by batteries or special trans- 
former-coupled power supplies. Isolation amplifier analog output must also 
be isolated. One way this can be done is by DSBSC modulation of a high- 
frequency ac carrier by the physiological signal, and coupling the modulated 
carrier to the output with a transformer, where the signal is recovered with 
a demodulator. 
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Another way of coupling the physiological signal to the output with iso- 
lation is to use a photo-optic coupler and transmit the signal directly in 
analog form (see Section 6.6.4 of Chapter 6). If the isolated physiological 
signal is sampled and converted by a serial output analog-to-digital converter, 
the digital output can also be transmitted through a digital photo-optic 
coupler to the output. Still another way of coupling an isolated signal to the 
output was by converting the signal to a pulse-width modulated (PWM) 
TTL square wave and coupling this wave to the output with two 1-pF 
capacitors. At the output, this wave is highly differentiated into a spike train. 
Flip-flops recover the PWM wave at the output and the signal is demodu- 
lated by averaging. 

The physiological effects of electroshock were described, including 
induced cardiac fibrillation, apnea, and burns. Certification agencies for 
medical electronic devices worldwide were listed and some of their stan- 
dards compared. The U.S. was seen to have five major certifying agencies; 
Europe had two. A trend in the U.S. is to converge on the IEC standards. To 
meet European marketing standards for medical electronic devices, U.S. 
manufacturers must meet IEC and CENELEC standards that, paradoxically 
in some areas, are less stringent than NFPA and other U.S. standards. 

Finally, medical-grade power supplies that run off the mains were discussed. 
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Noise and the Design of Low-Noise Amplifiers 
for Biomedical Applications 


9.1 Introduction 


The noise considered in this chapter provides one limitation to the precision 
of biomedical measurements. Other factors that limit resolution are the dis- 
tortion caused by signal conditioning system nonlinearity and quantization 
in the analog-to-digital conversion (ADC) of input signals. The degree to 
which a biosignal is resolvable can be determined by the signal-to-noise ratio 
at the output of the signal conditioning system. The noise in this chapter is 
considered to arise in a circuit, measurement system, or electrode from 
completely random processes. Although any physical quantity can be 
“noisy,” this chapter will generally consider only completely random noise 
voltages and currents; these will be defined as being stationary (the physical 
process giving rise to the noise does not change with time) and having zero 
mean (zero additive dc components). An unwanted dc component accom- 
panying a noise source in practice can be from an electrochemical EMF 
arising in a recording electrode or from amplifier dc offset voltage or bias 
current. The reduction of unwanted dc components will not be treated here. 
Coherent interference (CI) can also be present at the output of biomedical 
signal conditioning systems. As its name suggests, CI generally has its origins 
in periodic, manmade phenomena, such as power line-frequency electric and 
magnetic fields; radio-frequency sources such as radio and television broad- 
cast antennas; certain poorly shielded computer equipment; spark discharge 
phenomena such as automotive ignitions and electric motor brushes and 
commutators; and inductive switching transients generated by SCR motor 
speed controls, etc. It is well known that minimization of Cl is often “arty” 
and may involve changing the grounding circuits for a system; shielding 
with magnetic and/or electric conducting materials; filtering; using isolation 
transformers, etc. (Northrop, 1997, Section 3.9). In this chapter, however, 
attention will be focused on purely random, stationary, incoherent noise. 
Minimizing the impact of incoherent noise in a measurement system often 
involves a prudent choice of low-noise amplifiers and components, certain 
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basic electronic design principles, and band-pass filtering. First, commonly 
used methods for describing stationary random noise will be examined. 


9.2 Descriptors of Random Noise in Biomedical 
Measurement Systems 


9.2.1. Introduction 


When stationarity is assumed for a noise source, averages over time are 
equivalent to ensemble averages. An ensemble average is carried out at a 
given time on data from N separate records that are generated simulta- 
neously from a stationary random process (SRP) (in the limit Ne ). If the 
stationary random process is ergodic, then only one record needs to be 
examined statistically because it is “typical” of all N records from the SRP. 

An example of a nonstationary noise source is a resistor that, at time t = 0, 
begins to dissipate average power such that its temperature slowly rises 
above ambient, as does its resistance. (As demonstrated later, the mean- 
squared noise voltage from a resistor is proportional to its Kelvin temperature.) 

Probability and statistics are used to describe random phenomena. Several 
statistical methods for describing random noise include but are not limited 
to the mean; the root-mean-square (RMS) value; the probability density 
function; the cross- and autocorrelation functions and their Fourier trans- 
forms; the cross- and autopower density spectra (PDS); and the root power 
density spectrum (RPS, which is simply the square root of the PDS). The 
PDS and RPS are, in general, functions of frequency. These descriptors are 
treated in detail next. 


9.2.2 The Probability Density Function 


The probability density function (PDF) is a mathematical model that 
describes the probability that any random sample of a noise function, n(t), 
will lie in a certain range of values. The univariate PDF considers only the 
amplitude statistics of the noise waveform, not how it varies in time. The 
univariate PDF of the SRV, n(t), is defined as: 


_ Probability that[x<n (x+dx)| 
- dx 


p(x) (9.1) 


where x is a specific value of n taken at some time, t, and dx is a differential 
increment in x. The mathematical basis for many formal derivations and 
proofs in probability theory, the PDF has the properties: 
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v 


p(x)dx =Prob[x 2] (9.2) 
p(x)dx=Problv, x 2,| (9.3) 
p(x)dx=1=Prob[x  ] (a certainty) (9.4) 


Several PDFs are widely used as mathematical models to describe the 
amplitude characteristics of electrical and electronic circuit noise. These 
include: 


Gaussian or normal PDF (9.5) 


p(x)=1/2a, for a<x<a, and 


Rectangular PDF 9.6 
p(x) =0, forx>a ectangular (9.6) 
x x? 
p(x)= az YP Tz Rayleigh PDF (9.7) 
x? | x? 
P(x)= “> (2) Jexp > Maxwell PDE, x >0 (9.8) 


In Equation 9.5, x is the true mean or expected value of the stationary 
random variable (SRV), x, and_ 2 is the variance of the stationary random 
variable (SRV), x, described next. The true mean of a stationary ergodic noisy 
voltage can be written as a time average over all time: 


(x)=lim* x(t)at (9.9) 


0 


The mean of the SRV, x, can also be written as an expectation or probability 
average of x: 
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E{x}=  xp(x)dx = (x) (9.10) 


Similarly, the mean squared value of x can be expressed by the expectation 
or probability average of x*: 


E{o"} = vu p(v)dv= (v?) (9.11) 


The mean can be estimated by a finite average over time. For discrete data, 
this is called the sample mean, which is a statistical estimate of the true mean 
and as such has noise itself. 


x=— x(t)dt, or X= ~ x, (sample mean) (9.12) 
0 k=1 


The variance of the random noise, ,’, is defined by: 


e £ 
2 2 . 1 2 
2 =E|[x (x)| = [x (x)] p(x)dx = lim [x(t) (x)] dt (9.13) 
. 0 
It easy to show from this equation that x2 = 2+ x7,or E{x*}= 2+ E%{x}. 


Because the random noise to be considered has zero mean, the mean squared 
noise is also its variance. 

Under most conditions, it is assumed that the random noise arising in a 
biomedical measurement system has a Gaussian PDF. Many mathematical 
benefits follow this assumption; for example, the output of a linear system 
is Gaussian with variance,” given the input to be Gaussian with variance 

¢. If Gaussian noise passes through a nonlinear system, the output PDF 
generally will not be Gaussian; however, this chapter will show ways of 
describing the transformation of Gaussian input noise by a nonlinear system. 


9.2.3 The Power Density Spectrum 


A noise source can be thought of as the sum of a very large number of sine 
wave sources with different amplitudes, phases, and frequencies. Very heu- 
ristically, a power density spectrum (PDS) shows how the mean squared 
values of these sources is distributed in frequency. 
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One approach to illustrate the meaning of the PDS of the noise, n(t), 
uses the autocorrelation function (ACF) of the noise. The ACF is defined 
in the following by the continuous time integral (Aseltine, 1958): 


oi a 


R,_( )= lim n(t)n(t-+ )dt = lim n(t )n(t)dt (9.14) 


T T 


The two-sided PDS is the continuous Fourier transform (CFT) of the 
autocorrelation function of the noise: 


m( = a> Rul Je! (9.15) 


Because R,,,() is an even function, its Fourier transform, _,,,(_), is also 
an even function; stated mathematically, this means: 


ih = awh) (9.16) 


The following discussion will also consider the one-sided PDS, S,(f), 
which is related to the two-sided PDS by: 


Sf) =2 4,(2 f) for f20 (9.17) 


and 
S,(f) =0 for f <0. (9.18) 


Note that the radian frequency, , is related to the Hertz frequency simply 
by =2f. 

To see how to find the one-sided PDS experimentally, examine the 
model system shown in Figure 9.1(A). Here, a noise voltage is the input to 
an ideal low-pass filter with an adjustable cut-off frequency, f,. The output of 
the ideal low-pass filter is measured with a broadband, true RMS, AC volt- 
meter. Begin with f, = 0 and systematically increase f,, each time recording 
the square of the RMS meter reading, which is the mean squared output 
voltage, vor, of the filter. As f. is increased, v,7 increases monotonically, as 
shown in Figure 9.1(B). Because of the finite bandwidth of the noise source, 
Vor eventually reaches an upper limit, which is the total mean-squared noise 
voltage of the noise source. The plot of Yor (fe) vs. f, is called the cumulative 
mean-squared noise characteristic of the noise source. In this example, its 
units are mean-squared volts. 
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FIGURE 9.1 

(A) System for measuring the integral power spectrum (cumulative mean-squared noise char- 
acteristic) of a noise voltage source, e,(f). (B) Plot of a typical integral power spectrum. (C) Plot 
of a typical one-sided power density spectrum. See text for description. 


A simple interpretation of the one-sided noise power density spectrum, 
S,(f), is that it is the derivative, or slope, of the cumulative mean-squared 
noise characteristic curve described previously. Stated mathematically, this 
is: 


d 2 
s()= Sal), 0 f © mean squared volts/hertz (9.19) 
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A plot of a typical noise PDS is shown in Figure 9.1(C). Note that a practical 
PDS drops off to zeroasf *. 

Those first encountering the PDS concept sometimes ask why it is called 
a power density spectrum. The power concept has its origin in the consid- 
eration of noise in communication systems and has little meaning in the 
context of noise in biomedical instrumentation systems. One way to ratio- 
nalize the power term is to consider an ideal noise voltage source with a 
1-ohm load. In this case, the average power dissipated in the resistor is 
simply the total mean-squared noise voltage (P = voi /R). 

From the preceding heuristic definition of the PDS, it is possible to write 
the total mean-squared voltage in the noise voltage source as the integral of 
the one-sided PDS: 


v= Si f\ar (9.20) 


0 


The mean squared voltage in the frequency interval, (f,, f,), is found by: 


h 
o2(f, fi) = S(f)df mean squared volts (9.21) 
fi 


Often noise is specified or described using root power density spectra, 
which are simply plots of the square root of S,(f) vs. f, and have the units 
of RMS volts (or other units) per root Hertz. 

Special (ideal) PDSs are used to model or approximate portions of real 
PDSs. These include the White noise PDS and the one-over-f PDS. A white 
noise PDS is shown in Figure 9.2(A). Note that this PDS is flat; this implies 
that 


S olf) af =° (9.22) 


0 


which is clearly not realistic. A 1/f PDS is shown in Figure 9.2(B). The 1/f 
spectrum is often used to approximate the low-frequency behavior of real 
PDSs. Physical processes that generate 1/f-like noise include ionic surface 
phenomena associated with electrochemical electrodes; carbon composition 
resistors carrying direct current (metallic resistors are substantially free of 
1/f noise); and interface imperfections affecting diffusion and recombination 
phenomena in semiconductor devices. The presence of 1/f noise can present 
problems in the electronic signal conditioning systems used for low-level, 
low-frequency, and dc measurements. 
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FIGURE 9.2 

(A) A one-sided, white-noise power density spectrum. (B) A one-sided, one-over-f power 
density spectrum. Both of these spectra are idealized mathematical models. Their integrals are 
infinite. 


9.2.4 Sources of Random Noise in Signal Conditioning Systems 


Sources of random noise in signal conditioning systems can be separated 
into two major categories: noise from passive resistors and noise from semi- 
conductor circuit elements such as bipolar junction transistors, field-effect 
transistors, and diodes. In most cases, the Gaussian assumption for noise 
amplitude PDFs is valid and the noise generated can generally be assumed 
to have a white (flat) power over a major portion of its spectrum. 


9.2.4.1 Noise from Resistors 


From statistical mechanics, it can be shown that any pure resistance at some 
temperature T Kelvins will have a zero-mean broadband noise voltage asso- 
ciated with it. This noise voltage appears in series with the (noiseless) resistor 
as a Thevenin equivalent voltage source. From dc to radio frequencies where 
the resistor’s capacitance to ground and its lead inductance can no longer 
be neglected, the resistor’s noise is well modeled by a Gaussian white noise 
source. 

Noise from resistors is called thermal or Johnson noise; its one-sided white 
PDS is given by the well-known relation: 
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S,(f) = 4kTR mean squared volts /Hertz (9.23) 


where k is Boltzmann’s constant (1.380 10-*3 joule/Kelvin), T is in degrees 
Kelvin, and R is in ohms. In a given noise bandwidth, B =f, f;, the mean 
squared white noise from a resistor can be written: 


fh 
v,7(B)= S,(f)df=4kTR(f, f,)=4kTRB MSV (9.24) 
fi 


A Norton equivalent of the Thevenin Johnson noise source from a resistor 
can be formed by assuming an MS, white noise, short-circuit current source 
with PDS: 


S,(f) = 4kTG MS amps/Hz (9.25) 


This Norton noise current root spectrum, i,, RMS A/+Hz, is in parallel with 
a noiseless conductance, G = 1/R. 

The Johnson noise from several resistors connected in a network may be 
combined into a single Thevenin noise voltage source in series with a single 
noiseless equivalent resistor. Figure 9.3 illustrates some of these reductions 
for two-terminal circuits. 

It has been observed that when dc (or average) current is passed through 
a resistor, the basic Johnson noise PDS is modified by the addition of a low- 
frequency, 1/f spectral component, e.g., 


S,(f) = 4kTR + A I2/f MSV/Hz (9.26) 


where I is the average or dc component of current through the resistor and 
A is a constant that depends on the material from which the resistor is 
constructed (e.g., carbon composition, resistance wire, metal film, etc.). 

An important parameter for resistors carrying average current is the cross- 
over frequency, f,, where the 1/f PDS equals the PDS of the Johnson noise. 
f, is easily shown to be: 


f= AL?/4KTR Hz (9.27) 


It is possible to show that the f, of a noisy resistor can be reduced by using 
a resistor of the same type, but with a higher wattage or power dissipation 
rating. As an example of this principle, consider the circuit of Figure 9.4 in 
which a single resistor of R ohms, carrying a de current I, is replaced by nine 
resistors of resistance R connected in a series-parallel circuit that also carries 
the current I. The nine-resistor circuit has a net resistance, R, which dissipates 
nine times the power of the single resistor R. The noise PDS in any one of 
the nine resistors is: 
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FIGURE 9.3 
Examples of combining white Johnson noise power density spectra from pairs of resistors. In 
the resulting Thevenin models, the Thevenin resistors are noiseless. 


S,(f) =4kTR+ A(I/3) /f MSV/Hz (9.28) 


Each of the nine PDSs given by the preceding equation contributes to the 
net PDS seen at the terminals of the composite 9-W resistor. Each resistor’s 
equivalent noise voltage source “sees” a voltage divider formed by the other 
eight resistors in the composite resistor. The attenuation of each of the nine 
voltage dividers is given by 


NIE 23g (9.29) 
3R/2+3R 
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10) 
All resistors R @ T 


FIGURE 9.4 
Nine identical resistors in series parallel have the same resistance as any one resistor, and nine 
times the wattage. 


The net voltage PDS at the composite resistor’s terminals may only be 
found by superposition of MS voltages or PDSs: 


S ya)(f) = [4krR + A(I/3) flys)’ =4kTR+ AP /9f MSV/Hz. (9.30) 


J 


Thus, the composite 9-W resistor enjoys a ninefold reduction in the 1/f 
spectral energy because the dc current density through each element is 
reduced by one third. The Johnson noise PDS remains the same, however. 
It is safe to generalize that the use of high wattage resistors of a given type 
and resistance will result in reduced 1/f noise generation when the resistor 
carries dc (average) current. The cost of this noise reduction is the extra 
volume required for a high-wattage resistor and its extra expense. 


9.2.4.2 The Two-Source Noise Model for Active Devices 


Noise arising in JFETs, BJTs, and complex IC amplifiers is generally described 
by the two-noise source input model. The total noise observed at the output 
of an amplifier, given that its input terminals are short-circuited, is accounted 
for by defining an equivalent short-circuited input noise voltage, e,,,, which 
replaces the combined effect of all internal noise sources seen at the ampli- 
fier’s output under short-circuited input conditions. The amplifier, shown 
in Figure 9.5, is now considered noiseless. ¢,,, is specified by manufacturers 
for many low-noise discrete transistors and IC amplifiers. e,,, is a root PDS, 
ie., it is the square root of a one-sided PDS and is thus a function of fre- 
quency; é,, has the units of RMS volts per root Hertz. Figure 9.6 illustrates 
a plot of a typical e,,(f) vs. f for a low-noise JFET. Also shown in Figure 9.6 
is a plot of i,,(f) vs. f for the same device. 


na 
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FIGURE 9.5 
The two-noise source model for a noisy amplifier. e,,, and i,,, are root power density spectra. 
Roy is neglected. 
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FIGURE 9.6 

Plots of the e,, and i,, root power density spectra vs. f for a typical low-noise FET headstage 
amplifier. Note that e,, has a low frequency 1/+f component and ,,, does not. i,,, and é,,, increase 
at very high frequencies. 


na na 


In addition to the equivalent short-circuited input noise voltage, the mod- 
eling of the net noise characteristics of amplifiers requires the inclusion of 
an equivalent input noise current source, i,,,, aS shown in Figure 9.5. i,,(f) is 
the root PDS of the input equivalent noise current; its units are RMS amps 
per +Hertz. Note that e,,(f) and i,,(f) have flat mid-frequency portions that 
invite approximation by white noise sources. At high frequencies, both 
equivalent noise root PDSs slope upward. For discrete JFETs and BJTs, and 
IC amplifiers, e,,(f) shows a distinct 1/+f region at low frequencies. 


9.2.4.3 Noise in JFETs 


Certain selected discrete JFETs are sometimes used in the design of low-noise 
amplifier headstages for biomedical signal conditioning systems. Some JFETs 
give good low-noise performance in the audio and subaudio frequency 
regions of the spectrum; others excel in the video and radio-frequency end 
of the spectrum, giving them applications for RF oscillators, mixers, and 
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tuned amplifiers used in ultrasound applications. Amplifiers using JFET 
headstages have relatively low input dc bias currents (I; 10 pA) and high 
input resistances (>10!° _), both of which are desirable. 

Van der Ziel (1974) showed that the theoretical thermal noise generated 
in the conducting channel of a JFET can be approximated by a white, equiv- 
alent short-circuited input noise with PDS given by: 


e,. =AkT/gm=AkT/¢,,, {Ds MSV/Hz (9.31) 
DQ 

where 9,9 is the FET’s small-signal transconductance measured when V¢, = 

0 and Ip = Ings; Ings = the dc drain current measured for V., = 0 and Vp. > 

V>; and Ipg = the quiescent dc drain current at the FET’s operating point 

where V¢. = Ves. In reality, due to the presence of 1/f noise, the theoretical 

short-circuited input voltage PDS can be better modeled by: 


e,n(f) =(4kT/g,, (1+ f/f") MSV/Hz (9.32) 


The exponent n has the range 1 < 1 < 1.5 and is determined by device and 
lot. For algebraic simplicity, n is usually set equal to one. The origins of the 
1/f" effect in JFETs is poorly understood. Note that e,,, given by Equation 
9.32 is temperature dependent; heat sinking or actively cooling the JFET will 
reduce é,,,. The parameter f, used in Equation 9.32 is the corner frequency of 
the 1/f noise spectum. Depending on the device, it can range from below 
10 Hz to above 1 kHz. f, is generally quite high in RF and video frequency 
JFETs because, in this type of transistor, e¢,,,(f) dips to around 2 nV/+Hz in 
the 10°- to 10’-Hz region, which is desirable. 

JFET gates have a dc leakage or bias current, Ig, = Iz, which produces 
broadband shot noise that is superimposed on the leakage current. This noise 
component in I, is primarily due to the random occurrence of charge carriers 
that have enough energy to cross the reverse-biased gate—channel diode 
junction. The PDF of the gate current shot noise is generally assumed to be 
Gaussian and its PDS is approximated by: 


ing? = 2 q Ig, MSA/Hz (9.33) 
where g = 1.602 10°” C (electron charge) and I; is the dc gate leakage 
current in amperes. I,; is typically about 2 pA, soi,,, is about 1.8 fA RMS/+Hz 


in the flat mid-range of i,,(f). Like @,0(f), tna(f) shows a 1/f characteristic at 
low frequencies, which can be modeled by: 


ina(f) =2q1,(1+f/f.) MSA/Hz (9.34) 


where f,, is the current noise corner frequency. 
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FIGURE 9.7 
(A) A simple, grounded emitter BJT amplifier relevant to noise calculations. (B) The noise 
equivalent circuit for the BJT amplifier. 


For some transistors, the measured e,,,(f) and i,,(f) have been found to be 
greater than the predicted, theoretical values; in other cases, they have been 
found to be less. No doubt the causes for these discrepancies lie in the 
oversimplifications used in their derivations. Note that MOSFETs have no 
gate—drain diode and thus do not have a 1/f component in their 7,5. 


9.2.4.4 Noise in BJTs 


The values of e,,, and i,,, associated with bipolar junction transistor amplifiers 
depend strongly on the device’s quiescent de operating (Q) point because 
there are shot noise components superimposed on the quiescent base and 
collector currents. A mid-frequency, small-signal model of a simple 
grounded-emitter BJT amplifier is shown in Figure 9.7(B). In this circuit, 
negligible noise from R,, the voltage-controlled current source, g,,, V;., and 
the small-signal base input resistance, r , is assumed. The shot noise PDSs 


are: 


ig? = 2 q lpg MSA/Hz (9.35) 
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in2=2q Igo MSA/Hz (9.36) 


where = /h,, is the BJT’s small-signal forward current gain evaluated at the 
BJT’s quiescent operating (Q) point. In this example, it is algebraically sim- 
pler not to find the equivalent input e,,, and i,,,, but to work directly with the 
two white shot noise sources in the mid-frequency, hybrid pi small-signal 
model. It can be shown (Northrop, 1990) that the total output noise voltage 
PDS is given by: 


2 ; > 
Svo(f) = 4kTR, +2q(Inq/ )( Pa el R,) + 29 Tyg Ro( R,) 


5 MSV/Hz 
(Ve [ag +1) (0.37) 


where it is clear that r is approximated by V7/Igo, R, = r, + R, and the 
Johnson noise from R, is neglected because it is numerically small compared 
to the other terms. 

It is easy to show (Northrop, 1990) that the mean squared output signal 
can be written as 


02 =02( R,) B/(V_/Iyg +t.) MSV (9.38) 


Thus, the MS signal-to-noise ratio at the amplifier output can be written: 


v2 /B 


SNR, = 
°AKTR, + 24lgoR.? +24(Lag/ \(Vr/Tog +R.) 


(9.39) 


where B is the specified equivalent (Hz) noise bandwidth for the system. 
The SNRo given by the preceding equation has a maximum for some non- 
negative Ipoyax- The Igguax that will give this maximum can be found by 
differentiating the denominator of Equation 9.39 and setting the derivative 
equal to zero. This gives: 


Tyqqax = Vr / (R, q 1) DC amperes (9.40) 


What should be remembered from the preceding exercise is that the best 
noise performance for BJT amplifiers is a function of quiescent biasing con- 
ditions (Q-point). Often these conditions must be found experimentally 
when working at high frequencies. Although individual BJT amplifiers may 
best be modeled for noise analysis with the two shot-noise current sources, 
it is more customary when describing complex BJT IC amplifier noise per- 
formance to use the more general and more easily used e,,, and i,,, two-source 
model parameterized for a given BJT Q-point. 
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FIGURE 9.8 
Two cascaded linear systems through which Gaussian noise is propagating. 


9.3. Propagation of Noise through LTI Filters 


In a formal rigorous treatment of noise in linear systems, it is possible to 
show that the PDF of the output of a linear system is Gaussian, given a 
Gaussian noise input. In addition, it can be shown rigorously (James et al., 
1947) that the PDS of the system’s output noise is given by 


5,(f)=S,(f)|H(72 f)) MS units/Hz (9.41) 


This is the scalar product of the positive-real input PDS and the magnitude 
squared of the LTI system’s transfer function. This relation can be extended 
to include two or more cascaded systems, as shown in Figure 9.8. 


S,(f)=5,(f)H(j2_ fl G(i2_f)/) MSV/Hz (9.42) 


or 


s,(f)=S,(f)H(j2 f)G(i2_f)/) MSv/Hz (9.43) 


If white noise with a PDS, S.(f) = MSV /Hzis the input to a linear system, 
then the output PDS is simply: 


S(f)= |H(j2 f) MSV/Hz (9.44) 


The total mean-squared output noise of this system is given by: 


Ze eae H(j2_ f) df MSV (9.45) 


on 


0 
For transfer functions with one more finite poles than zeros, the right-hand 


integral of Equation 9.45 may be shown to be the product of the transfer 
function’s low-frequency or mid-band gain squared times the filter’s equivalent 
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TABLE 9.1 
Gain?-Bandwidth Products for Some Common Filter Transfer Functions 
Transfer Function? Gain? Bandwidth? Filter Type 
K, K? = Low pass; one real-pole 
s +1 4 
2 K kK? Low pass; two real poles 
(s i t1(s +1) * 4(,4+ ) 
3 Ky K? — Low pass; underdamped quadratic 
© s?/ 2452 / 41 > 8 pass, peed 
4. _ SK(2/ 4) Ke ) Underdamped quadratic band pass 
v/ *+s52 / +1 we 
s 1K, 2 1 ; 
66 a Overdamped quadratic band pass 
(s ,+A)(s .+1) 4 (ito) 3) 
a H(s) 
b’ Hz 


Hertz noise bandwidth. Thus, the filter’s gain-squared bandwidth product is 
given by: 


GAIN*BW= |H(2 fi) df (9.46) 
0 


Gain?-bandwidth integrals have been evaluated for a number of transfer 
functions using complex variable theory (James et al., 1947). Table 9.1 gives 
the gain?-bandwidth integrals for five common transfer functions. Note that 
the equivalent noise bandwidths (in brackets in each case) are in Hertz, not 
radians/second. Also note the absence of any 2 factors in these expressions. 
Gain*-bandwidth integrals are used to estimate the total MS output noise 
from amplifiers with (approximate) white noise input sources and are thus 
useful in calculating output signal-to-noise ratios. 


a 


9.4 Noise Factor and Figure of Amplifiers 
9.4.1. Broadband Noise Factor and Noise Figure of Amplifiers 


An amplifier’s noise factor, F, is defined as the ratio of the mean-squared 
signal-to-noise ratio at the amplifier’s input to the MS signal-to-noise ratio 
at the amplifier’s output. Because a real amplifier is noisy and adds noise 
to the signal as well as amplifying it, the output signal-to-noise ratio (SNR,) 
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FIGURE 9.9 
The simple two-noise source model for a noisy VCVS. 


is always less than the input signal-to-noise ratio (SNR,); thus, the noise 
factor is always greater than one for a noisy amplifier. F is a figure of merit 
for an amplifier — the closer to unity the better. 


SNR, 
F= > al 9.47 
SNR, ~ en) 
The noise figure is defined as: 
NF = 10 log (F) (decibels dB) (9.48) 


when the SNRs are in terms of mean squared quantities. The closer NF is to 
zero, the quieter the amplifier is. 

Figure 9.9 illustrates a simple two-noise source model for a noisy amplifier. 
Here it is assumed the spectrums of e,,, and i,,, are white and that R, > R,. 
The MS input signal is S; = v?, so the MS output signal is S, = K,? v2, where 
K,/ is the amplifier’s mid-band gain squared. The MS input noise is simply 
that associated with v, (here set to zero) plus the Johnson noise from the 
source resistance, R,, in a specified Hertz noise bandwidth, B. It is: 


N, = 4kTR, B MSV (9.49) 


The mean-squared noise at the amplifier’s output, N,, is composed of three 
components: one from the R, Johnson noise and two from the equivalent 
noise sources. N, can be written as the sum of MS voltages: 


N,=(4kTR, +e, +i2R2) |H(j2 f af 
, (9.50) 


=(4kTR, +0, +12 R?)K? B MSV 


Using the definition for F, the noise factor for the simple noisy amplifier 
model can be written as: 
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2 °2p2 
F=1+ ena tha R; 


9.51 
AKTR, yen) 


Note that this expression for F contains no bandwidth terms; they cancel 
out. When the NF is given for an amplifier, R, must be specified, as well as 
the Hertz bandwidth, B, over which the noise is measured. The temperature 
should also be specified, although common practice usually sets T at 298 K 
(25°C). 

For practical amplifiers, NF and F are functions of frequency because e,,, and 
ing are functions of frequency (see Figure 9.6). For a given R,, F tends to rise 
at low frequencies due to the 1/f components in the equivalent input noise 
sources. F also increases at high frequencies — again, due to the high-fre- 
quency increases in é,,, and i,,,. Often, one is interested in the noise performance 
of an amplifier in low or high frequencies in which the NF and F are not 
minimum. To examine the detailed noise performance of an amplifier at low 
and high frequencies, use the spot noise figure (described next). 


nat 


9.4.2 Spot Noise Factor and Figure 


Spot noise measurements are made through a narrow band-pass filter in 
order to evaluate an amplifier’s noise performance in a certain narrow fre- 
quency range, particularly where e,,(f) and i,,(f) are not constant, such as 
the 1/f range. Figure 9.10 illustrates a set of spot noise figure (SNF) contours 
for a commercial low-noise preamplifier with applications at audio frequen- 
cies. Note the area in {R,,f} space at which the spot noise figure is aminimum. 
For best noise performance, the Thevenin resistance of the source, R,, should 
lie in the range of minimum SNF and the input signal’s PDS should contain 
most of its energy in the range of frequencies at which the SNF is minimum. 

A system for determining an amplifier’s spot noise figure is shown in 
Figure 9.11. An adjustable white noise voltage source is used at the ampli- 
fier’s input. Note that the output resistance of the white noise source plus 
some external resistance must add up to R,, the specified Thevenin equiva- 
lent input resistance. The system is used as follows: first, the band-pass filter 
(BPF) is set to the desired center frequency, f,, around which the amplifier’s 
noise performance is to be characterized. Then the white noise generator is 
set to ey = 0. Assume that the total mean squared noise at the system output 
under these conditions can be written as: 


N,(f) =[4kTR, +e,2 (f.) +i2 (F)R?] Ky By MSV (9.52) 


na na 


where @,,,(f,) is the value of ¢,,, at the center frequency; f., B; is the equivalent 
noise bandwidth of the BPF; and K,, is the combined gain of the amplifier 
under measurement at f,, the BPF at f,, and the postamplifier. Ky can be 
written: 
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FIGURE 9.10 


Curves of constant spot noise figure (SNF) for a typical commercial low-noise amplifier. Note 
the region in R.-f space at which the SNF is minimum (optimum). 
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FIGURE 9.11 
A test circuit for measuring an amplifier’s SNF. 
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Ky= HG 2 f.) IK; K, (9.53) 


In the second step, the white noise source is made nonzero and adjusted 
so that the true RMS meter reads +2 higher than in the first case with ey = 
0. The MS output voltage can now be written: 


N,(f.) =2N,(f.) = 2[4kTR, +e,2(f.)+i2(f)R?]K2B, 


_ (9.54) 
= |e +4KTR, +6,2(f)+i2(£)R2]K? B, 
Under this condition, it is evident that 
e2 =AkTR, +e2(f)+i2(f)R? (9.55) 
so: 
[e2(f)+i2(F)R?]= lex 4kTR,| (9.56) 


If the left-hand side of this equation is substituted into Equation 9.51 for the 
noise factor, F, 


Foe = &7 /(4KTR,) (9.57) 


S| 


Note that this simple expression for the SNF does not contain specific 
terms for the band-pass filter’s center frequency, f,, or its Hertz noise band- 
width, B;. Note that these parameters must be specified when giving F,,,, for 
an amplifier. F,,,, is actually calculated by setting f, and R,, then determining 
the ex value that doubles the mean squared output noise. This value of e, is 
then divided by the calculated white noise spectrum from the resistor R,. 

It is also possible to measure F,,,, using a sinusoidal source of frequency 
f,, instead of the calibrated white noise source, eéy. See the home problems at 
the end of this chapter for a detailed treatment of this method. 


9.4.3. Transformer Optimization of Amplifier NF and Output SNR 


Figure 9.10 illustrates that, for a given set of internal biasing conditions, a 
given amplifier will have an optimum operating region in which NF,,,; is a 
minimum in R,f.-space. In some practical instances, the input transducer to 
which the amplifier is connected has an R, far smaller than the R, giving the 
lowest NF,,., on the amplifier’s spot NF contours. Consequently, the signal 
conditioning system (i.e., transducer and amplifier) is not operating to give 
the lowest NF or the highest output SNR. 
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FIGURE 9.12 
Use of an ideal transformer in an amplifier’s input circuit to maximize the output MS signal- 
to-noise ratio, as well as minimize the SNF, given the optimum turns ratio. 


One way of improving the output SNR is to couple the input transducer 
to the amplifier through a low-noise, low-loss transformer, as shown in 
Figure 9.12. Such coupling, of course, presumes that the signal coming from 
the transducer is ac and not dc, for obvious reasons. (A practical transformer 
is a band-pass device that loses efficiency at low and high frequencies, thus 
limiting the range of frequencies over which output SNR can be maximized.) 

The output MS SNR can be calculated for the circuit of Figure 9.12 as 
follows: the MS input signal is simply v?. In the case of a sinusoidal input, 
it is well known that vo? = V,2/2 MSV, where V, is the peak value of the 
sinusoid. The MS signal at the output is: 


S,=02n? K? (9.58) 


where 1 is the transformer’s secondary-to-primary turns ratio and Ky is the 
amplifier’s mid-band gain. 

The transformer is assumed to be ideal (and noiseless). In practice, trans- 
former windings have finite resistance and thus make Johnson noise; their 
magnetic cores contribute Barkhausen noise to their outputs. (Barkhausen 
noise arises from the small transient voltages induced on the transformer 
winding when magnetic domains in the transformer’s ferromagnetic core 
flip direction as the magnetizing field, H, varies in time. Domain flipping is 
effectively random at low |H) values.) 

The ideal transformer, besides having infinite frequency response, is also 
lossless and noiseless. From this latter assumption, it is easy to show that 
the amplifier “sees” a transformed Thevenin equivalent circuit of the input 
transducer with an open-circuit voltage of n v,(f) and a Thevenin resistance 
of n? R, (Northrop, 1990). Thus, the mean squared output noise of the trans- 
former-input amplifier can be written 


N, = n?4KTR,+e2 +i,2(n?R,) K?BMSV (9.59) 
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and the output SNR is: 


0; /B 


SNR. = 
°  AKTR, +e? /n? +i2n?R? 


(9.60) 


The SNR, clearly has a maximum with respect to the turns ratio, n. (It can 
be shown that F is minimum when n = n,, so SNR, is maximum (Northrop, 
1997). If the denominator of Equation 9.60 is differentiated with respect to 
r’ and set equal to zero, an optimum turns ratio, 11,, exists that will maximize 
SNR,. 11, is given by: 


1, = 1|€na/ (ines) (9.61) 


If the noiseless (ideal) transformer is given the turns ratio of n,, then it is 
easy to show that the maximum output SNR is given by: 


___ vB 
Omax  AKTR, +2e,,1,,R 


na na Ss 


SNR 


(9.62) 


The general effect of transformer SNR maximization on the system’s noise 
figure contours is to shift the locus of minimum NF,,,, to a lower range of 
R, no obvious shift occurs along the f, axis. Also, the minimum NF,,,, is 
higher with a real transformer because a practical transformer is noisy, as 
discussed earlier. As a rule of thumb, using a transformer to improve output 
SNR and reduce NF,,,; is justified if (@,,7 + ty” Ro) > 20 Cra ing R in the range 
of frequencies of interest (Northrop, 1990). 


9.5 Cascaded Noisy Amplifiers 
9.5.1. Introduction 


To achieve the required high gain required for certain biomedical signal 
conditioning applications, it is often necessary to place several IC gain stages 
in series. A natural question to ask is whether all the component IC gain 
stages need to be low noise in the low-noise amplifier design. The good news 
is that as long as the headstage (input, or first stage) is low noise and has a 
gain magnitude of 210, the remaining gain stages do not need to be low noise 
in design. The headstage’s noise sets the noise performance of the complete 
signal conditioning amplifier. 
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FIGURE 9.13 
Three cascaded noisy amplifiers. 


9.5.2 The SNR of Cascaded Noisy Amplifiers 


Figure 9.13 illustrates three cascaded amplifier stages. The amplifier’s overall 
gain is Ky = Ky, Ky Ky;. The first stage has a white, short-circuit voltage, 
root power spectrum of @,,, RMSV/+Hz and an input current noise root 
power spectrum of i,,,,; RMS V /+Hz. The other two stages have voltage noises 
of 92 AN e,,3, respectively, and zero current noises. (It can be assumed that 
the current noises are zero because the output resistance of the previous 
stages is assumed to be very low, so that tio Roy K Cao, ANA tyg3 Roy K Cras+) 
Assume a sinusoidal input signal, v,(f) = V, sin(2 ff); thus, the MS input 
voltage is V.2/2. The MS output voltage is simply v3, = (V.2/2)(Ky:Ky2Kys)?. 
The total MS noise output voltage is the sum of the MS noise components 
from the noise sources: 05,7 = [€nq1?7 + nat ](KyiKyoKys)* + nao? (Ky2Kys)* + 
€3- (Ky3)*. The output MS signal-to-noise ratio can now be examined for the 
three-stage amplifier: 


(V/V aKaKes) 


V1 V2 *V3 


ile 1 +i,2, RP |(K KyK J +e,2(K K J +6,2(Kys) }B 


nal nal” *s Vl V2 *V3 V2-°V3 


SNR, = 


(V.?/2)/B (v.?/2)/B 


SNR, = 2,72p2 2 2 2 2 2452 R? 
lea ta Re ]+€na2 [Ky + oi Rois) lee Lia “Ss 


(9.63) 


Thus, the SNR, of the three-stage cascaded amplifier is set by the headstage 
alone, as long as the headstage gain |Ky,| > 10. 

What if the headstage is of necessity a source or emitter follower with 
near-unity gain? If the preceding equation is examined, it can be seen that 
it reduces to a lower value for Ky, 1, e.¢., 


(v,7/2)/B 


SNR, 2472 p2 2 2 2 
lea + Chal R: | + ena? + €,/ (Kya) 


(9.64) 
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FIGURE 9.14 
Equivalent input circuit for a noisy differential amplifier. In this model, both input transistors 
make noise. 


Now the second stage’s voltage noise, é,,,., becomes important and Ky, that 
should be >10; the first and the second stages must use low-noise amplifiers. 


9.6 Noise in Differential Amplifiers 
9.6.1. Introduction 


As Chapter 3 discussed, the headstage of a differential amplifier contains 
two active elements (BJTs, JFETs, or MOSFETs) and thus two, independent, 
uncorrelated sources of e,, and i,,. The equivalent input circuit of a DA is 
shown in Figure 9.14. To simplify analysis, the two amplifier input resis- 
tances that appear in parallel with the i,,s have been set to infinity (i.e., 
omitted) because R, < R,,,. All the noise sources are assumed to be white, 
Cna = Cnn RMSV/+Hz, and ing = tng RMSA/+Hz, although certainly e,,,(t) # 
Cnq (E) and i,,,(f) # tng (£), except very rarely. Recall that, for a DA, 


0, = Apvig + AcVie (9.65) 
where Ap is the scalar difference-mode gain; Ac is the scalar common-mode 
gain; v;, is the difference-mode input signal; and v,, is the common-mode 


input signal. By definition: 


Vig = (0; 0; )/2 (9.66A) 
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0; = (vu, + 0; )/2 (9.66B) 


Also recall that the common-mode rejection ratio for the simple DA could 
be expressed as: 


CMRR = Ap/A- (9.67) 


Under normal operating conditions, |Ap| > |Ac| and CMRR > 1. 


9.6.2 Calculation of the SNR of the DA 


Referring to Figure 9.14, the DA noise model circuit has six independent, 
uncorrelated noise sources. Thus the total noise PDS at the v; node can be 
written: 


Suni = Ong? + in2R2 + 4KTR, MSV/Hz (9.68) 


Similarly, the total noise PDS at the v; node is: 


Sup = One + in2 RZ + 4kKTR, MSV/Hz (9.69) 


ni na 


To find the MS SNR, of the noisy DA, assume that the input signal is pure 
DM. Thus 2,, = 0, 0,4 = v,, and v2, = Ap” v2 MSV. To find the MS noise output, 


set v, = v, = 0 and consider that the six noise sources add in quadrature (in 
an MS sense). First, note that in the time domain: 


vAt) = C,g(t) + ing(t)Rs + Cnrs(t) V (9.70) 
and 


0; (E) = ng (t) + Ung (ERs + Cnrs (E) V (9.71) 


Now expand and square Equation 9.65 for the amplifier output: 


2 2 
v, 20.U.+0. 

2 2 
v,,(t) = Ap fh 


2 
Vv. Uv. U.+U, 9 VU; +200, 4 
Ll id Ll 1 l Lae | 
+2A,Ac 5 5 +Aé +u 


(9.72) 


When the expressions for v,(t) and 9; (f) from Equation 9.70 and Equation 
9.71 are substituted into Equation 9.72 and the expectation or mean is taken, 
cross terms between v,; and v; vanish because of statistical independence and 
no correlation. Also, the means of self-cross terms such as @,,, (i,,, R, ) also 
vanish for the same reasons. Recall that because the DA is symmetrical, ¢,,, = 
Cng RMSV/+HZ, tng = ing RMSA/+Hz and R, = R,. After some algebra that 
will not be reproduced here, the MS output noise is given by: 
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se AZ AZ 
a = OEE (6,2 +i °R? +4kTR)B MSV (9.73) 


na Ss 


B is the Hertz noise bandwidth of the DA acting on the white PDSs. Now 
the MS output SNR of the DA for a pure DM input is easily found to be: 


: 20,;/B 
° (1+ CMRR *)(e,2 +1,2R? + 4kTR,) 


na na Ss 


SNR (9.74) 


Note that CMRR * < 1 and is negligible. The 2 in the numerator is real, 
however, and illustrates the advantage of using a DA with pure DM signals. 


Dr 


9.7 Effect of Feedback on Noise 
9.7.1. Introduction 


Chapter 4 and Chapter 5 showed that negative voltage feedback (NVFB), 
correctly applied, has many important beneficial effects in signal condition- 
ing. These include but are not limited to reduction of harmonic distortion, 
extension of bandwidth, and reduction of output impedance. A common 
misconception is that negative voltage feedback also acts to improve output 
SNR and reduce the NF. It will be shown next that NVFB has quite the 
opposite effect: it reduces the output SNR and increases the NF. 


9.7.2 Calculation of SNR, of an Amplifier with NVFB 


Figure 9.15 illustrates a noisy differential amplifier with NVFB applied 
through a voltage divider to the inverting input. To simplify calculations, 
assume that the DA has a finite difference-mode gain, Ap, and an infinite 
CMRR,ie., Ac 0. Also, neglect the input voltages produced by the current 
noise sources. The DA’s output is given by: 


0%=Ap(o; 4%) (9.75) 


The noninverting input node signal voltage is v; = v, The inverting input 
node voltage is: 


=v (9.76) 


© 2004 by CRC Press LLC 


358 Analysis and Application of Analog Electronic Circuits 


Rs@T 
AVA, 
“® 
Vo 
Le ° 
Rie@T Rr@T 
AVA, AVA, 


FIGURE 9.15 
Circuit model for a DA with negative voltage feedback. The i,,,s are neglected. 


When the expressions for v; and v; are substituted into Equation 9.75, v, 
is found to be: 


v,= ~~ (9.77) 
The mean-squared output signal voltage is thus: 


= 2 
2 2, Ap 


“(14+ A,) 


s] 
lI 
a 


(9.78) 


When considering the noises, v, is set to zero and, for the time signals: 
o= Ape, +€,, {2 + Oe el Je,.}| (9.79) 
The preceding equation is solved for 2,(t): 
a, (1 + A,) i Aplemn + ens ena eng (1 Jes] (9.80) 


Note that = R,/(R, + R;) and é,, = é,, Statistically but not necessarily in 
the time domain; é,,., €,,, and e,,= the thermal noise voltages from R, R,, and 
R, respectively — all at Kelvin temperature T. One can now write the 
expression for the mean squared v, over the noise Hertz bandwidth B: 
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v2 = epee +4KTR,+ 74KTR,+(1 )4KTR,|B (9.81) 
(1+ A, 


The MS signal-to-noise ratio of the feedback amplifier is found by taking 
the ratio of Equation 9.78 to Equation 9.81: 


SNR, = 0, [B . (9.82) 
2e2+4kT[R,+ *R.+(1 JR] 


It is left as an exercise for the reader to show that, in the absence of feedback 
(no feedback resistors at all), the output SNR is: 


v; 02 /B 
SNR, = 9.83 
m2 e. + 4kTR, ( ) 


Note that the presence of the feedback voltage divider resistors adds noise 
to the output and gives a lower SNR,. Contemplate the effect of applying 
feedback through a purely capacitive voltage divider. Capacitors do not 
generate thermal noise. 


9.8 Examples of Noise-Limited Resolution of Certain Signal 
Conditioning Systems 


9.8.1 Introduction 


In following examples, assume that the stationary sources of noise (resistor 
thermal noise, amplifier e,,, and i,,,) are statistically independent, are uncor- 
related, have white spectra in the range of frequencies of interest, and are 
added in the MS sense as PDSs are. Aside from their short-circuit input 
voltage noise, é,,,, the op amps are assumed to be ideal. 


9.8.2 Calculation of the Minimum Resolvable AC Input Voltage to a Noisy 
Op Amp 


Figure 9.16 illustrates a simple inverting op amp circuit with a sinusoidal 
input. Assume that /,,, Rp <e,, and thus i,,, produces negligible noise at the 
amplifier output and is deleted from the model. Only amplifier e,,, and 
resistor Johnson noise contribute to the amplifier’s noise output. The mean- 


squared signal output is given by: 


na 
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Rr @T 


FIGURE 9.16 
A simple inverting op amp circuit with a sinusoidal voltage input. White thermal noise is 
assumed to come from the two resistors and also from the op amp’s e 


na* 


0, =(V2/2\( Re/R,) (9.84) 


The noise voltages in this circuit are all conditioned by different gains: e,,, 
is the thermal noise from R,; it is conditioned by the same gain as v,, i.e., 
(-R;/R,). Because the summing junction is at 0 V due to the ideal op amp 
assumption, the thermal noise in R,;, é,,, is seen at the output as simply e,,¢ 
(a gain of unity). Again, the gain for e,,, is found by assuming v; = 0. The 
voltage at the R,-R; node thus must be e,,; therefore, the voltage divider 
ratio gives v, = é,, (1 + R;-/R,). Note that these three gains are derived 
assuming €,,, €,, and e,, are voltages varying in time. When the MS noise at 
the output is examined, the gains must be squared. 

Using the principles described previously, the total MS noise at the op amp 
output is: 


0,2 ={4KTR,(R,/R,) +4KTR, +e,2(1+R,/R,),}B 


Note that the equivalent noise bandwidth, B, must be used to effectively 
integrate the white output PDS, giving MSV. The MS SNR, of the amplifier 
is thus: 


(V2 /2)( Re /R,Y 
{4rR| R,/R,) +4kTR, +6,2 [1 +2R, /R, +(R, R)']} B 


SNR, = (9.86) 


SNR, = (Vs'/2)/B (9.87) 
: {4kTR, +4KTR,(R,/R,) +e, [1 +2R,./R, +(R, IR) |, ir.) } 
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(ve /2)/B 


{4kTR, +4kT(R?/R,) +e,2 [(R R,/R-) +2R,/R; +1] 


SNR, = (9.88) 


(vs /2)/B 


SNR, = 
{4kTR, (1+ R,/R; )+e,2[1+( R,/Ry T} 


(9.89) 


To maximize Equation 9.89 for SNR,, it is clear that R,/R; must be small 
or, equivalently, that the amplifier’s signal gain magnitude, R,/R,, must be 
large. This is an unusual result because it says the SNR, is gain dependent. 
Most SNR; to be calculated are independent of gain. 

Equation 9.89 can be solved for the minimum V, to give a specified SNR,. 
For example, let the required MS SNR, be set to 3; 4kT = 1.656 10 7°, R, = 
1k; Rp = 10k; e,,, = 10 nVRMS/+Hz; and B = 1000 Hz. The source frequency 
is 10 kHz and lies in the center of B. The minimum peak sinusoidal voltage, 
V,, is found to be 0.914 V. 


9.8.3 Calculation of the Minimum Resolvable AC Input Signal to Obtain 
a Specified SNR, in a Transformer-Coupled Amplifier 


Figure 9.17 illustrates an op amp circuit used to condition an extremely small 
AC signal from a low impedance source. An impedance-matching trans- 
former is used because Rg is much less than Rego. = @ig/ tn, Ohms. Assume that 
the op amp is ideal except for e,, and i,,. The summing junction of the op 
amp, looking into the transformer’s secondary winding, can be shown to 


TOMBE 30 


ae X fmr 


Rr@T 


FIGURE 9.17 
Circuit showing the use of an ideal impedance-matching transformer to maximize the output 
SNR. R, and R; are assumed to make thermal white noise; e,,, and i,,, are assumed to have white 


spectra. An ideal unity gain BPF is used to limit output noise msv. 
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“see” an input Thevenin equivalent circuit with an open-circuit voltage of 
n v, and a Thevenin resistance of n? R,; (Northrop, 1990). Thus, the output 
voltage due to the signal is v,, = n v, | R;/n* R,] and the MS signal is: 


v,2=07[R,/nR,] MSV (9.90) 


The op amp’s output is filtered by an (ideal) band-pass filter with peak 
gain = 1 and noise bandwidth, B, Hertz centered at f,, the signal frequency. 
The filter is used to restrict the noise power at the output while passing the 
signal. 

Finding the output noise is somewhat more complicated. The gain for @,,., 
the thermal noise from Rg, is the same as for 7,, i.e., [Rr/n?R, ]. The gain for 
i,r, the thermal noise from R;, is 1. The gain (transresistance) for i, is Rp. The 
gain for e,, can be shown to be [1 + R-/(n*R;)] (Northrop, 1990). By using 
the superposition of mean-squared voltages, the total noise MS output volt- 
age can be written: 


nl na ~ ~F 


<1 2 
v= e2 [i+R, /(wR.)| +i,2R2 +4kTR, +4kTR,[R,/nR,| B MSV (9.91) 
The output SNR is easily written: 


_ 0; /B 
AKTR, +¢,2[nR,/Rp +1/n] +i,2R2 n? + 4kTR,[nR, /Re| 


na 


SNR 


oO 


> (9.92) 


The denominator of Equation 9.92 has a minimum for some non-negative 
transformer turns ratio, n,; thus, SNR, is maximum for n = n,. To find n,, 
differentiate the denominator with respect to n” and set the derivative equal 
to zero, then solve for 1,. 


d 


ne 


0 {4kTR, +e,2[nR,/R, +1/n] +i,2R3n? +4kTR,[nR, Ry } (9.93) 


O=0,2[R./Rp] +ea[ 1/n{]+i,2 R3+4kTR,[Ro/Rp] (9.94) 
a 
n, _ (nal Rs (9.95) 


{(e2/Re)' +4KTR, + ia} 
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Now calculate the turns ratio, n,, that will maximize SNR,. Define the 
parameters: e,,, = 3 nVRMS/+Hz (white); i,,, = 0.4 pARMS/+Hz (white); R; 
= 10¢ ohms; R, = 10 ohms; 4kT = 1.656 10 7°; and B = 10° Hz. Using Equation 
9.95, n, = 14.73 (the secondary-to-primary ratio does not need to be an 
integer). Using n, = 14.73, the desirable MS SNR, = 3; substitute the preceding 
numerical values into Equation 9.92 and solve for the v, RMS required: v, = 
28.3 nVRMS. If no transformer is used (equivalent to n = 1 in Equation 9.92), 
v, = 166 nVRMS is needed for the MS SNR, = 3. 


9.8.4 The Effect of Capacitance Neutralization on the SNR, 
of an Electrometer Amplifier Used for Glass Micropipette 
Intracellular Recording 


Measurement of the transmembrane potential of neurons, muscle cells, 
and other cells is generally done with hollow glass micropipettes filled with 
a conductive electrolyte solution such as 3M KC] (Lavallée et al., 1969). In 
order for the glass micropipette electrode to penetrate the cell membrane, 
the tips are drawn down to diameters of the order of 0.5 m; the small 
diameter tips give micropipettes their high series resistance, R . Figure 9.18 
illustrates a simplified lumped-parameter model for a glass microelectrode 
with its tip in a cell. R is on the order of 50 to 500 megohms. C;, is the 
equivalent lumped shunt capacitance across the electrode’s tip glass; it is on 
the order of single picofarads. 

The electrometer amplifier (EA) used to condition signals recorded intra- 
cellularly with a glass micropipette microelectrode is direct-coupled, has a 
low noninverting gain between 2 and 5, and is characterized by its extremely 
high input impedance (approximately 10 _) and very low dc bias current 
(approximately 100 fA). The latter two properties are necessary because the 


Ru@T p\at faa 
WW 
oo 
+ 
"A a in| 
Cy + Cin 


FIGURE 9.18 

Circuit used to model noise in a capacity-neutralized electrometer amplifier supplied by a glass 
micropipette electrode. Only white thermal noise from the microelectrode’s internal resistance 
is considered along with the white noises, e,, and i,,. 


na 
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Thevenin source resistance of the microelectrode is so high and, for practical 
reasons, negligible dc bias current should flow through it to prevent ion drift 
at the tip. For all practical purposes, the EA can be treated as a noisy but 
otherwise ideal voltage amplifier. The so-called capacitive neutralization is 
accomplished by positive feedback applied though the variable capacitor, Cy. 

The transfer functions for the biosignal, V,, and the amplifier noises, ¢,,, 
and i,,,, will now be found. Assume the EA’s gain is +3. To do this, first write 
the node equation for the v, node in terms of the Laplace variable, s: 


V,1G 42C, #sCq BV.8Ce=V.C (9.96) 


Equation 9.96 can be solved for V;: 


V, 
v= : 9.97 
+ 1+sR (C, 2C,) vn 

Thus, 
ae (9.98) 


Vi= 
° 1+sR(C, 2Cy) 


Note that, in this simple case, when Cy is made C;/2, the amplifier’s time 
constant 0, thus the break frequency f, = 1/2 e and V, = 3V,,. 
Now consider the transfer function for the EA’s current noise, j,,,' 


ViIG +8(Cp+Cy)] 3ViCy = tng (9.99) 
This node equation leads to the transfer impedance: 


3R 
Vi = (9.100) 
i 1+sR (ic 2¢.;) 


na 


Now find the transfer function for e,,,. Again, write a node equation: 
V,[G +s(Cp+Cy)] 3V,Cy = 0 (9.101) 


Note that when V, = V,_ @,,, is substituted into Equation 9.101, it is possible 
to solve for the transfer function: 


V, _3[1+sR (C,+Cy)| 
e 1+sR ie 2c 


na 


(9.102) 


In summary, when Cy = C,/2, the amplifier is neutralized and the noise 
gains are: 
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V,=3e, (e, is the thermal noise from R .) (9.103A) 
V,=3R ing (9.103B) 
V, = Cn 3[1 + sR (3C;/2)] (9.103C) 


The total MS noise output of the C-neut. amp is found by superposition 
of the three mean-squared noise components: 


B 
N, ={9(4KTR )+9R*i,2}B+ 9e 


0 


1+ j2 fR (3C, /2) af MSV (9.104A) 


2 
na 


N, = {(akTR )+R7i2 +e “}9B+9e,2 (B°/3)[2 R (3C, /2)) MSV (9.104B) 


na 


The fourth term in Equation 9.104B represents excess noise introduced by 
the positive feedback through the neutralizing capacitor. B is the Hertz noise 
bandwidth of the unity-gain ideal low-pass filter used to limit the output 
noise. Calculating the RMS output noise of the neutralized amplifier: the 
parameters are amplifier gain = 3; e,, = 35 nV RMS/+Hz (white); i, = 1.1 
10 © A RMS/+Hz (white); R =108 ;C,;=5 pF; 4kT = 1.656 10”; and B = 
5E3 Hz. When substituted into Equation 9.104B, v,, = 2.915 104 V RMS, 
or about 0.3 mV RMS. The corner frequency for the output noise due to e 
under conditions of neutralization is: 


na 


f.=¥|2 R (3C,/2)] Hz (9.105) 


Numerically, this is 212 Hz. 
Finally, the SNR, of the neutralized amplifier can be written: 


vy 


= ~ f{(aere )+R7i,2+e,2}B +6,2(B*/3)|2 R (3C, /2)) 


oO 


(9.106) 


As a final exercise, find the RMS V, required to give an MS SNR, = 9. 
Substituting the preceding numerical values, V, = 8.75 104 V RMS. 


9.8.5 Calculation of the Smallest Resolvable R/R in aWheatstone Bridge 
Determined by Noise 


9.8.5.1 Introduction 


The Wheatstone bridge is typically associated with the precision measure- 
ment of resistance. However, this simple ubiquitous circuit is used as an 
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QBPF 


j@(2C/an) Vo 


(jos)” lean’ + jea2C/on) + 1 


vs(t) = V5 sin(an t) 


FIGURE 9.19 

Schematic of a DA and BPF used to condition the ac output of a two-active arm Wheatstone 
bridge. The thermal noise from the bridge resistors is assumed white, as is the DA’s e,,,. The 
quadratic BPF is used to limit the output noise far from __,. 


na* 


output transducer in many biomedical measurement systems in which the 
quantity under measurement (QUM) causes a sensor to change resistance. 
Some examples of variable resistance sensors include: thermistors; platinum 
resistance thermometers; photoconductors; strain gauges; hot-wire anemom- 
eters; and direct resistance change by mechanical motion (potentiometers). 
Bridges used with R sensors generally have ac sources for increased sensi- 
tivity. The bridge output under ac excitation can be shown to be double- 
sideband, suppressed-carrier (DSBSC) modulated ac (Northrop, 1997). 
DSBSC operation allows enhanced detection sensitivity and noise reduction 
by band-pass filtering. 


9.8.5.2 Bridge Sensitivity Calculations 


Figure 9.19 illustrates a Wheatstone bridge with an output conditioned by 
a noisy but otherwise ideal DA. The ac output of the bridge is then passed 
through a simple quadratic band-pass filter to reduce noise and demodulated 
by a phase-sensitive rectifier /low-pass filter to give an analog voltage pro- 
portional to the QUM causing the sensor’s R. The system appears complex, 
but in reality is exquisitely sensitive. 

In the bridge, two arms are fixed with resistance R and two vary with the 
QUM — one increasing (R + R) and the other decreasing (R R), a 
situation often found in strain gauge systems used in blood pressure sensors. 
Five sources of white noise are in the circuit: the amplifier’s e,,, and the 
thermal noise from the four bridge resistors. It is assumed that the DA has 
e CMRR. The voltage at the left-hand corner of the bridge is: v, = v,/2. The 
voltage at the right-hand corner is v, = (v,/2)(1 + R/R). The voltage at the 
DA output is thus: 


0, =Ka(v, 0,) = Ka (v,/2)( R/R) (9.107) 


v,(t) = V, sin(2 f. f) (9.108) 
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v, passes through the BPF with unity gain, so the MS output due to R/R 
is: 


v2 =(V2/2)(1/4)[K,(_R/R)} MSV (9.109) 


9.8.5.3 Bridge SNR, 


The noise power density spectrum at the DA output is found by superpo- 
sition of PDSs: 


Sao (f) = [4KTR/2 + 4KTR/2 + ¢,2] K? MSV/Hz (white) (9.110) 


na 


The gain?-bandwith integral for the unity-gain quadratic BPF with Q = 
1/2 has been shown to be (2 fs/2Q) Hz. Thus, the MS noise at the filter 
output is: 


0,2 =[4kTR+e,2]K7 (2 fs/2Q) MSV (9.111) 


and the SNR, is: 


_ (v2/2)(/4)[K,(R/R)f 


nie [4kTR+e,.]K; (2 fs/2Q) 


(9.112) 


Equation 9.112 can be used to find the numerical R/R required to give a 
SNR, = 1. Let f, = 1 kHz; 4kT = 1.656 10 7° Q = 2; e,, = 10 nVRMS/+Hz; 
R= 400 ; K, = 10°; and V, = 5 Vpk. From these values, R/R is found to 
be 2.315 107and R=0.2315m . Also, the DA output is 0.579 mVpk. 

If a sensor’s sensitivity (e.g., for a blood pressure sensor), and how many 
mmHg cause a given R/R are known, it is easy to find the noise-limited 

P from Equation 9.112. 


9.8.6 Calculation of the SNR Improvement Using a Lock-In Amplifier 


A lock-in amplifier (LIA) is used to measure coherent signals, generally at 
audio frequencies, that are “buried in noise.” More precisely, the input signal- 
to-noise ratio is very low, often as low as -60 dB. There are two basic 
architectures used for LIAs. One uses an analog multiplier for signal detec- 
tion followed by a low-pass filter; this system is shown in Figure 9.20(A). A 
second LIA architecture, shown in Figure 9.20(B), uses a synchronous recti- 
fier followed by a low-pass filter to measure the amplitude of a coherent 
signal of constant frequency that is present in an overwhelming amount of 
noise. 
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Vs LPF 


si +ni 


AM 


FIGURE 9.20 
(A) Basic model for synchronous detection by a lock-in amplifier. A sinusoidal sync. signal is 
used with an ideal analog multiplier and a low-pass filter. (B) Lock-in operation when the 
sinusoidal signal to be detected, s,, is effectively multiplied by a +1 sync signal with the same 
frequency and phase as s,. Note that s, is effectively full-wave rectified by the multiplication, 
but n, is not. 


Assume the input to the LIA is 
x(t) = nt) + V, cos(_, t) (9.113) 


and that the noise is zero-mean Gaussian white noise with one-sided power 
density spectrum, S,(f) = _MSV/Hz. The MS input SNR is: 


Ve [2 
B, 


in 


SNR,, = (9.114) 


in iS the Hertz bandwidth over which the input noise is measured. 
In the analog multiplier form of the LIA, x(#) is multiplied by an in-phase 
sync signal, v,(t) = A cos(_, ft). The multiplier output is thus: 


where B, 
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y=0,(n; +8,)=Acos(_ ,t) [n,(t) +V,cos( it)| 
=An(t)cos(_ ,t)+AV,cos’(_,t) (9.115) 


y(t)=An,(t)cos( ,t)+(A Vv, /2)[1 +cos(2 | 


Note that the one-sided power spectrum of the first term in Equation 
9.115 is the noise PDS shifted up to be centered at =  ,. Because S,(f) 
is white, shifting the center of S,(f) from 0 to f, = ,/2 does not change 
the noise output of the LIA’s output band-pass filter. Thus, the MS output 
noise voltage from the LIA is v,,2 = A? (1/4 ) MSV, where (1/4 ) can be 
shown to be the equivalent noise Hertz bandwidth of the simple output R-C 
low-pass filter, and is the output LPF’s time constant. The output LPF 
removes the 2 , frequency term in the right-hand term of Equation 9.115, 
leaving a dc output proportional to the peak value of the sinusoidal signal. 
Clearly, v,, = AV,/2. Thus, the MS SNR at the LIA output is: 


27472 
SNR,,, = ae. =V? | (9.116) 
A? (1/4 ) 
The noise figure, F, is defined as the ratio of SNR,, to SNR, For an 
amplifier, F should be as small as possible. In a noise-free amplifier (the 
limiting case), F = 1. It is easy to show that F for this kind of LIA is: 


Fira = Bout! Bin (9.117) 
where B,,, = 1/4 is the Hertz noise bandwidth of the LIA’s output LPF and 
B,, is the Hertz noise bandwidth over which the input noise is measured. 


Because the LIA’s desired output is a dc signal proportional to the peak 
sinusoidal input signal, B,,, can be on the order of single Hertz and F,,, can 
be <1. 

In the second model for LIA noise, consider the synchronous rectifier LIA 
architecture of Figure 9.20(B). Now the sinusoidal signal is full-wave rectified 
by passing it through an absolute value function that models the synchro- 
nous rectifier. The full-wave rectified sinusoidal input signal can be shown 
to have the Fourier series (Aseltine, 1958): 


y(t) =[0,(t))=V,(2/ [1 (2/3)cos(2 ,t) (2/15)cos(4 ,t) | (9.118) 


Clearly, the average or dc value of y is V, (2/ ). 
Curiously, the zero-mean white noise is not conditioned by the absval 
function of the synchronous rectifier. This is because the synchronous rectifier 
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is really created by effectively multiplying x(t) = n,(t) + V, cos( ,t) by an 
even +1 square wave having the same frequency as, and in phase with, V, 
cos(_, t). This square wave can be represented by the Fourier series: 


SQWV(t)= a, cos(n_t) (9.119) 
n=1 
where ,=2 /T and 
T/2 
a,,=(2/T) f(t)cos(n_ ,t)dt=(4/n )sin(n /2) [nonzero for n odd] (9.120) 
T/2 


For a unit cosine (even) square wave that can be written in expanded form, 


SQWV(t) = 
(9.121) 
(4/ J[cos( vt) (1/3) cos(3 at) +(1/5)cos(5 wt) (1/7) cos(7 t)+ 


The input Gaussian noise is multiplied by SQWV(#): 
y,(t=n(t) (4/ ) 
(9.122) 
[cos( ot) (1/3) cos(3 at) +(1/5)cos(5 wt) (1/7) cos(7 ot) + 


Before passing through the LIA’s output LPF, the white one-sided noise 
power density spectrum can be shown to be: 


s,(f)= (4/ )[2 (/3)+(y5) (¥/7)+(/9) (12) + (1/13) 
= MSV/Hz 


| (9.123) 


This white noise is conditioned by the output LPF, so the output MS SNR is: 


v2(2/ Y° 
sr, = 4) (9.124) 
Bout 
The MS SNR at the input to the LIA is: 
V2 
SNR,, = a (9.125) 
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Thus, F for this LIA architecture is found to be: 


7 SNR, = — Bow. — 4.73 Bowt (9.126) 
SNR,,, 2° B B 


out in in 


which can be made quite small by adjusting the ratio of B,,, to B;,. 

As an example of signal recovery by an LIA, consider an LIA of the analog 
multiplier architecture. Let the signal to be measured be v,(t) = 20 10°? 
cos(2_ 50 10° tf). The Gaussian white noise present with the signal has a 
root power spectrum of + = 4 nVRMS/+Hz. The input amplifier has a 
voltage gain of K, = 10* with a 100-kHz noise and signal bandwidth. Thus, 


the raw input MS SNR is: 


(20 10°) /2 2 10 *Msv 
(4 10°) 10° 16 10” MSV 


SNR,,,; = =1.25 104, or 39 dB (9.127) 


If the sinusoidal signal is conditioned by an (ideal) unity-gain LPF with a 
Q = 50 = center freq./bandwidth, the noise bandwidth B = 50 = 103/50 = 
1 kHz. The MS SNR at the output of the ideal BPF is still poor: 


16 
SNR a= 2 10 “MSV 125 107,or 19dB (9.128) 
(4 10°) 10° 


Now the signal plus noise is amplified and passed directly into the LIA 
and the LIA’s output LPF has a noise bandwidth of 0.125 Hz. The output de 
component of the signal is K,V,/2 V. Thus, the MS dc output signal is v?, = 
K?2V2/4=K, 1 101 MSV. The MS noise output is v2, = K,2 (410 °)? 
0.125 MSV; the MS SNR,,, = 50, or +17 dB. 

The costs for using an LIA are that the ac signal is reduced to a proportional 
dc level and that the output LPF means that the LIA does not reach a new 
steady-state output, given a change in V,, until about three time constants 
of the LPF (about 3 sec in the preceding example). The benefit of using an 
LIA is that coherent signals buried in up to 60-dB noise can be measured. 


9.8.7 Signal Averaging of Evoked Signals for Signal-to-Noise 
Ratio Improvement 


9.8.7.1 Introduction 


The signal-to-noise ratio (SNR) of a periodic signal recorded with additive 
noise is an important figure of merit that characterizes the expected resolution 
of the signal. SNRs are typically given at the input to a signal conditioning 
system, as well as at its output. SNR can be expressed as a positive real 
number or in decibels (dB). The SNR can be calculated from the MS, RMS, 
or peak signal voltage divided by the MS or RMS noise voltage in a defined 
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noise bandwidth. If the MS SNR is computed, the SNR(dB) = 10 logy, 
(msSNR); otherwise it is SNR(dB) = 20 log,,(RMSSNR) 

Signal averaging is widely used in experimental and clinical electrophysiol- 
ogy in order to extract a repetitive, quasi-deterministic, electrophysiological 
transient response buried in broadband noise. One example of the type of signal 
extracted is the evoked cortical response recorded directly from the surface of 
the brain (or from the scalp) by an electrode pair while the subject is given a 
repetitive periodic sensory stimulus, such as a tone burst, flash of light, or 
tachistoscopically presented picture. Every time the stimulus is given, a “hard- 
wired” electrophysiological transient voltage, s,(t), lasting several hundred MS 
is produced in the brain by the massed activity of cortical and deeper neurons. 
When viewed directly on an oscilloscope or recorder, each individual evoked 
cortical response is invisible to the eye because of the accompanying noise. 

Signal averaging is generally used to extract the evoked potential, s(t), 
from the noise accompanying it. Signal averaging is also used to extract 
evoked cortical magnetic field transients recorded with SQUID sensors 
(Northrop, 2002) and to extract multifocal electroretinogram (ERG) signals 
obtained when testing the competence of macular cones in the retina of the 
eye. Asmall spot of light illuminating only a few cones is repetitively flashed 
on the macular retina. ERG averaging is done over N flashes for a given spot 
position in order to extract the local ERG flash response, then the spot is 
moved to a new, known position on the macula and the process is repeated 
until a 2-D macular ERG response of one eye is mapped (Northrop, 2002). 

Signal averaging is ensemble averaging; following each identical periodic 
stimulus, the response can be written for the j'" stimulus: 


x(t) = s{t)+n{t),0 7 N (9.129) 


where s;(t) is the j'* evoked transient response and nt) is the j' noise fol- 
lowing the stimulus. t is the local time origin taken as 0 when the j‘* stimulus 
is given. 

The noise is assumed to be generally nonstationary, i.e., its statistics are 
affected by the stimulus. Assume that the noise has zero mean, however, 
regardless of time following any stimulus, ie., E{n(t)}= 0,0 t < T;. T; is the 
interstimulus interval. Also, to be general, assume that the evoked response 
varies from stimulus to stimulus; that is, s,(¢) is not exactly the same as ;,,(#), etc. 

Each x,t) is assumed to be sampled and digitized beginning with each 
stimulus; the sampling period is T, and M samples are taken following each 
stimulus. Thus, there are N sets of sampled x,(k),0 k (M_ 1); also, (M 
1)T, = Tp < Tj. Tp is the total length of analog x,(t) digitized following each 
input stimulus (epoch length). 

When the j'* stimulus is given, the x(k)'" value is summed in the k'" data 
register with the preceding x(k) values. At the end of an experimental run, 
[x,(k) + x2(k) + x3(k) +... + xy(k)] in the k'* data register. Figure 9.21 illustrates 
the organization of a signal averager. Early signal averagers were stand- 
alone dedicated instruments. Modern signal averagers typically use a PC or 
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Set N averages 


Tiogee = W=—__ x(k) 
input N Je 


Controlling computer 


FIGURE 9.21 
Block diagram of a signal averager. The memory and averaging controller are actually in the 
computer and are drawn outside for clarity. 


laptop computer with a dual-channel A/D interface to handle the trigger 
event that initiates sampling the evoked transient plus noise, x;(t) = s;(t) + 
n,(t). Modern averagers give a running display in which the main register 
contents are continually divided by the running j value as j goes from 1 to N. 


9.8.7.2 Analysis of SNR Improvement by Averaging 


The average contents of the k'* register after N epochs are sampled can be 
written formally 


s(k)+— n,(k), 0 k (M 1) (9.130) 
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where the left-hand summation is the signal sample mean at t = kT, after N 
stimuli and the right-hand summation is the noise sample mean at t = kT, 
after N stimuli. 

It has been shown that the variance of the sample mean is a statistical 
measure of its noisiness. In general, the larger N is, the smaller the noise 
variance will be. The variance of the sample mean of x(k) is written as: 


(N terms, j=1) (N?=N terms) 
N 


var{x()y}= ye ELA} Efe (k)x(K)} (x(6)) @.131) 


Now for the N squared terms: 


ELxP(KI=E [s(k)+n()] =e{s(K)}+2E{5,(K)fE{n ()} + fn? («)} 


(9.132) 
= 3(k)+(s(k))" + 2(k) 
and, for the (N?___N) terms with unlike indices: 
E{x,(k)x,(k)} = El[s,(6) +1,(¥)][5,(@) +0,(4)]} 
(9.133) 


= E{s,(k)s,(k)} + E{n,(k)n,(k)} + E{s(k)n,(k) +5,(k)n,(k)} 


Several important assumptions are generally applied to the preceding 
equation. First, noise and signal are uncorrelated and statistically indepen- 
dent, which means that E{s n} = E{s} E{n} = E{s} 0 = 0. Also, assuming that 


© 2004 by CRC Press LLC 


Noise and the Design of Low-Noise Amplifiers for Biomedical Applications 375 


noise samples taken at or more than f = T seconds apart will be uncorrelated 
leads to E{n,(k) n;(k)} = E{n,(k)} E{n;(k)} 0. So, E{x;(k) x;(k)} = Ef{[s;(k) s;(k)}. 
It is also assumed that s;(k) and s;,(k) taken at or more than T seconds apart 
are independent. So finally: 


E{x,()x(&)}=El[s,()s,(0]} = E{s(O}E{s (p=) .134) 
Now, putting all the terms together: 


Var{x(k)y}=5 N 2(k)+5(K) + 2(K) +(N? N)s(K)’ 5K)’ (9.135) 


P77 ee od eC) 
Var{ x(k), } a a (9.135B) 
The variance of the sample mean for the k sample following a stimulus 
is a measure of the noisiness of the averaging process. The variance of the 
averaged signal, x, is seen to decrease as 1/N, where N is the total number 
of stimuli given and of responses averaged. 
Another measure of the effectiveness of signal averaging is the noise factor, 


in 


P= Sul Ni, where S,, is the mean-squared input signal to the averaging process; 


N,, is the MS input noise; S, is the MS output signal; and N, is the MS output 
noise. The noise factor is normally used as a figure of merit for amplifiers. 
Because amplifiers generally add noise to the input signal and noise, the 
output signal-to-noise ratio (SNR) is less than the input SNR; thus, for a 
nonideal amplifier, F > 1. For an ideal noiseless amplifier, F = 1. The exception 
to this behavior is in signal averaging, in which the averaging process gen- 
erally produces an output SNR greater than the input SNR, making F < 1. 
Note that the noise figure of a signal conditioning system is defined as: 


NF = 10 log,.(F) dB (9.136) 


From the preceding calculations on the averaging process: 


S,,(k) =E{s*(k)} = 2(k) +5(k) (9.137) 
Ni (K)=E{n(k)}= 2() (9.138) 
S,(k) = E{s2(k)} = (8) Sy (9.139) 
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(9.140) 


These terms can be put together to calculate the noise factor of the aver- 
aging process: 


2(K)+s(k) [1+ 2(0)/ 2(0)] 


F= —— (9.141) 
s(k)+N s(k)| 


Note that if the evoked transient is exactly the same for each stimulus, 
2(k) Oand F=1/N. 
The reader should appreciate that this is an idealized situation; in practice, 
a constant level of noise, ,?, is present on the output of the signal averager. 
This noise comes from signal conditioning amplifiers, quantization accom- 
panying analog-to-digital conversion, and arithmetic round-off. The aver- 
ager MS output noise can thus be written: 


2 2 
= _alk)+ (hk) + > mean-squared volts (9.142) 


S (k) = 32+ s(k) (9.143) 


The averaged MS output SNR is just: 


Fane 


2 
SNR, = : eu ot : (9.144) 
and, if the evoked response is deterministic, (k) 0, then: 
Ns(k). 
SNR, = 4N 2 (9.145) 


Note that if the number, N, of stimuli and responses averaged becomes 
very large, then 


snr, AA (9.146) 
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and also in the limit, 


(9.147) 


Signal averaging can recover a good estimate of s(k) even when __,(k) is 
60 dB larger than s(k). From Equation 9.145, it is possible to find the N 
required to give a specified SNR,, given ,7(k),  ,2 and s(x)’. 


9.8.7.3 Discussion 


Signal averaging is widely used in biomedical research and diagnosis. A 
periodic stimulus (e.g., noise, flash, electric shock, pin prick, etc.) is given to 
a subject. The response is generally electrophysiological, i.e., an evoked 
cortical potential (ECP), an electrocochleogram (ECoG), or an electroretino- 
gram (ERG) — all richly contaminated with noise. By averaging, the noise 
is reduced (its sample mean tends to zero) as the number of averaging cycles, 
N, increases, while the signal remains the same. Thus, signal averaging 
increases the SNR in the averaged signal. However, as demonstrated, there 
are practical limits to the extent of SNR improvement. 


See 
9.9 Some Low-Noise Amplifiers 


TABLE 9.2 

Partial Listing of Commercially Available Low-Noise Op Amps and Instrumentation 
Amplifiers with Low-Noise Characteristics Suitable for Biomedical Signal Conditioning 
Applications 


Low freq 
Amp. Model Type eé,,° £3° V,A Rif fr Ayo? 
PMI OP-27 OP/BJT 3 0.4 pA 0.08 Vppk 6M 5 10° 
PMI OP-61A OP/BJT 3.4 0.8pA — — 200 4 10 
HA 5147A OP/BJT 3 0.4 pA 0.08 Vppk 6M 140 10° 
BB OPA111BM OP/FET 6 0.4 fA 1.6 Vppk  10'3 (DM); 10" 2 125 dB 
(CM) 
LT1028 OP/BJT 0.85 1pA 35nVppk 20M (DM); 300M 75 7 10° 
(CM) 
AM-427 OP/BJT 3 0.4 pA 0.18 Vppk 1.5M (DM) 5 120 dB 
NE5532 OP/BJT 5 0.7 pA — 300K 10 10° 
MAX 4106/7. OP/BJT 0.75 2.5 pA — 1M (CM) 300 (-3) 105 
PMI AMP-011 IA/BJT 5 0.15 pA 0.12 Vppk 10G (DM); 20G 26 1-108 
(CM) 
PMI AMP-021 IA/FET 9 0.4 fA 0.4 Vppk 10G(DM);165G 5 1-105 
(CM) 
AD624 IA/BJT 4 60pAppk; 10nVppk 1G 10pF(CM& 1 1-10 
0.1-10 Hz DM) 
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TABLE 9.2 (continued) 


Partial Listing of Commercially Available Low-Noise Op Amps and Instrumentation 
Amplifiers with Low-Noise Characteristics Suitable for Biomedical Signal Conditioning 
Applications 


Low freq 
Amp. Model Type e,,.° 4° V,A Rif fr Ayo? 
AD6251 TA/BJ 4 0.3 pA 0.2 V 1G (DMandCM) 25 1-10 
BB INA1102 IA/FET 10 1.8 fA 1 Vppk 2 10% (DM); 5 12 1-500 
10! (CM) 

PMI AMP-052 IA/FET 16 10 fA 4 Vpp 10% (DM & CM) 3 1-105 
ZN459CP IA/BJT 08 1pA = 7k (Single ended) 15(-3) 60 dB 
ZN424 JA/BJT 5.5 0.3 pA — 200k 4 2 104 


@ Type refers to whether the amplifier is an op amp (OP) or an instrumentation amplifier (IA), 
and whether it has a BJT or FET headstage. 

> @,q iS given in nV RMS/+Hz measured at 1 kHz. 
i,, is given in picoamps (pA) or femtoamps (fA) RMS/+Hz measured at 1 kHz. 

4 Low freq. V,, is the equivalent peak-to-peak, short-circuit input noise measured over a standard 
0.1- to 10-Hz bandwidth. 

© R,,, is the input resistance. 

f fr is the unity gain bandwidth in MHz, unless followed by (-3), in which case it is the high- 
frequency 3-dB frequency. 

8 Ay) for op amps is their open-loop dc gain; the useful gain range is given for IAs. 


9.10 The Art of Low-Noise Signal Conditioning 
System Design 


9.10.1 Introduction 


Consider the scenario in which a physiological signal such as nerve action 
potentials (spikes) is to be recorded extracellularly from the brain with a 
metal microelectrode embedded in the cortex. The signal has a peak ampli- 
tude, v,,,, generally in the tens of microvolts. The input signal is assumed 
to be accompanied by additive white noise and to be resolved above the 
total broadband noise at the preamplifier’s input. It has been shown previ- 
ously that the MS input noise is: 

N, = [€,2 + 1,2 R2 + 4kTR, + e,2] B MSV. (9.148) 
where e,,, and i,, are white root noise spectra that are properties of the 
amplifier used and e,, is a white noise root power spectrum added to the 
recorded signal in the brain. 

It is also assumed that the thermal noise in the source resistance, R,, is 
white and B is the Hertz bandwidth over which the signal and input noises 
are considered. Low-noise amplifier design is particularly desired when v,,, 


< 3,Jle,2 +i, R? + 4kTR, IB V. 
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The first step in designing a low-noise signal conditioning system is to 
choose a low-noise headstage amplifier that also meets other design criteria 
for parameters such as bandwidth, slew rate, input dc offset voltage (Vos) 
and bias current (I), and V,, and I; tempcos. Modern low-noise IC amplifiers 
typically have e,,s < 7 nV /+Hz in the white region. Such amplifiers may use 
super beta BJT headstages that, unlike FET headstages, have higher values 
of I, and i,,, and a relatively lower K,,,. See Table 9.2 for examples. 

Because the noise performance of a multistage amplifier used for signal 
conditioning is set by the noise characteristics of the (input) headstage, it is 
necessary to give the low-noise headstage at least a gain of 5, preferably 10. 
Having done this, following amplifier stages need not be expensive low- 
noise types. Any resistance used in an input high-pass filter coupling the 
electrode to the headstage should be a low-noise metal film type, not carbon 
composition. 

Finally, a band-pass filter with noise bandwidth B should follow the ampli- 
fier stages. The filter’s corner frequencies to pass nerve spikes and to exclude 
high- and low-frequency noise should be at 30 Hz and 3 kHz. The noise 
Hertz BW, B, is generally close to but greater than the signal passband. For 
a simple two-real-pole BPF with low break frequency at f,,=1/(2 ,) Hz and 
a high break frequency at f,;=1/(2 ,) Hz, the noise BW from Table 9.1 is: 


f=, (9.149) 


4 (1+ 2/ i) 


The signal’s 3-dB Hz bandwidth is easily seen to be: 


(, 3) 


2 


SBW = Hz (9.150) 


1 2 


For example, if , = 104sec and , = 10? sec then B = 2.475 10° Hz for 
noise and the signal BW is SBW = 1.576 10° Hz. 

Section 9.4.3 described the use of an input transformer to maximize the 
SNR at the output of the analog signal conditioning system. It may be 
worthwhile to consider transformer coupling of the source to the headstage 
if the Thevenin source resistance of the electrode, R,, is less than 1/10 of R,,.. = 
Cna/ tq - Transformer coupling carries a price tag, however. Special expen- 
sive, low-loss, low-noise transformers are used that generally have extensive 
magnetic shielding to prevent the pick-up of unwanted, time-varying mag- 
netic fields, such as those from power lines, etc. The author has never heard 
of SNR,-maximizing coupling transformers being used with metal micro- 
electrodes. The R, of a typical metal microelectrode is on the order of 15 k 
with its tip platinized (Northrop and Guignon, 1970). If an instrumentation 
amplifier such as the AD624 is used as the headstage, its e,,, = 4 nV /+Hz and 
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its i,, = 0.4 pA/+Hz, so its Roo = Cra/ tng = 10°. If a transformer were to be 
used, its turns ratio to maximize SNR,,,, would be 2.58. 

Experience indicates that, although SNR,,, improvement would occur, it 
would be too small to justify the expense of the transformer. (It would be 
only 1.08 times the SNR of the amplifier with no transformer.) On the other 
hand, if the same amplifier were to be used with a transducer having R, = 
10 _, the transformer turns ration would be n, = 100 and the improvement 
in SNR,,, over an amplifier with no transformer would be: 


out 


_ AKTR, 46,2 +i,2R? 


na Ss 


~ ATR, +2e,,i,,R 


nana ss 


(9.151) 
_ 1656 10°+16 10%+16 10% 100 


= = 81.81 
1.656 10°%+2 4 10° 4 10” 10 


Thus, the use of the transformer under the preceding conditions would 
lead to a significant improvement in the output MS SNR. 

Section 9.7 and Section 9.8.2 examined the effect of negative feedback 
applied around an amplifier through a resistive voltage divider. A surprising 
result was found for a sinusoidal voltage source connected to a standard 
inverting, ideal op amp circuit with short-circuit equivalent input noise root 
power spectrum, @,,(i,, = 0 in this case) and noisy resistors. Namely, the 
amplifier’s SNR,,, increases monotonically with amplifier gain magnitude, 
R,/R,, to a best asymptotic value of: 


_ (v2 /2)/B 
SNR gutmax = 4KTR, +e2 


na 


(9.152) 


Thus the output MS SNR depends on the absolute value of the input 
resistor and the amplifier’s overall closed-loop gain. 

As a design example, examine the SNR,,, for an op amp used in the 
noninverting mode. Although both op amp inputs are properly characterized 
with their own e,, and i,,, it is common practice to assume infinite CMRR 
and combine the noises as one net e,,, and i,,, at the amplifier’s summing 
junction, as shown in Figure 9.22. Assume that the three resistors make 


thermal white noise and that the signal is sinusoidal. The MS output signal is: 
S,=(V2/2)(1+R,/R,) MSV (9.153) 


The MS output noise has five independent components: 


na 


N,= {(4eTR, +¢,2\(14+R,/R,) +(i,2 +4kTG, + 4kTG, Je?}s MSV (9.154) 
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FIGURE 9.22 
Noisy noninverting op amp amplifier relevant to the design example in Section 9.10. 


Now the output MS SNR can be written: 


: (V,"/2)/B (9.155) 
™ ARTR, +e,2 +i, (Ry[R,) +4kT(R,|R,) 


where (R;||R,) = Rp R,/(Rp + R)). 

SNR, is maximized by (1) choosing an op amp with low i,, and e,,; and 
(2) making (R;||R,) small. The latter condition says nothing about the ampli- 
fier’s voltage gain, (1 + R-/R,), only that Rp R,/(R- + R,) must be small. For 
example, for small-signal operation, let R, = 100 ,and R; = 99.9k , fora 
gain of 10°. Rp and R, should be low XS noise types, ie., wire-wound or 
metal film. 

Low noise amplifier design also includes strategies to minimize the pick- 
up of coherent interference. These strategies are not covered here; the inter- 
ested reader can find descriptions of shielding, guarding, and ground loop 
elimination in Section 3.9 in Northrop (1997), and also in Barnes (1987) and 
Ott (1976). 


9.11 Chapter Summary 


This chapter introduced key mathematical ways of describing the random 
noise accompanying recorded signals and also originating in resistors and 
amplifiers. Concepts, properties, and significance of the probability density 
function, auto- and cross-correlation functions and their Fourier transforms, 
and auto- and cross-power density spectrums were examined. 

Random noise was shown to arise in all resistors, the real parts of imped- 
ances or admittances, diodes, and active devices including BJTs, FETs, and 
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IC amplifiers. To find the total noise from a circuit, it is necessary to add the 
mean squared noise voltages rather than the RMS noises; then the square 
root is taken to find the total RMS noise. The same superposition of mean 
squared noises can also be applied to noise power density spectra (PDS). 

After showing that the output noise PDS from a linear system can be 
expressed as the product of the input power density spectrum and the 
magnitude squared of the system’s frequency response function as shown 
in Equation 9.41, concepts of noise factor, noise figure, and signal-to-noise 
ratio as figures of merit for low-noise amplifiers and signal conditioning 
systems were introduced. Clearly, it is desirable to maximize the output SNR 
and minimize F and NF. Broadband and spot noise factor were treated, as 
well as the use of an input transformer to minimize F and maximize the 
output SNR when the Thevenin source resistance is significantly lower than 
Conf Las 

Also considered was the behavior of noise in cascaded amplifier stages, 
in differential amplifiers, and in feedback amplifiers. Section 9.8 gave many 
examples of the calculation of the minimum input signal to get a specified 
output SNR, including signal averaging. This chapter concluded by listing 
some low-noise op amps and IAs currently available and discussing the 
general principles of low-noise signal conditioning system design. 


Home Problems 
9.1 Assume the circuit in Figure P9.1 is at T Kelvins. 


a. Derive an expression for the one-sided noise voltage power den- 
sity spectrum, S,(f), in MSV/Hz at the v, node. 


b. Integrate S,(f) overO f © to find the total mean-squared noise 
voltage at v,. 


c. Let i,(f) = I, sin(2 f,t). Find an expression for the MS output 
voltage signal-to-noise ratio. Sketch and dimension SNR,,,, vs. C. 


‘out 
Vo 


eT 


9.2 Repeat problem 9.1 for the circuit of Figure P9.2. Let f, = 1/2 ./LC). 


FIGURE P9.1 


9.3 A white noise voltage with one-sided PDS of S,(f) =  MSV/Hz is added to 
the sinusoidal signal, v,(t) = V, sin(2 ft). Signal plus noise are conditioned by 


a simple low-pass filter with transfer function: H(s) = 1/( s + 1). 
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FIGURE P9.2 


FIGURE P9.3 


a. Find an expression for the mean-squared output signal voltage, v3.. 
b. Find an expression for the mean-squared output noise voltage, 2?,,. 
c. Find an expression for the optimum filter break frequency, fi, = 
1/(2 4), that will maximize the mean-squared output signal- 
to-noise ratio. Give an expression for the MS optimum output 


SNR. 


9.4 See Figure P9.4. A noisy but otherwise ideal op amp is used to condition a 
small ac current, i,(t) = J, sin(2 ff). It is followed by a noiseless, ideal band- 


pass filter with center frequency, f,, and Hertz bandwidth B. Let J, = 10 '' A; 
f, = 104 Hz; 4kT=1.66 10 7; e,,= 100 nVRMS/+Hz; and i,,,= 1 pARMS/+Hz. 


na 


Assume all noise sources are white. 

a. Find an expression for and the numerical value of the MS output 
signal voltage. 

b. Find an expression for and the numerical value of the MS output 
noise voltage. 

c. Find B in Hertz required to give an MS output SNR = 10. 


Rr @T 


Ideal BPF 


FIGURE P9.4 
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FIGURE P9.5 


9.5 


9.6 


A tuned (band-pass) video amplifier, shown in Figure P9.5, is used to 
condition a 900-kHz Doppler ultrasound signal to which various uncorrelated 
noise signals are added. The amplifier’s peak gain is 10* and its noise 
bandwidth B is 10 kHz centered on 900 kHz. Let e,, = 10 nVRMS/+Hz 
(white); e,, = 25 nVRMS/+Hz (white); R,= 1200 ;4kT=1.66 10 ; and 
v(t) =V,sin(2 9.01 10°72). 


a. Find the RMS output noise voltage. 
b. Find the peak signal voltage, V,, to give an RMS SNR, 


‘out 


= 10. 


A noisy but otherwise ideal op amp is used to condition the signal from a 
silicon photoconductor (PC) light sensor as shown in Figure P9.6. Resistor R. 
is used to compensate for the PC’s dark current so that V,, = 0 in the dark. i,,, = 
0.4 pARMS/+Hz (white); e,,, = 3 nVRMS/+Hz (white); R.=2.3 10° ;R,-= 
10° ;and4kT=1.66 10 *°. The photoconductor can be modeled by a fixed 
dark conductance, Gp, = 1/R>, in parallel with a light-sensitive conductance 
given by Gp=1,p/V~ =P, 742.27S. P, is the incident optical power in watts 
and the photoconductance parameter is computed from various physical 
constants (see Section 2.6.5 in Chapter 2). The amplifier is followed by a 


noiseless LPF with =0.01 sec. 


Rr@T 


LPF 


1 Vo 
0.0is +1 = 


FIGURE P9.6 
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a. Derive an expression for and calculate the numerical value of the 
RMS output noise voltage, v,,, in the dark. Assume all the resis- 
tors make thermal white noise and are at the same temperature. 
(Note that there are five uncorrelated noise sources in the dark.) 

b. Give an expression for the dc V,, as a function of Ip. What is the 
PC’s dark current, I? 

c. What photon power in watts, P,, must be absorbed by the PC in 
order that the dc V,, be equal to three times the RMS noise 
voltage, v,,, found in part a? 


on 

9.7 In an attempt to increase the output SNR of a signal conditioning system, the 
circuit architecture of Figure P9.7 is proposed. N low-noise preamplifiers, 
each with the same value of short-circuit input voltage noise, e,,, are 
connected as shown. The ideal op amp and resistors R and R/N are assumed to 
be noiseless. R;, however, is at temperature T Kelvins and makes Johnson 
noise. Find an expression for the MS output SNR. 


Ena Ai 


€nal = Cna2 =. + + = Enan 
However, 


Cnar(t) # Ena2(t) #.. . # Enan(t) 


Enan An 


FIGURE P9.7 


9.8 A four-arm, unbonded strain gauge bridge is used in a physiological pressure 
sensor. The bridge is excited by a 400-Hz ac signal. A PMI AMP-01 IA is used 
to condition the bridge’s output. The IA is followed by a noiseless, unity-gain 
ideal band-pass filter with center frequency at 400 Hz, and signal and noise 
bandwidth, B Hertz. Assume e,,, = 5 nVRMS/+Hz; V, = 5 V peak; B = 100 Hz; 
K, = 10°; R= 600 ;and R(f) contains no frequencies above 50 Hz. 4kT = 


1.656 10 2°. v,(t)=Vz sin(2 4007). 
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FIGURE P9.8 


a. Give an expression for V,(t) in terms of R, R(t), and v,(£). 

b. Assume R = 0 in computing system Johnson noise. Give an 
algebraic expression for the output MS SNR. Consider the input 
signal tobe R/R. 

c. Find a numerical value for R/R to get an output SNR = 10. 
Calculate the RMS output signal for this R/R. 


9.9 A PIN photodiode is used in the biased (fast) mode, as shown in Figure P9.9. 
The op amp used has e,,, = 3 nV/+Hz; i,,, = 0.4 pA/+Hz; R,= 1M _ ; and 4kT= 
1.656 10°. The PD is biased so that its de dark current is Ip, = 10 nA, 
[ g/(h )] = 0.34210 A/W @ 850 nm. Assume that the PD makes only shot 
noise MS current given by i,,7 = 2qUpx + J»)B mean square amperes. Let B = 
10° Hz, T = 300 K, and J,, = 0.1 nA, and assume the biased PD presents an 
infinite dynamic resistance to e,,,,. 
that the feedback resistor makes thermal noise. 


na 


Also, assume that all noises are white and 


a. Derive an algebraic expression for the MS voltage SNR at the 
output of the amplifier. 

b. Find the input photon power, P,, that will give a MS output 
voltage exactly equal to the total MS noise output voltage. 

c. Examine v3, numerically. Use the P; value above. Which noise 
source in the circuit contributes the most and which contributes 
the least to v2,? 


9.10 Gaussian white noise is added to a sinusoidal signal of frequency, f,. Their 
sum, x(f), is: x(t) = n(f) + V, sin(2 f, t). The noise one-sided power density 
spectrum is: S.(f) = MSV/Hz. x(t) is passed through a linear filter described 
by the ODE: 


v,= 1v,+Kx(t). 


oO 


a. Find an expression for the steady-state output, MS, and SNR. 
b. Find the value of “a” that will maximize the output SNR. 
c. Give an expression for the maximized output SNR. 
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Ideal LPF 


FIGURE P9.9 


Re @T 


Ideal B PF 


FIGURE P9.11 


9.11 


9.12 


9.13 


The current output of a PIN photodiode operating in the zero voltage mode is 
conditioned by an OP37 op amp. The input signal is sinusoidally modulated 
light power at 640 nm wave-length: P(t) = 0.5 P,, [1 + sin( ,t)]. Assume the 
PD’s /,, = 0.1 nA; V;= 0.0259 V; the photocurrent J, =[ g/(h )] P; A; and the 
PD makes shot noise and white thermal noise currents with the one-sided 
power density spectrum: Sp,(f) = [2¢ Ipyy. + 4kTg, | MSA/Hz. g, is the PD’s 
small-signal conductance at zero bias, easily shown to be: g, = I,,/V;, where 
V,= kT/q. q is the electron charge magnitude, T is the Kelvin temperature, and 
k is Boltzmann’s constant (1.38 10 7 J/Kelvin). The op amp has e,, = 
3 nV/+Hz (white) and i,, = 0.4 pA/+Hz. R, makes thermal white noise. Use 
4kT = 1.656 10°. The noise bandwidth is B= 1 kHz aroundf,= /2 = 


10 kHz. 


a. Write an expression for the MS output voltage SNR. 


b. Find a numerical value for P,, that will make the output MS 
SNR = 1.0. 


c. What P,,, will saturate v, at 12.5 V? 


Calculate the RMS thermal noise voltage from a0.1-M resistor at 300 K ina 
100- to 10-kHz bandwidth. Boltzmann’s constant is 1.38 10 3. 


A certain amplifier has an equivalent short-circuit, white input noise root 
power spectrum, e,, = 10 nVRMS/+Hz. What value equivalent series input 


na 


resistor at 300 K will give the same noise spectrum? 
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FIGURE P9.14 


9.14 An amplifier shown in Figure P9.14 has a 100-M__ input resistance, e,,, = 12 
nVRMS/+Hz, and a sinusoidal (Thevenin) source v,(f) in series with a 3.3-k 
resistor. Both resistors are at 300 K. Amplifier bandwidth is 100 Hz to 20 kHz. 


Assume the resistors make white noise and that e,,, is white. The sinusoidal 


source’s frequency is | kHz and the amplifier’s gain is 10°. Find the RMS 
value of v,(t) so that the output mean-squared SNR = 1. 


9.15 An OP-27 low-noise op amp is connected to a Thevenin source [v,, R, @ T] 
through an ideal, noiseless transformer to maximize the MS output SNR. 
Consider the op amp ideal except for its noises. R,, makes thermal noise. See 
Figure P9.15. 


a. Give an expression for the mean-squared output signal voltage, 
v3,- Hint: What is the Thevenin equivalent circuit looking back 
from the summing junction toward the transformer? 


b. Give an expression for the MS output noise, 2?,. 


c. Find a numerical value for the transformer’s turns ratio, n,, will 
maximize SNR,,,. Let 4kT = 1.66 107 R, = 10° ;e,, = 3 


nVRMS/+Hz (white); i, = 0.4 pARMS/+Hz (white); R, = 50 ; 
and the noise bandwidth B = 104 Hz. 


Rr@T 
WN 
ena 
R;@T © e C)“ 

lic OP-27 Vo 

Vs 
+ 
al 


FIGURE P9.15 


9.16 Signal averaging: a periodically evoked transient signal, which can be 
modeled by s(t) = (V,,/2)[1 + sin(2 #/T)|] for 37/4 t 7T/4, 0 elsewhere, is 
added to Gaussian broad-band noise having zero mean and variance, _ ,”. 
Assume the averager is noiseless (_ ,” = 0) and the signal is deterministic so its 

2=0. 


variance, 


s 
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a. Find an algebraic expression for the number of averages, N, 
required to get a specified MS SNR,,,, > 1 at the peak of the signal. 


= 10 


out 
b. Evaluate N numerically so that when (V,,/2) =1 Vand 
VRMS, the MS SNR,,,, at peak s(t) will be 10. 


n 
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Digital Interfaces 


10.1 Introduction 


Digital interfaces enable us to convert analog signals to a digital format 
that can be an input to a computer or a digital data storage system and, 
conversely, take digital data from a computer and convert it to an analog 
signal (voltage, current, light intensity, etc.). An analog-to-digital converter 
(ADC) performs the former task, while a digital-to-analog converter (DAC) 
undertakes the latter operation. There are many types of ADCs and DACs. 

The majority of ADC and DAC operations involve sampling, i.e., the 
periodic conversion of signals to digital or analog format. Because sam- 
pling occurs in the time domain, it can also be described in the frequency 
domain by appropriate transformation. Two major sources of error in 
periodic data conversion will be discussed in this chapter: (1) a phenom- 
enon known as aliasing, in which an analog signal is effectively sampled 
too slowly for its bandwidth; and (2) a finite number of binary digits used 
to characterize an analog signal; the finite-size binary words produce 
quantization errors, effectively introducing noise into the sampled signal. 
The problem of aliasing in sampled data will be discussed first 


10.2 Aliasing and the Sampling Theorem 
10.2.1. Introduction 


As shown in Figure 10.1, a modern biomedical instrumentation system gen- 
erally includes a digital computer that is used to supervise, coordinate, and 
control the measurements, and which often is used to store (data logging), 
condition, and display data in a meaningful summary form on a monitor. 
In describing signal conversion interfaces, it is expedient first to consider 
digital-to-analog converters (DACs) because these systems are also used in 
the designs of several analog-to-digital converters (ADCs). Data conversion 
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FIGURE 10.1 
A typical instrumentation system. DSO = digital storage oscilloscope; ATR = analog tape 
recorder; SCF = signal conditioning filter (analog); AAF = anti-aliasing low-pass filter (analog); 
ADC = N-bit analog-to-digital converter under computer control; QUM = quantity under 
measurement. 


from analog to digital form or digital to analog form is generally done 
periodically. Periodic data conversion has a great effect on the information 
content of the converted data, as will be shown next. 


10.2.2. The Sampling Theorem 


The sampling theorem describes the analog filter required to recover an 
analog signal, x(f), from its impulse-modulated (sampled) form, x*(f). The 
theorem states that if the highest frequency present in the CFT of y(f) is fra 
then when x(t) is sampled at a rate f, = 2 fina x(t) can be exactly recovered 
from x*(t) by passing x*(t) through an ideal low-pass filter, H,,(j21/). 

The weighting function (impulse response) of H,,(j2nf) is (Proakis and 
Manolakis, 1989): 


_ sin(2nf,,,.¢) 


0 nat) ee 
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Thus, in the time domain, x(t) is given by the real convolution: 
x(t) = x*(t) © hy, (#) (10.2) 


The sampling rate, f, = 2 fax, must be at least twice the highest frequency 
of the signal, x(t) to prevent aliasing. Note that many practical x(f)s can 
have spectra in which their RMS values approach zero asymptotically as 
f > ~. In this case, the Nyquist frequency can be chosen to be the value 
at which the RMS value of x(t) is some fraction of its maximum value, 
e.g., 1/10° or —60 dB. 

Note that Hy,(j27f) is an ideal LPF and is not physically realizable. In 
practice, the sampling rate is made three to five times f,,,, in order to 
compensate for the finite attenuation characteristics of the real anti-aliasing 
low-pass filter and for any “long tail” on the spectrum of x(t). Even so, 
some small degree of aliasing is often present in X*(j2nf). 

The sampling theorem is important because it establishes a criterion for 
the minimum sampling rate to be used to digitize a signal with a given 
low-pass power density spectrum. The relation between the highest sig- 
nificant frequency component in the signal’s power density spectrum and 
the sampling frequency is called the Nyquist criterion; the implications of 
this criterion and aliasing are discussed later. 

Because analog-to-digital data conversion is generally a periodic process, 
it is necessary first to analyze what happens when an analog signal, x(t), 
is periodically and ideally sampled. The ideal sampling process generates 
a data sequence from x(t) defined only and exactly at the sampling instants, 
when t = nT, where n is an integer ranging from —co to +eo and T; is the 
sampling period. 

It is easy to show that an ideal sampling process is mathematically equiv- 
alent to impulse modulation, as shown in Figure 10.2. Here the continuous 
analog time signal, x(t), is multiplied by an infinite train of unit impulses 
or delta functions that occur only at the sampling instants. This multiplication 
process produces a periodic number sequence, x*(t), at the sampler output. 
In the frequency domain, X*(j@) is given by the complex convolution of 
X(j@) with the Fourier transform of the pulse train, P;(jw). In the time 
domain, the pulse train can be written as: 


P= y, 8(t-nT,) (10.3) 


n=—0o 


The periodic function, P; can also be represented in the time domain 
by a Fourier series in complex form: 


P(t)= py C, exp(+jo,t) (10.4) 


n=—0o 
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y xt ot x*(t) 


X*(ja) = X(j@) @ Pr (jo) 


FIGURE 10.2 
(A) A sampler equivalent of periodic analog-to-digital conversion. (B) An impulse modulator 
equivalent to a sampler. 


where 


oO, =— 10.5 
= (10.5) 


S 


and the complex-form Fourier series coefficients are given by the well- 
known integral: 


: 1 
P_(t)exp(—ja.t)dt =— 10.6 
+ (texp(—jo.t)dt = (10.6) 
Thus, the complex Fourier series for the pulse train is found to be: 


,-(t) = ~ y exp(+jno,t) (10.7) 


S y=-00 


The sampler output in the time-domain is the product of P; (#) and x(t): 


ei)= x(t) y, exp(+jno,t) (10.8) 


$00 
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| X(je) | | X*(joo) | 
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FIGURE 10.3 
(A) The spectrum of a signal and spectrum of an ideally sampled signal that is not aliased. 
(B) Spectrum of an aliased, sampled signal. 


Ly ; 
= T, Dy x(t)exp(+jno,t) 


N=—00 


The Fourier theorem for complex exponentiation is: 


F{y/(t)exp(+ jat)} = ¥(jo— ja) (10.9) 


Using this theorem, the Fourier transform for the sampler output can be 
written: 


X*(jo) = 7 Y' X(jo- jno,) (10.10) 


Equation 10.10 for X*(j@) is the result of the complex convolution of 
X(j@) and P,(jw); it is in the Poisson sum form, which helps to visualize 
the effects of (ideal) sampling in the frequency domain, as well as to 
understand the phenomenon of aliasing. In Figure 10.3(A), the magnitude 
of X(j@) is plotted; note that X(j@m) is assumed to have negligible power 
above the Nyquist frequency, w,/2. When x(t) is sampled, a periodic 
spectrum for X*(j@) is seen. 

As stressed earlier, x(t) can be recovered from the sampler output by 
passing x*(t) through an ideal low-pass filter, as shown in Figure 10.3(A). 
Figure 10.3(B) assumes that the base-band spectrum of x(t) extends beyond 
w,/2. When such an x(t) is sampled, the resultant X*(j@) is also periodic, 
but the high frequency corners of the component spectra overlap. An 
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ideal low-pass filter thus cannot uniquely recover the base-band spectrum, 
so x(t). This condition of overlapping spectral components in X*(j@) is called 
aliasing; it can lead to serious errors in subsequent digital signal processing. 

Because of the problem of aliasing, all properly designed analog-to- 
digital conversion systems used in FFT spectrum analyzers, time-frequency 
analyzers, and related equipment must operate on input signals that obey 
the Nyquist criterion, i.e., the power density spectrum of x(f), Sy x(f), must 
have no significant power at frequencies above one half the sampling 
frequency. One way to ensure that this criterion is met is to use a properly 
designed analog low-pass anti-aliasing filter immediately preceding the 
sampler. According to Northrop (1990, Chapter 14): 


Anti-aliasing filters are generally high-order linear phase LPFs that at- 
tenuate the input signal at least by 40 dB at the Nyquist frequency. Many 
designs are possible for high-order anti-aliasing filters. For example, 
Chebychev filters maximize the attenuation cut-off rate at the cost of 
some passband ripple. Chebychev filters can achieve a given attenuation 
cut-off slope with a lower order (fewer poles) than other filter designs. 
It should be noted that in the limit as passband ripple approaches zero, 
the Chebychev design approaches the Butterworth form of the same 
order, which has no ripple in the passband. Chebychev filters are designed 
in terms of their order, n, their cut-off frequency, and the maximum 
allowable peak-to-peak ripple (in decibels) of their passband. 


If ripples in the frequency response stopband of an anti-aliasing filter are 
permissible, then elliptical or Cauer filter designs may be considered. 
With stopband ripple allowed, even sharper attenuation in the transition 
band than obtainable with Chebychev filters of a given order can be 
obtained. Elliptic LPFs are specified in terms of their order, their cutoff 
frequency, the maximum peak-to-peak passband ripple, and their mini- 
mum stopband attenuation. 


Bessel or Thomson filters are designed to have linear phase in the pass- 
band. They generally have a “cleaner” transient response, that is, less 
ringing and overshoot at their outputs, given transient inputs. 


One problem in the design of analog anti-aliasing filters to be used with 
instruments having several different sampling rates concerns adjusting the 
filters to several different Nyquist frequencies. One way of handling this 
problem is to have a fixed filter for each separate sampling frequency. Another 
way is to make the filters easily tunable by digital or analog voltage 
means. Some approaches to the tunable filter problem are discussed in 
Section 7.3 in Chapter 7 and in Chapter 10 of the text by Northrop (1990). 

Anti-aliasing LPFs are generally not used at the inputs of digital oscillo- 
scopes because one can see directly on the display if the sampled waveform 
is sampled too slowly for resolution. An optional analog LPF is often 
used to cut high-frequency interference on digital oscilloscope inputs; 
this, however, is not an anti-aliasing filter. 
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10.3 Digital-to-Analog Converters (DACs) 
10.3.1. Introduction 


A digital-to-analog converter accepts as inputs an N-bit digital word 
(Os and 1s) representing a numerical value of an analog output signal and 
a convert enable (CE) command. A DAC’s output is a voltage or current 
determined by the digital word input. The output is held until the next 
word is presented (as parallel or serial data) and the next CE command 
is given. DACs (voltage or current output) are used in many applications 
that include but are not limited to: high-fidelity sound systems; analog 
CRT display systems used in computers and TV; generation of analog 
signals used in test and measurement systems, etc. 


10.3.2 DAC Designs 


DACs can be classified by whether they use bipolar junction transistor 
switches or MOS transistor technology. The following DAC architectures 
are found with MOS technology: 


e Binary-weighted resistor DAC 
e R-2R ladder 

e Inverted R-2R ladder 

e Inherent monolithic ladder 

¢ Switched-capacitor DAC 


The following DAC designs use BJT technology: 


e Binary-weighted current sources 
e R-2R ladder using current sources 


Figure 10.4 illustrates four common DAC architectures. Figure 10.4(A) 
shows the binary weighted resistor DAC. This is an impractical design 
for IC fabrication; one needs accurate resistor ratios over a wide range 
of resistor values. Also, the op amp is presented with varying input 
impedances, depending on the input word, thus making the DAC subject 
to op amp DC bias current errors. The SPDT switches used in this design 
are generally MOS transistors designed to have very low ON resistance 
and high OFF resistance. The output voltage of this DAC is given by: 


ae 
Vi= ot 2! (10.11) 
k=1 
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FIGURE 10.4 

Four kinds of DAC circuits using op amps: (A) a binary-weighted resistor DAC (not practical 
for N > 8); (B) the R-2R ladder DAC; (C) the inverted R-2R ladder DAC; and (D) a binary- 
weighted current source DAC (not practical for N > 8). 


where N is the bit length of the binary “word” being converted and b, is “0” 
or “1,” depending on the word. 

Figure 10.4(B) illustrates the popular R-2R ladder DAC. Here only two 
resistor values are used; their exact values are not critical, but the ratio must 
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be exactly 2 between all 2R and R valued resistors. Switches with low ON 
resistance and zero offset voltage are required. The output can be shown to 
be: 


—Vp 


V,= se) B2! (10.12) 


QN+1 


Full-scale output voltage occurs when all the switches are set to Vg. This 
is: 


v=) (10.13) 


The inverted R-2R DAC architecture is shown in Figure 10.4(C). This is a 
relatively switching glitch-free DAC, well suited for CMOS switches. Note 
that the ladder resistors’ currents are constant and independent of the switch 
positions because the op amp’s summing junction is at virtual ground. Bit 
b, is the most significant bit (MSB). With b, = 1 and all others = 0, V, = —V,z/2. 

Figure 10.4(D) illustrates the overall architecture of the binary-weighted 
current source DAC. This circuit is easily implemented with BJT current 
sources and switches. There are a number of approaches to realizing the 
switches and current sources for this type of DAC (Franco, 1988). The 
output voltage of this DAC is given by: 


N 


V, =(1,R) >) 0,2 (10.14) 


k=1 


When the MSB is HI (b, = 1) and all other b, = 0, V, = I, R/2; when the 
LSB is HI (by = 1) and all other b, = 0, then V, = I, R/2N. 

Figure 10.5 illustrates a simplified schematic of a low-power DAC using 
switched weighted capacitors (SWC). The MSB output of the SWC DAC 
can be found by observing that when b, — 1, all other b, = 0, and the 
charge in C, is also the charge in C,; Also, the summing junction is 
assumed to be at virtual ground. Thus: 


Q, =2N1C Vp =Qp=V,2NC (10.15) 
1 
V, = Vp/2 (10.16) 


The LSB output of the SWC DAC is found the same way: by assuming 
by — 1, all other b, = 0. 
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FIGURE 10.5 
A switched, weighted capacitor DAC (not practical for N > 8). 
Qn = Ve 29°C =Q;=V,2NC (10.17) 
L 
V, 
Vn (10.18) 
The general output can be written: 
N 
VRC kel 
v= Syh,2 (10.19) 
k=1 


Some practical problems emerge in considering the SWC DAC: (1) C, must 
have 2%"! times the area of C,, on the substrate. This limits N practically to 8. 
(2) The op amp must have a MOS transistor front end to obtain ultra-low 
bias current so that V, will not significantly drift over a sampling period. 

In Figure 10.6, a design strategy enables the use of a 1:8 capacitor area ratio, 
rather than a 1:128 area ratio required for the 8-bit DAC shown in Figure 10.5. 
The MSB output is found from the capacitive voltage divider made from the 
input array. The input capacitor is C, = C. It can be shown that the series- 
parallel combination of the rest of the capacitors having b, = 0, so they are 
grounded is C. Thus, V,,ysp) is simply Va/2. The LSB output is found the same 
way by considering the capacitor voltage divider; it can be shown to be 
Viasp) = Va/256. The complete charge-scaling DAC output is given by: 


N 
V,=V, >) b,2 (10.20) 
k=1 


Multiplying DACs (MDACs) are a special class of DAC in which the 
reference signal is made variable and the DAC output is the product of 
the analog value of v,(t) and the digital scaling input. Thus two-quadrant 
multiplication can be realized for a straight unipolar binary input: 


© 2004 by CRC Press LLC 


Digital Interfaces 


LSB array MSB array 
r A \ 2c/1I5 A ~ 
| ( 
I\ 
Cis c/4 c2}c  6C 18 cia C2 
c/8| ! 
ad Tbe (LSB) by bs bs by bs by b,Q (MSB) 
9 ai a a a rf 0 a a ai 
Vea O = 
FIGURE 10.6 


A charge-scaling switched-capacitor DAC. 


v,(t)= vee 


401 


(10.21) 


If the DAC is set up for bipolar offset binary (BOB) operation, true four- 
quadrant multiplication occurs. The output of a DAC configured for BOB, 


such as the AD7845 12-bit MDAC, is given by: 


k=1 
For N = 12: 
{b,}=1111 1111 1111, V, =0_(t) Soa 
{b,}=1000 0000 0001, V,= Pl) 
{b,}=1000 0000 0001, V, =0,(t) saa 2 
{o,}=0111 1111 1111, V,=—04l!) sa 
{b,}=0000 0000 0000, V, =-v,(#) ae i 


(10.22) 


(10.23A) 


(10.23B) 


(10.23C) 


(10.23D) 


(10.23E) 


MDACs find application in waveform generation; digitally controlled 
attenuators; programmable power supplies; programmable gain amplifiers; 
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FIGURE 10.7 
I/O characteristic of an ideal 3-bit DAC. 


and self-nulling systems. The unity gain small-signal bandwidth (f;) of the 
AD7845 is 600 kHz; its full-power bandwidth is 250 kHz. 


10.3.3 Static and Dynamic Characteristics of DACs 


Figure 10.7 illustrates the input/output characteristic of an ideal binary, 
N =3-bit DAC (in practice the smallest N is typically 8 bits). Note that the 
analog output has one half LSB of output added to it to minimize conversion 
error. In general, the LSB and full-scale output of the 3-bit binary input DAC 
are given by: 


LSB = V,/2N (10.24) 


V, 


0. 


7g = Vp — LSB/2 = Vp [1 — 2400] (10.25) 


For the N = 3 DAC, Vyrs = Vg x 0.9375. 
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I/O characteristic of a nonideal, 3-bit DAC, showing types of errors. (Adapted from Allen, P.E. 
and D.R. Holberg, 2002, CMOS Analog Circuit Design, Oxford University Press, New York.) 


DAC static errors can be described by the integral nonlinearity (INL) 
and the differential nonlinearity (DNL). According to Allen and Holberg 
(2002): 


[The] INL is the maximum difference between the actual finite resolution 
characteristics and the ideal finite resolution characteristic measured ver- 
tically. Integral nonlinearity can be expressed as a percentage of the full 
scale range or in terms of the least significant bit. Integral nonlinearity 
has several subcategories, which include absolute, best-straight-line, and 
end-point nonlinearity. The INL of a 3-bit [DAC] characteristic is illus- 
trated in Figure [10.8]. The INL of an N-bit DAC can be expressed as a 
positive INL and a negative INL. The positive INL is the maximum 
positive INL. The negative INL is the maximum negative INL. In Figure 
[10.8], the maximum +INL is 1.0LSB and the maximum —INL is —1.5LSB. 


[The] DNL is a measure of the separation between adjacent levels mea- 
sured at each vertical jump. Differential nonlinearity measures bit-to-bit 
deviations from ideal output steps, rather than along the entire output 
range. If V., is the actual voltage change on a bit-to-bit basis and V, is 
the ideal change, then the differential nonlinearity can be expressed as 
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DNL= tae Ys x 100% = (V.,./V, -1)LSBs [10.26] 


s 


For an N-bit DAC and a full-scale voltage range of VFSR, 


V,=V, 


ane [10.27] 
Figure [10.8] also illustrates differential nonlinearity. Note that DNL is a 
measure of the step size and is totally independent of how far the actual 
step change may be from the infinite resolution characteristic at the jump. 
The change from 101 to 110 results in a maximum +DNL of 2.5LSBs 
(V../V, = 2.5LSBs). The maximum negative DNL is found when the 
digital input code changes from 011 to 100. The change is —0.5 LSB 
(V.../ V, = —0.5LSB), which gives a DNL of —0.5LSB. It is of interest to note 
that as the digital input code changes from 100 to 101, no change occurs 
(point P). Because we know that a change should have occurred, we can 
say that the DNL at point P is —0.5LSB. 


Dynamic DAC characteristics of DACs limit the speed at which they 
can convert digital words to analog signals. If a DAC IC has an on-chip 
op amp for current-to-voltage conversion, the op amp’s f; and slew rate, 
n, provide one factor that limits conversion speed. Another factor comes 
from on-chip parasitic capacitances that shunt all resistors and transistors 
to substrate ground. Conversion speed is also limited by the rate at which 
MOS and/or BJT switches can turn on and off. Glitches — unwanted 
(artifactual) transients on the DAC output immediately following a digital 
word input — are another problem with high-speed DACs. Franco (1988) 
describes their origin and a cure: 


... these are due to the internal circuitry’s nonuniform response to input 
bit changes and to poor synchronization of the bit changes themselves. 
For instance, if during the center-scale transition from 011...1 to 100...0 
the MSB is perceived as going on before (after) all other bits go off, the 
output will momentarily [try to] swing to full-scale (to zero), thus causing 
an output glitch. 


Glitches are of particular concern in CRT display applications. Filtering 
doesn’t solve the problem since the area under the glitch is integrated 
and carried over subsequent steps [i.e., as the filter’s impulse response], 
which will therefore also be in error. Glitches can be minimized either 
by synchronizing the input bit changes with a high-speed parallel latch 
register, or by processing the DAC output with a[n] S/H [sample and 
hold] deglitcher circuit. The circuit is switched to hold mode just prior 
to the input code change and is returned to the track mode only after 
the DAC gas settle[s] to its new level, thus preventing any glitches from 
reaching the output. 
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The fast video DACs available in 2003 can convert at approximately 200 
MSPS. For example the 10-bit, Analog Devices AD9732 DAC is rated at 
200 MSPS and takes 5 ns to settle to one half LSB. The Faraday 8-bit 
DAC8001 also is rated at 200 MSPS and claims a 4-ns analog settling time. 


10.4 Hold Circuits 


Just as the sampling process can be interpreted in the frequency domain, 
so can the process of sample (or track) and hold of analog signals from 
a DAC. Note that the digital input to a DAC is generally periodic with 
period T,. The DAC’s analog output from the n“ digital input is generally 
held constant until the (n + 1)" input updates it. This process generates a 
stepwise output waveform if {b,} is changing and can be viewed as linear 
filtering operation. The impulse response of the zero-order hold (ZOH) 
filter to a unit input word at t = 0, and zero inputs at sampling instants 
thereafter is: 


h,(t) = U(t) — U(t - T,) (10.28) 
where U(t) is the unit step function, defined as zero for all negative 


argument, and 1 for all positive argument. i,(f) is thus a pulse of unit 
height and duration (0, T,), else zero. The Laplace transform of h,(f) is: 


ae 
JA =e 


Ss Ss s 


H,(s) (10.29) 


To find the frequency response of the ZOH, let s > j@ and use the Euler 
relation for e®. The ZOH’s frequency response is easily shown to be: 


H, (jo) =7 OT?) jor (10.30) 


© (0f,/2) 


Note that the zeros in H,(jw) occur at @ = n2n/T, r/s, where n = 1, 2, 
3, ..., and 2n/T, is the radian sampling frequency of the system. Thus, 
the overall process of sampling an analog signal, x(t), and reconverting 
to (held) analog form by a DAC can be written in the frequency domain 
(neglecting quantization) as (Northrop, 1990): 


=, sin(o®, /2 | 
x(i0)= ry Mio jno,)ei™? (10.31) 
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Note that other more sophisticated holds exist; their realization is at the 
expense of some circuit complexity, however. For example, the first- 
difference extrapolator hold that generates linear slope transitions between 
sampling instants (instead of steps) can be realized with three DACs, a 
resettable analog integrator, and an analog adder (Northrop, 1990). Its 
transfer function can be shown to be: 


1- et i= e737 + est 1- et et 
H,(s)= ——_+ 2 ( : ) (10.32) 


rr 


10.5 Analog-to-Digital Converters (ADCs) 
10.5.1 Introduction 


Although the technology for DACs is relatively simple, there are many 
diverse kinds of ADCs and ADC algorithms. The five major categories of 
ADC are: 


. Tracking (servo) converters 
. Successive approximation converters 
. Integrating converters 


. Flash (parallel) converters 


oa FF WN RF 


. Oversampled (sigma-delta) converters 


Next, each category will be examined and a description of how it works 
given. 

Figure 10.9 shows the transfer characteristic of a 3-bit binary-output ADC. 
Note that an infinite-resolution analog signal, x(t), is quantized into eight 3- 
bit binary words, depending on its value. Figure 10.10 illustrates the nor- 
malized quantization error, (NQE) = v,/LSB, of this converter; the quantiza- 
tion error voltage is given by: 


N 
0, = 0, —Veg ¥ b,2 = 0, —Vyg(b,21 + 6,27 +b,2), for N =3. (10.33) 
k=1 


Note that the NQE is bounded by plus or minus one half LSB except for 
0,/Vrg 2 7/8, where it reaches +1 LSB at v,/V;, = 1. 1 LSB = V;,,/23 = 
V;s/8 for this 3-bit ADC. 
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FIGURE 10.9 
Transfer characteristic of an ideal 3-bit binary-output ADC. 


10.5.2 The Tracking (Servo) ADC 


The first ADC considered is the tracking (servo) ADC, aka the counting 
ADC. A block diagram for this ADC is shown in Figure 10.11. When con- 
version is initiated, the up/down counter is reset and then counts up. The 
up/down counter’s digital output goes toa DAC. The DAC’s voltage output 
ramps up at a rate easily shown to be: 


n= Vie (21) V/sec (10.34) 


where N is the number of bits of the DAC and U/D counter and T, is the 
clock period. 

Vrs is generally made equal to Voi. If N = 10 bits, T, = 5 x 107 sec (f,= 
2 MHz), and V,,4x = 10 V, then the V, slew rate is n = 1.953 x 104 V/sec. 
By resetting the counter following each 10-V conversion, approximately 
1,950 10-V conversions can be made per second. If conversion is not stopped- 
when the comparator output goes LO (V, > V,) and the counter is not reset, 


then the counter will increment down by 1 LSB at the next clock cycle, 
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FIGURE 10.10 
Normalized quantization error vs. input voltage for an ideal 3-bit binary ADC. 


causing V, to decrease by 1 LSB, thus bringing V, < V,; the comparator then 
goes HI and the next clock pulse increments the counter up, so V, then 
exceeds V,. The process repeats cyclically, generating a steady-state 1-LSB 
dither in the digital output. 

When this ADC is used in the tracking mode to improve conversion 
speed, the LSB output is not used in order to avoid the steady-state dither. 
If the ADC is reset after each conversion, the end of conversion (EOC) 
signal occurs when V, > V, by 1 LSB the first time after conversion is 
initiated. Although this mode of operation avoids dither, it is slower and 
still has a conversion error between 0 and +1 LSB. 

The servo counting ADC is well suited for data conversion of DC or 
low-frequency AC signals. It is also easy to implement in hardware (ICs). 
One disadvantage is that conversion time depends on the value of 0,/ Vinay, 
i.e., it is variable. Another disadvantage is the LSB dither seen in the 
steady-state tracking mode. 


10.5.3 The Successive Approximation ADC 


Like the servo counting ADC, the successive approximation ADC 
(SAADC) uses a comparator and a DAC in a closed-loop architecture, as 
shown in Figure 10.12. The conversion cycle for a 10-bit SAADC begins with 
a start signal from the controlling computer’s I/O interface at t = nT. Start 
causes the analog input signal, V,, to be held at [V,(nT)] and the counter’s 
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FIGURE 10.11 
Top: block diagram of a tracking or servo ADC. Bottom: DAC output of the servo ADC showing 
numerical slew-rate limiting and dither. 


output register is cleared (all b, > 0 except for b, = 0 (MSB)). This action 
causes the DAC output, V,, to go to 512Vp/1024 = V,/2. The comparator 
subtracts this V, from [V,(nT)] and performs the operation, 


Q=sen|[V,(07)]-V9/2 (1035) 


If Q = 1, then b, is kept 1 (HI); if Q = —-1, then b, is set to 0 (LO). Next, 
b, is set to 1 (b, retains the value determined in the first cycle). Now the 
DAC output is V, = Vp (b,/2 + 1/27). The comparator tests to see if 
sen{[V,.((1 + 1)T] — V,} = 1. If yes, b, stays at 1, if no, b, — 0, completing 
the second bit’s conversion cycle. Now b; > 1 and V, = Vp (b,/2 + b)/4+ 
1/2°) and the process continues. Q = sgn{V,((m + 2)T] — V,} is tested, etc. 
until all 10 bits have been tested. Figure 10.13, adapted from Northrop (1990), 
illustrates a logical flowchart for the operation of a 10-bit SAADC; note b, = 
MSB and b,,) = LSB. 
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FIGURE 10.12 
Block diagram of the popular successive-approximation ADC. 


The conversion time of an SAADC is T, = NT, i.e., about N clock periods. 
For example, the Texas Instruments TLC1225 12-bit SAADC can convert 
in 12 us, given a 2-MHz clock input. The TI TLC1550I 10-bit SAADC can 
convert in 6 us, given a 7.8-MHz clock, which is about 166 kSa/sec. 


10.5.4 Integrating Converters 


Integrating converters are also called serial analog DACs. Two basic 
architectures will be considered in this section: (1) single-slope and (2) dual- 
slope integrating DACs (IDACs). Figure 10.14 illustrates the block diagram 
of one version of a single-slope IDAC (SSIDAC). An op amp integrator 
that can be reset is used as a ramp generator; it integrates the DC Vz < 0 
to produce a positive ramp with slope Vz/RC. The ramp, V>, is the negative 
input to a comparator, the positive input to which is the held signal being 
converted, [V,] > 0. 

At the start of conversion [V,] > V2, so the comparator output, Q, is HI, 
enabling the AND gate to pass clock pulses to the binary counter. When 
V, > [V,], Q goes LO. This event stops the counting and, through the 
control logic, causes the integrator to be reset to V, — 0 and the track 
and hold circuit to again track v,(t). Q — 0 also causes the counter to 
present the total count at its parallel output and the control logic to signal 
end of conversion (EOC). The SSIDAC is now in standby mode waiting 
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Logical flowchart illustrating the steps in one conversion cycle of a successive-approximation 
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FIGURE 10.14 
Block diagram of a single-slope integrating ADC. 
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for the next convert (CON) command. The leading edge of the CON 
command causes the counter to be reset; v,(f) to be held; the integrator 
to begin integrating V,; and the counter to begin counting. Each completed 
conversion count, M, is proportional to that [V,]. From the SSIDAC 
architecture, the j'* conversion: 


1 MjT 
aa | Yett=[¥.1, (10.36) 
0 
v 
[V,], RC 
M=—— (10.37) 
VI 


Suppose a 10-bit converter is desired and V, ranges from 0 to 10 V. Let 
Vp = 1.00 V and T = 10° sec. Then, from the preceding equation, it can 
be determined that RC = 1.023 x 10+ sec, so if C = 10° F, then R = 1.023 x 
10* Q. With these parameters, the SSIADC will output M; = 2'° — 1 when 
[V,]; = 10.0 V. Note that SSIADC conversion time is variable; the larger 
[V,]; is, the longer it takes. When [V,]; = 10 V, conversion takes 1.023 MS. 
Thus, integrating ADCs (IADCs) are relatively slow, suitable for ECG and 
DC applications. Also, accuracy of the SSIADC depends on the stability 
of the RC product and clock period over time and temperature changes. 
To overcome these problems, the clever design of the dual-slope integrating 
ADC was developed. 

Figure 10.15 illustrates a unipolar dual-slope integrating ADC. Note it does 
not require a DAC. On receiving the convert command, this ADC first resets 
its integrator output to V, = 0 and clears its counter to zero. S, connects the 
integrator to V, > 0. V, is integrated for 2 clock cycles or 2" T, sec, causing 
V, to go negative. At the end of this integration time, the counter is again 
cleared and S, switches to —Vpz, which is integrated, causing V, to ramp 
positively toward zero. During this interval, the counter counts up from zero 
because Q is high. When V, reaches zero, the comparator output Q goes 
from HI to LO, stopping the counter and signaling the end of the conversion 
cycle. Mathematically, the integrator output when the counter reaches T, = 
Pas Ua 


v,(2"T,)=-— Jew) /(r,)at\T, = at 1v,(T,)} (10.38) 


In the second part of the conversion cycle, the integrator integrates until 
V, reaches zero. This takes M clock cycles. Mathematically: 
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Block diagram of a unipolar-input dual-slope integrating ADC. 


-2"T ;——. MTV 
V,=0= 0 V, T)}+ ee (10.39) 
L 
{v.(t,)}2" 
M= (10.40) 
VR 


Therefore, the countdown time (and thus M) is proportional to the 
average of the input signal over T, = 2‘ T, sec. Note that this ADC is inde- 
pendent of RC and T,; these parameters are determined from practical 
considerations. Often T, is made 1/60 sec to make the ADC reject 60-Hz 
hum on 7,(t) (Northrop, 1990). Figure 10.16 illustrates the block diagram of 
a dual-slope integrating ADC (DSIADC). 

This ADC gives an offset binary output code for bipolar DC input 
signals. When the convert command is given, the input is held, the counter 
is cleared (reset to zero), and V, is set to zero with S,. Next, S, is opened 
and S, is set to integrate the output of OA-1, V,, for a time equal to 2% 
clock cycles (T, = 2% T,). V2 goes positive, so Q = LO, disabling the output 
counter. When T, = 2’ T,, the counter is enabled and counts clock pulses, 
and S, is set to integrate +Vp. V, now ramps down to zero, which is 
sensed by the comparator output Q going HI. The number of clock cycles 
required for V, to go to 0 is M. The peak V, is found by: 
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FIGURE 10.16 
Block diagram of a bipolar-input dual-slope integrating ADC. The output is in offset binary code. 


‘ 2N 7. 
oT (V,.+[V, ])dt= 


0 


Va2NT. Arab 


V,(2"T.)= 2RC 2RC 


(10.41) 


The number of clock cycles required to integrate V,(2‘ T.) to zero is M: 


va2"T, V2°T_VaMT, _ 
2RC 2RC Re 


0 (10.42) 
Solving for M: 
M=2""(1+[V,]/V,)] (10.43) 


Note that when [V,] = —Vz, M = 0, when [V,] = 0, M = 2N"! (1 MSB), and 
when [V,] = +Ve, M = 2", giving a true offset binary output code. Note that 
this dual-slope integrating ADC also has accuracy independent of RC and T,. 


10.5.5 Flash Converters 


The fastest ADCs are flash converters (FADCs) that enable signal sampling 
in the ns range and thus are widely used in medical ultrasound systems, 
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FIGURE 10.17 
A 3-bit flash ADC. 


sonar and radar data conversion, and certain communications applications. 
Data conversion rates into the hundreds of MSa/sec are typical. Figure 10.17 
illustrates an N = 3-bit flash ADC with straight binary output. 2’ — 1 = 7 
voltage comparators are used for conversion; comparator C, is used to signal 
over-range. Thus, an 8-bit FADC uses 255 analog comparators, plus one for 
over-range. Figure 10.18 illustrates the transfer characteristic of the 3-bit 
FADC. The Analog Devices AD770 8-bit FADC uses three blocks of 64 com- 
parators and one block of 65 comparators and two levels of bit decoding to 
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FIGURE 10.18 
Transfer characteristic of an ideal 3-bit flash ADC. 


obtain an 8-bit ECL-compatible, binary output with a guaranteed 200 
MSa/sec rate. 

One of the problems in realizing an 8-bit FADC is keeping the dc offset 
voltages of the 256 comparators small, with low, equal tempcos, and also 
keeping the resistors matched in the 2'-resistor voltage divider. To realize 
flash conversions with resolutions greater than 8 bits, a two-step architec- 
ture can be used, as shown in Figure 10.19. For example, a 12-bit FADC can 
be made by letting K = M = 6 bits; thus, each subconverter needs only 2° = 
64 comparators. Assuming unipolar operation, 0 < v, < V;;. The output of the 
K-MSB DAC following a conversion of [v,("T)] is: 


K 
Vev> hy? (10.44) 
i=1 


The input to the M-lesser bits T and H and FADC is: 
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FIGURE 10.19 
Architecture of a two-step flash ADC. This design is more efficient when N 2 8 is desired. 


V,= o( fs -V;s >, a (10.45) 


The voltage difference in parentheses is V,. Thus, the second FADC 
generates a binary code on the quantized remnant, V,, to give a net N = 
(K + M)-bit output. Because the K- and M-bit FADCs use (25 — 1) and (2” — 1) 
comparators respectively, the system is generally less expensive and easier 
to build than a single N-bit FADC. The total coded output of the system is: 


[v,(nT)] = mp3 b,/2' + Sb, /2! | =V > bf?" (10.46) 
i=1 j=l k=1 


When flash converters that sample at over 100 MSa/sec are used, special 
attention must be paid to how the digital data are handled. High-speed 
logic (e.g., ECL) must be used and data must be stored temporarily in 
shift registers and high-speed RAM before permanent recording can take 
place on a magnetic hard disk or optical disk. FADCs also are greedy for die 
size and operating power. For every bit increase in FADC resolution, the 
size of the ADC core circuitry (comparators, resistors, decoding logic) 
essentially doubles, as does the chip’s power dissipation (Maxim, 2001). 
Conversion time, however, is independent of the bit resolution, N, and is fast; 
the state of the art for 2- and 4-bit FADCs is a sample rate of about 1 GSa/sec. 
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Block diagram of a first-order, delta-sigma ADC. The A-Y modulator is in the dotted box. 


10.5.6 Delta-Sigma ADCs 


Delta-sigma ADCs are also called oversampled or noise-shaping converters. 
Oversampling ADCs are based on the principle of being able to trade off 
accuracy in time for accuracy in amplitude. Figure 10.20 illustrates the circuit 
of a first -order A-); ADC. The circuit in the box is a first-order A-Y modu- 
lator. The digital filter and decimator produces the N-bit, digital output. 

First, the operation of the A-Y modulator in the time domain will be 
analyzed. Set V,.— 0 and let the MOS switch apply —V, to the integrator so 
that its output, V,, goes positive. The comparator output, V,, applied to 
the D input of the D flip-flop (DFF) will be HI. At the rising edge of the 
next clock pulse, HI is seen at the Q output of the DFF. This HI causes 
the MOS switch to switch the integrator input to +Vz, so the integrator output 
V, begins to ramp down. When V, goes negative, the comparator output 
V, goes LO. Again when the clock pulse goes HI, the LO at D is sent to the 
DFF Q output. This LO again sets the MOS switch to —Vz, causing V, to ramp 
positively until it goes positive, setting V, HI, etc. 

Figure 10.21 shows the A-Y, modulator’s waveforms for V, = 0. Q is the 
DFF output, which is the comparator output, V,, latched in when the CP 
goes high. The peak-to-peak height of the steady-state triangle wave 
oscillation seen at V, can easily be shown to be equal to: 


av, = vale 


= 10.47 
1m RC ( ) 
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—Va ————— 


FIGURE 10.21 
Waveforms in a first-order A-Y, modulator when V,, = 0. 


where T, is the DSDAC’s clock period and the other parameters are given 
in the figure. The average value of V, = 0. 

Now set V, = +V,/4 and examine the A->) ADC’s waveforms (refer to 
Figure 10.22). Let the system start with V, = 0 at t = 0 and begin to integrate 
V, and V, = +Vg. Initially, the integrator output V, ramps negative as v,(f) = 
-[5Vp/(4RC)] t. At the first positive-going clock wave, the LO comparator 
output, V;, is latched to the DFF’s Q output, setting it low. When Q goes 
low, the MOS switch makes V, = —Vz. Now the integrator output ramps 
upward with slope +3V,/(4RC). When V, goes positive, the second positive 
clock transition latches the HI V, to Q, setting V, to +Vp. Now the 
integrator output, V,;, ramps down again with slope —5V,/(4RC). 
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FIGURE 10.22 
Waveforms in a first-order A->, modulator when V, = +V,/4. 


When V, < 0, V, goes LO. The third positive clock transition latches 
this LO to the Q output of the DFF. As before, this sets V, to —Vz, the integrator 
output again ramps positive, and the cycle repeats, etc. Note that there is a 
steady-state (SS) oscillation in V,, V,, Q, and V, with a period of eight 
clock periods. The SS duty cycle of Q is 37.5%, and V; = —“4. 

It is also of interest to examine the A-) ADC’s waveforms when V, = 
+V,/2. Now let the system start with V, = 0 at t = 0 and begin to integrate 
V, with V, = +V,. Assuming V, is constant, V, ramps negative as v,(t) = -3V, 
t/(2RC), causing the comparator output, V,, to be LO. At the first positive- 
going clock pulse, the DFF latches the low D input to Q, causing the 
MOS switch to make V, = —Vz. Now the net input to the integrator is 
-V,/2 and the integrator output begins to go positive with slope 
+Vp/(2RC), as shown in Figure 10.23. When V, first goes positive, V, goes 
HI. At the third clock HI transition, the DFF output goes HI, setting the 
MOS switch to —V,. Now the net input to the integrator is +3V,/2, V, begins 
to ramp down again with slope -3V,/(2RC), and the ADC process repeats 
itself indefinitely until V, changes. From the waveforms in this figure 
where V, = V,z/2, it can be seen that the duty cycle of Q is 25% and V, = 
-'%. From the three sets of V, waveforms, it can be seen that, in general, 
V,=—Vx Vs. 

Now consider the operation of first-order A->! ADC. If the number of 
ones in the output data stream (ie., the DFF’s Q output) is counted over 
a sufficient number of samples (clock cycles), the counter’s digital output 
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> 


FIGURE 10.23 
Waveforms in a first-order A-Y, modulator when V, = +V,/2. 


will represent the digital value of the analog input, V,. Obviously, this 
method of averaging will only work for DC or low-frequency V,. In 
addition, at least 2‘ clock cycles must be counted in order to obtain N-bit 
effective resolution. In the A->’ ADC, the modulator’s DFF Q output is 
the input to the block labeled “digital filter and decimator.” The digital 
low-pass filter precedes the decimator and serves two functions: (1) it acts 
as an anti-aliasing filter for the final sampling rate, f,, and (2) it filters out 
the higher frequency noise produced by the A-Y modulator. 
According to Analog Devices’ AN-283 (Sigma-Delta ADCs and DACs): 


The final data rate reduction is performed by digitally resampling the 
filtered output using a process called decimation. The decimation of a 
discrete-time signal is shown in Figure ..., where the sampling rate of 
the input signal x(n) is at a rate which is to be reduced by a factor of 4. 
The signal is resampled at the lower rate (the decimation rate), s(n) [f,]. 
Decimation can also be viewed as the method by which the redundant 
signal information introduced by the oversampling process is removed. 


In sigma-delta ADCs it is quite common to combine the decimation 
function with the digital filtering function. This results in an increase in 
computational efficiency if done correctly. 


Figure 10.24 illustrates a heuristic frequency-domain block diagram approx- 


imation for a first-order A-) ADC. To appreciate what happens in the 
system in the frequency domain, find the transfer function for the analog 
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FIGURE 10.24 
A heuristic frequency domain block diagram of a first-order A-Y, modulator. 


input, V,, and the internal quantization noise, n, (see the following section). 
Assuming a linear system: 


4, Vi jon 
s 


— (10.48) 
jO+K, jo+K, 


Thus the 1-bit quantization noise in the output is boosted at high frequen- 
cies so V,’ = jo n,/K;. The signal component in V,’ rolls off at -6 dB/octave 
above @ = K, r/s. At low frequencies, the noise in V,’ is negligible and 
V, = V,. Because the A-Y modulator is really a sampled system at fre- 
quency ie the noise in V, and Q has the root power density spectrum shown 
in Figure 10.25. Note that the broadband quantization noise is concentrated 
at the upper end of the root spectrum. The range from 0 <f < f, is relatively 
free of noise. Operation in this range is achieved by first having the FIR LPF 
operate on the data stream from Q at clock rate, f,, and then decimation, so 
f, = f,/2, the Nyquist frequency of the decimation frequency. Finally, the 
counter counts the decimated data for 2% f, clock periods. 


10.6 Quantization Noise 


This section describes an important source of noise in signals periodically 
sampled and converted to numerical form by an ADC. The numerical samples 
can then be digitally filtered or processed, and then returned to analog 
form, v,(¢), by a digital-to-analog converter. Such signals include modern 
digital audio, video, and images. The noise created by converting from 
analog to digital form is called quantization noise (QN) and it is associated 
with the fact thatwhen a noise-free analog signal, v,(f), (with almost infinite 
resolution) is sampled and digitized, each v,*(nT) is described by a binary 
number of finite length, introducing an uncertainty between the original 
v,(nT) and v,*(nT). This uncertainty gives rise to the quantization noise, which 
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FIGURE 10.25 
A typical root power density spectrum of signal and quantization noise in a first-order A->, 
modulator. 


can be considered to be added to v,(t) or to v,(t). (A paper by Kollar (1986) 
has a comprehensive review of quantization noise. Also, Chapter 14 in the 
text by Phillips and Nagle (1994) has a rigorous mathematical treatment of 
QN,) 

When a Nyquist band-limited analog signal is sampled and then con- 
verted by an N bit ADC to digital form, a statistical uncertainty in the 
digital signal amplitude exists that can be considered to be equivalent to 
a broadband quantization noise added to the analog signal input before 
sampling. In the quantization error-generating model of Figure 10.26, a 
noise-free Nyquist-limited analog signal, v,(t), is sampled and digitized 
by an N-bit ADC of the round-off type. The ADC’s numerical output, 
v,*(nT), is the input to an N-bit DAC. The quantization error, e(1), is 
defined at sampling instants as the difference between the sampled analog 
input signal, v,(nT), and the analog DAC output, v,(nT). (From now on, 
the shorter notation, x(n), y(n), etc. will be used.) The ADC/DAC channel 
has unity gain. Thus the quantization error is simply: 


e(n) = x(n) — y(n). (10.49) 
Figure 10.27 illustrates a bipolar rounding quantizer function relating ana- 
log sampler output, x(1), to the binary DAC output, x*(7). In this example, 


N = 3. (This uniform rounding quantizer has 2% levels and (2‘ — 1) steps.) 
When y(n) is compared to the direct path, the error, e(m), can range over 
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FIGURE 10.26 
A quantization noise error-generating model for an ideal N-bit ADC driving an N-bit ideal DAC. 
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FIGURE 10.27 
A 3-bit rounding quantizer I/O function. 


+g/2 in the center of the range, where q is the voltage step size of the 
ADC/DAC. It is easy to see that for full dynamic range, q should be: 


Viemax 
= —2M4A* ~_ volts 10.50 
q (a 1) ( ) 


where V,.4x is the maximum (peak-to-peak) value of the input, v,(t), to 
the ADC/DAC system. 


© 2004 by CRC Press LLC 


Digital Interfaces 425 


A pe(e) 
1/q 
> 
—q/2 10 q/2 


FIGURE 10.28 
The rectangular probability density function generally assumed for quantization noise. 


For example, if a 10-bit ADC is used to convert a signal ranging from 
—5 to +5 V, then by Equation 10.50, q = 9.775 mV. If x(t) has zero mean 
and its probability density function (PDF) has a standard deviation o, > 
q, then it can be shown that the PDF of e(1) is well modeled by a uniform 
(rectangular) density, f,(e), over e = +q/2. This rectangular PDF is shown 
in Figure 10.28; it has a peak height of 1/q. The mean-squared error voltage 
is found from the expectation: 


° q/2 /2 
Efe*}=e? = | e*f(e)de= } ef (e)de = Wale) =F <6? msv (1051) 
; 7 : 3 |, 2 
= i 


Thus, it is possible to treat quantization error noise as a zero-mean, 
broad-band noise with a standard deviation of 0, = 4 /J/12 V, added to the 
ADC/DAC input signal, x(t). The QN spectral bandwidth is assumed to 
be flat over +f,/2, where f, is the sampling frequency, i.e., the Nyquist range. 

In order to minimize the effects of quantization noise for an N-bit ADC, 
it is important that the analog input signal, v,(f), use nearly the full 
dynamic range of the ADC. In the case of a zero-mean, time-varying 
signal that is Nyquist band limited, gains and sensitivities should be 
chosen so that the peak expected x(t) does not exceed the maximum voltage 
limits of the ADC. 

If x(t) is an SRV and has a Gaussian PDF with zero mean, the dynamic 
range of the ADC should be about +3 standard deviations of the signal. 
Under this particular condition, it is possible to derive an expression for the 
mean-squared signal-to-noise ratio of the ADC and its quantization noise. 
Let the signal have an RMS value o, volts. From Equation 10.50, the quan- 
tization step size can be written: 


171 ae volts, (10.52) 


or 


6, =4(2" -1)/6 (10.53) 
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From which it can be seen that 0, > q for N 2 3. Relation 10.52 for qg can 
be substituted into Equation 10.51 for the variance of the quantization noise. 
Thus, the mean-squared output noise is: 


_@. 366) - 36; _.4 
Nb Bp ay pa MSV (10.54) 


Thus, the mean-squared signal-to-noise ratio of the N-bit rounding quan- 
tizer is: 


SNR, = (2 -1)/3 MSV/MSV (10.55) 


Note that the quantizer SNR is independent —_ qagie 10.1 
of 6, as long as 6, is held constant under the 
dynamic range constraint described previ- 
ously. In dB, SNRq = 10 log[(2" — 1)/3]. Table 


SNR Values for an N-Bit 
ADC Treated as a Quantizer 


10.1 summarizes the SNR, of the quantizer for " SNe 
different bit values. 6 31.2 
Because of their low quantization noise, 16- = 
to 24-bit ADCs are routinely used in modern oe 
digital audio systems. Other classes of input 14 79.5 
signals to uniform quantizers, such as sine 16 91.6 
waves, triangle waves, and narrow-band total in Tas 
: . : 7 : put range is as 
Gaussian noise, are discussed by Kollar (1986). sumed to be 6 6, V. Note 
Figure 10.29 illustrates a model whereby that about 6 dB of SNR 
the equivalent QN is added to the ideal sam- improvement occurs for 
pled signal at the input to some digital filter, eee wie added tere 


H(z). Note that the quantization error ee Wer Nene 


sequence, e(1), is assumed to be from a wide- 

sense stationary white-noise process, where each sample, e(1), is uniformly 
distributed over the quantization error. The error sequence is also assumed 
to be uncorrelated with the corresponding input sequence, x(n). Further- 
more, the input sequence is assumed to be a sample sequence of a stationary 
random process, {x}. Note that e(1) is treated as white sampled noise (as 
opposed to sampled white noise). The auto-power density spectrum of e(1) 
is assumed to be flat (constant) over the Nyquist range: -t/T< w<1/T r/s. 
(T is the sampling period.) e(1) propagates through the digital filter; in the 
time domain this can be written as a real discrete convolution: 


y(n) = » e(m)h(n—m) (10.56) 
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e(n) 


FIGURE 10.29 
Block diagram of a model in which quantization noise is added to a noise-free sampled signal 
at the input to a digital filter. 


6,’ is the variance of the white quantization noise and the variance of the 


filter’s output noise can be shown to be expressed as (Northrop, 2003): 


0; =07 1°(k) (10.57) 
k=0 


10.7 Chapter Summary 


Digital interfaces generate sampled data when they periodically convert 
an analog signal to numerical form or numerical data to an analog voltage 
or current. Sampled data are subject to the sampling theorem, which 
describes the conditions under which unwanted aliasing can take place. 
This chapter described sampling as impulse modulation and showed how 
sampled data can be described in the frequency domain by a repeated 
spectrum Poisson sum. In the frequency domain, aliasing was shown to 
exist when the edges of the repeated spectra in the Poisson sum over- 
lapped. This overlapping occurred when the power density spectrum of 
the sampled analog signal contained significant power above one half 
the sampling frequency, also known as the Nyquist frequency. 

Digital-to-analog converters (DACs) were next covered and their circuit 
architecture and factors affecting the speed of conversion were described. 
Hold circuits were also described; the transfer function of the zero-order 
hold and a simple extrapolator hold were derived. 

Many types of analog-to-digital converters (ADCs) were described, 
including the tracking or servo ADC; the successive approximation ADC; 
integrating ADCs; and flash ADCs. Flash ADCs were seen to be the fastest 
because they convert in parallel. 

Finally, quantization noise was described and an expression for ADC 
SNR due to quantiza;-tion noise was derived as a function of the number 
of binary bits in the converted signal. The more bits there are, the higher 
the ADC’s SNR is. 
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Home Problems 


10.1 A 16-bit ADC is used to convert an audio signal ranging over +1 V. 


a. 
b. 


Find the size of the quantization step, q, required. 

Find the RMS quantization noise associated with full-scale oper- 
ation of this ADC. 

Let v;,(t) = 1 sin(@, t). Find the RMS SNR at the ADC output in 
decibels. 


10.2 Consider the 4-bit resistive ladder DAC shown in Figure P10.2. 


a. Use superposition to find an expression for V, = f(I,, 1, L, 13). Let 
R=1kQ and I, =1mAdc. 

b. What values should I, I,, and I, have to make a binary DAC? 
What is the max. V,? 

SR S2r S2r : 
R Vv R Vv R Ip 
V3 AVA AAG AAG ' 
M GD 1 »@ | 
+ 
FIGURE P10.2 


10.3. Refer to the text Figure 10.5 for the switched weighted capacitor DAC; in this 
problem you will examine the dynamics of this system. A simplified circuit is 
shown in Figure P10.3. In this circuit, k = 0, 1, 2, ..., WN — 1. The op amp is 
characterized by R,,, = 0; Ip = V,, = R,,, = 0; and V, = (-K,, @,)/(s + @,). 


a. 
b. 


a 


os 


Find an algebraic expression for V,/V,(s). 

Assume V;(s) = Vg,/s (step input). Give an expression for V,(s). 
Plot and dimension a general v,(t). 

Let k = 0, N = 8; sketch and dimension 7,(f). 


. Letk = N-1=7; sketch and dimension 7,(t). 


Find a general expression for the maximum slope of v,(t) in terms 
of k and other system parameters. 

Let Vz, = 1 V and the op amp’s GBWP = K,, , = 3 x 10%. Find 
Vimax for k = 0 and k = 7. What must the op amp’s slew rate be 
to avoid slew-rate limiting of V,(t)? 
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FIGURE P10.3 


10.4 Figure P10.4 illustrates an N = 8-bit MOSFET current-scaling DAC. The 
feedback action of the left-hand op amp forces the Q, drain current to be Ip = 
V,/(2" R). The left-hand op amp also puts all the connected FET gates at 
virtual ground (0). The right-hand op amp forces the FET drains connected to 
it to be at virtual ground (0). Because all of the MOSFETs are matched and 
they all have the same drain, gate, and source voltage, they all have the same 
drain current, 7. Write an expression for V, = f({b,}, Vp). 


Lot | i a sant! | | | | | | 
a 
Qi 6s Vos 


J 
x4 Y. Y. 
2% -1 matched FETs 2¢ matched FETs 2* matched FETs 


FIGURE P10.4 


10.5 Figure P10.5 illustrates an N-bit binary-weighted charge amplifier DAC. 
Note that the ideal op amp’s summing junction is at virtual ground, so the net 
charge flowing into the k input capacitor when b, = 1 must also equal the 
charge accumulated in C, = 2C/K. That is, Q, = V,C/2* = Q,-= V, 2C/K. Write 
an expression for V, = f({b,}, Ve, K); use superposition. 

10.6 An 8-bit successive approximation ADC has a reference voltage,V,, set to 
10.0 V at 25°C. Find the maximum allowable temperature coefficient of Vp in 


uwV/°C that will allow an error of no more than plus or minus one half LSB 
over an operating temperature range of 0 to 50°C. 


10.7. A 100-mV peak-to-peak sinusoidal signal is the input to a 12-bit ADC that 
has a bipolar offset binary output and a full-scale input range of +2.5 V. 
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a. Find the output RMS SNR in decibels when the input is a 2.5-V 
peak sinewave. 


b. Find the output RMS SNR in decibels when the input is a 50-mV 
peak sinewave. 


10.8 A unipolar 3-bit successive-approximation ADC has V, = 8.0 V and a % LSB 
offset as shown in text Figure 10.27. V,, = 2.832 V. Find the LSB voltage as 
well as the intermediate and final DAC output voltages during conversion. 


10.9 Explain the differences between Nyquist-rate data converters and oversampling 
data converters. 


10.10 Find the maximum magnitude of quantization error for a 10-bit ADC with 
Vp = 10 V and one half LSB absolute accuracy. 


© 2004 by CRC Press LLC 


11 


Modulation and Demodulation 
of Biomedical Signals 


11.1 Introduction 


In general, modulation is a process by which a dc or low-frequency signal 
of interest is combined nonlinearly with a high-frequency carrier wave to 
form a modulated carrier suitable for transmission to a receiver /demodulator 
where the signal is recovered. Modulators and demodulators form essential 
components of most communication and data transmission systems. Some 
modulation schemes involve multiplication of the carrier with a function of 
the modulating signal. 

In biomedical engineering, recorded physiological signals are modulated 
because modulation permits robust transmission by wire or coaxial cable, 
fiber optic cable, or radio (telemetry by electromagnetic waves) from the 
recording site to the site where the signal will be demodulated, processed, 
and stored. As an example, in biotelemetry, physiological signals such as the 
ECG and blood pressure modulate a carrier sent as an FM radio signal from 
an ambulance to a remote receiver (in a hospital ER) where the signals are 
demodulated, interpreted, filtered, digitized, and stored. Five major forms 
of modulation involve altering a high-frequency sinusoidal carrier wave: 
(1) amplitude modulation (AM); (2) single-sideband AM (SSBAM),; (3) fre- 
quency modulation (FM); (4) phase modulation (PhM); and (5) double-side- 
band, suppressed-carrier modulation (DSBSCM). 

Modulation can also be done using a square wave (or TTL) carrier and 
can involve FM, NBFM, and PhM. Delta modulation, pulse-position modu- 
lation (PPM), and pulse-width modulation (PWM) at constant frequency are 
done with digital carrier. AM, FM, and DSBSCM are expressed mathemati- 
cally below for a sinusoidal carrier. v,,(t) is the actual physiological signal. 
The maximum frequency of v,,(f) must be < w,, the carrier frequency. The 
normalized modulating signal, m(t), is defined by the following equation: 
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m(t) = ult) O<|m(t)|<1 Normalized modulating signal (11.1A) 
Onmax 
y,,(£) = A[1+ m(t)|cos(o,t) AM (11.1B) 
y,,(£) = Am(t)cos(,t) DSBSCM (11.1C) 
t 
y,,(f)=A cos]o,t+K,| ma FM (11.1D) 
y,,(t) =A cos{co, f+ K,m(2)] PhM (11.1) 
SSSSSS-SSz 


11.2 Modulation of a Sinusoidal Carrier Viewed 
in the Frequency Domain 


Itis interesting to examine the frequency spectrums of the modulated signals. 
For illustrative purposes, let the modulating signal be a pure cosine wave, 
v,,(t) = m, cos(@,, t), 0 < m, < 1. Thus, by using Equation 11.1B and a trig. 
identity, the amplitude modulated (AM) signal can be rewritten: 


y,,(£) =A cos(,t)+(Am,/ 2[cos((o, + ,,)E) + cos((«, - o,,)f) (11.2) 


Thus, the AM signal has a carrier component and two sidebands, each 
spaced by the amount of the modulating frequency above and below the 
carrier frequency. In SSBAM, a sharp cut-off filter is used to eliminate the 
upper or the lower sideband; the information in both sidebands is redundant, 
so removing one means less bandwidth is required to transmit the SSBAM 
signal. SSBAM signals are more noise resistant than conventional AM 
because they require less bandwidth to transmit the same m(f). 

FM and PhM are subsets of angle modulation. FM can be further classified 
as broadband (BBFM) or narrowband FM (NBFM). In BBFM, K;= 2zf,, where 
fy, is called the frequency deviation constant. In NBFM, fi/fimax < 1 finmax 1S 
the highest expected frequency in v,,(f), which is bandwidth-limited. Unlike 
AM, the frequency spectrum of an FM carrier is tedious to derive. Using 
m(t) = m, cos(@,, t), the FM carrier can be written as: 


y,(f)=A cos 01+ (k, /o,,)m, sin(o,)| (11.3) 
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Using the trigonometric identity cos(a + B) = cos(a)cos(B) — sin(a)sin(), 
Equation 11.3 can be written as: 


y,,(£) = Acos(,t) cos|(K r/ ©,,)M, sin(o,,f)| 
(11.4) 


-A sin(@,t) sin|(K r/ ©,,)M, sin(a,,)| 


Now the cos[(K;/,,)m, sin(@,, #)] and sin[(K;/@,,)m, sin(@,, t)] terms can 
be expressed as two Fourier series whose coefficients are ordinary Bessel 
functions of the first kind and argument B (Clarke and Hess, 1971); note that 
B =m, 2nf,/®,,: 


cos[B sin(,,¢)] = Jo(B) + 25) J>,(B)cos(2ne,,) (11.5A) 


sin[Bsin(o,,£)| = 25" Tonea(B)sin(2(n + 1)o,,£) (11.5B) 


n=0 


The two Bessel sum relations for cos[ sin(@,,t)] and sin[B sin(@,, t)] can 
be recombined with Equation 11.4 using the trigonometric identities cos(x) 
cos(y) = [cos(x + y) + cos(x — y)] and sin(x) sin(y) = %[cos(x — y) — cos(x + y)], 
and one can finally write for the FM carrier spectrum, letting m, = 1: 


Yn (#) = A{Jo(B)cos( (o.t)+J,(B I[cos(( 0, +0,,)t)—cos{(@, -o,,)8)| 


(11.6) 


At first inspection, this result appears quite messy. However, it is evident 
that the numerical values of the Bessel terms tend to zero as n becomes large. 
For example, let B = 2nf,/@,, = 1; then J)(1) = 0.7852; J,(1) = 0.4401; J,(1) = 
0.1149; J,(1) = 0.01956; J,(1) = 0.002477; J;(1) = 0.0002498; J,(1) = 0.00002094; 
etc. Bessel constants J,,(1) for n = 4 contribute less than 1% each to the y,,(t) 
spectrum, so they can be neglected. Thus, the practical bandwidth of the FM 
carrier, y,,(t), for B = 1 is +3,, around the carrier frequency, ®,. In general, 
as B increases, so does the effective bandwidth of the FM y,,(t). For example, 
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when § = 5, the bandwidth becomes +8@,, around w. and when f = 10, the 
bandwidth required is +14@,, around , (Clarke and Hess, 1971). 
In the case of NBFM, B < 1. Thus, the modulated carrier can be written: 


y,,(t)=A cos 


w.t+(K, (o,}s(o,) (11.74) 
L 
Yq(t) = A{cos(,t)cos[Bsin(o,,t)|-sin(o.t)sin[Bsin(o,,)|} 
= A{cos(.t)(1)-sin(o,t)[Bsin(or, t)]} (11.7B) 


= A{cos(«,t) -(B/ 2[cos((o, = ©, )t) = cos((, + o,)6)} 


With the exception of signs of the sideband terms, the NBFM spectrum is 
very similar to the spectrum of an AM carrier (Zeimer and Tranter, 1990); sum 
and difference frequency sidebands are produced around a central carrier. 

The spectrum of a double-sideband suppressed carrier (DSBSCM) signal 
is given by: 


y,,(£)= Am, cos(o,,t)cos(@,t) 
(11.8) 
=(Am, /2)|cos((o, + ,,)t) + cos((, = o,,)6) 


ie., ideally, the information is contained in the two sidebands; there is no 
carrier. 

DSBSCM is widely used in instrumentation and measurement systems. 
For example, it is the natural result when a light beam is chopped in a 
photonic instrument such as a spectrophotometer; it also results when a 
Wheatstone bridge is given ac (carrier) excitation and nulled, then one or 
more arm resistances are slowly varied in time around its null value (see 
Figure 11.1(A)). DSBSCM is also present at the output of an LVDT (linear 
variable differential transformer) length sensor as the core is moved in and 
out (Northrop, 1997). Figure 11.1(B) illustrates a simple system used to 
demodulate DSBSCM signals. 


11.3 Implementation of AM 
11.3.1 Introduction 


Equation 11.1B indicates that multiplication is inherent in the AM process. 
In practice, an actual analog multiplier can be used or effective multiplication 
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FIGURE 11.1 

(A) A one-active arm Wheatstone bridge. When ac excitation is used, the output is a double- 
sideband, suppressed-carrier modulated carrier. (B) The use of an analog multiplier and low- 
pass filter to demodulate a DSBSC signal. 


can be realized by passing v,(t) and [1 + m(t)] through a square-law nonlin- 
earity, such as a field-effect transistor. Note that, in Equation 11.1B, m(t)| <1 
so [1 + m(E)] = 0. If [1 + m(£)] were to go <0, a 180° phase-shift would take 
place in the AM output, which is an undesirable condition called overmodu- 
lation. This condition also occurs when the modulator output stage is driven 
so hard that the output transistor stage is cut off, giving zero output for 
several carrier cycles. Hard cut-off also distorts the AM carrier and produces 
unwanted harmonics in the demodulated signal. Many types of circuits have 
been devised to do AM. Although all of them cannot be examined here, 
several are described in the next section. 


11.3.2. Some Amplitude Modulation Circuits 


Figure 11.2 illustrates the use of a JFET as a square-law modulator. The 
gate-source voltage is the sum of a dc bias voltage, which places the quies- 
cent operating point of the JFET at the center of its saturated channel region, 
plus the carrier signal and the modulating signal. In this and the following 
examples, 0,, < W, is asserted. 


= +, /2| +V,cos(,t)+ V,,cos(@,,t) (11.9) 
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FIGURE 11.2 

Top: schematic of a tuned-output JFET square-law amplitude modulator. Bottom: square-law 
drain current vs. gate-source voltage curve for a JFET operated under saturated drain conditions 
[eps > | Ue + Voll]. 


The JFET’s drain current is then: 


2 
Bh fi -\V, /2|+V, cos(@,t)+V,, sede!) (11.104) 
Vv, 
V, /2|+V.cos(o,t) +V,, cos(o,,t) ) 
= Toc] 1+ v, (11.10B) 
P 


(He /2|+V, cos(@,t) + V,, cos(,,t) } 
=e (11.10) 


Vol 
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m 


= (Ipgs/V2)(V3/4+V? cos*(a,t) +V2.cos?(,,t) + (11.10D) 


m 


VV, cos(@ L)+V,, cos(@, t)]+2VV,, [cos( (o, t) )cos(w t)] 


in =(Inss/VA)(V2/4+ V2 ¥[1+cos*(20,t)]+V2 4[cos*(20,f)]+ (11.108) 


v,|V, cos(,t) +V,, cos(o,,£)| +VV,, cos((«.t)t) + cos((w,,ta))} 


Equation 11.10E shows that the drain current has dc terms, terms at 0,, 
and 20,,, terms at @, and 2@,, and the sideband terms at @,. + @,, and @, — 

,,. The dc terms are eliminated by the output coupling capacitor. The RLC 
“tank” circuit is resonant around w, and so selects the w, and sideband terms. 


The AM output voltage is approximately: 
(11.11) 
0, =-R,(Ips5/Vp ev, cos(w,t) + V,V,,|cos((w, + @,, t) + cos((w, - ,,)6)} 


ie., the resonant circuit attenuates all frequencies not immediately around @,. 

Figure 11.3 illustrates the architecture of a class C MOSFET RF power 
amplifier with a high Q output resonant circuit. The modulating signal, v,,(t), 
is added to a dc gate bias and the RF carrier source. The radio-frequency 
chokes (RFC) are inductors with very high reactance around @,; they pass 
currents from dc tO Mymax- The principle of sideband generation is very 
similar to the preceding JFET example. JFETs and MOSFETs have square- 
law ip VS. Uggs curves. 

The BJT circuit of Figure 11.4 illustrates another amplitude modulator 
architecture. Q3 and Q4 modulate the collector currents in Q1 and Q1 by 
changing the g,, of these transistors; for example, 9,1 = [c¢q,/ Vr. The operating 
points of Q1 and Q2 are identical and are affected by Ic, = Ig, + Ig), which is 
in turn a function of the modulating signal, v,,(t). Clarke and Hesse (1971) 
give a detailed analysis of this transconductance modulator. 

Still another approach to AM generation is illustrated in the block diagram 
of Figure 11.5. This system is basically a quarter square multiplier, except 
the nonlinearities contain a linear (a,) term as well as the square-law (a,) 
term. The signals are: 


w(t) = V.cos(w,t)+[1+m(t)], 


can (11.12A) 


max 


z(t) = V, cos(w,t)—[1+m(t)], (11.12B) 
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FIGURE 11.3 
A class C MOSFET tuned RF power amplifier in which the low-frequency modulating signal 
is added to the carrier voltage at the gate. Miller input capacitance at the gate is cancelled by 


positive feedback through the small neutralizing capacitor, Cy. 
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FIGURE 11.4 
A transconductance-type amplitude modulator using npn BJTs. The circuit effectively multiplies 


the carrier by the modulating signal, producing an AM output. 
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Block diagram of a quarter-square multiplier used for amplitude modulation. 


u(t) = a,V, cos(w,t) + a,[1+ m(t)]+ 


(11.12C) 
, {v2 cos*(w,t) + 2V,[1+m(t)|cos(@,t) + [1 +2m(t) + m(t)]t 
o(t) = a,V, cos(w,t) — a,[1+ m/(#)]+ 
(11.12D) 
a,{V? cos”(w,t) — 2V,{1+ m(t)]cos(w,t) +[1+ 2m(t)+ m(t)} 
x=u-v (11.12E) 
x(t) = 2a, + 2a,m, cos(wmt) + (4a,V, )cos(@,t) + 
(11.12F) 


(4a,V,) ¥4 {cos{(«, + @,,)E] + cos|(, - o,,)t} 


The band-pass filter around (w, — @,,) to (@, + @,,) selects the AM output 
and blocks de and ,,. Many other AM circuits exist; some are practical for 
high-power RF output while others assume the AM output will be amplified 
by a linear RF amplifier. 

Double-sideband suppressed carrier modulation (DSBSCM) is another 
form of AM in which little or no carrier frequency power occurs in the output 
spectrum. Ideally, DSBSCM follows Equation 11.1C, i.e., DSBSCM results as 
the product of a low-frequency modulating signal multiplying a high-fre- 
quency carrier voltage. 

Many processes are inherent generators of DSBSCM. For example, see 
Figure 11.1(A) for a Wheatstone bridge initially nulled, whose output depends 
on AR/R. The bridge is given ac excitation so that its sensitivity will be 
enhanced. Developing an expression for V, using voltage-divider relations, 


_,, R+AR 
PORE AR 


(11.13) 
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V’=V— (11.14) 


The output is found by subtracting V;/ from V; and multiplying the differ- 
ence by the DA’s gain, Kp. 


AR 
V, =K,V, Te a = K,V[AR/4R]=(K,V,/4R)[AR(#)cos(,t)] (11.15) 


The quantity in the brackets is the DSBSCM product. AR(f) varies at ,,. 

DSBSCM occurs for light-beam chopping in photonic systems, as well as 
for the output of the linear variable differential transformer (LVDT) linear 
position sensor. A schematic of an LVDT is shown in Figure 11.6. Seen on 
end, an LVDT is a cylinder with a tube in the center running the length of 
the cylinder. In the center of the tube slides a cylindrical, high-permeability 
magnetic core that couples magnetic flux from the excitation core to the two 
secondary coils, which are wound in opposite directions with the same 
number of turns. When the core is centered (x = 0), equal flux intercepts the 
winding of both secondary coils and the output EMF is zero. If the core 
position is up (x = +x,,), most of the flux is coupled to the upper secondary 
coil and \V,| is maximum, having the same phase as V,,. If x = —-x,,, lV, is 
maximum and the phase is 180° from V, with x = +x,,. In general, the linear 
part of the output can be written as: 


v= N(.- 6) = Kx(t)V.cos(w,t) (11.16) 


where @, is the time rate of change of the ac flux intercepting the N turns of 
the upper secondary coil and K is the slope of the linear V, vs. x curve. 

Refer to Figure 11.5. If [1 + m()] is replaced by v,,(f), it is easy to see that 
the output x(t) is given by: 


x(t) = u(t) —o(t) = 2a,v, (t) + 4a,v,(t)o,,(t) (11.17) 
= 2a,V,, cos(o,,t)+2a,V.V,, cos((, + ,,)e) + cos((o, - o,,)6) 


lo m 


The BPF centered on w, removes the 2a,V,, cos(,,t) term, leaving the 
DSBSCM output; thus, 


y(t) = 22,V,V,[cos((, +0,, )t) + cos((o, = o,,)!) (11.18) 


DSBSCM is widely encountered in all phases of instrumentation and mea- 
surement systems; it is the direct result of multiplying the carrier times the 
modulating signal. 
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FIGURE 11.6 

Top: cross-sectional schematic of an LVDT. The output is a DSBSC modulated carrier. Bottom: 
transfer curve of the RMS voltage output of the LVDT vs. core position. A 180° phase shift in 
the output is signified by V,(x) < 0. 


11.4 Generation of Phase and Frequency Modulation 
11.4.1 Introduction 


Phase and frequency modulation are subsets of angle modulation, which 
has the general form: 


y,(t) = A cos[@,t + B(f)] (11.19) 
The phase argument of the modulated carrier is [w,t + ®(t)] radians and the 
frequency of the modulated carrier is [o, + ®] r/s. When ®(t) = K; Jm(t) dt, 


FM is obtained; when ®(t) = K, m(t), PhM is the result. Many practical angle 
modulation and demodulation circuits have been developed since Edwin H. 
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FIGURE 11.7 
Block diagram of a phase-locked loop used to generate narrowband FM. 


Armstrong invented frequency modulation in 1933. Like many innovations 
in technology, FM did not “catch on” at once; it did not become widely used 
commercially until after World War II (Stark et al., 1988). A useful practical 
source of PhM and FM circuits can be found in the ARRL’s Radio Amateur’s 
Handbook, 1953. 


11.4.2 NBFM Generation by Phase-Locked Loop 


Figure 11.7 illustrates at the systems level the processes of generating NBFM 
using a phase-locked loop (PLL) IC. A PLL is a type 1 negative feedback 
system that continually tries to match the phase of the periodic output of a 
voltage-controlled oscillator (VCO) to the phase of its input signal (Northrop, 
1990). A basic PLL consists of a phase detector, loop filter, and VCO. The 
VCO output may be sinusoidal or digital. (PLLs are covered in detail in 
Chapter 12.) The frequency output of the VCO is given by o, = K,V,. How- 
ever, it is the VCO’s phase that is compared with the carrier’s input phase 
by a phase detector (PhD) with gain, V,, = Kp (0; — 9,). Note that phase is the 
integral of frequency 8, = V, (K,/s). When a PLL is locked, the frequency and 
phase of the VCO equal the frequency and phase of the input signal. 

Examine the transfer function between the VCO’s output phase and the 
modulating signal, v,,(¢): 


0, (s)= K,/s 
V,,. 1+K,K,K,(s+a)/s? 


m 


(11.20) 


To optimize the dynamics of the closed-loop PLL, it is prudent to make 
Kp K; K, = 2a (Northrop, 1990). Thus, the output phase frequency response 
can be written: 


0.7. \_ joK,/2a° 
Vv, H°)= Gay aa? + (fa) a1 vm 
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FIGURE 11.8 
A PLL used for a frequency-dependent angle modulator. 


Note that w in this frequency response function is the radian frequency of 
the modulating signal. Now for ,, > 2aV2, the VCO’s output phase is approx- 
imately: 


Mm 


9, fig \=z Ke 
7 On) = a (11.22) 


m m 


Equation 11.22 implies that the phase of the constant-amplitude VCO 
output is proportional to the integral of v,,(f), which is the condition present 
in FM. The VCO frequency when v,,(t) = 0 is simply that of the carrier input 
oscillator (XO), ,. The PLL is a compact, useful way of generating NBFM 
for a variety of communications applications. The NBFM output of the PLL 
can be conditioned by a linear RF amplifier to boost its power level or can 
be amplified by a frequency multiplier to convert it to wideband FM (Stark 
et al., 1988). Note that if the modulation input signal to the PLL is the 
derivative of v,,(t), PhM results for w,, > 2aV2 r/s. 

Figure 11.8 illustrates another PLL angle modulator system. Inspection of 
the figure gives the transfer function for the phase, 0,, of the VCO output as 
a function of V,,,. 


K,/s K,(s+b) 


id 


~1+K,K,K,/[(s+b)] s?-+sb+K,K,K 


Pore mo 


(11.23) 


Now, for the closed loop system to have a damping factor of § = 0.707, the 
gain product, Kp K; K,, must equal b?/2. Thus, the frequency response func- 
tion of the PLL angle modulator can be written: 


6, ne (2K, /b)(jw/b +1) 


7 (joo) /(b?/2)+ jo2/b+1 


(11.24) 
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In the modulating signal frequency range from 0 < w,, $ b/2 r/s, 8,/V,, = 
2K,,/b. That is, 8, is proportional to V,, and phase modulation occurs. In the 


frequency range 2b/\2 < ,, < oe, the VCO output phase is given by: 


m ~~ 


® _ x. /(jo,) (11.25) 


m 


Because the phase is proportional to the integral of v,,(t), FM again takes 
place in this frequency range. 

Although the PLL method of generating PhM and FM can produce a 
modulated sinusoidal carrier, it is often desirable to generate an angle-mod- 
ulated TTL wave or pulse train. 


11.4.3 Integral Pulse Frequency Modulation as a Means 
of Frequency Modulation 


A systems model for a two-sided integral pulse frequency modulation 
(IPFM) system is shown in Figure 11.9. A positive modulating signal, v,,,, is 
integrated; the integrator output, v, is sent to two threshold nonlinearities. 
When v reaches the positive threshold, @,, the nonlinearity’s output, w*, 
jumps to +1. This step is differentiated to make a positive unit impulse at 
time t,, O(f — t,). This impulse is fed back, given a weight of @/K;, and 
subtracted from the input to form e(t,) = v,,(t,) — (@/K,8(t — t,). When inte- 
grated, this e(t,) resets the integrator output to zero and the process repeats. 
If v,, < 0, v approaches the negative threshold @. When @ is reached, the 
output from the two-sided IPFM system is a negative unit impulse that is 
also fed back to reset the integrator. The net output from the two-sided IPFM 
system can be written as a superposition of the positive and negative impulse 
outputs: 


co 


y(t) = ¥a{t-t,)- aftr) (11.26) 


k=1 


where {t,} are the times that positive pulses are emitted and {t;} are the times 
that negative pulses occur. 

A simpler way of dealing with negative v,,(t) is to add a dc bias V; to v,,(¢) 
so that [V; + v,,(f)] is always >0. Now the negative pulse generation and 
integrator reset channel can be eliminated. Many low-frequency physiolog- 
ical signals such as body temperature and blood pressure are always positive, 
so the negative pulse channel on the IPFM system can be deleted and V; set 
to 0 in a one-sided system. 

Note that a one-sided IPFM system behaves like a classical pulse FM 
system given a positive modulating signal input and zero carrier frequency. 
If the modulating signal is small, the output pulse rate will be low and the 
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FIGURE 11.9 
Block diagram of a two-sided, integral pulse frequency modulation (IPFM) system. 


IPFM system will be poor at following high-frequency components of 7,,(f). 
By establishing a carrier frequency with input bias voltage, V;, a classic pulse 
FM system with a carrier frequency, r, pps, results. A carrier FM system is 
better able to follow high-frequency changes in small v,,. One-sided IPFM 
can be described mathematically by a set of integral equations: 


v = JK, e(t) dt (11.27) 
t 

o= | Kelt)dt, k=2,3,.... (11.28) 
fa 


where K; is the integrator gain; e(t) is its input; and e(t) = [v,,(t) + Vz] for 
t.i<t<t. t is the time the k® output pulse occurs. v(t,,) = 0, due to the 
feedback pulse resetting the integrator. Thus, Equation 11.28 can be rewritten 
as: 


J edt, k=2,3,... (11.29) 


Here r, is the k*" element of instantaneous frequency, defined as the reciprocal 
of the interval between the k" and (k— 1)" output pulses, 1 = (t, — t;_). Thus, 
the k* element of instantaneous (pulse) frequency is given by: 


4 =Vt,= (K,/@){e} (11.30) 
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If v,, is zero and the input to the IPFM system is a constant V; 2 0, r, = 
(K,/@) V, pps. That is, the IPFM output carrier center frequency, r,, is pro- 
portional to the bias, V;. 

As an example of finding the pulse emission times for a one-sided IPFM 
system, consider the input, v,,(t) = (4 e-”') U(#), the threshold @ = 0.025 V, 
K,=1, and V; = 0. The first pulse is emitted at t,, which is found from the 
definite integral: 


0= fe,(fat — 0.025 = } Ae xg 27) 


0 0 


=(e7—1)- (11.31) 


_ 7 x.0.025 


eta] = 0.95625 BO 7+, = 4.47359 x 107 (11.32) 


The time the first pulse is emitted, t,, is found to be at 6.391 x 10° sec. The 
general pulse emission time, t,, is found by recursion. For example, once t; 
is known, t, is found by solving: 


=} v,,(t)dt (11.33) 


In this simple case t, = 13.081 E-3 sec. Induction is used to find a general 
formula for t,: 


1- ExT A008 (11.34) 


i= (-177)n) 


From Equation 11.34, it can be seen that t, is only defined for a positive /n[*] 
argument, i.e., for 


4 


k<——~__ = 22.875 (11.35) 
7 x 0.025 


Thus, k,,., = 22; only 22 pulses are emitted. 

Demodulation of IPFM positive pulse trains can be done by passing the 
pulses through a low-pass filter or by actually calculating the pulse train’s 
instantaneous frequency by taking the reciprocal of the time interval between 
any two pulses and holding that value until the next pulse [(k + 1)"] occurs 
in the sequence, then repeating the operation. Stated mathematically, instan- 


taneous pulse frequency demodulation (IPFD) can be written: 
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8,(t)= >) 1,{U(t-#,)=U(t-t..)f (11.36) 


where 
1 
a ra k=2, 3}e+5 (11.37) 


Note that two pulses (k = 2) are required to define the first pulse interval. 

d,,(t) is a series of steps and the height of each is the (previous) r;,. Note 
that the IPFD is not limited to the demodulation of IPFM; it has been exper- 
imentally applied as a descriptor to actual neural spike signals (Northrop, 
2001). 


11.5 Demodulation of Modulated Sinusoidal Carriers 
11.5.1. Introduction 


Of equal importance in the discussion of modulation is the process of demod- 
ulation or detection, in which the modulating signal, v,,(f), is recovered from 
the modulated carrier, y,,(t). Generally, several circuit architectures can be 
used to modulate a given type of modulated signal and several ways can 
be used to demodulate it. In the case of AM (or single-sideband AM), the 
signal recovery process is called detection. 


11.5.2 Detection of AM 


There are several practical means of AM detection (Clarke and Hess, 1971, 
Chapter 10). One simple form is to rectify and low-pass filter y,,(f). Because 
rectification is difficult at high radio frequencies, heterodyning or mixing the 
incoming high-frequency AM signal with a local oscillator (in the receiver) 
whose frequency is separated by a fixed interval, Af, from that of the incom- 
ing signal produces mixing frequencies of (f. — fi.) = Af. Af is called the 
intermediate frequency of the receiver and is typically 50 to 455 kHz, or 10.7 
MHz in commercial FM receivers. High-frequency selectivity IF transformers 
are used that have tuned primary and secondary windings. Very high IF 
frequency selectivity can be obtained with piezoelectric crystal filters or 
surface acoustic wave (SAW) tuned IF filters. 

Another form of AM detection passes y,,(f) through a square-law nonlin- 
earity followed by a low-pass filter; however, the square-law detector suffers 
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FIGURE 11.10 
Block diagram of a PLL system used to demodulate AM audio signals. Note that three mixers 
(multipliers) are used; M, is the quadrature phase detector of the PLL. 


from the disadvantage that it generates a second harmonic component of 
the recovered modulating signal. A third way to demodulate an AM carrier 
of the form given by Equation 11.1B is to mix (multiply) it by a sinusoidal 
signal of the same frequency and phase as the carrier component of the y,,(t). 
A phase-locked loop system architecture can be used for this purpose; see 
Figure 11.10 (Northrop, 1990). This PLL system uses three multiplicative 
mixers. The AM input after RF amplification is: 


x, = A[1+ m(t)|sin(o,t+0,) (11.38) 


1 


Mixer M1 effectively multiplies x, x x,. x, is the output of the PLL’s VCO. 
Thus, 


x, = A[1+ m(t)|sin(@,t +8.) x X, cos(w,t+ @,) (11.39) 
=[AX, [1+ m(t)]/2}{sin[(o, +0,)f +0, +0,]+sin|(o, -o,)+0, -0,]} 


The IF band-pass filter selects the second term, which has frequency close 
to @, when the PLL is near lock. This means that x, is: 


x, =[K,AX, [1+1(t)]/2]sin|(o, -o,)¢+0, -8,] (11.40) 


Also, the output of the crystal-controlled oscillator (XO) is: 


x5 = X5 cos(W; #) (11.41) 
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Mathematically, the product, x, = x, x x; is formed: 


x, =[K,AX,[1+m(#)]/2]sin[(o, -o,)t+8, -8,] x X;cos(w,t) (11.42A) 


x, = X,[K,AX, [1+ m(t)] /4lsin|(o, —0, +w,) +0, -8, 
(11.42B) 
+ sin|(o, -O0,- ©,)+ 0.- 6, 


At lock, (@, — @,) = @r/s and (8, — 8,) > 0. The low-pass filter acts on x¢; 
its output is the zero-frequency component of x,. Thus: 


X, = X[K,AX, [1+m(t)] /4]sin|(o, —@, -@,)+,- 6, (11.43) 
Note that x; — 0 at lock. Now, x;’ = X; sin(@ ), So x3 can be written: 
Xg =X, X x6= [K; AX [1+ m(t)/2]}sin|(o, - w, )t +0.- 6,| x 


(11.44A) 
X, sin(o it) 


x, =[X,K, AX,[1+ m(t)/4]] 
(11.448) 
{eos|(0, -0,-@,)t+0, - @,|- cos|(8., -0, +@,\E+0, - @,} 


Again, at lock: 
x, =[X; K,AX,[1+m(t) /4]f{cos(0) = cos|(20,} +0c— °,|} (11.44C) 


The band-pass filter cuts the dc term in x, and also the 20; term; therefore, 
the output of the BPF is proportional to the modulating signal: 


x, =X,K,AX,m(t)/4 (11.45) 


Thus, the normalized modulating signal, [m, cos(o,, f)], is recovered, times 
a scaling constant. 

A fourth kind of AM demodulation can be accomplished by finding the 
magnitude of the modulated signal’s analytical signal (Northrop, 2003). 
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FIGURE 11.11 

AM detection by simple half-wave rectification. (A) The modulating signal. (B) The AM carrier 
(drawn as a triangle wave instead of a sinusoid). (C) An ideal half-wave rectifier followed by 
an audio band-pass filter. 


Examine the widely used rectifier + low-pass filter (average envelope) AM 
detector. Figure 11.11(A) illustrates a low-frequency modulating signal, m(f). 
Figure 11.11(B) shows the amplitude-modulated carrier (the sinusoidal car- 
rier is drawn with straight lines for simplicity). Figure 11.11(C) illustrates 
the block diagram of a simple half-wave rectifier circuit followed by a band- 
pass filter to exclude dc and terms of carrier frequency and higher. The half- 
wave rectification process can be thought of as multiplying the AM y,,(f) by 
a 0,1 switching function, Sq(#), in phase with the carrier. Mathematically, this 
can be stated as: 


y,,(t) = Alt +m cos(,t)] cos(,t) Sq(t) 


(11.46) 
= Acos(@,t)Sq(t) + Am, cos(a,,t)cos(w ,t) Sq(t) 
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Sq(t) can be written as a Fourier series (Northrop, 2003): 


Sq(t) = 4+ (2in)S( i seco ee (11.474) 


n=1 


y 
Sq(t) = 44+ (2/){cos(w,t) — (1/3)cos(3«,t) + (1/5) cos(5w,t)—...} (11.47B) 


Now multiply the Fourier series by the terms of Equation 11.46: 


y,(t) = 4Acos(o,t)+ (2/ TA {cos*(,t) —(1/3)cos(@,t)cos(3a,t) + 
+ (1/ 5) cos(@, t)cos(5a,t) =i: | +Am, cos(,,t) cos(w,t) 


+(2Am , [T) cos(a, t)cos” (w,t)-(2Am, /3n) cos( t)cos(@, t)cos(3a, t) 


( 

( : 
+ (2A m, /5n)cos(w,,t)cos(@,t)cos(5a,t) 

-(2A m,/ 71) cos(,, it) cos(«,t) cos(7«,t) Aiea (11.48) 


and examine what happens when the terms of Equation 11.48 are passed 
through a band-pass filter that attenuates to zero dc and all terms at above 
(®, — ©,,). Trigonometric expansions of the form cos(x) cos(y) = (1/2) 
[cos(x + y) + cos(x — y)] are used. Let the BPF’s output be y,,,,(£): 


VYnap(t) = (A/r) +(A/n)|m, cos(,,£)| (11.49) 


The BPF output contains a dc term plus a term proportional to the desired 
m, cos(,,f). Because AM radio is usually used to transmit audio signals that 
do not extend to zero frequency, the band-pass filter blocks the dc but passes 
modulating signal frequencies. Thus, y,,,(t) 2 ™m, cos(@,,t). Several other AM 
detection schemes exist, including peak envelope detection and synchronous 
detection, described later in the detection of DSBSCM signals; the interested 
reader can find a good description of these modes of AM detection in Clarke 
and Hess (1971). 


11.5.3 Detection of FM Signals 


When modulating and transmitting signals with a dc component, FM is the 
desired modulation scheme because a dc signal, V,,, produces a fixed fre- 
quency deviation from the carrier at @, given by: 
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Aw = K; V,, (11.50) 


As in the case of AM, FM demodulation can accomplished by several 
means. The first step in any FM demodulation scheme is to limit the received 
signal. Mathematically, limiting can be represented as passing the sinusoidal 
FM y,,(t) through a signum function (symmetrical clipper); the clipper output 
is a square wave of peak height, y,,,,(f) = B sgn[y,,(t)]. (The sgn(y,,,) function 
is 1 for y,,2 0, and —1 for y,,, < 0.) Clipping removes most unwanted amplitude 
modulation, including noise on the received y,,(t); this is one reason why 
FM radio is free of noise compared to AM. The frequency argument of y,,,,;(£) 
is the same as for the FM sinusoidal carrier, i.e., My = 0, + K; 0,,(t). 

Once limited, several means of FM demodulation are now available, 
including the phase-shift discriminator; the Foster-Seely discriminator; the 
ratio detector; pulse averaging; and certain phase-locked loop circuits (Chirlian, 
1981; Northrop, 1990). It is beyond the scope of this text to describe all of 
these FM demodulation circuits in detail, so the simple pulse averaging 
discriminator will first be examined. 

In this FM demodulation means, the limited signal is fed into a one-shot 
multivibrator that triggers on the rising edge of each cycle of y,,,;,(t), produc- 
ing a train of standard TTL pulses, each of fixed width 6 = m/w, sec. For 
simplicity, assume the peak height of each pulse is 5 V and low is 0 V. Now 
the average pulse voltage is v,,(f): 


=z ina ON ic dt=(5/2)(1+K,v,,/@,) (11.51) 


Thus, recovery of v,,(f), even a dc v,,, requires the linear operation: 


ny 


2,,(#) =[(2/5)o,.(#)-1](@./K;] (11.52) 
In practice, the averaging is done by a low-pass filter with break frequency 


Drnmax < W, < @,. 
In phase modulation, the modulated carrier is given by: 


Y,(t) =A cos|o.t+K,2,,(2)] (11.53) 


Because the frequency of the PhM carrier is the derivative of its phase, 


Opn =O, + K, Om(E) (11.54) 


PhM 


PhM carriers can be generated and demodulated using phase-locked loops 
(Northrop, 1989). 
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FIGURE 11.12 
A PLL used to demodulate an NBFM carrier. 


Figure 11.12 illustrates an example of a PLL used to recover the modulating 
signal, v,,(f), in an NBFM carrier. Note that the PLL input is the phase of the 
NBFM signal, 6;, which is proportional to the integral of v,,(t). The PLL tries 
to track 0,(f) and in doing so generates the VCO control signal, v(t), that is 
of interest. The frequency in the transfer function of the PLL is the frequency 
of v,,(t), not @,. The loop gain of the PLL is: 


A(s)= aie 11.55 
i(s) = s(s+b) ( DB ) 


To give the closed-loop PLL a damping of & = 0.707, it is easy to show, 
using root locus, that Kp K; K, = b?/2 and the undamped natural frequency 
of the PLL is @, = bV2/2 r/s. The frequency response function for the PLL 
demodulator can be shown to be: 


_ (K,,/j@)K, K,/(jo +b) _ K,,/K, 
1+K,K,K, /|jo(j@+b)| (jo) /(b?/2)+ joa(2/b) +1 


= (jo) (11.56) 


Thus, at signal frequencies below the loop’s @, = bV2/2 r/s, the PLL 
demodulates the NBFM input; the output is proportional to v,,(f). That is: 


v,(t) = (K,,/K,) On(E) (11.57) 


Therefore, the loop filter output is proportional to v,,(t) for v,, frequencies 
between zero and about ,,/2. 


11.5.4 Demodulation of DSBSCM Signals 


The demodulation of DSBSCM carriers is generally done by a phase-sensitive 
rectifier (PSR) (also known as a synchronous rectifier) followed by a low- 
pass filter. One version of this system is shown in Figure 11.13. In this op amp 
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FIGURE 11.13 
Schematic of a three-op amp synchronous (phase-sensitive) rectifier used to demodulate a 
DSBSC-modulated carrier. 


version of a PSR, an analog MOS switch is made to close for the positive 
half-cycles of the reference signal that has the same frequency and phase as 
the unmodulated carrier. Figure 11.14 illustrates a low-frequency modulating 
signal, v,,(f), from there, the DSBSCM signal, and, finally, V,(#), the unfiltered 
output of the PSR. Note that “c” means the MOS switch is closed and “o” 
means it is open. The simple op amp low-pass filter also inverts, so its output 
V,, is proportional to —v,,(t). 

Another means of demodulating a DSBSC signal is by an analog multiplier 
followed by an LPF. In the latter means, the multiplier output voltage, V,’(t), 
is the product of a reference carrier and the DSBSCM signal: 


V;(t) = (0.1) Bcos(a,t) x (Am, / 2[cos((o, +0,,)t) +cos((w, - o,,)f) (11.58) 


The 0.1 constant is inherent to all analog multipliers. By trigonometric 
identity, noting that cos®@ is an even function, the multiplier output can be 
written: 


V;(#) =(0.1)(Am, B/4)|cos((20, +,,)t) + cos(o,£)] (11.59) 
After unity-gain low-pass filtering, 


V.(t) =(0.1)(AB/4)m, cos(o,,t) (11.60) 

which is certainly proportional to v,,(t). 
Still another way to demodulate DSBSC signals is by a special PLL archi- 
tecture called the Costas loop (Northrop, 1990), shown in Figure 11.15. Its 
successful operation requires that the modulating signal, vm(t), be nonzero 
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FIGURE 11.14 
Waveforms relevant to the operation of the synchronous rectifier of Figure 11.13. Top: Modu- 
lating signal. Middle: DSBSC signal. Bottom: Detected signal before LPF. 


only for short intervals so that the PLL does not lose lock. The input DSBSCM 
signal can be written: 


x, = 0,,(t) V. cos(@,t + 9.) (11.61) 
The output of the PLL’s VCO is: 


X56 = X_ cos(@,t + 98,) (11.62) 
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FIGURE 11.15 
Block diagram of a simple Costas PLL. 


and the output of mixer M1 is: 


=x, Xx, =0,,(t)V.X, cos(w,t + 0,)cos(w,t +8, ) (11.63) 


=[2,,(t)V.X,/2]{cos|(o, +0,)f +9, +8,]+cos{(o, -0,)t +6, -6,]} 


At lock, w, > @, and 8, — 8,, and LPF1 passes only the low-frequency 
components of x,. Thus: 


X3 = Olt) V, X_/2 (11.64) 
which is the desired output. 
Now examine how the other signals in the Costas loop contribute to its 
operation. By trigonometric identity, the output of the quadrature phase 
shifter is: 


x, = -X, sin(a,t + 9,) (11.65) 


The output of the second mixer is thus: 


x, =—X,0,,(t)V, sin(@,t + 8, )cos(@,t + 0.) (11.66A) 


6°m 


x, =[-X,0,,(£)V, /2]{sin[(o, +0,)+0, +9,]+sin[(o, -o,)f+0, -8,]} (11.66B) 


6-m 
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Near lock, at the output of LPF2, 
x, =[-X,v,,(t)V,/2]|(@, -@,)t +0, -8, | (11.67) 
so the output of mixer M3 is: 
X4 =X, XX, =[-X,0,,(£)V, /2][0,,(t)V, X./2]|(@, -@, E+ 8, - 8] 
(11.68) 
=-[onlV.X/2] [(o, -.}t+ (8, -8.) 


x, tends to zero when the loop locks, leaving the VCO with phase 8, = 9, 
and @, = @.. 


11.6 Modulation and Demodulation of Digital Carriers 
11.6.1 Introduction 


TTL NBFM carriers can be modulated using voltage-to-frequency converter 
or voltage-controlled oscillator (VCO) integrated circuits. The frequency out- 
put of such an IC is given by: 


fo a ky of K, O,(E) Hz (11.69) 


Obviously, k, = f,, the unmodulated carrier frequency. Many VCO ICs will 
give simultaneous TTL, triangle, and sinusoidal wave outputs over a sub- 
hertz to +10-MHz range. 

One way to produce a TTL wave whose duty cycle is modulated by »,,(¢) 
is to begin with a constant-frequency, zero-mean, symmetrical triangle wave, 
v7(t), as shown in Figure 11.16. v;() is one input to an analog comparator 
with TTL output; the other input is v,,(t). As v,,(f) approaches the peak 
voltage of the triangle wave, V,, the duty cycle, n, of the TTL wave 
approaches unity; similarly, as v,,(t) > —V,, 1 — 0. Mathematically, the duty 
cycle is defined as the positive pulse width, 4, divided by the triangle wave 
period, T. In other words, the comparator TTL output is HI for v,,(f) > o7(#). 

From the foregoing, it is easy to derive the TTL wave’s duty cycle: 


n=8/T = y[1+z,,(8)/V,| (11.70) 


Here v,,(t) is assumed to be changing slowly enough to be considered con- 
stant over T/2. Demodulation of a pulse width-modulated TTL carrier is 
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FIGURE 11.16 
A simple pulse-width modulator and waveforms. 
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done by averaging the TTL pulse train and subtracting the dc component 
present when v,, = 0. 


11.6.2. Delta Modulation 


Now consider delta modulation (DM) and demodulation. A delta modulator 
is also known as a 1-bit differential pulse code modulator (DPCM). The 
output of a delta modulator is a clocked (periodic) train of TTL pulses with 
amplitudes that are HI or LO, depending on the state of the comparator 
output shown in Figure 11.17. The DM output basically tracks the derivative 
of the input signal. The comparator output is TTL H1 if e(#) = [v,,(f) — v,(6)] > 
0 and LO if e < 0. The D flip-flop’s (DFF) complimentary output (Q = V,) is 
LO if the comparator output is HI at a positive transition of the TTL clock 
signal. The LO output of the DFF remains LO until the next positive transi- 
tion of the clock signal; then, if the comparator output has gone LO, V, goes 
high for one clock period (T.), etc. v,’(£) is the output of the analog integrator 
offset by V,;.,, which is one half the maximum 7, ramp height over one clock 
period. V,;,, can be shown to be 1.1T,/(RC) volts. 

With this V,,,,, when v,,(f) = 0, 0,(f) will oscillate around zero with a triangle 
wave with zero mean and peak height 1.1T./(RC) volts. Note that the Q 
output of the DFF must be used because the integrator gain is negative (i.e., 
—-1/RC): a HI V, will cause v,’ to go negative and a low V, will make v,’ go 
positive. Note that v,’(t) is slew rate limited at +(2.2 V/RC) volts/second 
and, if the slope of v,,(t) exceeds this value, a large error will accumulate in 
the demodulation operation of the DM signal. (Slew rate is simply the 
magnitude of the first derivative of a signal, i.e., its slope.) When a DM 
system is tracking v,, = 0, v,(t) oscillates around zero and the DM output is 
a periodic square-wave 1-bit “noise.” 

In adaptive delta modulation (ADM), the magnitude of the error is used 
to adjust the effective gain of the integrator to increase the slew rate of v,’(t) 
to track rapidly changing v,,(f) better. One version of an ADM system is 
shown in Figure 11.18. Note that, ideally, the comparator should perform 
the signum operation; therefore, the dc value (mean) of the TTL wave must 
be subtracted before it is filtered, absval’d, and used to modulate the size of 
the square wave input to the integrator. A conventional analog multiplier is 
used as a modulator. 

If a large error occurs as a result of poor tracking due to low slew rate in 
v, (£), the comparator output will remain HI (or LO) for several clock cycles. 
This condition produces a nonzero signal at v;, which in turn increases the 
amplitude of the symmetrical pulse input to the integrator. When the ADM 
is tracking well, so that v,’(t) oscillates around a nearly constant v,, level, 
then v; > 0 and the peak amplitude of the error remains small. In summary, 
the ADM acts to minimize the mean squared error between v,,(t) and v,’(E). 

There are other variations on DM (e.g., sigma—delta modulation) and other 
types of nonlinear adaptive DM designs in addition to the one shown here. 
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FIGURE 11.17 
Block diagram and waveforms of a simple delta modulator. 


Much of the interest in efficient, simple, low-noise modulation schemes has 
been driven by the need to transmit sound and pictures over the Internet. 
Medical signals such as ECG and EEG also benefit from this development 
because of the need to transmit them from the site of the patient to a diag- 
nostician. Biotelemetry is an important technology in the wireless monitoring 
of internal physiological states, sports medicine, and emergency medicine, 
and in ecological studies. 
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FIGURE 11.18 
(A) Circuit for an adaptive delta modulator. (B) Demodulator for ADM. A long time-constant 
LPF is generally used instead of an ideal integrator for filtering v 


m* 


11.7 Chapter Summary 


Broadly speaking, modulation is a process in which a low-frequency mod- 
ulating signal acts on a high-frequency carrier wave in some way so that the 
high-frequency modulated carrier can be transmitted (e.g., as radio waves, 
ultrasound waves, light waves, etc.) to a suitable receiver; after this the 
process of demodulation occurs, recovering the modulating signal. In the 
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frequency domain, the low-frequency power spectrum of the signal is trans- 
lated upward in frequency to lie around the carrier frequency. A major 
purpose of modulation is to permit long-range transmission of the modu- 
lating signal by a relatively noise-free modality. 

Why transmit modulated carriers? After all, traditional short-distance tele- 
phony transmits audio information directly on telephone lines. The answer 
lies in the signal spectrum. The low frequencies associated with many endog- 
enous physiological signals cannot be transmitted by conventional voice 
telephony; modulation must be used. The carrier modality can be radio 
waves, ultrasound, or light on fiber optic cables. For example, when the 
modulating signal is an ECG, its power spectrum is too low for direct 
transmission by telephone lines. However, the ECG can narrow-band fre- 
quency-modulate (NBFM) an audio-frequency carrier that can be transmitted 
on phone lines and demodulated at the receiver. In a case in which an 
ambulance is en route carrying a patient, the ECG can directly NBFM an RF 
carrier, which is received and demodulated at the hospital’s ER. 

Subcarrier modulation can be used as well. Here several low-frequency 
physiological signals such as ECG, blood pressure, and respiration can 
NBEM an audio subcarrier, each with a different frequency. The modulated 
subcarriers are added together and used to modulate amplitude of frequency 
of an RF carrier, which is transmitted. Subcarrier FM can also be used with 
ultrasonic “tags” to monitor marine animals such as whales and dolphins. 
The tag is attached to the animal and reports such parameters as depth, 
water temperature, heart rate, etc. The subcarriers are separated following 
detection at the receiver by band-pass filters and then demodulated. 

The section about AM examined the process in the frequency domain and 
gave examples of selected circuits used in AM and single-sideband AM. 
Double-sideband, suppressed-carrier AM was shown to be the simple result 
of multiplying the carrier by the modulating signal. Examples of DSBSCM 
were shown to include Wheatstone bridge outputs given ac carrier excitation 
and the output of an LVDT. Broadband and narrowband FM were examined 
theoretically; circuits and systems used to generate NBFM, such as the phase- 
locked loop (PLL), were described as well. Integral- and relaxation-pulse 
frequency modulation were introduced. 

The section on demodulation illustrated circuits and systems used to 
demodulate AM, DSBSCM, FM, and NBFM signals. Again, the PLL was 
shown to be effective at demodulation. Modulation of digital (e.g., TTL, ECL) 
carriers includes FM and 3'-A (sigma-delta) modulation, pulse-width or 
duty-cycle modulation, and adaptive delta modulation. Means of demodu- 
lating digital modulated signals were described. 


Home Problems 


11.1 An analog pulse instantaneous pulse frequency demodulator (IPFD) must 
generate a hyperbolic (not exponential) capacitor discharge waveform in 
order to convert interpulse intervals to elements of instantaneous frequency 
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(IF). IF is defined as the reciprocal of the interval between two adjacent 
impulses in a sequence of pulses. When the (k + 1)" pulse in a sequence 
occurs, the k" hyperbolic waveform voltage is sampled and held, generating 
the k element of IF, which is held until the (k + 2)" pulse occurs, etc. The 
capacitor discharge will be a portion of a hyperbola for t = 1 MS following 
the occurrence of each pulse. Mathematically, this can be stated: 


_ CB 


v(t) = t+t 
oO 
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omax = 10 V; C = 1 UF; and t, = C(BVinax) = 0.001 sec. It can be 
shown that if the capacitor is allowed to discharge into a nonlinear 
conductance so that: i,,(¢) = B v.(t)?, the preceding hyperbolic v.(¢) will occur 
(Northrop, 1997). Time tf is measured from (f, + 0.001) sec (see the timing 
diagram below the schematic). This means that if ¢,,, = (4 + 0.001), v.(0) = 
10 V for an IF of 1000 pps. Note that prior to each discharge cycle, C is 
charged through the diode to +10 V. 


where V. 


In this problem, you are to analyze and design the active circuit of Figure 
P11.1 that causes i,,(¢) = Bv.(O)? and generates the hyperbolic v.(¢) described. 
That is, find the numerical value of R required, given the preceding parameter 
values. Also find the numerical values for B and the peak i,,(7). 


11.2 Show that the PLL circuit of Figure P11.2 generates FM. Show that the phase 
output of the VCO is true wideband FM. (Hint: find the transfer function, 


6,/X,,-) 
ipo | Xm(t) 
Ss 
+ 
Ve Ke 
>| 
- sta 
+ 
Kv 
> + 


FIGURE P11.2 


11.3. Make a Bode plot of 0,/X,, for the system of Figure P11.3. Show the frequency 


m 


range(s) at which FM is generated and phase modulation is generated. 


Wc, Oc 
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> Kp >| 
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FIGURE P11.3 


11.4 The system illustrated in Figure P11.4 is an FM demodulator. The K,,,/s block 
represents the operation on the phase of the carrier by an ideal FM modulator. 
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Make a Bode plot of V,/X,, and show the range of frequencies (of x,,()) where 


m 


ideal FM demodulation occurs (i.e., where V,. « x,,). 


Xm(t) | K m ry Oe wel Ge ve K-(s +a) Ve - 
Ss 4 Ss 
Bo Ky Le 
Ss 
FIGURE P11.4 


11.5 A quarter-square multiplier, shown in Figure P11.5, is used to demodulate a 
double-sideband, suppressed-carrier modulated cosine wave. The modulated 
wave is given by v,,(t) =A x,,(¢) cos(@. ft). Write expressions for w, aw”, y, ay, 
zand z, and show z « x,,(t). Assume that the LPF totally attenuates frequencies 


m 


at and above .. 


+ Ww aw? 
| 
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+ ; . - 
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FIGURE P11.5 


11.6 An analog multiplier (AM) followed by a low-pass filter (LPF) is used to 
demodulate a DSBSC signal, v,,(f) = A x,,(t) cos(@, f), as shown in Figure 
P11.6. Give algebraic expressions for z and z. Assume that the LPF totally 
attenuates frequencies at and above q,. 


an LPF 
x Z 1 3 
V(t) ——> x Ee 
xy/10 
f 
y 


v(t) =B cos(a@t + 0) 


FIGURE P11.6 
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12 


Examples of Special Analog Circuits and 
Systems in Biomedical Instrumentation 


12.1 Introduction 


Biomedical engineers may be expected to understand many specialized inte- 
grated circuits and be able to incorporate them effectively into biomedical 
measurement system designs. These integrated circuits include but are not 
limited to: 


e Phase-sensitive rectifiers 

e Phase detectors 

e Voltage- and current-controlled oscillators 
e Phase-locked loops 

e True-RMS converters 

e IC thermometers 


Most designers and vendors of analog ICs, such as Analog Devices, 
Burr—-Brown, Maxim, National, etc., make one or more of the preceding ICs. 
In describing them, this chapter will stress application as well as design. 


12.2 The Phase-Sensitive Rectifier 
12.2.1. Introduction 


The phase-sensitive rectifier (PSR) is also known as the phase-sensitive detector, 
the synchronous rectifier or detector, or the balanced demodulator. Its primary 
role is to recover the modulating signal in a double-sideband, suppressed- 
carrier (amplitude) modulated carrier. The PSR is also at the heart of the 
lock-in amplifier, which is widely used in photonics and in certain applications 


467 
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in physics to recover a low-frequency modulating signal. A PSR will also 
demodulate ordinary AM. The four major embodiments of the PSR are the 
(1) analog multiplier/low-pass filter (LPF) PSR; (2) switched op amp PSR; 
(3) electromechanical chopper PSR; and (4) balanced diode bridge PSR. The 
analog multiplier PSR will be examined first. 


12.2.2 The Analog Multiplier/LPF PSR 


Just as a DSBSCM carrier can be made by multiplying a sinusoidal carrier 
by the low-frequency modulating signal, the DSBSCM signal can be demod- 
ulated by multiplying the modulated carrier by a carrier frequency reference 
signal of the correct phase (refer to Figure 11.1B in the preceding chapter). 
Let the coherent modulating signal be a low-frequency sinusoid: 


V,,(t) = Vin sin(O,, t) (12.1) 
The carrier is: 


v(t) = V, cos(@,t) (12.2) 


and the modulated carrier is: 


Unl(t)= (Vn V./2){sin[(o, +,,}é] +sin[(o, -o,,)t} (12.3) 


The reference signal is of the same frequency as the carrier but in general 
differs in phase by a fixed angle, (n/2 + @) radians. By trigonometric identity, 
this is: 


ot) = V, sin(@, t + @) (12.4) 


The analog multiplier output is: 


v.(t)={0,(t)y,(t)}/10 =(V,,V, V, /20){cos[o,,t-9]-cos[(20, +0, }E+ 0] + 


cos[@ t+ o| = cos|(20, = @,, Jt — ol} (12.5) 


m 


(Note that the output of a transconductance-type analog multiplier IC is the 
product of the inputs divided by 10.) The unity-gain low-pass filter removes 
the two 2a, terms, leaving (recall that sin® is an odd function): 


0, (t)=(V,,V.V, /20){cos{on,,t- @]+cos[o,,t + 9]} (12.6) 


mi ec fr 
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From the trigonometric identity, {cosa + cosB} = 2 cos[!2(o + B)] cos[4(a— B)]: 
v,(t)=(V,,V.V, /10)cos(w,,t)cos(@) (12.7) 


In the preceding development, it was assumed that 0 < @,, < 0, < ,, 
where @, is the LPP’s break frequency. Note that the recovered modulating 
signal is maximum when the reference signal is in phase with the quadrature 
carrier of the DSBSCM signal. Thus, an analog multiplier can form DSBSCM 
signals and also demodulate them, returning a signal « v,,(f). 


12.2.3 The Switched Op Amp PSR 


Figure 11.13 in Chapter 11 illustrates a PSR that uses three op amps and a 
digitally controlled analog MOS switch to demodulate DSBSCM signals. The 
MOS switch, when closed, has a very low resistance. When it is open, its 
resistance is on the order of megohms. The switch is controlled by the 
function, sgn{V, sin(w,t)}, which is +1 when sin(w,t) is 2 0 and —1 when 
sin(@,t) < 0. The output, v,(f), is a full-wave rectified y,,(f), which goes 
negative when the sign of the modulating signal, v,,(f) goes negative. It is 
easy to see that after low-pass filtering, v,(t) is « v,,(f). The average (dc value) 
of a full-wave rectified sine wave is nV,,/2. Note that the action of the switch 
effectively multiplies the DSBSCM input signal by a +1 peak value square 
wave of frequency @,/2n Hz. 


12.2.4 The Chopper PSR 


Figure 12.1(A) illustrates the circuit of an electromechanical chopper. Electro- 
mechanical choppers are basically SPDT switches commutated by a driver 
coil at switching frequencies from 50 to 400 Hz or so. Developed in the WWII 
era as modulator/demodulators for ac DSBSCM signals, they are now obsolete. 
The same SPDT action can be obtained using appropriately buffered MOS 
switches that can be commutated in the hundreds of kilohertz or by photo- 
electrically turning phototransistors on and off in a photoelectric chopper. 
The basic electromechanical chopper uses a center-tapped signal transformer 
to couple the DSBSCM carrier to the switch points. 

Figure 12.1(B) illustrates the raw switch output, v,(t). This signal must be 
low-pass filtered to recover v,,(t). Note that the phase shift @ causes some of 
the chopped signal to be negative over @ radians of the cycle. When averaged, 
this negative area subtracts from the output signal. It can be shown that the 
phase error @ in the reference signal effectively multiplies the averager out- 
put by cos(@). Thus, if the reference signal is 90° out of phase, the low-pass 
filtered output will always be zero. 
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V(t) 


FIGURE 12.1 

(A) Circuit of an electromechanical chopper phase-sensitive rectifier (PSR). (B) Upper waveform: 
chopper input. p and n denote the intervals the chopper switch dwells on the positive or minus 
contacts, respectively. Lower waveform: chopper output when the switch control sync voltage, 
v,(t), is out of phase with v,,(f) by @ radians. Perfect full-wave rectification is not achieved. 


12.2.5 The Balanced Diode Bridge PSR 


Still another circuit that can be used to demodulate DSBSCM signals is the 
balanced diode bridge PSR, illustrated in Figure 12.2. The modulated signal, 
y,,(t), and the reference signal, v,(t), are coupled to the diode bridge by two 
center-tapped transformers. The transformer on the left is called the signal 
transformer and the one on the right is the reference transformer. 

To understand how the diode bridge PSR works, refer to Figure 12.3. 
Assume 1,(t) > 0, diodes a and b conduct current i,,, and c and d are cut off 
(treated as open circuits). The positive signal voltage at node B causes a 
current, i,,, and i,,,, to flow through diodes a and b, respectively. Assume that 
ina > 14, 80 diode a continues to conduct. The currents /,,, and i,,, flow through 
both halves of the reference transformer secondary, combine, and flow to 
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e e 
Y(t) v,(t) 
Signal Reference 
transformer transformer 
+ 
v2(t) 
FIGURE 12.2 
A balanced-bridge diode PSR. 
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FIGURE 12.3 


The diode bridge PSR when diodes a and b are conducting, and c and d are blocking current flow. 


ground through the resistor R. Note that it is the top half of the signal 
transformer that supplies i,,... 

The output voltage is v,(t) = 1,,,(f)R for positive v,(t) and positive (or 
negative) v,,(f). During the negative half cycle of v,(f) shown in Figure 12.4, 
diodes c and d conduct and a and D are reverse biased. Now the lower half 
of the signal transformer secondary delivers signal current i,,_ to the load R 
in the same direction as i,,,, producing phase-sensitive rectification. Note 
that if the phase of y,,(t) changes by 180°, the sign of the rectified v,(f) also 
changes, giving a negative output. The output of the balanced diode bridge 
PSR has a relatively high output impedance and therefore must be buffered 
before v,(t) is sent to a low-pass filter for averaging. The permissible upper 
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B 
e e 
Ym(t) : : v(t) 
Signal Reference 
transformer transformer 
+ 
v(t) 
FIGURE 12.4 


The diode bridge PSR when diodes c and d are conducting, and a and b are blocking current flow. 


carrier frequency of the BDBPSR is determined by the types of diodes used. 
Schottky diodes switch extremely fast because they are majority carrier 
devices and there is no minority carrier storage at the junction; they will 
give satisfactory results in the hundreds of megahertz (Yang, 1988). 


12.3 Phase Detectors 
12.3.1. Introduction 


A phase detector (PD) operates on two periodic signals of the same frequency 
and returns a dc signal voltage proportional to the phase difference between 
the two signals. PDs have several important applications. They are used in 
lock-in amplifiers to ensure the reference signal retains the correct phase 
relation with the input carrier for optimum demodulation (McDonald and 
Northrop, 1993). They are also used as an essential component in all phase- 
lock loops, which have many applications. Sections 12.4.5 and 12.8.3 will 
show that a PD is necessary in a phase-locked laser radar (LAVERA) system. 
PDs are also used in the impedance and autobalancing bridges used to 
measure body impedance or admittance. PDs can be subdivided into analog 
and digital designs. 


12.3.2. The Analog Multiplier Phase Detector 


The simplest analog phase detector (PD) is the analog multiplier followed 
by a low-pass filter, as shown in Figure 12.5. The input sinusoid with the 
phase to be measured is 
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V,sin(@,t +0) 


V ,COS(G_ t) ———>} x 


AM 


FIGURE 12.5 
Block diagram of an analog multiplier phase detector. 


v,(t) = V, sin(@, t + 8) (12.8) 
The reference sinusoid is the quadrature signal, 
vt) = V, cos(@, t + 0) (12.9) 


and the output of the analog multiplier is: 
z(t) = 0,(t)v,(t)/10 (12.10) 
By trigonometric identity: 
a(t) =(V,V,/20){sin(20,t +0 +) +sin(e—o)} (12.11) 


The LPF attenuates the 2m, frequency term; its output simply estimates 
the average: 


2(t) =(V,V, /20)sin(@-o) (12.12) 


Thus, for |@,| < 15°, 


z(t) = (V,V,/20)(8.) (12.13) 


where 0, = (0 — 6) is in radians. 

A systems approximation for the analog multiplier PD is shown in Figure 
12.6. Note that for small phase error, the PD is linear, but exhibits periodic 
nonlinear behavior. Because the two coherent signals must be 90° out of 
phase for the AM PD to work, it is called a quadrature PD. 

As in the case of the switched op amp PSR, it is possible to have a switched 
op amp or transistor PD in which the input analog signal, v,(t), given by 
Equation 12.8 is effectively multiplied by a +1 reference quadrature square 
wave given by sgn{V, cos(@, t)}. To demonstrate that the switched PD gives 
the same result as the analog multiplier PD, recall that a unity square wave 
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z(t) 
v(t) =V.sin(t + 6) B4 


v(t) =V-Ccos(@t + o) A 


FIGURE 12.6 
(A) Analog multiplier quadrature phase detector without LPF. (B) Sin(® — ») approximation to 
analog multiplier quadrature phase detector. (C) When | 0-0 |< 15°, then z « (0 — 6). 


can be expressed by its Fourier series. The Fourier series for a periodic time 
function, f(t), can be written as the infinite harmonic sum (Northrop, 2003): 


co 


f(t)=a,+ > a, cos(nw,t) +b, sin(no,t) (12.14) 


n=1 


where the fundamental (or carrier) frequency is defined as: 


, = 2n/T r/s (12.15A) 
dy = the average value of f(t) (12.15B) 
T = period of f(t) (12.15C) 


The coefficients of the Fourier series are given by: 


T/2 


4, == } f(t)cos(nw,t) dt (12.16) 


-T/2 
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T/2 


b,== } f(t)sin(no,t)dt (12.17) 


-T/2 


To show that the product, z(t) = V, sin(w,f + 8,) sgn{V, cos(w, t)}, when 
averaged, gives phase detection, use the fundamental frequency (n = 1) term 
in the F-series for the cosine square wave, sgn{V, cos(@,f)}. The higher-order 
harmonics in the F-series lead to output frequencies that are multiples of a, 
and therefore filtered out. Note also for sgn{V, cos(@,t)} that a) = 0 and b, = 
0 because f(t) is an even function. Thus, f(f) is approximated by: 


f(t) = (4/x) cos(a,t) (12.18) 
Thus, 
2(#) = (4V,/x)sin(o,t + 0,)cos(«,) = (2V, /)|sin(20,t +0,) +sin(®,)] (12.19) 
After low-pass filtering, the desired output is: 
2(t) =(2V, /n)sin(®,) = (2V, /r)(0,), (8,) in radians. (12.20) 


The latter term in Equation 12.20 is valid for the phase difference between 
input and output waves, 8, < 15°. Note that this PD has the same sin(8) 
nonlinearity as the pure analog multiplier PD. This type of phase detector 
is used in many IC phase-lock loop designs. 


12.3.3 Digital Phase Detectors 


Analog phase detectors based on ideal multiplication require a quadrature 
reference signal and a low-pass filter, and produce a nonlinear output given 
by sin(@,). Digital phase detectors, on the other hand, accept two logic signal 
inputs and generally give a low-pass filtered output that is linear over some 
range of 8, but periodic in 6.. 

The first digital phase detector to be examined is the exclusive NOR PD, 
illustrated with waveforms in Figure 12.7. This PD accepts two TTL square 
waves with 50% duty cycles, which have the same frequency but differ in 
phase by an amount, 0,. The op amp has two functions: (1) it subtracts 
approximately 1.7 V from the Q waveform, so when Q has a 50% duty cycle, 
the average output, V(t) = 0; (2) it low-pass filters the offset Q signal and 
outputs its average value. Note that V_(t) = 0 when 0, = +kn/2, k odd. Like 
the analog multiplier PD, the ENOR PD is also a quadrature PD. Note that 
the average output is linear with 0, over a range of 0 to 7 radians, but is also 
periodic in 8, with period 2x. The frequency of the Q output is 2/T pps. 
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FIGURE 12.7 

An exclusive NOR digital phase detector and examples of its waveforms. The bottom graph 
shows a plot of the (offset) average output voltage of this PD vs. the phase difference between 
TTL inputs P and S. Note the zeros are at odd integer multiples of (1/2). 


Another linear digital PD can be realized with a simple RS flip-flop (RSFF), 
as shown in Figure 12.8. Note that the RSFF PD uses the same DC offset and 
LPF op amp circuit as the ENOR PD. Inputs to the RSFF PD are required to 
be narrow complementary pulses, such as those that can be generated by the 
rising edges of the two TTL square waves triggering one-shot multivibrators’ 
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P 
3.4V 


—1.7V 


FIGURE 12.8 

The RS flip-flop PD and its waveforms. The bottom graph shows a plot of the (offset) average 
output voltage of this PD vs. the phase difference between TTL inputs P and S. Note the significant 
zeros are at odd integer multiples of 7. 


(one-shots) complementary outputs. Note that the V_(t)v, 8, characteristic is 
also periodic with period 27, but the linear range extends the full 0 < 0, < 
2n range. This PD’s characteristic has no negative slope portion. The V, (0,) 
curve has its zero at 8, = 7, so it is not a quadrature system. The reference 
square wave needs only logical inversion before triggering the one-shot. 
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FIGURE 12.9 
A combinational /sequential logic PD based on the Motorola MC4044 digital PD IC. 


More complex linear digital phase detectors have been devised. One ven- 
erable design based on the Motorola MC4044 IC is shown in Figure 12.9. 
This PD’s architecture is made up from various NAND gates. Note the two 
RS flip-flops in the center of the left-hand column. Figure 12.10 illustrates 
the input and output waveforms at nodes R, V, U, and D, respectively. The 
digital waveforms for V lagging R (top set) and for V leading R (middle set) 
are shown. Subtracting U from D by a simple op amp DA and low-pass 
filtering the difference to recover the average output, V,, yields a linear 
output voltage, v, 8,, over a full +27 interval, as shown in Figure 12.11. 

Another logic chip-based digital PD is shown in Figure 12.12. This circuit 
uses a 7495 (or Fairchild 9300) four-bit, bidirectional shift register (Northrop, 
1990). As a PD in a PLL, it can detect lock (@, = @,) by Qo = LO, Q, = HI, 
and Q, has the TTL phase signal similar to the RSFF output. If , > w, then 
Q) = LO, Q; = LO, and Q; has a duty cycle proportional to (@, — @,). If @, < 
w,, then Q, = HI, Q, = HI, and Q) has a duty cycle proportional to (, — @,). 
Note that this phase-frequency detector’s phase difference output on Q, is 
not periodic in 9,, like other digital PDs; it saturates LO for ®, > , and 
saturates HI when @, < @,. Q, has a 50% duty cycle when @, = @, radians, 
giving V, (8,) = 0. Note that the P and R inputs must be narrow complemen- 
tary pulses derived from the Q outputs of one-shots. 
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FIGURE 12.10 

Top: example of the 4044 PD’s waveforms for V lagging R. Middle: example of the 4044 PD’s 
waveforms for V leading R. Bottom: op amp DA and low-pass filter used to condition the 4044 
PD’s outputs, U and D. 


Because of their linearity, digital PhDs are useful in instrumentation 
schemes in which phase must be measured. Note that it is possible to run 
two noise-free sinusoidal signals through comparators with hysteresis to 
generate two digital signals that can be measured with a simple digital PD. 

A microcomputer-based, frequency-independent digital phase meter with 
one-millidegree resolution was designed and tested by Du (1993) in the 
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FIGURE 12.11 

Average output voltage vs. input phase difference for the 4044 PD with the op amp signal 
conditioner. Note each linear segment spans a full +2 m radians, and has zero output for zero 
phase difference between R and V. 
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FIGURE 12.12 
A shift register-based digital phase-frequency detector. 


author’s laboratory. The reference digital input channel was also the input 
to a Signetics NE564 phase-lock loop that used a divide-by 360,000 counter 
between its VCO and its phase detector. Thus, the VCO TTL output was 
phase locked to the input R signal and its output frequency was 360,000 
times the input frequency, f,. 

The high level of the Q, comparator output is NANDed with the Q, output 
of the signal comparator. Any phase shift between V, and V; produces a 
narrow complementary gating pulse at the output of the NAND gate that 
allows the PLL output at 360,000 f, to be counted. The count occurs once per 
cycle for a preset number of cycles. The total count is stored in the shift 
registers (74F299) and then downloaded into the PC for averaging. Each 
count is the phase lag between V, and V, in millidegrees and is independent 
of the frequency of the inputs. 

Du’s phase meter worked with input frequencies, f,, of up to 100 Hz and 
gave a numerical output of 0, and its statistics. Figure 12.13 and Figure 12.14 
illustrate the architecture of the millidegree phase meter and the PLL used 
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FIGURE 12.13 
Architecture of the millidegree phase detector devised by Du (1993). The system is based on a 
phase-lock loop with a clock that runs 360,000 times faster than the input frequency. 
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FIGURE 12.14 
Detailed block diagram of Du’s PLL. 


as a X360,000 frequency multiplier. Du’s system was used in dielectric mate- 


rials measurements where it was desired to measure minute phase shifts 
caused by dielectric losses at power line frequencies. 
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12.4 Voltage and Current-Controlled Oscillators 
12.4.1. Introduction 


The voltage-controlled oscillator (VCO) (or current controlled oscillator, 
CCO) is an important subsystem in many electronic devices and systems. It 
is an important component system in the phase-lock loop, as well as in 
certain communication and instrumentation systems. VCOs and CCOs can 
have sinusoidal, triangular, or TTL outputs of constant amplitude. The fre- 
quency of a VCO or CCO in its linear range can be expressed by: 


f,= Ky Vo+b Hz (12.21A) 
fo=Kele+b (12.21B) 


The frequency constants, Ky, and K., can have either sign, as can the 
intercept, b. It is desirable that a VCO have a wide linear operating range = 
[(fomax — fomin)/(fomax + fomin)]; low noise (phase and amplitude); low tempco 
(Af, AT)(1/f,); and a high spectral purity (low THD) if it produces a sinusoidal 
output. (Many VCOs produce TTL outputs, or triangle wave outputs.) 

There are many architectures for VCOs. The first examined is a “linear 
amplifier” oscillator in which f, is tuned by two variable-gain elements that 
can be analog multipliers or multiplying digital-to-analog converters 
(MDACs). 


12.4.2 An Analog VCO 


Figure 12.15 shows the schematic of an electronically tuned VCO based on 
the use of linear circuit elements connected in a positive feedback loop 
(Northrop, 1990). The block diagram below the schematic illustrates the 
transfer functions of the two minor loops whose poles are set by the dc 
voltage V_ input to the two analog multipliers. After the two minor loops 
are reduced, the oscillator’s loop gain can be written as: 


7 +skV./(10RC) 
s*+s2V./(10RC)+V2/(10RC)” 


A,(s) 


(12.22) 


From Section 5.5 on oscillators in Chapter 5, it can be seen that the root- 
locus diagram for this oscillator is a circle centered on the origin. The locus 
branches for the closed-loop poles begin at s = —V; (10RC) r/s, cross the ja 
axis in the s-plane at s = +jw, when k = 2, and hit the positive real axis at s = 
+@,. Then, one branch approaches the zero at the origin while the other 
branch goes toward + as k increases. 
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FIGURE 12.15 

Schematic of a voltage-tuned oscillator using positive feedback. The tungsten filament lamp is 
used to limit and stabilize oscillation amplitude. A systems block diagram of the linear part of 
the oscillator is shown below the schematic. See text for analysis. 


Using the venerable Barkhausen criterion (Millman, 1979) for oscillation 
on this oscillator: 


jo,kV, cl (10RC) 
-° + V2/(10RC)’ + jo, 2V../(10RC) 


A,(jo,) =120° = (12.23) 


Clearly, the real terms in the denominator must sum to zero. This condition 
gives the radian oscillation frequency, 


@,=V-/(10RC) 1/s, (12.24) 
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and the minimum gain for oscillation, k = 2. Thus, V. can set o, over a wide 
range, e.g., 0.01 < V. < 10 V, or a 1:1000 range. For practical reasons, make 
k > 2 and use a PTC tungsten lamp instead of the input R to the third op amp. 
Now the overall gain of this stage is: 


oN 


—  kR > 
V, R+av, 


(12.25) 


If k = 4 is set, then the steady state, equilibrium value of V, is found to be 
R/a for any ,. Making k = 4 allows the oscillations to grow rapidly to the 
equilibrium level. 


12.4.3. Switched Integrating Capacitor VCOs 


Certain VCOs can simultaneously output TTL pulses, a triangle wave, and 
a sine wave of the same frequency. An example of this type of VCO is the 
Exar XR8038 waveform generator, which works over a range of millihertz 
to approximately 1 MHz with proper choice of timing capacitor, C; A newer 
version of the XR8038 is the Maxim MAX038 VFC, which can generate 
various waveforms from 1 mHz to 20 MHz. 

Figure 12.16 illustrates the organization of a generic switched integrating 
capacitor VCO. Assume that V;,, > 0. At t = 0, the MOS switch is in position 
u and the capacitor is charged by current G,,,V;,, so Vr goes from 0 to V; = 
o, when the output of the upper comparator goes HI, which makes the RS 
flip-flop Q output go HI, causing the MOS switch to go to position d. In 
position d, the capacitor Cy is discharged by a net current, —-G,,V;,,, causing 
V; to ramp down to o_ < 0. When V; reaches _, the output of the lower 
comparator goes high, causing the RSFF Q output to go LO, which switches 
the MOS switch to u again, causing the capacitor to charge positively again 
from current G,,V;,,, etc. 


V;, is the controlling input to the two VCCSs. Note that the capacitor Cr; 
integrates the current: 


Vz =(YCr) ficat (12.26) 


Thus, from the V; triangle waveform, it is easy to find the frequency of 
oscillation: 


f=l1/T= on Hz (12.27) 


In Equation 12.27, » = 6, = —d_ > 0 was assumed. 
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FIGURE 12.16 
Block diagram of a switched integrating capacitor VCO. 


Note that this VCO produces simultaneous sine, triangle, and TTL outputs. 
The sinusoidal output is derived from the buffered capacitor waveform, V7, 
by passing it through a diode wave-shaper, sin(*) NL. This type of VCO is 
often used as the basis for laboratory function generators. 


12.4.4 The Voltage-Controlled, Emitter-Coupled Multivibrator 


Figure 12.17 illustrates the simplified schematic of another popular VCO 
architecture. This astable, emitter-coupled multivibrator (AMV) derives its 
frequency control from the transistors Q, and Q,, which act as VCCSs and 
control the rate that C; charges and discharges and, thus, the AMV’s fre- 
quency. This architecture is inherently very fast; versions of it using MOSFETs 
have been used to build a VCO with an 800-MHz tuning range that operates 
in excess of 2.5 GHz (Herzel et al., 2001). 

The heart of this VCO is the free-running, astable multivibrator (AMV), 
which alternately switches Q, and Q, on and off as the timing capacitor 
charges and discharges. Detailed analysis of this circuit can be found in 
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FIGURE 12.17 
Simplified schematic of a voltage-controlled, emitter-coupled, (astable) multivibrator (VCECM). 


Franco (1988) and in Gray and Meyer (1984). Analysis is helped by consid- 
ering the circuit of Figure 12.18 and the waveforms of Figure 12.19. According 
to analysis by Gray and Meyer: 


We calculate the period [frequency] by first assuming that Q, is turned 
off and Q, is turned on. The circuit then appears as shown in [Figure 
12.18]. We assume that current I [I,, ] is large so that the voltage drop IR 
is large enough to turn on diode [D,]. Thus the base of Q, is one diode 
drop below V,<, the emitter is two diode drops below V,,, and the base 
of Q, is two diode drops below Vc. If we can neglect the base current 
of Q;, its base is at VCC and its emitter is one diode drop below V¢c. 
Thus the emitter of Q, is two diode drops below V¢c. Since Q, is off, the 
current I, [g,,V;,] is charging the capacitor so that the emitter of Q, is 
becoming more negative. Q, will turn on when the voltage at its emitter 
becomes equal to three diode drops below V¢<. Transistor Q, will then 
turn on, and the resulting collector current in Q, turns on [D,]. Asa result, 
the base of Q; moves in the negative direction by one diode drop, causing 
the base of Q, to move in the negative direction by one diode drop. Q, 
will turn off, causing the base of Q, to move positive by one diode drop 
because [D,] also turns off. As a result, the emitter-base junction of Q, is 
reverse-biased by one diode drop because the voltage on C; cannot 
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FIGURE 12.18 
The VCECM charging C; with Q, OFF. 


change instantaneously. Current [g¢,,V;,,] must now charge the capacitor 
voltage in the negative direction by an amount equal to two diode drops 
before the circuit will switch back again. Since the circuit is symmetrical, 
the half period is given by the time required to charge the capacitor and is: 


C, 2V, 
T/2= Vv j==— 12.28 
/ Q/ (sn n) 8nYin ! 
where Q = C, AV = C; 2V 55, is the charge on the capacitor. The frequency 

of the oscillator [VCECM] is thus: 


i = 1 = LAP (12.29) 
QL Cr AV (on) 


Note the similarity between Equation 12.29 and Equation 12.27 and that 
the AMV is a regenerative positive feedback circuit when it is switching. The 
complementary state changes of Q; and Q, are made more rapid by the 
positive feedback. 

Figure 12.20 illustrates the use of two nose-to-nose varactor diodes (also 
called epicap diodes by Motorola) to tune an MC1648 emitter-coupled mul- 
tivibrator VCO. A varactor diode (VD) is a reverse-biased Si pn junction 
diode, characterized by a voltage-variable depletion capacitance modeled by: 
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FIGURE 12.19 
Relevant waveforms in the VCECM for two cycles of oscillation. 


c =» _y <0, (12.30) 


(1- V,/W.)" ~ 


where C,, is the diode’s junction capacitance at Vp = 0, y, is the “built-in 
barrier potential,” typically on the order of 0.75 V for a Si diode at room 
temperature, and y is the capacitance exponent. y can vary from approxi- 
mately 1/3 to 2, depending on the doping gradients at the junction boundary 
and can be shown to be = 0.5 for an abrupt (step) junction (Gray and Meyer, 
1984). 

The output of the MC1648 oscillator is an emitter-coupled logic (ECL) 
square wave; frequencies as high as 225 MHz can be obtained with this IC, 
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FIGURE 12.20 
Top: A VCO that uses the voltage-variable capacitance of two varactor diodes to set its output 
frequency. Bottom: The frequency vs. dc control voltage characteristic of the varactor VCO. 


which can serve as the VCO in a PLL. In the circuit shown, the tuning range 
lies between Vp = —2 to -10 V (or 2 < V, < 10 V). The actual f,(V,) curve is 
sigmoid, but can be approximated by the linear VCO relation, 


f, = 15V, + 20 MHz, (12.31) 
over the range of V, shown. Note that two VDs are used in series to halve 
their capacitance, seen in the resonant “tank” circuit. A Motorola MV1404 


VD’s capacitance goes from 160 pF at Vp = —1 to approximately 11 pF at 
Vp =-10 V. 
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12.4.5 The Voltage-to-Period Converter and Applications 


The voltage-to-period converter (VPC) is a variable frequency oscillator in 
which the period of the oscillation, T, is directly proportional to the control- 
ling voltage, V,. Mathematically, this is simply stated as: 


T = Kp V, + b seconds (12.32) 


Here b is a positive constant and Kp is the VPC constant in seconds per 
volt. Practical considerations dictate lower and upper bounds to T. Obviously, 
the VPC’s output frequency is 1/T Hz. The conventional voltage-to-frequency 
converter (VFC) has its output frequency directly proportional to its input 
voltage (or current), 


f,=KyV,+d (12.33) 


K, is the VCO constant in Hertz per volt and d is a constant (Hertz). 

In several important instrumentation applications, use of a VPC (rather 
than a VEC) linearizes the measurement system output; several examples 
are described next. 

Realization of VPCs. As has been shown, many IC manufacturers make 
VFC VCOs. Some have TTL outputs; others generate sine, triangle, and TTL 
outputs. No one, to this author’s knowledge, markets a VPC IC. One obvious 
way to make a VPC is to take a VFC in which f, = KyV.+ d and use a nonlinear 
analog circuit to process the input, V,, so that the net result is a VPC. 
Mathematically, 


1 
T =K,V,+b=——__ 12.34 
_* K,V,+d veo 


To find the required nonlinearity, solve Equation 12.34 for V, = f (V,). This 
gives: 


em wane a (12.35) 
Ky(KpV, +b) 


Considerable simplification accrues if a VFC with d = 0 is used. Now the 
nonlinearity needs to be: 


1 
Vy = KA(K,V,+b) (12.36) 


Figure 12.21 illustrates an op amp circuit that will generate the requisite 
V, for the VFC to produce a VPC. Note that V3; must be >0 and Vz = +0.1 V. 
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Schematic of a nonlinear op amp circuit used to make a voltage-to-period converter from a 
conventional voltage-to-frequency converter. 


Another approach to building a VPC used in the author’s laboratory is 
shown in Figure 12.22. Here the differential output of a NOR gate RS flip- 
flop is integrated by a high slew rate op amp. Assume output C of the FF is 
high. The op amp output voltage ramps up at a slope fixed by the voltage 
difference at the FF outputs (e.g., 4 V) times 1/RC of the integrator. When 
V, reaches the variable threshold, V;, the upper AD 790 comparator goes 
low, triggering the upper one-shot to reset the FF output C to low. Now V, 
ramps down until it reaches the fixed —10-V threshold of the lower comparator. 
The lower comparator goes high, triggering the lower one-shot to set FF 
output C high again, etc. The two-input NOR gate gives a VPC output pulse 
at every FF state transition. The AD 840 op amp has a slew rate of 400 V/,s, 
or 4.E 8 V/s. It is connected as a differential integrator. 

In this VPC design, V. varies over —9 < V.< + 10 V. Choose R = 1k, C= 
850 pF, and let the FF’s AV = 4 V. These data show that V, ramps up or down 
with a slope of m = AV/RC = 4.71E6 V/s. Now when V, = 0, T = b = 2.125E-6 
sec and K, = 2.125E-7. It is easy to see that the maxT = 20 V 4.71E6 = 4.250E-6 
sec and f,,;, = 2.353E5 Hz. Likewise, the minT = 1 V/4.71E6 = 2.125E-7 sec 
and fin» = 4.71 MHz. 

Applications. A VFC or a VPC can be used as the signal source in a closed- 
loop, constant-phase velocimeter and ranging system (Northrop, 2002). 
However, as will be shown later and in Section 12.8.3, the use of a VPC 
produces a linear range output and a velocity signal independent of range, 
while the use of a VFC produces a nonlinear range output and a range- 
dependent velocity signal. 

The basic architecture of a type 1 closed-loop, constant-phase laser veloci- 
meter and ranging system is shown in Figure 12.23. This system uses narrow, 
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FIGURE 12.22 


Top: Schematic of a hybrid VPC with digital output. Bottom: Waveforms of the hybrid VPC. 


periodic pulses of IR laser light reflected from a moving target. The system’s 
feedback automatically adjusts the pulse repetition rate so that a preset phase 
lag is always maintained between the transmitted and received optical 
pulses. The system is unique in that it simultaneously outputs voltages 
proportional to target range and velocity. The emitted radiation of this type 
of system can also be CW or pulsed sound or ultrasound, or pulsed or 
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FIGURE 12.23 
Block diagram of a closed-loop, constant-phase pulsed laser velocimeter and ranging system 
devised by the author. 


amplitude-modulated microwaves, as well as photonic energy. Such systems 
have wide applications, ranging from medical diagnostics to weapons systems. 

In the steady state, for a fixed target range, L,, the period (or frequency) 
output of the VPC oscillator reaches a value so that a fixed phase lag, 9,,, 
exists between the received and transmitted signals. When 9, = ,,, the input 
to the integrator is zero and the integrator output voltage, V,, can be shown 
to be: 


V,=KgL, (12.37) 


The range constant, Kp, is derived later. 

If the reflecting object is moving at constant velocity, directly away from 
or toward the transducers, v = tdL/dt = +L, then it is easy to show that the 
input voltage to the integrator, Vy, is given by: 


Vy=Ksv (12.38) 


If a VPC is used, K,; is independent of L. In this example, to facilitate 
heuristic analysis, neglect the propagation delays inherent to logic elements 
and analog signal conditioning pathways. The type 1 feedback system shown 
in Figure 12.23 uses pulsed laser light to measure the distance L to a stationary 
reflective target. The nominal phase lag between received and transmitted 
pulses is simply: 


o, = 360 (2L/c)(1/T) degrees (12.39) 


© 2004 by CRC Press LLC 


494 Analysis and Application of Analog Electronic Circuits 


where c is the velocity of light in m/s, T is the VPC output period, and (2L/c) 
is the round-trip time for a pulse reflected from the target. The phase detector 
module produces an output voltage with an average value of: 


Vy = Ki. (12.40) 


K, has the dimensions of volts per degree. A dc voltage, V.,,, is subtracted 
from Vy so: 


Vv = Va — Veet (12.41) 
V,_ is the input to the integrator whose output, V;, is added to —V, to give 


the input to the VPC, V;. Because the closed-loop system is type 1, in the 
steady state, V, — 0. Thus, 


Vin = Ky 0, = K,{360(2L/c)(1/T)] = K,[360(2L/c)f| (12.42) 
Thus, the steady-state phase lag is simply: 
. = %, = Vy Ky degrees (12.43) 


The VPC steady-state period is found from Equation 12.42 to be: 


T,, =K,V.+b= at seconds (12.44) 


mss 


From the preceding equation, the VPC input voltage is: 


720L 
Vo= —b/K, volts 12.45 
. CO ns K, / ° . 


If V, = b/ Kp, then V, is directly proportional to L: 


Vv 720 


cK,(V,../K,) 


Now consider the situation in which the reflecting target is approaching 
the transducers at constant velocity, v < c. Because V, = (K;s) Vy and v = L, it 
is possible to write in the time domain: 


L volts. (12.46) 


720 K, 
c Kp VK, 


P * set 


V, =V,/K,; =v volts (12.47) 


Thus, a simple type 1 closed-loop, constant phase system can provide 
simultaneous voltage outputs that estimate target range and velocity in a 
linear manner. 
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Examine the system design with practical numbers: let ,, = 10°; K; = 1 and 
K, = 8.0E-6 sec/V; and 720/c = 2.40E-6. These numbers give a reasonable 
range sensitivity: 


720 
K,= =3.0E-2 V, 12.48 
ae jm (12.48) 


P Yimss 


From Equation 12.47, the velocity sensitivity is also useful: 


K,= 2.40E-6 ——* =3.0E—2 V/m/s (12.49) 


P Ymss ~ ‘i 


The VPC steady-state output frequency at a 1-m range is 4.17 MHz; when 
L = 100 m, it is 41.7 kHz. 


12.4.6 Summary 


There are a variety of architectures for voltage-controlled oscillators, including 
“linear” VCOs using variable gain elements, switched integrating capacitor 
VCOs, and emitter-coupled, astable multivibrators. Versions of the latter 
architecture have been made to oscillate in the gigahertz. Another VHF-UHF 
VCO architecture (not shown here) makes use of the varactor diode (VD). 
The VD is a reverse-biased pn junction diode in which the diode depletion 
capacitance is controlled by the reverse-bias voltage. This voltage-variable 
capacitance can be used to tune oscillators such as the familiar Hartley design 
and to generate NBFM by adding the modulating signal to the reverse diode 
bias voltage. VCOs are used in all phase-lock loops and in FM communica- 
tions applications, as well as in many instrumentation systems. 

The voltage-to-period converter (VPC) is a VCO in which the output 
oscillation’s period is linearly proportional to the input voltage. The VPC is 
a useful circuit component in a closed-loop, constant-phase laser velocimeter 
and ranging system. The same closed-loop, constant-phase architecture can 
also be used with sound or ultrasound to measure object range and velocity 
simultaneously. 


12.5 Phase-Locked Loops 
12.5.1 Introduction 


A phase-locked loop (PLL) (also called a phase-lock loop) is a closed-loop 
feedback system in which the phase of the PLL’s periodic output is made to 
follow the phase of a periodic input signal. The closed-loop PLL system’s 
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FIGURE 12.24 
(A) Basic architecture of a phase-locked loop (PLL). (B) Systems block diagram of a PLL. 


natural frequencies are, in general, several orders of magnitude lower than 
the frequency of the input signal. Phase-lock loops have many applications 
in communications, control systems, and instrumentation systems. They can 
be used to modulate and demodulate narrow-band FM (NBFM) signals; 
demodulate double-sideband/suppressed carrier (DSBSC) signals; demod- 
ulate AM signals; generate a frequency-independent phase shift; measure 
frequencies, including heart rate; synthesize signals used in digital commu- 
nications systems; detect touch-tone frequencies and status signals used in 
telephony; control motor speed, etc. 

The basic architecture of a PLL is shown in Figure 12.24(A). It includes a 
phase (difference) detector (PD), loop filter, VCO (VFC), and, sometimes, a 
frequency divider between the VCO and the PD. (Phase detectors were 
described in Section 12.3.) A phase detector returns an average voltage pro- 
portional to the phase difference between the input signal and the VCO 
output. 

Analysis of PLL dynamics is done assuming lock, i.e., that the input and 
VCO frequencies are equal. When a PLL first acquires its input signal, f, # f, 
and the loop must attain lock through a nonlinear process known as acqui- 
sition. The time required for acquisition is important in such PLL applica- 
tions as telephone touch-tone decoding and the demodulation of FSK signals. 
Empirical formulas for acquisition times can be found in Northrop (1990) 
and Gardner (1979). 
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12.5.2 PLL Components 


As mentioned earlier, phase detectors such as those used in PLLs have 
already been considered in Section 12.3. Most IC PLLs use PDs in which the 
analog input signal is effectively multiplied by a +] square wave derived 
from the VCO. This type of PD is a quadrature detector; the zero phase error 
condition requires that 0, — 8, = 7/2. Analog multiplier and exclusive OR 
PDs are also quadrature detectors. Only the RSFF PD and the MC 4044 PD 
are in-phase detectors. 

All PDs produce an analog output whose average value, V,, is proportional 
to sin(6,) or to 8,. When late 15°, sin(8,) can be replaced with 8, in radians. 
Thus, for small-signal errors at lock, the PLL can be modeled by the block 
diagram in Figure 12.24(B). The VCO is modeled in the frequency domain 
by K,s because w, = V, K, r/s and its output phase is, in general, the integral 
of its output frequency, i.e., 0, = |, dt. The PLL’s dynamics in response to 
changes in 8, are determined in part by its closed-loop poles, which can be 
found from its linear loop gain using root-locus techniques. The PLL’s loop 
gain is generally: 


A,(s)=—2— (12.50) 


If F(s) = K; (s + a)/s, then the loop gain function has a zero at s = —a, and 
two poles at the origin. Its root-locus is the well-known circle, shown in 
Figure 12.25. Effective design of this PLL wants the closed-loop poles at s = 
-a + ja. This gives a damping factor of € = 0.707 and an undamped natural 
frequency of w, = aV2. The scalar gain product, K, K; K,, is adjusted to obtain 
these closed-loop parameters. It can be shown that K, K; K, = 2a will put the 
closed-loop poles at s = —a + ja (Northrop, 1990). 

The PLL’s loop filter is generally low-pass and can be of the form F(s) = 
K, (s/b + 1), K;(s + 4)/s, Ky (s/a + 1)/(s/b + 1), etc. The loop filter is generally 
chosen to give the PLL the desired dynamic response in tracking changes in 
8,. The PLL’s VCO can have a digital (TTL) or sinusoidal output. The VCO 
used on IC PLLs often uses the voltage-controlled, emitter-coupled astable 
multivibrator architecture (see above). 


12.5.3. PLL Applications in Biomedicine 


One application of a PLL is its use to measure heart rate. Figure 12.26 
illustrates the block diagram of a 4046 CMOS PLL used as a cardiotachometer 
(Northrop, 1990). The loop filter’s transfer function is found from the voltage- 
divider relation: 

Vv Bots . sCR +1 


c 


V, R,+R,+1/sC  sC(R,+R,)+1 


(12.51) 
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FIGURE 12.25 
Root-locus diagram of a PLL having a loop filter of the form, F(s) = K; (s + a)/s. 
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FIGURE 12.26 
Block diagram of a PLL used as a heart rate monitor. V, is proportional to the average heart rate. 


Similarly, the output transfer function is: 


Vio TC 1 (12.52) 
V, R,+R,+1/sC sC(R,+R,)+1 


and the PLL’s loop gain is: 
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FIGURE 12.27 
Block diagram of a PLL used to generate a frequency-independent phase shift. (0; — 0,) e V,,. 


K, K,(sCR, +1) K, K,CR,(s+1/CR,) 
A,(s)=-—+> = P (12.53) 
Ns|sC(R,+R,)+1] | NC(R,+R,)s[s+1/C(R, +R,)| 


The PLL’s transfer function is thus: 


V (2n/s) K 


0 P 


f [1-A,(s)][s+1/C(R, +,)C(R, +R) 


(12.54) 
2nN/K, 


~ s?NC(R, +R,) /K,K,+s|N +K,K,CR,|/K,K, +1 


The denominator of the preceding equation is of the standard quadratic 
form: s? @,2 + s 26 @, + 1. Thus: 


K,K, N+K,K,R,C 
wm,=V—_"* __ r/s and €= P (12.55) 
NC(R, + R,) 2V NC(R, +R,)K,K, 


Examine system @,, , and dc gain given the typical circuit parameters: K, = 
8.33; K, = 3.14; N = 4; C = 1.E-5; R, = 62k; and R, = 150k. These values yield: 
®, = 1.76 r/s; § = 1.45 (overdamped); and dc gain V,/f, = 8.00 volts/beat/sec = 
0.133 V/beat/min. Note that @, and the damping € are measures of the PLL’s 
response dynamics to changes in the heart rate, f, beats/sec. 

In the second example of PLL applications, Figure 12.27 illustrates the 
block diagram of a PLL used to generate a frequency-independent phase 
shift between the input signal and the VCO output. This application is 
important in maximizing the output of a phase-sensitive rectifier or lock-in 
amplifier. The PLL’s loop gain is: 


. K,K,K,(s+4) 
2 


A,(s)= : (12.56) 
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Block diagram of a (tuned or frequency-selective) audio tone decoder PLL. 


Taking the reference phase input, 8, = 0, the transfer function between 8, 
and V,, can be written: 


0, K,K,(s+a) 


ee 
V, s +sK,K,K,+aK,K,K, 


(12.57) 


The undamped natural frequency of this PLL is w, = ,/aK,KyK, r/s; its 
damping factor is § = /K,K;K, (2,/a). These parameters relate to the system’s 
response to changes in the phase-shifting voltage, V,, and have nothing to 
do with the input carrier frequency, @,. The steady-state phase shift at lock 
is simply 0,,, = V,, /K,, 

A third example of PLL applications examines a tone decoder, that is, a 
PLL system that outputs a logic HI when a sinusoidal signal is present at 
its input that has a frequency, f,, within some +Af,. Note that f,/Af, defines 
a capture “Q” for the tone decoder. Figure 12.28 illustrates the block diagram 
of a tone decoder PLL. Note that this system uses two phase detectors of 
the quadrature (multiplicative) type. In the absence of a sinusoidal input 
signal, x,, V, > 0 and the VCO output frequency is by design w, = b = 2n(440) 
r/s. Also, x, = LO. The PLL acquires lock if the input sinusoid, x, = A sin(@,1), 
lies within the capture range of +Aw, around @,. Once the loop acquires lock, 
x, = B cos(@, t), x; = B sin(@, ft), and x, = x3 x; = (AB/2)[cos(0) — cos(2@,?)]. 
After the LPF, x, = AB/2 and x, = 1 (HI). It can be shown (Grebene, 1971) that 
lock occurs when the input frequency @, lies in the capture range, given by: 


Aw, = 2nAf, = K,|F(jA@,) 


; (12.58) 
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FIGURE 12.29 
Root locus diagram for the PLL tone decoder. 


where FGA.) is the loop filter’s gain magnitude at w = Am, r/s, F(s) = 
(1/t)/(s + 1/1), and K; = K, K, F(0). The lock range of input frequency over 
which the PLL will maintain lock is given by Aw, = K; > Aq,.. Thus, the tone 
decoder PLL behaves like a nonlinear tuned filter. 

In order to design the system to respond to Ay to within +1%, the PLL 
must acquire f, = 440 + 4.4 Hz. Thus, Af, = 8.8 Hz. It is also necessary that 
the loop damping factor be € = 0.707. The PLL’s loop gain is simply: 


2)" 


A,(s)= exis) (12.59) 


From A,(s), using the root-locus technique, one can find the value of the 
gain product K,K, to put the PLL’s closed loop poles at s* = -1/2t + 7 2t. 
(See Figure 12.29.) The RL magnitude criterion indicates: 


KK, /t=[v2/(20)} 
AP 
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K,K, =1/(21) (12.60) 


Also, from the RL geometry, 0, = V2 (21). The loop filter time constant is 
found by substituting Equation 12.60 for K, K, into Equation 12.58 and 
solving the resultant quadratic equation for 7”, and thus T. 


1/t 

Aw, = K,K,—+-—, 12.61 

oi °VAw? +1/7? ee") 
1 

t!+17/Aw? -1/(4Am!) =0 (12.62) 


When Aw, = 27(8.8) = 55.292 r/s is substituted into Equation 12.62, Tt = 
8.231 x 10 sec, @, = 85.91 r/s, and K, K, = K; = 60.75 r/s. 

The NE/SE567 tone decoder PLL IC (Philips Semiconductors’ linear prod- 
ucts) data sheets contain a wealth of design and operating information in 
graphical form, including the greatest number of input cycles in a tone burst 
before the PLL acquires the input and goes high. Tone decoders are used in 
emergency response radios (for EMTs, firemen) to gate transmission of alert 
messages. 


12.5.4 Discussion 


PLLs are versatile systems with wide applications in communications, con- 
trol, and instrumentation; this section has only scratched the surface of this 
topic. The interested reader is encouraged to examine the many texts dealing 
with the design and applications of this ubiquitous IC. See, for example, 
Northrop (1990, Chapter 11); Gray and Meyer (1984, Chapter 10); Blanchard 
(1976); Exar Integrated Systems (1979); and Grebene (1971). 


12.6 True RMS Converters 
12.6.1. Introduction 


The analog true RMS converter is a system that provides a dc output pro- 
portional to the root-mean-square of the input signal, v(t). An analog RMS 
operation first squares v,(f) then estimates the mean value of v,(t), generally 
by time averaging by low-pass filtering. Finally, the square root of the mean 
squared value, v?(t), is taken. 

The RMS value of a sine wave is easily seen to be its peak value divided 
by the V2. When one says that the U.S. residential line voltage is 120V, this 
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means RMS volts. The average power dissipated in a resistor, R, that has a 
sinusoidal voltage across it is P,, = (Veys)? R watts. Random signals and 
noise can also be described by their mean-squared values or RMS values. In 
fact, noise voltages are characterized by measuring them with a true RMS 
voltmeter; it is meaningless to measure random noise with a rectifier-type 
ac meter. 


12.6.2. True RMS Circuits 


Figure 12.30 illustrates the block diagram of an explicit RMS system using 
analog multipliers and op amp ICs. The low-pass filter (LPF) is a quadratic 
Sallen and Key design. Its transfer function is: 


- 1 
H(e)= s’/@; +s(2&)/o, +1 


(12.63) 


Its undamped natural frequency can be shown to be (Northrop, 1997) @,, = 
1/(R,/C, C3) r/s and its damping factor is § = ,/(CC,). The low-pass filtering 
action effectively estimates the mean of v,°(t)/10. The output, V,, can be 
found by assuming the third op amp is ideal and writing the node equation 
for its summing junction: 


a ()_ Ve (12.64) 
10R 10 

Thus, 
Ve |? (t), (12.65) 


the RMS value of v,(t). Note that this analog square root circuit requires that 
v,°(t) = 0 and it is. 


vi(t) x 


FIGURE 12.30 
An analog circuit that finds the true RMS value of the input voltage, v,(t). Two analog multipliers 
(AM) are used. 
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FIGURE 12.31 
A true RMS conversion circuit using a multifunction converter. 


Another (implicit) TRMS circuit can be made from an analog IC known 
as a multifunction converter (MFC). The MFC, such as the Burr-Brown 4302, 
computes the analog function, 


V. 


,=Vi(V,/Vy)m, 52m>1, 0<(V,, V,,V,)<10V (12.66) 
From the circuit of Figure 12.31, note that the R-C LPF acts as an averager 
of V, = V,? V,, Thus, the identity: 


V= V; /V, (12.67) 
can be written and, from this, it is clear that 
V2 =V? MSV, (12.68) 


and V, is the RMS value of Vj. 

The RMS voltage of a signal can also be found using vacuum thermocouple 
(VTC) elements, as shown in Figure 12.32. The vacuum thermocouple con- 
sists of a thin heater wire of resistance Ry, at a reference temperature, T, 
(e.g., 25°C), inside an evacuated glass envelope. Electrically insulated from 
but thermally intimate with R,, is a thermocouple junction (TJ) (Pallas-Areny 
and Webster, 2001; Northrop, 1997; Lion, 1959). For example, the venerable 
Western Electric model 20D VTC has R,, = 35 Q at room temperature; the 
nominal thermocouple resistance (Fe and constantan wires) is 12 Q. The 
maximum heater current is 16 mA RMS (exceed this and the heater melts). 
The 20D VTC has an open-circuit DC output voltage V, = 0.005 V when I,, = 
0.007 A RMS. Because the heater temperature is proportional to the average 
power dissipated in the heater, or the mean squared current x Rj, this VTC 
produces K; = 0.005/[(0.007)? x 35] = 2.915 V/W, or mV/mW. The EMF of 
the tesla joules is given in general by the truncated power series: 


V, = A(AT)+ B(AT) /2+C(AT)’ /3 = SAT (12.69) 
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Wim = —Viim 


FIGURE 12.32 
A feedback vacuum thermocouple true RMS voltmeter (or ammeter). 


where AT is the difference in junction temperature above the ambient tem- 
perature, T,. S for an iron/constantan (Fe/CN) TC = 50 x 10°. In a VTC, 
AT = Ty — Ty. Ty is the heater resistor temperature as the result of Joule’s 
law heating. AT can be modeled by: 


AT =i) R, 9 (12.70) 


The electrical power dissipated in the heater element is given by the mean- 
squared current in the heater times the heater resistance. The thermal resistance 
of the heater in vacuo is ©; its units are degrees Celsius/watt. This relation 
is not that simple because R;, increases with increasing temperature — an 
effect that can be approximated by: 


Ry = Ryp (1 + GAT) (12.71) 


where a is the alpha tempco of the R;; resistance wire. If the preceding 
equation is substituted into Equation 12.70, one can solve for AT: 


“2 
at=— 1 Rw® 7? R_ ofl+ ai; R,,,© (12.72) 
1-afi; Ry, O| : : 

Assuming that R;, remains constant, AT = V, S = 0.005/(50 x 10) = 100°C 
from Equation 12.69. The thermal resistance of the WE 20D VTC is thus © = 
AT/Py = 100° (1.715 x 10°) W = 5.831 x 104 °C/W. This thermal resistance 
is large because of the vacuum. High © gives increased VTC sensitivity. 
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FIGURE 12.33 
Simplified block diagram of Analog Devices’ AD637 true analog RMS conversion IC. 


In the feedback TRMS meter, the TC EMF is found by substituting Equation 
12.72 into Equation 12.69. Examination of the TRMS TC feedback voltmeter 
of Figure 12.32 shows that it is a self-nulling system. At equilibrium, V; = 
V,, and it can be shown from the thermoelectric laws that V, — V, = 0, so 
Vp = 0. V; and V,, are given approximately by: 


m 


V, =A[I? R,,O]=A [(v.G,,) Rup ) =V,=A [(a06,) Rup o| (12.73) 


From this equation, it can be written that 


V,(DC) = [er] (12.74) 


i.e., V, equals the RMS value of v,(t). 

Note that this system is an even-error system. That is, the voltage V; is 
independent of the sign of V, because the same heating occurs regardless of 
the sign of I; in R, Not shown but necessary to the operation of this system 
is a means of initially setting V, — 0 just before the measurement is made. 
Then V, and I; increase until Vj > 0 and V,, = V; 

Still another class of true RMS to DC converters is found in the Analog 
Devices’ AD536A/636 and AD637 ICs. Figure 12.33 illustrates the block 
diagram of the AD637 TRMS converter IC. The front end of this system 
makes use of the identity: 


v2 =),[ 20 (12.75) 


Squaring is done by taking the logarithm of |v,| and doubling it. Division 
by V, is accomplished by subtracting the log of the dc output voltage, V,, 
from 2 log(v,), giving V,, which is antilogged to recover v,7(t) V,. v°(t) V, is 
low-pass filtered to produce the implicitly derived DC RMS output voltage 
from v,(f). Figure 12.34 illustrates the organization of the TRMS subsystems 
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Block diagram of functions on the AD536 true RMS converter chip. 


in the AD536 TRMS converter. A two-pole, Sallen and Key low-pass filter is 
used to give a smooth DC output in this configuration (Kitchin and Counts, 
1983). 

Note that all true RMS converters estimate the mean of the squared voltage 
by low-pass filtering. This means that they work well for DC inputs and for 
inputs whose power density spectra have harmonics well above the break 
frequency of the LPF. Low-frequency input signals will give ripple on V,, 
making TRMS measurement difficult. The size of the LPF time constant is a 
compromise between meter settling time and the lowest input frequency 
that can be accurately measured. 

Although this text has concentrated on analog electronic systems and ICs 
in describing TRMS conversion, the reader will appreciate that the entire 
process can be done digitally, beginning with analog anti-aliasing filtering 
followed by periodic A-to-D conversion of the signal under consideration. 
A finite number of samples (a data epoch) are stored in an array. Next, the 
converted signal is squared, sample by sample, and the results stored in a 
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second array. The squared samples are then numerically low-pass filtered to 
estimate their mean. The numerical square root of the mean squared value 
is taken and stored for the k** epoch. The process is repeated until M epochs 
have been processed; then the average of M estimates of the RMS signal is 
finally calculated. The only components required are the anti-aliasing LPF, 
an ADC, some interface chips, and, of course, a PC. 


12.7 IC Thermometers 
12.7.1. Introduction 


Temperature measurement is very important in medicine and biology. Many 
means have been devised to measure temperature, based on the fact that 
many physical phenomena vary with temperature, including, but not limited 
to: physical volume expansion (mercury and alcohol thermometers); resistance; 
EMF generated by the Seebeck (thermoelectric) effect; change in pemittivity 
of materials; change in reverse current through a pn junction; etc. 

Many electronic means have been devised to circumvent use of the slow 
(and toxic) mercury thermometer. The fact that the resistance of metals 
increases with temperature has been the basis of one important class of 
electronic thermometer. The platinum resistance temperature detector (RTD) 
is widely used in scientific applications (Northrop, 1997). Its resistance is 
modeled by the truncated power series: 


R(T)=R,1+3.908 x 10°T -5.8 x 107 T?| (12.76) 


where R, is the Pt RTD’s resistance at 0°C and T is the RTD’s temperature 
in degrees Celsius. 

RTD resistance changes are sensed by using a Wheatstone bridge and 
suitable electronic amplification. Often a look-up table is used to correct for 
slight nonlinearity in the platinum RTD’s resistance vs. T characteristic. The 
look-up table can be in the form of an ROM in which correction values are 
stored. Other metals (Ni, W, Cu, Si) can be used for RTD design, but Pt is 
the one most widely encountered because its R(T) is fairly linear compared 
to other metals and it can be used at elevated (industrial) temperatures. 

Thermistors are also used with Wheatstone bridges to sense temperature. 
Thermistors are amorphous semiconductor resistors; they are very nonlinear, 
but have much greater thermal sensitivity compared to metal RTDs. The 
resistance of a negative temperature coefficient (NTC) thermistor is modeled 
by the relation (Northrop, 1997): 


R(T) = R, exp[B(1/T -1/T,)| (12.77) 
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If the temperature coefficient of a resistor is defined by: 


pee (12.78) 
R(T) 
then the NTC thermistor’s tempco is: 
a=-f/T? (12.79) 


Beta is typically 4000 K and, for T= 300 K, a = —0.044. By contrast, the 
tempco of Pt is +0.00392. It should be remarked that there are also PTC 
thermistors. The author has used NTC thermistors to measure ATs on the 
order of 0.0001°C in in-vitro chemical assays of blood glucose using the 
enzyme glucose oxidase. 

Other electrical/electronic means of temperature measurement use the 
minute DC voltages generated by thermocouples and thermocouple arrays 
called thermopiles used for photonic radiation power measurements. The 
interested reader should consult texts by Northrop (1997), Lion (1959), and 
Pallas-Areny and Webster (2001) for further details on thermocouples and 
thermopiles. 

Still other temperature measurement devices have been invented that mea- 
sure the long-wave infrared (LIR) blackbody radiation from the eardrum. 
This class of fever thermometer is characterized by a fast response time 
(seconds), a minimally invasive implementation (inserted in the ear canal), 
and reasonable expense. The primary sensor is a thermopile or a pyroelectric 
material (PYM) such as triglicine sulfate or barium titanate. Further details 
on the Thermoscan™ thermometers can be found in Northrop (2002). 


12.7.2. IC Temperature Transducers 


Figure 12.35 illustrates a simplified schematic of the Analog Devices’ AD590 
temperature-controlled current source (TCCS). AD also makes the AD592 
precision TCCS, which uses basically the same circuit. These ICs behave as 
two-terminal, 1-uA K current sources for supply voltages between +4 < V,,, < 


+30 V. Analog Devices (1994) gives the following circuit description for the 
AD590: 


The AD590 uses a fundamental property of the silicon transistors from 
which it is made to realize its temperature proportional characteristic: if 
two identical transistors are operated at a constant ratio of collector 
current densities, r, then the difference in their base-emitter voltages will 
be (kT/q)In(r). Since both k, Boltzmann’s constant, and q, the charge of 
an electron, are constant, the resulting voltage is directly proportional to 
absolute temperature (PTAT). In the AD590, this PTAT voltage is convert- 
ed to a PTAT current by low temperature coefficient thin film resistors. 
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FIGURE 12.35 
Simplified schematic of Analog Devices’ AD590 analog temperature-controlled current source 
(TCCS) temperature sensor. 


The total current of the device is then forced to be a multiple of this PTAT 
current. Referring to Figure [12.35], the schematic diagram of the AD590, 
Q8 and Q11 are the transistors that produce the PTAT voltage. R5 and 
R6 convert the voltage to current. Q10, whose collector current tracks the 
collector currents in Q9 and Q11, supplies all the bias and substrate 
leakage current for the rest of the circuit, forcing the total current to be 
PTAT. R5 and Ré6 are laser trimmed on the wafer to calibrate the device 
at +25°C. 


The AD590 temperature-to-current transducer can operate over a —55 to 
+150°C range; the AD592 operates over a —25 to +105°C range. There are 
many applications for these electronic TCCSs. Figure 12.36 illustrates a simple 
op amp circuit that converts 1 uA K to 100 mV/°C. A chopper-stabilized op 
amp (CHSOA) is used for low dc drift tempco. The trim pots are used to 
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FIGURE 12.36 
A simple op amp current-to-voltage converter that converts the current output of an AD592 
temperature sensor to 100 mV/°C. 


calibrate the amplifier exactly so that it has zero gain and offset error at the 
design temperature, e.g., 37°C. 

Note that National Semiconductor also makes IC temperature sensors. The 
National LM135 series of sensors behave as temperature-controlled voltage 
drops (much like a zener diode). They give 10 mV/K drop with approxi- 
mately 1-Q dynamic resistance for DC currents ranging from 400 UA to 5 mA. 
They cover a wide, —55 to +150°C range. The National LM35 precision 
Celsius temperature sensor is a three-terminal device that outputs an EMF 
of 10 mV/°C over a —55 to +150°C range, given a supply voltage from 4 to 
30 VDC. 


12.8 Instrumentation Systems 
12.8.1 Introduction 


The previous sections of this chapter have described and analyzed the char- 
acteristics of selected ICs useful in designing biomedical instrumentation 
systems. This section focuses on examples of biomedical instrumentation 
systems taken from the research of the author and some of his graduate 
students. In each system, op amps are used extensively for various linear 
and nonlinear subsystems. 


12.8.2 A Self-Nulling Microdegree Polarimeter 


A polarimeter is an instrument used to measure the angle of rotation of 
linearly polarized light when it is passed through an optically active material. 
There are many types of polarimeters as well as a number of optically active 
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substances found in living systems; probably the most important is dissolved 
D-glucose. Clear biological liquids such as urine, blood plasma, and the 
aqueous humor of the eyes contain dissolved D-glucose with a molar con- 
centration in proportion to the blood glucose concentration (Northrop, 2002). 
Using polarimetry, D-glucose concentration can be measured by the simple 
relation: 


=[a], CL degrees (12.80) 


where @ is the measured optical rotation of linearly polarized light (LPL) of 
wavelength A passed through a sample chamber of length L containing the 
optically active analyte at concentration C and temperature T. 

The constant [a],7 is called the specific optical rotation of the analyte; its 
units are generally in degrees per (optical path length unit x concentration 
unit). [o],’ for D-glucose in 25°C water and at 512 nm is 0.0695 milli- 
degrees/(cm x g/dl). Thus, the optical rotation of a 1-¢/1 solution of D-glucose 
in a 10-cm cell is 69.5 millidegrees. Note that [o],7 can have either sign, 
depending on the analyte; if N optically active substances are present in the 
sample chamber, the net optical rotation is given by superposition: 


o=L) [of C, (12.81) 


k=1 


To describe how a polarimeter works, one must first describe what is meant 
by linearly polarized light. When light from an incoherent source such as a 
tungsten lamp is treated as an electromagnetic wave phenomenon (rather 
than photons), the propagating radiation is composed of a broad spectrum 
of wavelengths and polarization states. To facilitate the description of LPL, 
examine a monochromatic ray propagating in the z-direction at the speed of 
light in the medium in which it is traveling. This velocity in the z-direction 
is v=c/n m/s; c is the velocity of light in vacuo and n is the refractive index 
of the propagation medium (generally >1.0). A beam of monochromatic light 
can have a variety of polarization states, including random (unpolarized), 
circular (CW or CCW), elliptical, and linear (Balanis, 1989). Figure 12.37 
illustrates an LPL ray in which the E-vector propagates entirely in the x-z 
plane, and its orthogonal B,—vector lies in the y—z plane; E and B are in- 
phase and both vectors are functions of time and distance. 

For the E,(¢, z) vector: 


E,(t,z)=E cos 2 - | (12.82) 


Note that the E-vector need not lie in the x—z plane; its plane of propagation 
can be tilted some angle @ with respect to the x-axis and still propagate in 
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FIGURE 12.37 
Diagram of a linearly polarized electromagnetic wave (e.g., light) propagating in the z direction. 
B,(£) is orthogonal in space to E,(f). 


the z-direction (the orthogonal B-vector is rotated @ with respect to the 
y-axis). When describing LPL, examine the positive maximums of the E-vector 
and make a vector with this maximum and at an angle 0 with the x-axis in 
the x—y plane. 

Figure 12.38 illustrates what happens to LPL of wavelength A passing 
though a sample chamber containing an optically active analyte. Polarizer 
P, converts the input light to a linearly polarized beam that is passed through 
the sample chamber. As the result of the interaction of the light with the 
optically active solute, the emergent LPL ray is rotated by an angle, 0. In 
this figure, the analyte is dextrorotary, that is, the emergent E-vector, E,, is 
rotated clockwise when viewed in the direction of propagation (along the 
+z-axis). (D-glucose is dextrorotary.) 

To measure the optical rotation of the sample, a second polarizer, P,, is 
rotated until a null in the light intensity striking the photosensor is noted 
(in its simplest form, the photosensor can be a human’s eye). This null is 
when P,’s pass axis is orthogonal to E, Z 0. Because polarizer P, is set with 
its pass axis aligned with the x-axis (i.e., at 0°) it is easy to find 8, and then 
the concentration of the optically active analyte, [G]. In the simple polarim- 
eter of Figure 12.38, and other polarimeters, the polarizers are generally 
made from calcite crystals (Glan calcite) and have extinction ratios of approx- 
imately 10*. (Extinction ratio is the ratio of LPL intensity passing through 
the polarizer, when the LPL’s polarization axis is aligned with the polarizer’s 
pass axis, to the intensity of the emergent beam when the polarization axis 
is made 90° (is orthogonal) to the polarizer’s axis.) 

To make an electronic polarimeter, an electrical means of nulling the pola- 
rimeter output is needed, as opposed to rotating P, around the z-axis physically. 
One means of generating an electrically controlled optical rotation is to use 
the Faraday magneto-optical effect. Figure 12.39 illustrates a Faraday rotator 
(FR). An FR has two major components: (1) a magneto optically active 
medium. Many transparent gasses, liquids and solids exhibit magneto-opti- 
cal activity, e.g., a lead glass rod with optically flat ends or a glass test 
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FIGURE 12.38 

Diagram showing the rotation of the polarization axis of the incident E, vector by passing the 
LPL through an optically active medium of length L. The system is a polarimeter: When the 
pass axis of linear polarizer P, is rotated by angle 8 + 90°, a null is observed in the output 
intensity, I;. Thus, 8 can be measured. 
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FIGURE 12.39 

Diagram of a Faraday rotator (FR). The z-axis magnetic field component from the current- 
carrying solenoid interacts with the Faraday medium to cause optical rotation of LPL passing 
through the medium in the z-direction. 


chamber with optically flat ends containing a gas or liquid can be used. (2) A 
solenoidal coil wound around the rod or test chamber that generates an axial 
magnetic field, B, inside the rod or chamber collinear with the entering LPL 
beam. The exiting LPL beam undergoes optical rotation according to the 
simple Faraday relation (Hecht, 1987): 


0,,=V(A, T)Bz1 (12.83) 
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where 8,, is the Faraday optical rotation in degrees, V(A, T) is the magneto 
optically active material’s Verdet constant, having units of degrees/(Tesla 
meter). 

Verdet constants are given in a variety of challenging units, such as 10 min 
of arc/(gauss.cm). B, is the average axial flux density collinear with the 
optical path and ! is the length of the path in which the LPL is exposed to 
the axial B field. A material’s Verdet constant increases with decreasing wave- 
length, and with increasing temperature. When a Verdet constant is specified, 
the wavelength and temperature at which it was measured must be given. 
For example, the Verdet constant of distilled water at 20°C and 578 nm is 
218.3°/(Tm) (Hecht, 1987, Chapter 8). This value may appear large, but the 
length of the test chamber on which the solenoid is wound is 10 cm = 10"! m 
and 1 T = 10‘G, so actual rotations tend to be < +5°. The Verdet constant for 
lead glass under the same conditions is about six times larger. Not all Verdet 
constants are positive; for example, an aqueous solution of ferric chloride 
and solid amber have negative Verdet constants. 

Two well-known formulas for axial B inside a solenoid follow (Krauss, 
1953). At the center of the solenoid, on its axis: 


a EE ea (12.84) 
J4R2 +27 


Zz 


At either end of the solenoid, on its axis: 
tesla (12.85) 


It can be shown, by averaging over J, that B, over the length / of the solenoid 
is approximately: 


— 3. NI 3uNI 


3, = SS > tesla, when I > 2R (12.86) 
4V4R74+7° 4] 


It should be clear that a Faraday rotator can be used to null a simple 
polarimeter electrically. See Figure 12.40 for an illustration of a simple dc 
electrically nulled polarimeter. The dc FR current is varied until the output 
photosensor registers a null (E, = 0). At null, the optical rotation from the 
FR is equal and opposite to the optical rotation from the optically active 
analyte. Thus: 


V(a, T)——1= [a]; CL (12.87) 
and the concentration of OA analyte is: 
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FIGURE 12.40 
A simple electrically nulled polarimeter. The optical rotation from the FR is made equal and 
opposite to the optical rotation of the sample to get a null. 
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(12.88) 


Note that C is dependent on three well-known parameters (N, I, and L) and 
two that are less well known and temperature dependent (V and [a]). This 
type of operation yields accuracy in the tenths of a degree. 

Figure 12.41 illustrates an improvement on the static polarimeter shown 
in Figure 12.40. Now an ac current is passed through the FR, causing the 
emergent polarization vector at point B to rock back and forth sinusoidally 
in the x-y plane at audio frequency f,, = ,, 2% Hz. The maximum rocking 
angle is 6,,.. This rocking E, vector is next passed through the optically active 
sample where, at any instant, the angle of E, has the rotation @, added to it, 
as shown at point C. Next, the asymmetrically rocking E,; vector is passed 
through polarizer P,, which only passes the y-components of E, as E,, at 
point D. Thus E,,(¢) can be written: 


E,,(t) = E,,,8in|o, +,,, sin(@,,£)] (12.89) 


The sinusoidal component in the sin[*] argument is from the audio- 
frequency polarization angle modulation. The instantaneous intensity of the 


light at D, i,(¢), is proportional to E,?(#): 


i,(t)=E,,2[ce, /2]sin? [o. +0, sin(o,,t)| Watts/m? (12.90) 


4yo 
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FIGURE 12.41 
An open-loop Gilham polarimeter. The input polarization angle is rocked back and forth by 
+6,,. degrees by passing ac current through the FR. See text for analysis. 


Now, by trigonometric identity, sin? (x) = % [1 — cos(2x)], yielding: 


i,(t)=E,.a[ce, /2]4{1-cos[26, +26, sin(o,,)]} (12.91) 


Because the angle argument of the cosine is small, i.e., |2(o, + Ono) | <3°, the 
approximation cos(x) = (1 — x?/2) may be used. Assume the instantaneous 
photosensor output voltage, v,(t), is proportional to i,(t), so: 


0, (t)=Kpi,(t) (12.92) 


2 2 2D : 
=K, ne 2) h 46, +48 ges (Oo) +56 Sates!) 


y 


0,(t)=Ky|62 +8,2 4(1-cos(20,)) +208, sin(@,£)] (12.93) 
where Ky = Kp Ey,” (c €, 2). 

Thus the photosensor output voltage contains three components: (1) a dc 
component of no interest; (2) a double-frequency component with no infor- 
mation on $,; and (3) a fundamental frequency sinusoidal term whose peak 
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amplitude is proportional to 9,. By using a high-pass filter, the dc components 
can be blocked; by using a phase-sensitive rectifier synchronized to the FR 
modulating current sinusoid at @,,, a de signal proportional to », can be 
recovered while rejecting the 2,, sinusoidal term. 

By feeding a dc current proportional to $, back into the FR, the system can 
be made closed loop and self-nulling. The first such feedback polarimeter 
was invented by Gilham in 1957; it has been improved and modified by 
various workers since then (Northrop, 2002; Cameron and Coté; 1997, Coté, 
Fox, and Northrop, 1992; Rabinovitch, March, and Adams, 1982). Instru- 
ments of this sort can resolve o, to better than +20 microdegrees. 

Browne, Nelson, and Northrop (1997) devised a feedback polarimetry 
system that has microdegree resolution and is designed to measure glucose 
in bioreactors. The system is illustrated in Figure 12.42. Before its design and 
operation are described, it is necessary to understand how a conventional 
Gilham-type closed-loop polarimeter works. 

A conventional closed-loop polarization angle-modulated Gilham pola- 
rimeter is shown in Figure 12.43. The dc light source can be a laser or laser 
diode. (A 512-nm (green) diode laser was used.) The light from the laser is 
passed through a calcite Glan-laser polarizer, P,, to improve its degree of 
polarization, and then through the Faraday rotator. Two things happen in 
the FR: (1) the input LPL is polarization angle-modulated at frequency f,,. 
6,,. is made about 2°. After passing through the sample, the angle modulation 
is no longer symmetrical around the y-axis because the optically active 
analyte’s rotation has been added to the modulation angle. As shown pre- 
viously, this causes a fundamental frequency sinusoidal voltage to appear 
at the output of the high-pass filter (HPF) whose peak amplitude is propor- 
tional to the desired ,. The phase-sensitive rectifier and LPF output a de 
voltage, V,, proportional to 9.. 

(2) V, is integrated and the dc integrator output, V,, is used to add a dc 
nulling current component to the FR ac input. This nulling current rotates 
the angle-modulated output of the FR so that, when it passes through the 
sample, no fundamental frequency term is in the photosensor output, Vj. 
Thus, the system is at null and the integrator output, V,, is proportional to — 
,. Integration is required to obtain a type 1 control system that has zero 
steady-state error to a constant input (Ogata, 1990). (The integrator is given 
a zero so that it will have a proportional plus integral (PI) transfer function 
to make the closed-loop system stable.) 

Now, a return to the system of Browne et al. (1997) reveals that it is the 
same as the polarimeter system of Figure 12.43, with the exception that the 
FR and the sample cuvette are replaced with a single cylindrical chamber 
around which is wound the solenoid coil. The 10-cm sample chamber con- 
tains D-glucose dissolved in water, and other dissolved salts, some of which 
may be optically active. The solenoid current is supplied from a 3-op amp 
precision VCCS (see Section 4.4 in Chapter 4). The reason for using a VCCS 
to drive the coil is because the Faraday magnetorotatory effect is proportional 
to the axial B field, which in turn depends on the current through the coil. 
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A system devised by the author to measure the concentration of dissolved glucose. It is a self- 
nulling Gilham-type polarimeter in which the external FR has been replaced by the Faraday 
magneto-optical effect of the water solvent in the test chamber. Glucose is the optically active 
medium (analyte) dissolved in the water. 


Because the coil is lossy, it gradually heats from the power dissipated by the 
ac modulation excitation and the dc nulling current. As the coil wire tem- 
perature increases, its resistance goes up. Thus, if a voltage source (op amp) 
were used to drive the coil, B would be a function of temperature as well 
as the input voltage, V,. The B temperature dependence is eliminated by 


using the VCCS. 
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A conventional self-nulling Gilham-type polarimeter. A VCCS is used to drive the external FR’s 
coil, which carries the ac modulation signal and the dc nulling current. A PSR/LPF is used to 
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A block diagram describing the dynamics of the novel polarimeter of Figure 12.42. 


The FR can be eliminated because the water solvent in the chamber has a 
Verdet constant and, when subject to ac and dc magnetic fields, causes optical 
rotation of the transmitted LPL. The glucose solute is optically active, so, in 
the same path length, Faraday rotation occurs because of the action of B on 
the water and optical rotation occurs because of the dissolved D-glucose. 

It is possible to summarize the operation of this interesting system by a 
block diagram, shown in Figure 12.44. The input to the measurement system 
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is the physical angle of rotation of the polarization vector, 6,, caused by 
passing the LPL through the ae! active analyte. The negative feedback 
of the system output voltage, V,, leads to a Faraday counter-rotation of the 
LPL, 6,, forming a net (error) rotation, @,. The dc counter-rotation, 6,, is 
simply: 


6, =VBL’= v(3/4) Nit .=([V(3/4 an] - Ce (12.94) 


Clearly, Kpp = V (3/4) u N R/(R,R;) degrees/volt. The closed-loop response 
of the system is found from the block diagram: 


V (5) -1,6,,,K pK,K; (1,5 +1) 
ej S — 
0, st, +5[1+7,1,0,,,.KpK_K:Kep | + L8noK pK Ki Kee 


mo mo 


(12.95) 


It is of interest to consider the dc or steady-state response of this closed- 
loop polarimeter to a constant $,. This can be shown to be: 


0 = (12.96) 


Equation 12.96 is a rather serendipitous result, revealing that the system’s 
calibration depends only on K;x, which depends on the transconductance of 
the VCCS, the dimensions and number of turns of the coil, the Verdet con- 
stant, and the permeability (u) of water. The dc gain is independent of the 
light intensity (I,), the depth of polarization angle modulation (6,,,), the 
frequency of modulation (@,,), and the system’s gain parameters (Kp, K,, and 
K;) and time constants (t, and 7,;). 

The prototype system built and tested by Browne et al. (1997) was evalu- 
ated for D-glucose concentrations (x) from 60 to 140 mg/dl. By least mean- 
square error curve fitting, the output voltage (y) was found to follow the 
linear model, 


y = 0.0544 x + 0.0846 (12.97) 


with R? = 0.9986. System resolution was 10.1 u°/mvV out, at 27°C with a 10-cm 
cell, and the glucose sensitivity was 55.4 mV/mg%. Noise in V, was reduced 
by low-pass filtering (not shown in Figure 12.42). 

Note that, in this instrument, op amps were used exclusively for all active 
components, including the photodiode current-to-voltage converter (trans- 
resistor) (see Section 2.6.4 in Chapter 2); the phase-sensitive rectifier (see 
Section 12.2.3 in Chapter 12); the low-pass filter (see Section 7.2 in Chapter 7); 
the PI integrator (see Section 6.6 in Chapter 6); the oscillator (see Section 5.5 
in Chapter 5); and the VCCS (see Section 4.4 in Chapter 4). 
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12.8.3 A Laser Velocimeter and Rangefinder 


Many conventional laser-based velocimeters are based on a time-of-flight 
rangefinder principle in which laser pulses are reflected from a reflective 
(cooperative) target back to the source position and the range is found from 
the simple relation: 


L=cAt2 meters (12.98) 


If the target is moving toward or away from the laser /photosensor assem- 
bly, the relative velocity can be found by approximating v = L by numerically 
differentiating the sequence of return times for sequential output pulses, 
Dt = > At,. In 1992, Laser Atlanta made a vehicular velocimeter that used 
this principle. 

The laser velocimeter and rangefinder (LAVERA) system described in this 
section uses quite a different principle to provide simultaneous velocity and 
range output. The LAVERA system was developed by Northrop (1997) and 
reduced to practice by a graduate student (Nelson, 1999) for his MS research 
in biomedical engineering at the University of Connecticut. The motivation 
for developing the system was to make a walking aid for the blind that could 
be incorporated into a cane. 

The system uses sinusoidally amplitude-modulated CW light from an NIR 
laser diode (LAD). The beam from the LAD is reflected from the target object 
and then travels back to the receiver photosensor where its intensity is 
converted to an ac signal whose phase lags that of the transmitted light. The 
phase lag is easily seen to be: 


Ag =(2n)(At/T) =(2n)(2L/c)/T radians (12.99) 


where, as discussed previously, At is the time it takes a photon to make a round 
trip to the target; T is the period of the modulation; and c is the speed of light. 

The system developed is a closed-loop system that tries to keep Ad constant 
regardless of the target range, L. This means that, as L decreases, T must 
decrease and, conversely, as L increases, T must increase to maintain a 
constant phase difference. Figure 12.45 illustrates the functional architecture 
of the LAVERA system. Start the analysis by considering the voltage-to- 
period converter (VPC), which is an oscillator in which the output period is 
proportional to Vp. Thus: 


T =1/f = Kypc Vp + b seconds (12.100) 


By way of contrast, the output from a conventional voltage-to-frequency 
oscillator is described by: 


f=Kyeo Ve + d Hz (12.101) 
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Block diagram of the LAVERA system developed by Nelson (1999). Sinusoidal modulation of 
the laser beam’s intensity was used because less bandwidth is required for signal conditioning 
than for a pulsed system. The system simultaneously measures target range and velocity. 


ol 


FIGURE 12.46 
The EOR phase detector used in the LAVERA system, and its transfer function. 


Next, consider the phase detector. This subsystem measures the phase 
difference between the transmitted modulated signal intensity and the 
delayed, reflected modulated signal intensity. An analog multiplier can be 
used directly to measure this phase difference; however, in this system, the 
analog sine waves proportional to light intensity are passed through com- 
parators to convert them to TTL waves with a phase difference sensed by 
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an exclusive or (EOR) gate phase detector (PD). The EOR PD is a quadrature 
detector, i.e., its output duty cycle is 50% when one input lags (or leads) the 
other by odd multiples of 1/2. Figure 12.46 (adapted from Northrop, 1990) 
illustrates the EOR PD’s waveforms and transfer function. The op amp 
inverts the TTL output of the EOR gate and subtracts a dc level so that V, 
swings +1.7 V. 

For a heuristic view of how the system works, the PD output can be written 
as: 

Y= V_ =V, =-(3.4/n) + 1.7 volts (12.102) 

In the steady-state with fixed L, V, = 0 in a type 1 feedback loop. For V, = 
0, >,, = %/2. However, it has already been established that the phase lag for 
a returning modulated light beam is: 


 =(2n)(2L/c)(1/T) radians (12.103) 


If Equation 12.103 for o is solved for T and T is substituted into the VPC 
equation, 


T,, =(2n)(2L/c)(1/0,,) = Kype Vox +0 (12.104) 
i; 
8L/¢=Kypo|V,.,—V,|+5 (12.105) 


If V, = b/Kypc, the final expression for V,,, is obtained: 


Vig = 81) (eRe) (12.106) 


The steady-state V; is indeed proportional to L. Going back to the VPC 
equation, one finds that, for a stationary target, the steady-state VPC output 
frequency is given by: 


f, = YT, = ¢/(8L) Hz. (12.107) 


At L = 1m, f,, = 37.5 MHz; when L = 30 m, f,, = 1.25 MHz, etc. 

Now suppose the target is moving away from the transmitter/receiver at 
a constant velocity, v = L. V, is no longer zero, but can be found from the 
integrator relation: 


a a (12.108) 


© 2004 by CRC Press LLC 


Examples of Special Analog Circuits and Systems 525 


1.7V V; 
LPF Integrator = 
L 4n_ | ®| -3.4 1 Ve | ki (tis +1) We 
c Te (qs +1) Ss 
f Seed 
EOR PD 
Vy VL 
VPC 
1 
KvpcVp +b 
FIGURE 12.47 


Systems block diagram of the LAVERA system of Figure 12.45. 


Notice the sign of V, is negative for a receding target; also, as the target 
recedes, the VPC output frequency drops. Clearly, practical considerations 
set a maximum and a minimum for L. The limit for near L is the upper 
modulation frequency possible in the system; the limit for far L is the dimin- 
ishing intensity of the return signal, and noise. 

To appreciate the closed-loop dynamics of the LAVERA system, it is pos- 
sible to make a systems block diagram as shown in Figure 12.47. Note that 
this system is nonlinear in its closed-loop dynamics. It can be shown (Nelson, 
1999) that the closed-loop system’s undamped natural frequency, @,, and 
damping factor are range dependent, even though the steady-state range 
and velocity sensitivities are independent of L. The undamped natural fre- 
quency for the LAVERA system of Figure 12.47 can be shown to be: 


'4(3.4)cK, K 
sie ee apy (12.109) 
\ 647,L, 


The closed-loop LAVERA system’s damping factor can be shown to be: 


ea 64L, wy [ASE Kree (12.110) 
A(3.4)cK,Kye ‘| 64t,L, 


Finally, to illustrate the ubiquity of the op amp in electronic instrumenta- 
tion, refer to Figure 12.48 — the complete prototype LAVERA system built 
by Nelson (1999). Op amp subsystems will be discussed, beginning clockwise 
with the voltage-controlled current source (VCCS). The VCCS is used to 
drive the laser diode with a current of the form: 


izp(t) = Tipo + Tp n sin(@t), Tipo > Liye (12.111) 
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Simplified schematic of the LAVERA system showing the ubiquitous use of op amps. 
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This 3-op amp circuit was analyzed in detail in Section 4.4 in Chapter 4. 
At mid-frequencies, it was shown that i,)(f) = —0,(f) Gy = —0,(t)/110 amps. 
The zener diode is to protect the LAD from excess forward or reverse voltage. 

A Philips CQL800, 675-nm, 5-mW laser diode (LAD) was used. A small 
fraction of its modulated light was directed in a very short path (approxi- 
mately 1 cm) through a neutral density filter (NDF) to the reference photo- 
diode (PD). The PDs were Hammamatsu 52506-02 PIN photodiodes with 
spectral response from 320 to 1100 nm, with a peak at 960 nm. PD respon- 
sivity was approximately 0.4 A/W at 660 nm. The reference and received 
signal channels were made identical to avoid phase bias between channels; 
the receiver PD viewed the target through a collimated, inexpensive tele- 
scope. The photocurrents from the PDs were proportional to the light inten- 
sities striking their active areas and amplified by AD829 high-frequency op 
amp transresistors. 

The AD829 has an f; = 120 MHz, a slew rate of n = 230 V/wus, and e,,, = 
2 nV/\VHz. The voltage outputs from the AD829 transresistors were passed 
through a simple R-C high-pass filter to block dc. The HPF corner frequen- 
cies were 10 kHz. The high-pass filtered signals were then amplified by 
AD829 inverting amplifiers with gains of —100. A 90-pF capacitance to 
ground was placed at the input of the reference channel comparator to 
compensate for the measured 90-pF capacitance of the shielded cable cou- 
pling the receiver channel AD829 to its comparator. PMI CMP05 amplitude 
comparators were used to convert the sinusoidal signals at the outputs of 
the AD829 amplifiers to TTL digital signals, which were then input to the 
exclusive OR gate used as a quadrature phase detector. The EOR output was 
low-pass filtered, and amplified; then a negative voltage of approximately 
1.7 V was added to make V,, = 0 when the phase difference was 90° between 
the reference and received channels (see Figure 12.46). 

The nearly dc V, is then integrated by the PI integrator. (The zero from 
the PI integrator is required for good closed-loop LAVERA system dynamic 
response.) As shown previously, V, is proportional to target velocity, L. The 
integrator output, V,, is proportional to target range L. V, is conditioned by 
a precision half-wave rectifier circuit to prevent the input to the VPC circuit 
from going negative, which locks up the system. The 7.9 V zener is also used 
to limit the input to the VPC, V>. 

The voltage-to-period converter (VPC) uses a Maxim MAX038 wide-range 
VFC that has a 0.1-Hz to 20-MHz operating range and a sinusoidal output. 
A nonlinear op amp circuit is used to convert V, to V; so that Vp — 0, has 
an over-all VPC characteristic. To examine how the nonlinear circuit works, 
assume the op amp is ideal and write a node equation on its summing 
junction (note that V/ = V,): 


Vz G + (Vg - Vp V;10)G = 0 (12.112) 
st 
2V, = V>V; 10 (12.113) 
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If Vp = 1/20 = 0.05 V, then it is clear that 
V,;=1/Vp (12.114) 
The VFC output frequency is approximately 
f = K; Vp = Ky Vp Hz (12.115) 
or 
T = 1/f = Vp Ky = Kypc Vp (12.116) 


The sinusoidal output of the MAX038 VFC, v,, is a 1-V peak sine wave 
that is used to drive the LAD. 

Nelson (1999) reported a prototype CW LAVERA system with a linear V, 
vs. L characteristic over 1 m < L<5 m range with an R? = 0.998. A linear V, 
vs. L was observed over 0.5 to 2 m/s. Wider dynamic ranges were limited 
by practical considerations, not by the circuit. 

A problem to be solved in order to develop a practical system is how to 
use the velocity and range output voltages from the system to generate an 
audible or tactile signal that can warn a blind person of moving objects that 
may present a hazard. V, goes positive for a moving target approaching the 
system, negative for a receding target, and zero for a stationary target. Thus, 
V,, might be used to control the pitch of an audio oscillator (not shown) 
around some zero-velocity frequency, e.g., 550 Hz. An approaching target 
would raise the audio pitch to as high as 10 kHZ; a receding target might 
lower the velocity pitch to 30 Hz minimum. But how is the range coded? 
Range is always positive and close objects should demand more attention, 
so another VPC circuit (not shown) can be used to generate “click” pulses 
that can be added to the velocity tone signal. Thus, a rapidly approaching 
constant velocity vehicle would generate a high, steady sinusoidal tone plus 
a click rate of increasing frequency as the range decreases. If the vehicle stops 
nearby, e.g., at a traffic light, the sinusoidal tone would drop to the 0-V 
frequency (550 Hz), but the click rate would remain high, e.g., 20/sec for a 
2-m L. 


12.8.4 Self-Balancing Impedance Plethysmographs 


One way to measure the volume changes in body tissues is by measuring 
the electrical impedance of the body part being studied. As blood is forced 
through arteries, veins, and capillaries by the heart, the impedance is mod- 
ulated. When used in conjunction with an external air pressure cuff that can 
gradually constrict blood flow, impedance plethysmography (IP) can pro- 
vide noninvasive diagnostic signs about abnormal venous and arterial blood 
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flow. Also, by measuring the impedance of the chest, the relative depth and 
rate of a patient’s breathing can be monitored noninvasively. As the lungs 
inflate and the chest expands, the impedance magnitude of the chest 
increases; air is clearly a poorer conductor than tissues and blood. 

For safety’s sake, IP is carried out using a controlled ac current source of 
fixed frequency. The peak current is generally kept less than 1 mA and the 
frequency used typically is between 30 to 75 kHz. The high frequency is 
used because human susceptibility to electroshock, as well as physiological 
effects on nerves and muscles from ac, decreases with increasing frequency 
(Webster, 1992). The electrical impedance can be measured indirectly by 
measuring the ac voltage between two skin surface electrodes (generally 
ECG- or EEG-type, AgCl + conductive gel) placed between the two current 
electrodes. Thus, four electrodes are generally used, although the same two 
electrodes used for current injection can also be connected to the high-input 
impedance, ac differential amplifier that measures the output voltage, V,. 
By Ohm’s law, the body voltage is: V, = I, Z, = I, [R, + j B,]. 

At a fixed frequency, the tissue impedance can be modeled by a single 
conductance in parallel with a capacitor; thus, it is algebraically simpler to 
consider the tissue admittance, Y, = Z,! = G, + jwC,. G, and C, change as 
blood periodically flows into the tissue under measurement. The imposed 
ac current is carried in the tissue by moving ions, rather than electrons. Ions 
such as Cl, HCO,,, K*, Nat, etc. drift in the applied electric field (caused by 
the current-regulated source); they have three major pathways: (1) a resistive 
path in the extracellular fluid electrolyte; (2) a resistive path in blood; and 
(3) a capacitive path caused by ions that charge the membranes of closely 
packed body cells. 

Ions can penetrate cell membranes and move inside cells, but not with the 
ease with which they can travel in extracellular fluid space and in blood. Of 
course, many, many cells are effectively in series and parallel between the 
current electrodes. C, represents the net equivalent capacitance of all the cell 
membranes. Each species of ion in solution has a different mobility. The mobil- 
ity of an ion in solution is u = v/E, where v is the mean drift velocity of the ion 
in a surrounding uniform electric field, E. Ionic mobility also depends on the 
ionic concentration, as well as the other ions in solution. Ionic mobility has the 
units of m? sec"! V1. Returning to Ohm’s law, one can write in phasor notation: 


G, — jC, 


Vi=L/Y,=L— 
oO af t s G> +@°C; 


=1,{Re{Z,}— jIm{Z,}] (12.117) 


where Re{Z,} = G,/(G? + @°C,7) is the real part of the tissue impedance and 
Im{Z,} = B, = -@C, (G? + @°C/7) is the imaginary part of the tissue impedance. 
Note that Re{Z,} and Im{Z,} are frequency dependent and that V, lags I,. 
There are several ways of measuring tissue Z, magnitude and angle. In 
the first method, described in detail later, an ac voltage, V,, is applied to the 
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Block diagram of the author’s self-nulling admittance plethysmograph. 


tissue. The amplitude is adjusted so that the resultant current, I,, remains 
less than 1 mA. I, is converted to a proportional voltage, V,, by an op amp 
current-to-voltage converter circuit. In general, V, and V, differ in phase and 
magnitude. A self-nulling feedback circuit operates on V, and V,. At null, 
its output voltage, V., is proportional to |Z,]. 

A second method uses the ac current source excitation, I,; the output 
voltage described previously, V,, is fed into a servo-tracking two-phase lock- 
in amplifier, which produces an output voltage, V, « |Z, , and another 
voltage, Vy < ZZ,. A self-nulling plethysmograph designed by the author is 
illustrated in Figure 12.49. A 75-kHz sinusoidal voltage, V,, is applied to a 
chest electrode. An ac current phasor, I,, flows through the chest to virtual 
ground and is given by Ohm’s law: 


I, = V, [G, + joC] (12.118) 


This current is converted to ac voltage, V,, by the current-to-voltage op 
amp: 
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V, Sa EO (12.119) 
G, + j@C, 
J 
G, — joC G, — j@C, 

v,=-I, G? er V,|G, + joc, law (12.120) 

J 

= . . 2 
VieV G,G eS. a iae as aC Ce (12.121) 
G,; +@°C; 


With the patient exhaled and holding his breath, C; is adjusted so that V, 
is in phase with V,. That is, C; is set so that the imaginary terms in Equation 
12.121 — 0. That is, 


C=C, =. (RG, | (12.122) 
Then, 


G,,Gp + 0°C,,C 
V, =-V, =! Fo.» VW (R,/R, (12.123) 
GiroC; +(Re/Re) 


Now when the patient inhales, the lungs expand and the air displaces 
conductive tissue, causing the parallel conductance of the chest, G,, to decrease 
from G,,. Substitute G, = G,, + 5G, and C, = C,, + 6C, into Equation 12.121 
and also let R-C; = C,, R,, from the initial phase nulling. After a considerable 
amount of algebra, 


v °) ares lcs (1+8G,/G,) +@*(R,C,) G,,(1+8C, /C,,) + 


joC,,(8C,/C,, a 5G, /G,.)] (12.124) 


This relation reduces to Equation 12.123 for 6C, = 5G, — 0. If it is assumed 
that 6C, — 0 only, then Equation 12.124 can be written: 


V, a éV,, (oo) =-R,C 8G, R, 


2 : (12.125A) 
' [1+07(R-C,) | 


where 
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FIGURE 12.50 
Systems block diagram describing the dynamics of the self-nulling plethysmograph. 


=(-R,G,,)V, (12.125B) 
5V, = Be (22S f (12.125C) 
[1+0°(R.C,) | 


Note that 6G, < 0 for an inhaled breath. 

Figure 12.50 illustrates a systems block diagram for the author’s self- 
balancing plethysmograph, configured for the condition where 6C, > 0. The 
three RC high-pass filters in Figure 12.49 are used to block unwanted dc 
components from V,, V,, and V,. In the first case, 6G, — 0. In the steady 
state, V, — 0, so: 


V,V. /10=-V,R,G,, (12.126) 
Thus, 
V, =-10R,G,, =-(V, + BV,), (12.127) 


and the dc integrator output, V;, is proportional to G,,: 


to 


=(10R,G,,-V,)/B (12.128) 
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V;, G,, and V, do not change in time, so this steady-state analysis is valid. 
Using superposition, the system’s response to a time varying, 5G,, can be 
examined. The transfer function, dV, 5G,, can be written: 


V.K,Kp / {RCA rn (or,c,)']} 


5V, s) _ 
~ s(s?/@? +52C/@, +1+V.BK,K, /(10RC)) 


5G, 


( 


(12.129) 


The damping of the cubic closed-loop system is adjusted with the atten- 
uation B. The dc steady-state incremental gain is: 


SV, 10 
8G, |(1+(oR,c,)' |B 


volts/siemen (12.130) 


A prototype of this system was run at 75 kHz and tested on the chests of 
several volunteers after informed consent was obtained. Both dV, « 5G, and 
V, c 6G, were recorded. System outputs followed the subjects’ respiratory 
volumes, as expected. 

A second type of IP makes use of a novel self-balancing, two-phase, lock- 
in amplifier (LIA) developed by McDonald and Northrop (1993); the system 
is described in Northrop (2002). A lock-in amplifier is basically nothing more 
than a synchronous or phase-controlled full-wave rectifier followed by a 
low-pass filter. Its input is generally a noisy amplitude-modulated or double- 
sideband-suppressed carrier ac signal. The LIA output is a dc voltage pro- 
portional to the peak height of the input signal; the low-pass filter averages 
out the noise and any other zero-mean output component of the rectifier. 
Signal buried in as much as 60 dB of noise can be recovered by an appro- 
priately set-up LIA. 

Figure 12.51 illustrates how the LIA is connected to the voltage across the 
tissue, V,, where V, = I, (R, + jB,), (B, = -1/@C,). Note that if the angle of I, 
is taken as zero (reference), then the angle of V, is 0, = tan'(B, R,). The ac 
reference voltage, V,, in phase with I, is used to control the LIA’s synchronous 
rectifier. V, also allows one to monitor I, because V, = I, Rp. The self-nulling 
quadrature LIA outputs a dc voltage, V,, proportional to the phase difference 
between I, and V, and a dc voltage, V,, proportional to the magnitude of 
the impedance, |Z,|, of the tissue under study. Vx and V, follow the slow 
physiological variations in Z, caused by blood flow and/or breathing. The 
modulation of R, and B, by pulsatile blood flow or lung inflation can have 
diagnostic significance. 


12.8.5 Respiratory Acoustic Impedance Measurement System 


Acoustic impedance in this section is defined as the vector (phasor) ratio of 
pressure (e.g., dynes/cm?) to the volume flow (e.g., cm? sec) caused by that 
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Quadrature-nulling, 
two-phase LIA 
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FIGURE 12.51 

An impedance plethysmograph in which a constant ac current is passed through the body part 
being studied. A self-nulling, two phase lock-in amplifier is used to output voltages proportional 
to the impedance magnitude and angle. These voltages can be used to generate a polar plot of Z,. 


pressure at a given sinusoidal frequency. Acoustic impedance has been used 
experimentally to try to diagnose obstructive lung diseases, as well as prob- 
lems with the eardrum and middle ear (Northrop, 2002). This section 
describes the electronic circuitry associated with a simple prototype acoustic 
impedance measurement system. Figure 12.52 illustrates an electric circuit 
that is an analog of the acoustic system used to measure the complex acoustic 
impedance vector looking into the respiratory system through the mouth. 
Note that phasor sound pressure levels P, and P, are analogous to voltages; 
acoustic resistance, R,,, and complex acoustic impedance, Z,,(j/@), are analo- 
gous to electrical resistance and impedance; and the complex volume flow 
rate, Q,(j@), is analogous to the phasor electrical current, I,(j@). Thus, by the 
“acoustical Ohm’s law”: 


Q,(jo) = (P, -P,)/R,. =P, /Z,.(i0) (12.131) 
Thus, 
Z,.(jo) = = cgs acoustic ohms (12.132) 
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DAI $_—_—_—_> 


V2 ec Po 


FIGURE 12.52 


Electric circuit analog of the system used by the author to measure the acoustic impedance, 
Z,A(f), of the respiratory system. In the circuit, voltage is analogous to pressure and current is 
analogous to volume flow. 


Assume that a microphone output voltage is proportional to the incident 
acoustical sound pressure, i.e., V, = K,, P, V, = K,, P,. Thus, the vector Z,.(j@) 
can be found by substituting the conditioned microphone voltages into Equa- 
tion 12.132. 


Figure 12.53 illustrates the system devised by the author to measure Z,,(j@) 
in polar form — ie., 


V, « 2Z,.(j@) =-Z(V, -V,), (12.133) 
and 
R 
IZ.<(jo)| ar (12.134) 


where the angle of V, is taken as 0 (reference). 

Note that the angle between V, and V, (P, and P,) is measured by passing 
these sinusoidal voltages into voltage comparators serving as zero-crossing 
detectors producing 50% duty cycle TTL waves with the same phase differ- 
ence as the analog V, and V,. The TTL phase difference is sensed by a digital 
phase detector of the MC4044 type (see Section 12.3.3), giving a dc output, 
V,. Simultaneously, the ac voltages (V, — V,) and V, are converted to their 
dc RMS values, Vg and V>, respectively. Vg, Vp, and Vg are sampled and 
converted to digital format and passed through a computer interface. The 
computer calculates and displays: 
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FIGURE 12.53 

Block diagram of the RAIMS system developed by the author. Infrasound pressure between 
0.3 to 300 Hz was introduced into the trachea and lungs through the mouth. Output signal 
processing by computer allowed display of Z,,(f) in polar form over this frequency range. 


Z,.(jo)|=K, WalRa (12.135) 
V, ~ V,| 
and 
ZZ, (jo) =-K, Z(V, -V,) (12.136) 


as a polar plot for the range of frequencies used. 

An 8-in. loudspeaker drove the acoustic resistance chamber. The loud- 
speaker was driven by a power amplifier with sinusoidal input from a VFC. 
The VFC, in turn, got its dc input voltage, V., from an 8-bit DAC with input 
from the computer. 
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A critical part of the design was the acoustic resistance, R,,, across which 
the sound pressure drop was assumed to be without phase shift over the 
operating frequency range of the instrument, i.e., R,, was real over the fre- 
quency range. Many “pure” acoustical resistances, such as those used in 
pneumotachs, etc., are made from many parallel capillary tubes. Capillary 
tubes’ acoustic resistance is real up to some frequency at which they begin 
looking inductive due to the acoustic inertness of the tubes (Olson, 1940). 
To extend the range of real R,., a stack of (parallel) thin slits with rectangular 
cross sections was used. It can be shown (Northrop, 2002) that the R,, of slits 
remains real to a frequency significantly higher than that for an equivalent 
R,, made from capillary tubes. This RAIMS system was designed to operate 
from 0.3 to 300 Hz. An earlier system described by Pimmel et al. (1977) that 
used a commercial capillary-tube pneumotach for R,, had a high frequency 
limit of 16 Hz before the pneumotach turned significantly reactive. 

The prototype RAIMS system described here worked well with phantom 
acoustic lung impedances and normal volunteers in the lab, but was not 
investigated clinically. 


12.9 Chapter Summary 


Four diverse examples were chosen to illustrate the use of analog electronic 
circuit ICs in biomedical instrumentation system design: 


1. The microdegree polarimeter represents an instrument that has 
evolved from a manually nulled instrument, with limited sensitivity 
to the optical rotation angle caused by polarized light passing 
through an optically active medium, to a closed-loop optoelectronic 
system with microdegree sensitivity. The optical rotation is used to 
measure D-glucose concentration in clear liquids. In the author’s 
design, an expensive Faraday rotator was eliminated; instead the 
water solvent of the test solution was used for the Faraday medium. 


2. Also developed was a closed-loop laser velocimeter and ranging 
system in which a CW laser beam was sinusoidally amplitude mod- 
ulated (instead of using pulsed laser light and measuring nanosec- 
ond delays in the return reflection). The frequency of the amplitude 
modulations was automatically adjusted so that the phase difference 
between the transmitted and received modulations was held con- 
stant. This LAVERA system gave two simultaneous analog outputs 
proportional to target range and velocity; it was designed as a proto- 
type aid for blind persons. 


3. The third system described was a self-balancing impedance plethys- 
mograph designed to measure small changes in volume as changes 
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in admittance in certain anatomical regions, such as the chest or legs. 
This system operated at a constant 75 kHz and used feedback to null 
an error voltage between the applied voltage and a voltage propor- 
tional to the body part’s admittance at a standard condition. It was 
used to detect respiration and heartbeat simultaneously in an exper- 
imental context. 


4. The fourth system was a respiratory acoustic impedance measure- 
ment system (RAIMS) — a prototype instrument intended to detect 
obstructive lung disease by comparison with “normal” records. The 
acoustic driving point impedance was defined and the acoustic 
equivalent of the voltmeter-ammeter method of measuring electrical 
impedance was described. An acoustic pressure source (analogous 
to a voltage) from a loudspeaker forced acoustic volume flow 
through a real acoustic resistance and then the unknown acoustic 
impedance of the respiratory system (pharynx, trachea, bronchial 
tubes, and alveoli). Specially modified microphones were used to 
sense the driving-point pressure at the mouth, P,, and the volume 
flow proportional to pressure difference to across the acoustical resis- 
tance, Q, = (P, -P,)/R,,. Instrument display was in polar form: Zac(f) | 
vs. ZZ,(f) over 0.3 < f < 300 Hz. 
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